Calibration of HPGe–HPGe coincidence spectrometer through performing standardisation of $^{125}$I activity by X-ray-gamma coincidence spectrometry using two HPGe detectors - DTU Orbit (26/02/2019)

*Calibration of HPGe–HPGe coincidence spectrometer through performing standardisation of $^{125}$I activity by X-ray-gamma coincidence spectrometry using two HPGe detectors.* / Marković, Nikola; Roos, Per; Hou, Xiaolin; Lutter, Guillaume; Nielsen, Sven Poul.


Research output: Research - peer-review › Journal article – Annual report year: 2018