Accuracy of averaged auditory brainstem response amplitude and latency estimates

Madsen, Sara Miay Kim; M. Harte, James; Elberling, Claus; Dau, Torsten

Published in:
International Journal of Audiology

Link to article, DOI:
10.1080/14992027.2017.1381770

Publication date:
2017

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):

DTU Library
Technical Information Center of Denmark

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

- Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
- You may not further distribute the material or use it for any profit-making activity or commercial gain
- You may freely distribute the URL identifying the publication in the public portal

If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Accuracy of averaged auditory brainstem response amplitude and latency estimates

Sara M. K. Madsen, James M. Harte, Claus Elberling & Torsten Dau

To cite this article: Sara M. K. Madsen, James M. Harte, Claus Elberling & Torsten Dau (2017): Accuracy of averaged auditory brainstem response amplitude and latency estimates, International Journal of Audiology

To link to this article: http://dx.doi.org/10.1080/14992027.2017.1381770
Accuracy of averaged auditory brainstem response amplitude and latency estimates

Sara M. K. Madsen1, James M. Harte1,2, Claus Elberling, and Torsten Dau1

1Department of Electrical Engineering, Hearing Systems Group, Technical University of Denmark, Lyngby, Denmark and 2Interacoustics A/S, Interacoustics Research Unit, Lyngby, Denmark

Abstract

Objective: The aims were to 1) establish which of the four algorithms for estimating residual noise level and signal-to-noise ratio (SNR) in auditory brainstem responses (ABRs) perform better in terms of post-average wave-V peak latency and amplitude errors and 2) determine whether SNR or noise floor is a better stop criterion where the outcome measure is peak latency or amplitude. Design: The performance of the algorithms was evaluated by numerical simulations using an ABR template combined with electroencephalographic (EEG) recordings obtained without sound stimulus. The suitability of a fixed SNR versus a fixed noise floor stop criterion was assessed when variations in the wave-V waveform shape reflecting inter-subject variation was introduced. Study sample: Over 100 hours of raw EEG noise was recorded from 17 adult subjects, under different conditions (e.g. sleep or movement). Results: ABR feature accuracy was similar for the four algorithms. However, it was shown that a fixed noise floor leads to higher ABR wave-V amplitude accuracy; conversely, a fixed SNR yields higher wave-V latency accuracy. Conclusion: Similar performance suggests the use of the less computationally complex algorithms. Different stop criteria are recommended if the ABR peak latency or the amplitude is the outcome measure of interest.

Key Words: Auditory brainstem response, signal quality estimators, post-averaged noise estimators, ABR latency and amplitude errors

Introduction

Auditory evoked potentials (AEPs) represent the summation of electrical activity from nerve cells from all levels of the auditory pathway, recorded on the surface of the scalp in response to auditory stimulation. Typically, AEPs are small relative to the electrical background noise floor, particularly in the case of auditory brainstem responses (ABRs), since the recording electrodes on the scalp are far away from the sources. Although it is not possible to separate the desired evoked potential from the noise, the evoked potential can, to some extent, be recovered by averaging. Since the noise can be assumed to be random with respect to the response to the auditory stimuli, averaging tends to reduce the noise power. The evoked potential is often assumed to repeat in a deterministic way each time a new stimulus is presented and averaging will therefore not affect its power. The usefulness and reliability of the so-called post-average waveform, however, depends on the residual noise that it still contains.

Noise in evoked potential recordings can come from encephalic sources (e.g. variations in brain activity due to a changing state of arousal) and non-encephalic sources (e.g. muscle/movement artefacts, eye blinks and electrical artefacts). The noise in ABR measurements is often described as being non-stationary (Elberling and Wahlgreen 1985; Don and Elberling 1994), i.e. its statistical properties (e.g. mean value, power/variance) vary over time. Nevertheless, it is still a common practice both in research studies and clinical measurements to stop an ABR recording when a fixed number of stimulus presentations or epochs has been made which, in a given experiment, results in recordings of varying quality across subjects and stimulus types.

In the present study, the reliability of peak amplitude and latency of post-averaged ABRs, for a family of signal-to-noise ratio (SNR) estimator methods, was investigated to determine their practical reliability. Secondly, and perhaps more importantly an investigation was made on the criteria to determine when to stop averaging for a
given ABR recording, in terms of errors or uncertainty in the post-
average ABR peak amplitude and latency values. These are
determined by the residual noise floor and the signal-to-noise
ratio (SNR) of the waveform. As the signal and the noise cannot be
separated, the true noise content of the post-averaged waveform is
not known, and estimation methods must be employed. The analysis
was focussed on ABR wave V, the largest and most commonly used
response component. The present study made use of simulations
using a database of raw EEG recordings from multiple subjects
made with a typical ABR electrode configuration without any
auditory stimulus. The degree of non-encephalic and encephalic
noise was varied by controlling the movements and state of arousal
of the test subjects. A “template” ABR signal was then added to
epochs of the noise and averaging and different SNR estimation
methods were applied and compared. Using simulations was
necessary, as the true ABR peak amplitude and latency values
need to be known a priori, such that the error could be properly
quantified and compared. This approach is based on the assumption
that the evoked response is fully deterministic and stationary. In
reality, the AEP itself is likely not perfectly stationary, although
generally considered to be substantially more so in most subjects
(given competent recordings and compliant subjects) than the
background noise. The validity of this assumption, in turn, depends
on the stimulus rate varying over the course of a recording, as it is
known that increasing stimulus rate results in a decrease in wave-V
latency (Don, Allen, and Starr 1977) and amplitude (Burkard and
Hecox 1987), reflecting auditory adaptation. Any variability that
might by design be introduced into the stimulus rate for a given
ABR recording is typically small enough not to affect the
stationarity of the wave-V amplitudes and latencies. Therefore,
the assumptions used in the present simulations reasonably reflect
real recording conditions, and the use of a model response serves to
assure a truly stationary, deterministic – namely, a perfectly known
signal as “the” response, leaving variances among the treatments
to depend uniquely on the noises themselves.

Both residual noise floor estimators and signal-to-noise-ratio
estimators were considered, prior to investigating stopping criteria.
The SNR algorithms considered in this study all belong to a group
of methods known as variance ratios, which estimate the ratio, \( F \),
between the variance (mean-square value) of the recorded signal
(response), \( \sigma_n^2 \), and an estimate of the variance of the background
noise, \( \sigma_t^2 \), where the over-bars denote the post-average value:

\[
F = \frac{\sigma_t^2}{\sigma_n^2} \tag{1}
\]

In the present study, four different estimates of the variance ratio
were considered: The single-point F-ratio, \( F_{SP} \) (Elberling and Don
1984), the multiple-point F-ratio, \( F_{MP} \) (Don and Elberling 1994; Stürzebecher, Cebulla, and Wernecke 2001), Wong and Bickford’s
(1980) measure, \( F_{WB} \) (Wong and Bickford 1980) and the non-
stationary multiple point F-ratio, \( F_{NSF-MP} \) (Silva 2009). A short
mathematical description of some of these methods is provided in
the appendix in the Supplementary material. Furthermore, this study
explored the effect of the averaging stopping criteria (estimated
SNR or post-average residual noise variance) on ABR wave-V
amplitude and latency estimate accuracy. For this purpose, the
width and amplitude of the ABR template were varied systematically
to reflect across-subject differences and the accuracy of the
latency and amplitude estimates was evaluated to determine
whether a fixed noise variance or a fixed SNR is a good stop

criterion. Such an analysis, with a focus on wave-V amplitude and
latency accuracy, to the authors’ knowledge has not previously been
considered in the literature.

**Method**

**Auditory brainstem response in noise**

A simple model of ABR generation was considered that assumes
that each epoch recorded to individual stimuli, \( x(t) \), consists of the
ABR signal, denoted here as \( s(t) \), and an additive random noise
term \( \eta_k(t) \):

\[
x_k(t) = s(t) + \eta_k(t) \tag{2}
\]

where \( k \) is the trial or epoch number. It is assumed that the
underlying ABR, \( s(t) \), does not change with each trial, but remains
fixed. In contrast, the noise is changed on a trial by trial basis. Using
the matrix notation given in (Silva 2009) and (Davila and Mobin
1992), the ensemble of all trial data can be rewritten as:

\[
X(t) = \left[ \begin{array}{c} x_1(t) \\ \vdots \\ x_k(t) \end{array} \right] = \left[ \begin{array}{c} s(t) \\ \vdots \end{array} \right] + \left[ \begin{array}{c} \eta_1(t) \\ \vdots \end{array} \right] = S(t) + N(i) \tag{3}
\]

where \( K \) is the total number of recorded trials included in the
average, \( S(t) \), \( N(i) \) and \( X(t) \) are \( K \times T \) matrices and \( T \) is the number
of samples recorded in each trial.

The template (model) used for the ABR within each trial could
then be combined with EEG recorded under different test conditions
reflecting different degrees of non-encephalic noise. If EEG
recordings were made with an auditory stimulus, then there would
be no a priori knowledge of the true amplitudes and latencies. The
template ABR considered was obtained in (Elberling, Callo, and
Don 2010) (see left panel of Figure 1 with scale factor of 1.0), by
aligning the wave-V peaks across recordings from 10 young adults
with normal hearing by conventional audiometry and negative
neurologic histories and taking the inter-subject average computing
the grand-average response across subjects. The stimulus was a 100
\( \mu \)s standard click presented via ER-2 insert earphones at 60 dB nHL
(approx. 103.5 dB peak-to-peak sound pressure level, peSPL, (ISO
389–6 2007). The template ABR has a true wave-V amplitude of
0.488 \( \mu \)V. In the present study, the wave-V amplitude was
calculated as the peak-to-through difference.

**EEG noise database**

The background EEG activity was measured under four different
test conditions: “sleep”, “still”, “blink” and “head movement”
in order to collect a selection of noise with different levels and
different proportions of non-encephalic noise. In the “sleep”
condition, the subjects were instructed to “try to sleep” during the
recordings; in the “still” condition, they were instructed to lie still
with their eyes closed without sleeping; in the “blink” and “head
movement” conditions, they were instructed to lie still and to blink
or to move according to an animation shown on a monitor in the
testing booth, respectively.

Measurements were carried out using a Compumedics SynAmps
2 EEG amplifier, in an electrically shielded and sound isolated
double-walled booth. EEG noise was recorded with (Ag/AgCl)
scalp electrodes (impedance < 5 k\( \Omega \)) with the active electrode
placed on the left mastoid, the ground on the right cheek and the
Where weights inversely proportional to an estimate of the noise and background noise power are used to reduce the effects of non-stationarity in the noise.

Traditional averaging takes the mean of all K epochs in the recording, which is the same as summing and weighting each epoch by $1/K$. In contrast, weighted averaging reduces the effects of non-stationarity in the noise power by using weights that are inversely proportional to an estimate of the background noise power of each epoch (weighted averaging) or block of epochs (block-weighted averaging), such that epochs with a large noise power are penalised over those with a low noise power. In this study, block-weighted averaging was employed because the noise variance estimate has been shown to be more accurate when made from a block of epochs instead of a single epoch (Elberling et al. 2007). The post-averaged waveform can be written as:

$$\bar{x}(t) = w^T X(t)$$

where $w$ is a $K \times 1$ weight vector whose values are dependent on the type of averaging employed. The $K$ trials were split into $B$ blocks, each consisting of $\beta$ epochs. In block-weighted averaging, the noise power is considered to be slowly varying and stationary across all epochs within a given block. Using the notation (Silva 2009), the weight vector is given by:

$$w = \frac{R^{-1}}{1^T R^{-1}}$$

where $R^{-1}$ is an estimate of the inverse $K \times K$ covariance matrix of the noise and $1^T$ represents the vector $[1 \ 1 \ldots 1]$. The noise was assumed here to be a stationary zero-mean Gaussian white noise process within each block of trials (i.e. locally stationary). The covariance matrix is therefore diagonal with $B$ blocks of repeated elements:

$$R_{\beta} = \begin{bmatrix} R_{\beta 1} & \cdots & 0 \\ \vdots & \ddots & \vdots \\ 0 & \cdots & R_{\beta B} \end{bmatrix}$$

where $R_{\beta 1} = \sigma_{n 1}^2$. Thus, $R_{\beta b}$ represents the diagonal covariance matrix for block $b$ (out of a total of $B$ blocks, each with $\beta$ trials) and $I$ denotes the identity matrix.

Each of the four algorithms investigated in this study uses a different method to obtain an estimate of the noise power, $\hat{\sigma}_{n b}^2$, used in the weight estimate. Here, the symbol `$\cdot$' denotes an estimated quantity.

---

**Figure 1.** Templates used to represent the ABR signal. Scaled ABR templates (left panel) and ABR templates with reduced wave-V width (right panel).
Numerical simulations
Numerical simulations were run to investigate the performance, via wave-V latency and amplitude estimation error, of different variance ratio algorithms and averaging stop criteria. The post-average waveform is affected by the noise variance estimate due to the use of block-weighted averaging. Wave-V amplitude, wave-V latency, SNR, and noise variance estimates were calculated for successively larger multiples of 32 epochs (block-size, \( \beta \); a blocksize of 32 was used here as it was the minimum block size used in Silva (2009) of each recorded noise run combined with the ABR template. The data from many subjects and for several test conditions were included, reasonably expected to provide a good indication of the spread of results in typical ABR measurements, as well as providing latency and amplitude estimates for a wide range of variance ratios.

In the simulations, the post-averaged wave-V peak was found as the sample having the maximum amplitude within ±1 ms from the sample number of the true wave V. The latency was then estimated as the difference in time between this sample number and the beginning of the epoch. The amplitude was found, by similarly identifying the trough of wave V as the minimum within ±1 ms from the true trough and then calculating the difference between the amplitudes of the peak and trough, per convention.

The choice of a number of seven fixed points for epochs with duration of 20 ms was based on the findings in (Elberling and Don 1984) showing that the degree of freedom was five in the worst case for an epoch length of 15 ms and a sampling frequency of 20 kHz. This suggested that adjacent points need to be separated by at least 3 ms in order to be independent from each other.

Comparison of F-ratio methods
The variance ratios and post-average wave-V latency and amplitude estimates were calculated for each algorithm. The performance of the different algorithms was evaluated and compared for fixed variance ratios in terms of latency and amplitude estimate accuracy.

Averaging stop criteria
The accuracy of the wave-V latency and amplitude estimates was investigated for a fixed SNR or a fixed noise level for ABR waveforms of varying width or amplitude. Two sets of simulations were run. In the first simulation, the ABR template amplitude was varied by multiplying it with scale factors of 0.5, 1 and 2, respectively and the variance ratios, noise levels and wave-V latencies and amplitudes were calculated. In the second simulation, the width of the ABR waveform (via resampling the template) was scaled in time by a factor of 0.5 resulting in a sharper ABR wave-V peak. All modified ABR templates are shown in Figure 1.

Results
EEG Database
Figure 2 shows a box-and-whisker diagram to graphically represent the global (long-term) sample variance for each run within the database. The box shows the median (center line - second quartile) as well as the first and third quartiles. The whiskers are drawn from minimum to maximum after outliers have been removed. It can be seen that there are slight differences between the variances from the sleep, still and blink conditions. As expected, the greatest difference was observed between the variances from these three conditions and the movement condition. The database thus indeed contains runs with a variety of variances for each test condition. This provides a good basis for the test of the individual SNR algorithms.

Comparison of F-ratio estimates
Figure 3 show the difference (error) between the estimated and true amplitudes (\( \varepsilon_A \)) and latencies (\( \varepsilon_T \)) of wave V as a function of variance ratio. The grey-lines show the mean error or bias, \( E[\varepsilon_A] \) and \( E[\varepsilon_T] \). The left and right hand figures show the cases for \( F_{MP} \) and \( NSF_{MP} \), respectively. The errors for \( F_{WB} \) and \( F_{SP} \) are not shown for brevity.
Figure 4. Standard error of wave-V amplitude estimates for fixed variance ratio intervals (left panel). Standard deviation of wave-V latency estimates for fixed variance ratio intervals (right panel).

in the whole database (all four conditions), the number of averaged epochs was successively increased by 32 to obtain a spread of F-ratios, yielding the likely distribution of errors as a function of the F-ratio. In these scatter plots, each point represents one estimated amplitude error and the grey solid curves show the mean error, or bias, as a function of variance ratio.

It can be seen that the distributions of all of the points are very similar for the FMP and NSFMP methods. A similar result was found for the FWB and FSP (not shown for brevity). The vertical line in each panels shows an F-ratio of 3.1, which indicates with a 99% accuracy that a repeated response is present (based on an F-test with 5 and 250 degrees of freedom) in the residual post-averaged waveform (Elberling and Don 1984) and permits the assumption that the noise distribution is zero mean, Gaussian and stationary. The distributions of errors are all wider at low variance ratios and get narrower and tend towards zero with increasing variance ratio. This was expected since a relative higher noise level (i.e. low variance ratio) should result in a higher error than a lower-level noise level (high variance ratio).

The latency error scatter plots (lower panels) are also broader at low variance ratios and tend towards zero with increasing variance ratio. Indeed, for F-ratios above 3.1, the distribution is symmetrical around a latency error of zero. Below 3.1, the distribution is almost uniform verifying the recommendations for ABR recordings suggested by (Elberling and Don 1984). It can be seen that the error extends to ±1 ms which was the limit imposed on the automatic identification procedure. A pronounced feature in these latency scatter plots are their stratified nature which occurs due to the sampling interval (0.05 ms).

The latency and amplitude error distributions obtained with the different algorithms are very similar. The standard errors (i.e. the standard deviation of the error estimates for amplitude (SA) and latency (Sη) representing the spread of errors for each variance ratio were considered here as a metric to compare the distribution of errors for the different algorithms. To ensure sufficient numbers of values for each standard error calculated, error values were grouped based on variance ratio intervals of 1. The standard errors obtained for the amplitude and latency estimates are shown in Figure 4. It can be seen that the standard deviation decreases with increasing variance ratio. It is clear that there is little variation among the errors obtained with the different algorithms. Thus, this metric of performance only reveals very small difference among the four algorithms.

Figure 5. Upper panels show standard error of the wave-V amplitude estimate (Sα), as a function of variance ratio when scaling the signal and reducing wave-V width, respectively. Lower panels show standard error of the wave-V latency estimate (Sη), as a function of variance ratio when scaling the signal and reducing wave-V width, respectively.

Averaging stop criteria
Figure 5 shows the standard deviation of wave-V amplitude (Sα; upper panels) and latency (Sη; lower panels) errors as a function of the fixed FMP. The resulting ABRs had wave-V amplitudes ranging from 0.244 to 0.976 μV. For comparison, Elberling, Callo, and Don (2010) measured wave-V amplitudes (±2 SD from the mean) for a 60 dB nHL standardised click ranged from 0.225 to 0.589 μV. The vertical line in all panels of Figure 5 indicates an F-ratio of 3.1. In the left panels, the ABR amplitude has been scaled by different scale factors and in the right panels, the wave-V width has been reduced by down-sampling the ABR template. The upper panels show that the amplitude error estimate for fixed variance ratios both changes when scaling the ABR template amplitude and when reducing the wave-V peak width. The upper left panel shows a systematic increase of the amplitude standard error with increasing scale and the upper right panel shows a reduction of the wave-V peak width when reducing the wave-V width. The lower right panel shows that also the standard error of the wave-V latency, Sη, depends on the width of the peak when shown as a function of the variance ratio but that both curves have asymptotes of the same value for very high F-ratios. In contrast,
the standard deviation of the amplitude error, lower right panel shows that on the ABR amplitude (scaling) and width (sharpness of the peak) latencies as a function of the FMP background noise variance. Due to affected by the scaling.

The standard deviation was calculated here within equally spaced logarithmic intervals of background noise variance. The upper panels show that the standard deviation of the amplitude error, $S_A$, does not depend on the ABR amplitude (scaling) and width (sharpness of the peak) when shown as a function of the residual noise level. In contrast, the lower right panel shows that $S_A$ as a function of residual noise varies with the ABR width, even though the effect seems to disappear at high noise levels. Similarly, lower left panel of Figure 6 shows that the standard deviation of the latency error, $S_t$, depends on the ABR amplitude when plotted as a function of the residual noise level. The abscissae in Figure 6 are inverted such that high residual noise is represented on the left and low residual noise is represented on the right for an easier comparison with Figure 5. The vertical line indicates a residual noise level of 30 nV. This can be considered a practical noise target for determining no-response situations.

In summary, $S_A$ was found to be sensitive to differences in ABR amplitude and width for a fixed variance ratio but not for a fixed residual noise level. In contrast, for a fixed variance ratio, latency estimates were found to be insensitive to scaling but sensitive to differences in ABR width. Furthermore, latency estimates were sensitive to both scaling and width for a fixed residual noise level.

**Discussion**

Through synchronous and weighted averaging in AEP recordings the noise floor is reduced relative to the signal of interest. Errors or uncertainty in the post-average waveforms are determined by the residual noise floor and signal-to-noise-ratio of the waveforms. The approach used in this study was to simulate typical ABR recordings in varied noise conditions, by building a large representative EEG database and adding a known template ABR waveform. This provided complete a priori knowledge of the waveform and the wave-V peak amplitude and latency and allowed the exploration of the properties and reliability of the signal quality and residual noise floor estimators.

**Comparison of F-ratio methods**

The four different noise floor estimates were also used to calculate the weights for the averaging procedure (Elberling and Wahlgreen 1985), which resulted in different post-average waveforms for each of the four methods. Thus, both the numerator and denominator in the variance ratio vary due to the different noise estimation methods employed.

In the numerical experiment, the results for epochs averaged in blocks of 32 were presented. Additional simulations using block sizes of 16, 64, 128 and 256 epochs, revealed that the main trends were independent of block size. At low F-ratios, the amplitude estimate (Figure 3) were more often found to be larger than the true amplitude, i.e. was biased towards positive errors. This resulted from the automatic calculation of the wave-V amplitude as the difference between the largest peak and the smallest trough within ±1 ms of the known true peak and trough location. At very low F-ratios (i.e. high noise floors), the post-averaged waveform is mainly noise whose properties dominate the error and lead to a bias in the amplitude errors.

Above an F-ratio of 3.1 the distribution of errors becomes more symmetrical and is unbiased. At an FMP value of 3.1, the bias was 0.07 µV, corresponding to 1.43% of the true amplitude (recall $A_{V,true}=0.488$ µV). Therefore, an amplitude bias at realistic F-ratios (as used for clinical applications; 3.1 is the value where an automatic ABR detection algorithm would indicate a signal as present) should not be problematic. The distribution of latency errors (lower panels of Figure 3) was symmetric with respect to the mean, i.e. no systematic bias was observed. This confirms that for an F-ratio greater than 3.1, the error distribution on amplitude and latency becomes rapidly more narrow.

From the comparison of the standard errors across F-ratio estimators (Figure 3), only a little or no difference was found between the performances of the four methods. The accuracy of the simplest algorithms was comparable to that of the most complex algorithm. Therefore, implementation and usage of the NSFMP algorithm whose computational load surpasses the other algorithms by far does not seem to provide extra benefit when considering accuracy alone. The results from the present study suggest the use of the classic FMP or the FSP since they offer a good compromise between accuracy and computational complexity. It is possible that the NSFMP algorithm is beneficial in terms of detection statistics as suggested by Silva (2009). However, though this seems to be the case in comparison to the FSP algorithm, it is questionable if the NSFMP would be advantageous in comparison to the FMP algorithm.

**Averaging stop criteria**

It was shown that the amplitude standard error was independent of scaling of the amplitude and compression of the width of the ABR template when shown as a function of residual noise level (upper panels of Figure 6). This suggests that fixed residual noise is an
appropriate stopping criterion when the primary interest is on wave-V amplitude. An interesting finding was that the error on the wave-V latency was not a simple function of the residual noise. The latency standard error results tended to support a fixed F-ratio stopping criterion (lower panels of Figure 6), which is insensitive to ABR amplitude (scaling) but sensitive to width. This suggests the use of the F-ratio as a stop criterion for latency measurements to obtain a comparable accuracy although neither the variance ratio or residual noise level seems to be an optimal stop criterion for latency measurements. Thus, depending on the target feature of the ABR useful for the experimental hypothesis or clinical decision, a different stopping criterion is advocated from the results of this study.

Figure 7 shows a comparison of amplitude standard errors for a fixed number of epochs in the average (left panel) and a fixed residual noise floor as stopping criterion (right panel) when using the $F_{MP}$. The figure clearly highlights the well-known but largely ignored disadvantage of only using a fixed number of averages. In cases of increased noise, i.e. test subject movement, the quality of the resultant ABR waveforms varies. If a fixed residual noise were used then this difference in waveform quality would be reduced. To generate Figure 7, no artefact rejection was used in order to highlight the effect of using a fixed number of epochs in the average. In all other stimulations in this study, a strict artefact rejection of 20 $\mu$V was used. The variation in amplitude standard error across test subject conditions is significant but relatively modest due to Bayesian averaging. Without Bayesian averaging the impact of high noise epochs within the fixed number of epochs within the average would be greater than the difference shown in Figure 7.

### Theoretical predictions of amplitude and latency standard error

In Hoth (1986), theoretical general formulas for the accuracy (standard error) of amplitude and latency estimates from ABR recordings were derived. These were tested against the numerical approach used in this paper, to determine if these closed-form predictions could be usable for routine ABR recordings. They predicted that the standard error of the amplitude can be given by:

$$S_{A, \text{Hoth}} = \sqrt{\frac{2}{\pi}} \cdot \sigma_n$$

(7)

where $\sigma_n$ is the residual post-averaged noise standard deviation (RMS). See appendix in Supplementary material for the derivation of the squared error on wave-V peak latency from Hoth (1986).

Through a series of simplifications, also described in the appendix in Supplementary material, the predicted latency standard error is given by:

$$S_{t, \text{Hoth}} = \sqrt{\frac{2}{\pi}} \cdot \frac{\sigma_n}{2|x(t)| + \sigma_n}$$

(8)

where $\sigma_n$ is the residual post-averaged noise standard deviation, $\sigma_n$ is the standard deviation of the noise curvature (second derivative w.r.t. time) and $\tilde{x}(t)$ is the local curvature of the post-averaged signal at the estimated wave-V latency, $t_v$.

To use Equations 7 and 8 an estimate is needed for the post-averaged residual noise standard deviation ($\sigma_n$). The sample variance of a 5 ms pre-stimulus interval was used here, as suggested by Hoth (1986). Next, the second derivative $\tilde{x}(t)$ of the post-averaged waveform needs to be calculated numerically via a finite difference approximation (see Riley, Hobson, and Bence 1998). $\sigma_n$ was estimated from the 5 ms pre-stimulus interval of $\tilde{x}(t)$ and the curvature of the estimated wave-V peak is given by $\tilde{x}(t_v)$. Hoth’s (1986) estimates of the standard errors were calculated and are shown as the dashed curves in Figures 5 and 6 shaded according to the true signal scale or width factors. $S_{A, \text{Hoth}}$ as a function of fixed residual noise floor appears to show agreement with the direct numerical results of the present study. $S_{t, \text{Hoth}}$ as a function of fixed F-ratio seems to under-predict the direct numerical results. This is a result of the 5 ms pre-stimulus interval used being insufficiently long to accurately estimate the residual noise. EEG is dominated by low frequencies, with an approximate 1/f spectrum (Pritchard 1992). A 5 ms window will only be able to accurately estimate energy down to around 0.2 kHz (McDowell et al. (2007) and will lead to an under-prediction. Simply estimating post-averaged residual noise floor using the multiple point method (see appendix in Supplementary material) will eliminate this problem, making $S_{A, \text{Hoth}}$ a useful predictor. Alternative approaches would be to either increase window length from 5 to 30 ms (resulting in very slow ABR acquisition due to much lower stimulus repetition rate) or increase the high-pass filter cut-off to 0.3 kHz (as used in Hoth 1986). However, given that there is useful energy in the ABR down to approximately 30 Hz this choice of filter cut-off would lead to a reduced wave-V amplitude, and is therefore not recommended. Thus, the Hoth (1986) amplitude error predictor is useful if one of the approaches suggested above to improve the accuracy of the sample variance is used.

![Figure 7](attachment:image.png)
Unlike for the amplitude, $S_{\text{r, Hoth}}$ is not qualitatively similar to the numerical results from this study. To investigate this, it was necessary to consider the underlying assumptions used in Hoth (1986) to derive an estimate for latency standard error (see Appendix in Supplementary material). A further simulation was carried out explicitly calculating the squared error term in (A14), then giving the latency standard error as the square-root of the expectation (ensemble mean) (Bendat and Pierson 1971) of the squared error:

$$S_{\text{r, Theory}} = \sqrt{E \left[ \frac{2\tilde{n}(t_L) + \tilde{n}(t_L)^2}{\tilde{x}(t_L) + \tilde{x}(t_L)^2} \right]} = \sqrt{E \left[ \frac{\theta}{\varphi} \right]} \quad (9)$$

This calculation is only possible in simulations as it requires knowledge of the true ABR wave-V curvature as well as the true latency, $t_L$, thus $S_{\text{r, Theory}}$ is not a useful estimator in practice. A spectrally white Gaussian random sample was generated in MATLAB and filtered to have the same power spectral density as the mean across subjects and runs in the EEG database. An ABR template was added and wave-V peak latency errors were directly determined as well as $S_{\text{r, Theory}}$. It can be seen in Figure 8 that $S_{\text{r, Theory}}$ yields a much closer estimate of the latency standard error than $S_{\text{r, Hoth}}$. Considering Equation 9, if the additive post-averaged EEG noise is a zero-mean Gaussian random variable with variance $\sigma_n^2$, then $\theta$ will also be a Gaussian random variable, $\theta \sim N(0, 8(1 - \rho_R(t_L - t_L))\sigma_n^2)$, i.e. it will also be zero mean. However, it will have a variance dependent on the time separation of the estimated and true latencies as well as the correlation coefficient of the residual noise. It can be shown that $\varphi$ will also be normally distributed but with a non-zero mean $\tilde{x}(t_L) + \tilde{x}(t_L)$ and a variance given by $\sigma_{\varphi}^2 = \sigma_\theta^2 + 2\text{cov}(\tilde{x}(t_L), \tilde{x}(t_L)) - 2\text{cov}(\tilde{x}(t_L), \tilde{n}(t_L))$. Further, it cannot be assumed that $\theta$ and $\varphi$ are uncorrelated, nor can the ratio $\theta/\varphi$ be assumed to be a Gaussian distribution (Hinkley 1969; Hayya, Armstrong, and Gressis 1975). From the simulation results presented here, it does not appear to be reasonable to make the simplifications (see appendix in Supplementary material) where $\theta$ is replaced by $2\sqrt{2} \cdot \sigma_n$ (i.e. not taking into account the correlation between the two noise terms) nor $\varphi$ by $2(\tilde{x}(t_L)) + \sigma_n$ to convert Equation A14 into Equation 8. This fails to take into account the PSD of real EEG and its finite and significant correlation length, nor the expected non-Gaussian distribution of the ratio. On the basis of these results, it is not recommended to use the closed-form predictions, $S_{\text{r, Hoth}}$, of the latency standard error. Changing the high-pass filter cut-off frequency does not lead to the improved performance with the Hoth (1986) latency error predictor (simulation carried out but not shown for brevity), as seen with the amplitude error predictor. As discussed above, there are several errors in the assumptions used to derive the latency error predictor. Changing the filter settings cannot address this.

Conclusion

The performance of four different SNR estimation algorithms was investigated and only small differences in performance were found for different degrees of non-encephalic and encephalic noise. Thus, the classic $F_{\text{SP}}$ or the $F_{\text{MP}}$ algorithms seem to offer a good compromise between accuracy and computational load. The main finding of the paper was that the optimal stop criterion (fixed SNR versus fixed noise floor) for comparing results between test subjects of stimulus conditions depends on whether ABR wave-V amplitude or latency is the outcome measure considered. This finding has significance for both clinical and future research studies using the ABR. The reliability of the wave-V amplitude estimate was found to be unaffected by changes to the amplitude and sharpness of the ABR peak for a fixed noise variance but was observed to be sensitive to such changes of the ABR peak for a fixed SNR. In contrast, the reliability of the latency estimate was found to be insensitive to scaling but sensitive to changes to the sharpness of the ABR peak for fixed SNR and to be affected by both differences in scaling and peak sharpness for a fixed residual noise level. This suggests using a fixed noise level as a stop criterion for amplitude measurements and a fixed SNR as a stop criterion for latency measurements. Finally, an investigation was made into signal-based methods for estimating the random errors on amplitude and latency using the post-averaged ABR waveform (Hoth 1986). It was found that the estimated amplitude standard error was in good agreement with the numerical results of the present study and could be further improved using the multiple-point post-averaged residual noise estimates. However, the theoretical validity of the signal-based latency random error estimate is questionable and its use is not recommended without further investigation.

Acknowledgements

We thank Prof. Ross Roeser and three anonymous reviewers for helpful comments.
Declaration of interest: The authors report no conflicts of interest.

This work was supported by the Carlsbergfondet and Oticon Foundation.

Notes

1. In this paper, the signal-to-noise-ratio (SNR) is simply defined as the ratio of the root-mean-square (RMS) value of the true signal, $\sigma_{\text{true}}$, divided by the RMS value of the post-averaged residual noise, $\sigma_{\text{res}}$.

2. Strictly, the latency errors should be modelled by a binomial distribution due to the small number of discrete values it can take due to the sampling interval. However, for simplicity a continuous normal approximation will be made so that the sample variance can be used.

3. It was seen, that the use of linearly spaced noise level intervals would lead to a very uneven distribution of the estimated amplitudes or latencies. By using a logarithmic scale the different estimated variance ratios would be spread more evenly over a larger number of intervals.

References


Supplementary material available online