Impact of Noise and Noise Reduction on Processing Effort: A Pupillometry Study

A Pupillometry Study

Wendt, Dorothea; Hietkamp, Renske K; Lunner, Thomas

Published in:
Ear and Hearing

Link to article, DOI:
10.1097/AUD.0000000000000454

Publication date:
2017

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

- Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
- You may not further distribute the material or use it for any profit-making activity or commercial gain
- You may freely distribute the URL identifying the publication in the public portal

If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Impact of Noise and Noise Reduction on Processing Effort: A Pupillometry Study

Dorothea Wendt,1,2 Renskje K. Hietkamp,1 and Thomas Lunner1,2,3,4

Objectives: Speech perception in adverse listening situations can be exhausting. Hearing loss particularly affects processing demands, as it requires increased effort for successful speech perception in background noise. Signal processing in hearing aids and noise reduction (NR) schemes aim to counteract the effect of noise and reduce the effort required for speech recognition in adverse listening situations. The present study examined the benefit of NR schemes, applying a combination of a digital NR and directional microphones, for reducing the processing effort during speech recognition.

Design: The effect of noise (intelligibility level) and different NR schemes on effort were evaluated by measuring the pupil dilation of listeners. In 2 different experiments, performance accuracy and peak pupil dilation (PPD) were measured in 24 listeners with hearing impairment while they performed a speech recognition task. The listeners were tested at 2 different signal to noise ratios corresponding to either the individual 50% correct (L50) or the 95% correct (L95) performance level in a 4-talker babble condition with and without the use of a NR scheme.

Results: In experiment 1, the PPD differed in response to both changes in the speech intelligibility level (L50 versus L95) and NR scheme. The PPD increased with decreasing intelligibility, indicating higher processing effort under the L50 condition compared with the L95 condition. Moreover, the PPD decreased when the NR scheme was applied, suggesting that the processing effort was reduced. In experiment 2, 2 hearing aids using different NR schemes (fast-acting and slow-acting) were compared. Processing effort changed as indicated by the PPD depending on the hearing aids and therefore on the NR scheme. Larger PPDs were measured for the slow-acting NR scheme.

Conclusions: The benefit of applying an NR scheme was demonstrated for both L50 and L95, that is, a situation at which the performance level was at a ceiling. This opens the opportunity for new means of evaluating hearing aids in situations in which traditional speech reception measures are shown not to be sensitive.

Key words: Hearing aids, Hearing impairment, Noise reduction, Processing effort, Pupillometry

INTRODUCTION

Understanding speech is probably the most important human communication ability in everyday life. People with hearing impairment have particular difficulties in processing and understanding speech under acoustically challenging conditions, which may cause reduced speech recognition, increased cognitive demands for speech comprehension, or a slowing down of speech processing (Duquesnoy 1983; Plomp 1986; Mattys et al. 2012; Wendt et al. 2015).

Digital hearing aid (HA) technology utilizes several signal processing algorithms, such as wide dynamic range compression and noise reduction (NR), with the goal of facilitating and improving the intelligibility of speech in noise. Specifically, NR algorithms have been developed to reduce the level of the interfering noise and thus improve the effective signal to noise ratio (SNR). For instance, some research examined aggressive NR in the form of ideal binary masks (Wang et al. 2008; Kjems et al. 2009) and showed large intelligibility gains. However, the ideal binary mask requires a priori knowledge about the target and the interfering factor and thus cannot be used for practical applications. Other research combined directional microphones and binary mask reduction to create (nonideal) binary masking schemes that can be used in HAs (Boldt et al. 2008; Ng et al. 2013, 2015). To investigate speech perception in listeners with hearing impairment or to evaluate the benefit of HA signal processing, behavioral measures such as speech reception thresholds (SRTs) are commonly used (Plomp & Møller 1979; Nilsson et al. 1994; Hagerman & Kinnefors 1995; Akeroyd 2008). The SRT is typically estimated by applying an adaptive procedure to reach the SNR at which 50% of words are correctly identified (Hagerman & Kinnefors 1995; Brand & Kollmeier 2002). Using traditional speech-in-noise tests, the SRT lies within the range of –10 and 0 dB for listeners with mild to moderate hearing impairment, depending on the speech material and the type of background noise. However, it has been shown that some HA algorithms, such as NR schemes, are most efficient for positive SNRs (Fredelake et al. 2012; Smeds et al. 2015), where SRT measures show ceiling effects. Moreover, the literature indicates that everyday communication situations take place at positive SNRs characterizing situations with high speech intelligibility (Lunner et al. 2016; Havercamp, Reference Note 1). For instance, Smeds et al. (2015) measured the SNRs of acoustic scenarios for HA users in a realistic environment. Only a few situations were reported in which the SNR was negative or approximately 0 dB, but in fact, the SNR was on average approximately 5 dB or higher. These studies noted that most everyday communication situations take place at positive SNRs, which differ from traditional SRT measures. Moreover, performance is at a ceiling in those situations, and SRT methods are insensitive under those circumstances. Thus, to examine speech perception in hearing-impaired listeners and to test the benefit of HA processing in a more realistic communication situation (i.e., at ecologic SNRs), alternative methods and measures are required.

Even when speech intelligibility is high, people with hearing impairment experience considerable difficulties after conversations in everyday life situations. One reason is that
hearing-impaired listeners expend extra processing effort to perceive and process speech (McCoy et al. 2005). Processing effort is a measure of the amount of cognitive resources deployed when processing speech. Processing effort depends on the interplay of two factors. On the one hand, it is affected by the processing demands imposed by the listening situation and the task. Processing demands are strongly dependent on stimulus-related factors, such as degraded speech or background noise. The type of background noise further affects processing demands. On the other hand, processing effort is dependent on factors related to the individual listener, such as hearing loss or cognitive abilities (Mattys et al. 2012) and the amount of cognitive resources the listener employs in a (speech recognition) task to compensate for those demands (Rabbitt 1990; Hick & Tharpe 2002; Johnsruide & Rodd 2015). A person’s efforts to recognize speech in background noise have been measured with various methods and techniques (McGarrigle et al. 2014 and Ohlenforst et al. 2017 for a review). Self-reported effort has been studied using self-assessment scales and/or questionnaires (Humes 1999; Nachtegaal et al. 2009). Those measures give insight into how a listener perceives his or her effort in a specific listening situation. It has been shown, for instance, that perceived effort due to hearing loss can have various effects on the individual, such as increased susceptibility to fatigue (Hornsby 2013) or increased days of sick leave (Kramer et al. 2006). However, subjective measures are limited since people may differ in their interpretation of effort or have difficulties rating their perceived effort. Furthermore, scales and questionnaires are filled out “after” a task is performed, which makes it hard to monitor the perceived effort “while” performing the task. In contrast, physiologic measures have been used to investigate changes in the activity of the central and autonomic nervous system during speech processing. For instance, changes in pupil dilation have been suggested as an index of locus coeruleus function (Aston-Jones & Cohen 2005). The pupil dilates with increasing demands until processing resources are exceeded (Kahnemann & Beatty 1966; Zekveld et al. 2010, 2011). It is assumed that task-related pupil response reliably reflects changes in cognitive resources allocated by the listener. Thus, if processing efforts increase in speech recognition due to an acoustically challenging situation, this should be reflected by increased pupil dilation (Janisse 1977; Beatty 1982). Several studies have examined the processing effort involved in perceiving speech in background noise (Kramer et al. 1997; Piquado et al. 2010; Zekveld et al. 2010). More recent literature studied the processing effort involved in speech recognition in cases of hearing impairment (Anderson Gosselin & Gagné 2010, 2011; Picou et al. 2013; Koelweijn et al. 2014). Zekveld et al. (2011) investigated the effect of hearing loss, age, and speech intelligibility on effort, as indicated by the pupil dilation. They found less release from effort with increasing speech intelligibility for hearing-impaired people compared with people with normal hearing. Wendt et al. (2015) tested the effect of hearing loss on the duration of sentence processing during an audiovisual task paradigm. To ensure that each participant had roughly the same spectral information available, the spectrum of the noisy speech was adjusted according to the individual hearing loss. By analyzing the participant’s eye movements and calculating the speech processing durations, a significant increase in duration due to hearing impairment was reported, even in situations with high speech intelligibility. Interestingly, hearing-impaired participants who were experienced HA users showed smaller speech processing durations than hearing-impaired participants without HA experience. Furthermore, their speech processing durations were similar to those of the normal-hearing group (Wendt et al. 2015). These findings indicate that experienced HA users benefit from a frequency-specific gain rule, which is commonly used in HAs.

Within recent years, a growing body of research has examined the benefits of HAs and signal processing algorithms on cognitive aspects of speech perception, particularly memory processing and processing effort (Gatehouse & Gordon 1990; Sarampalis et al. 2009; Brons et al. 2013; Picou et al. 2013). Some studies indicated that although HA processing did not result in a significant improvement in speech intelligibility, HA users may still express a preference for certain algorithms or show reduced effort and improved memory performance (Picou et al. 2013; Brons et al. 2013; Ng et al. 2013, 2015; Neher 2014). Brons et al. (2013, 2015) studied the effect of different NR schemes on perceived effort in listeners with normal hearing and those with hearing impairment. They compared the participants’ ratings of their effort while listening to speech in babble noise that was processed by one of four HAs. Small but significant differences in perceived effort were reported depending on the NR scheme. Interestingly, no differences in perceived effort were noted when the NR was on versus off. In general, there is growing interest in the concept of listening effort and its relationship with hearing impairment and HA signal processing. However, there are uncertainties and ongoing discussions regarding the benefit of HA signal processing for reducing effort (see Ohlenforst et al. 2017 for a review).

Recent literature has demonstrated that not only hearing impairment but other listener-related abilities, such as working memory, may affect individual speech reception performances and processing effort (Lunner 2003; Akeroyd 2008; Rönnberg et al. 2013; Wendt et al. 2016). Ng et al. (2013) indicated that good cognitive abilities are associated with greater benefit from signal processing. They examined the effects of NR on memory performance of hearing-impaired listeners and reported significantly better memory performance when an NR algorithm was applied. However, this effect was restricted to people with good working memory capacity. In a later study, Ng et al. (2015) again reported that NR had beneficial effects on memory performance; however, this time, the benefit was not associated with the individual’s working memory capacity.

The objective of the present study was to evaluate the effects of noise and NR schemes on processing effort in people with hearing impairment and correlate these effects with the individual’s working memory capacity. Processing effort was investigated by measuring changes in pupil dilation in a speech recognition task. The NR scheme included directional microphones and a binary mask reduction to create (nonideal) binary masking schemes (Bolldt et al. 2008; Ng et al. 2013, 2015). Two different experiments were conducted. In experiment 1, the pupil dilation of each participant was measured at 2 different intelligibility levels corresponding to either the individual’s 50% speech recognition (L50) or 95% speech recognition (L95) threshold. The L95 condition was introduced to assess a ceiling for speech recognition performance at which differences in effort as a result of NR processing can still be expected. The effect of the NR system was tested for both intelligibility levels (L50 and L95). The effect of individual differences in cognitive
ability on processing effort and HA processing was further examined. It was hypothesized that:

- Speech intelligibility has an effect on processing effort such that effort is increased at L50 compared to L95. Increased effort is indicated by a significant increase in pupil dilation (according to Zekveld & Kramer 2014).
- By applying an NR scheme (including directional microphone use and NR), effort can be significantly reduced for people with hearing impairment, as indicated by a significant decrease in pupil dilation.
- A benefit of the NR scheme on effort can be measured at ecologic SNRs, when speech recognition performance is at its ceiling.
- A greater benefit of the NR scheme for people with better cognitive abilities is expected. Hearing-impaired participants with good working memory capacity will benefit most from NR in terms of the effort involved in speech recognition (Lunner 2003; Ng et al. 2013).

The objective of experiment 2 was to examine the effect of NR schemes on effort using 2 commercially available HAs. For the one HA (HA1), the NR scheme relied on a multi-microphone noise estimate, an adaptive minimum-variance distortionless response (MVDR) beamformer combined with a postfilter that produces fast-acting NR (Kjems & Jensen 2012; Jensen & Pedersen 2015). For the other HA (HA2), the NR scheme relied on a single-channel noise estimate, a first-order directionality effect and slow-acting NR. While directionality effects, such as those used in HA1 and HA2, are known to improve speech understanding, slow-acting NR, such as those used in HA2, does not provide such benefits and is often considered a comfort feature of modern HAs (Bentler et al. 2008). The NR scheme employed in HA1 used a more efficient directionality effect that aims to minimize the noise variance and postfilter-based NR that better approximates the effect of a NR based on an ideal binary masker. Ideal binary masker NR systems require a priori knowledge of the noise and are therefore unrealistic for use in HAs, but they have been shown to reduce the negative effect of noise on memory processing for people with normal hearing (Sarampalis et al. 2009) and those with hearing loss (Ng et al. 2013). It was therefore hypothesized that the NR strategies employed in HA1 provide benefits not only in terms of speech understanding but also in terms of cognitive processing and processing effort.

EXPERIMENT 1

Materials and Methods

In experiment 1, the effect of an NR scheme (inspired by Wang et al. 2008; Boldt et al. 2008; Kjems & Jensen 2012; Jensen & Pedersen 2015) on processing effort was tested using pupillometry during a speech recognition task. The participants were asked to listen to and repeat back Danish sentences played in 4-talker babble. The effect of NR on effort was investigated at 2 different SNRs corresponding to 2 different individual performance levels.

Participants

Twenty-four hearing-impaired listeners with an average age of 59 years (ranging from 35 to 80 years) were included in the experiment. The participants were native speakers of Danish and had a symmetrical sensorineural hearing loss (Fig. 1). Their pure-tone average from 500 to 4000 Hz ranged from 34 to 70 dB HL with an average of 47 dB HL; the averaged maximum difference between the left and right ear from 125 to 6000 Hz was 15 dB. The participants had no history of eye diseases or eye operations. They were all habitual binaural HA users with at least 1 year of experience (ranging from 1.1 to 13.7 years). The experiment was carried out without the use of glasses or contact lenses. Ethical approval for the study was obtained from the Research Ethics Committees of the Capital Region of Denmark.

Speech Material and Noise Conditions

In a spatial setup of 5 loudspeakers, Danish sentences from the Hearing In Noise Test (HINT) (Nielsen & Dau 2011) were presented in 4-talker babble created by 4 overlapping talkers. To construct the 4-talker masker of continuous speech, 4 single audio files were created (2 male and 2 female nonprofessional speakers reading text from a newspaper). All the audio files had the same long-term average frequency spectrum as the Danish HINT sentences. Speech pauses longer than 0.05 seconds were removed.

For each trial, a random mixture of the 4 speech audio files was created. A single trial was defined as the duration of the presentation of the 4-talker babble that started 3 seconds before the onset of the HINT sentences and ended 3 seconds after sentence offset. The HINT sentences were presented from a loudspeaker positioned in front of the listener (at 0°). The 4-talker masker was presented from the side/back of the participants. This was realized by presenting each competing talker spatially via one of the four loudspeakers with a distance of 1.2 m to the listener’s side or back (at ±90° and ±150°, Fig. 2). The position of the 4 competing talkers was randomized across conditions. One male speaker and 1 female speaker were always positioned at the ±90 azimuth position. Thus, the effect of a competing speaker with the same gender position was balanced across all conditions.

NR Scheme

The participants were tested while wearing HAs under 2 different conditions. In the first condition, no NR scheme was applied, and only the amplification using Voice Aligned Compression (VAC) (Le Goff 2015) was used. In this condition, called the NoNR condition, the HAs provided quasi-linear amplification according to each participant’s hearing thresholds based on the VAC rationale to assure audibility. The VAC approach falls within the family of curvilinear wide
dynamic range compression. Compared with many other amplification strategies, the VAC rationale provides less compression at high input levels and more compression at low input levels through lower compression kneepoints (varying between 30 and 40 dB SPL depending on the frequency region and amount of hearing loss). This compression model is based partly on loudness data presented by Buus and Florentine (2001) and is intended to ensure improved sound quality without the loss of speech intelligibility rather than loudness compensation per se.

In the second condition, the NR condition, a NR scheme was applied in 2 different processing blocks. In the first block, the 2 microphone signals were combined via 3 fixed beamformers to create enhanced omnidirectional and rear cardioid signals. In the second block, a 2-channel MVDR beamformer was applied (Kjems & Jensen 2012) to use spatial filtering to attenuate interfering signals that did not come from in front of the listener, where the target was located. Afterwards, the signal was post-processed using a single-channel postfilter (Jensen & Pedersen 2015) to further remove interfering noise.

Estimation of L50 and L95 • To ensure comparable speech intelligibility levels, the SNRs for 50% speech recognition (L50) and 95% speech recognition (L95) were measured for each participant. The individual L50s and L95s were estimated using correct-word scoring for words presented in 4-talker babble. The participants were tested using HAs without NR (i.e., in the NoNR condition). To obtain the L50, an adaptive procedure was applied (Brand & Kollmeier 2002); after a correct response (5 words), the SNR was decreased by 2 dB, and after an incorrect response (0 words), the SNR was increased by 2 dB. The step size for 1 to 4 correct words was relative to the maximum step size, for example, 2 correct words resulted in a 2.4 dB increase in SNR. For L95, the step size was also doubled for the first 5 sentences. From the SRT80, the L95 was estimated by fitting a psychometric function to the data. The masking onset was 3 seconds before the onset of each sentence and continued for 3 seconds after the sentence offset. Therefore, the length of each trial varied depending on the length of the presented HINT sentence, which had a mean duration of 1.5 seconds. After noise offset, participants were asked to repeat back the sentence. At the beginning of the session, each participant performed 3 training lists consisting of 20 sentences each. The first list was presented to familiarize the participant with the procedure. Afterwards, the participants performed 2 more test lists for the estimation of L50 and L95. The average L50 was 1.3 dB SNR (+2.3), and the average L95 was 7.1 dB SNR (+2.3) for all participants. After training, the participants completed 4 test lists: 2 without NR scheme (NoNR at L50 and L95) and 2 with active NR scheme (NR at L50 and L95). Each test list contained 25 sentences. The order of list presentation was randomized for each participant using a Latin square design. The participants were wearing HAs throughout the test procedure (during both training and testing). One participant was unable to complete all 4 conditions and was excluded from further data analysis. While the participants were performing the speech recognition task, an eye-tracking camera recorded their pupil dilation.

Reading Span (RS) Test • The RS test (originally developed by Daneman & Carpenter 1980) measures working memory capacity. A modified version of the working memory test that taxes memory storage and processing simultaneously was applied in this study (developed by Rönnberg et al. 1989). The participants’ task was to listen to and comprehend a sequence of sentences. Half of the sentences were semantically incorrect (e.g., “The train sang a song”), whereas the other half were semantically correct (e.g., “The girl brushed her teeth”). The participants were asked to indicate verbally whether the sentence was meaningful after each sentence (within 1.75 seconds after sentence offset). After a sequence of sentences, the participants were asked to recall either the first or the final word of each sentence, as indicated by the word “First” or “Final” presented on the monitor. The first or the final word was requested in a randomized order. Sets of 3, 4, 5, and 6 sentences were presented in ascending order and repeated 3 times. The maximum possible score was 54 correctly recalled words. The RS scores were calculated for each participant as the percentage of the maximum number of recalled words.

Apparatus and Spatial Setup

An eye-tracker system (iView X RED System; Senso-Motoric Instruments, Teltow, Germany) was used to record the participants’ pupil dilation. The sampling rate was 120 Hz throughout the experiment. An infrared eye camera with an automatic eye and head tracker was placed in front of the listener to measure both eyes remotely, that is, without contact. The presentation of the stimuli was controlled by a PC using MATLAB-based programming (MathWorks, Natick, MA). Signals were routed through a sound card (RME Hammerfall DSB multiface II; Audio AG, Haimhausen, Germany). Auditory signals were then played back via speakers (Genelec 8030B; Genelec Oy, Jisalmi, Finland). The experiment was
conducted in a double-walled, sound-treated IAC Acoustics booth. The participants were seated 60 cm from the eye tracker. During each trial, pupil size and pupil x and y traces of both eyes were recorded to detect horizontal and vertical eye movements, respectively. Only the pupil size of the left eye was used for further analysis (see description about the pupil data analysis below).

Pupil Data Analysis
Pupil data from the first 5 trials at the beginning of each list were excluded from further analysis. For all the remaining sentences, the averaged pupil diameter for each participant and each condition was calculated as follows: first, diameter values more than 3 SDs below the mean pupil diameter were coded as eye blinks or movements. Trials for which more than 20% of the data consisted of blinks and movements were excluded from further analysis. Following the application of this criterion, not more than 3% of all trials (across all participants) were removed, which was on average less than 1 trial per condition. For the remaining trials, blinks were removed using a linear interpolation that started 5 samples before and ended 8 samples after the blinks. A 5-point moving average smoothing filter was passed over the deblinked trials to remove any high-frequency artifacts. For 1 participant, more than 50% of the trials required interpolation; therefore, this participant was excluded from further data analysis (Siegle et al. 2003). All remaining traces were baseline corrected by subtracting the baseline value. This value was estimated using the mean pupil size within the 1 second before the onset of the sentence where the participant listened to the noise alone (Fig. 3). The pupil responses were averaged across all remaining trials for each condition. The peak pupil dilation (PPD) was calculated for each participant and each condition (NoNR L50; NR L50; NoNR L95; NR L95). The PPD was defined as the maximum pupil dilation within the time interval between the sentence onset and the noise offset (Fig. 3).

Results Experiment 1
To analyze the effect of intelligibility level and NR scheme, 2 separate repeated-measures analyses of variance (ANOVA) were performed. One ANOVA was conducted for the speech recognition performances; the other used the PPD data. To examine whether cognitive abilities were related to individual processing effort, nonparametric Spearman correlation coefficients were calculated for the RS performance and the PPDs. The coefficients were calculated separately for each of the 4 conditions (2 intelligibility levels × NR on versus off).

Speech Recognition Performance • Figure 4 shows the mean response accuracy across participants for the speech recognition task. In general, the participants’ speech recognition performance was very high; therefore, recognition rates were transformed to rationalized arcsine transformed [rationalized arcsine transform units (rau)] scores (Studebaker 1985). The highest accuracy was measured for the L95 conditions (between 104.5 and 117.3 rau). For L50, the recognition performance was between 65.7 rau (NoNR) and 101.0 rau (NR). Interestingly, the recognition performance under the NoNR L50 condition was quite high. The performance on the speech recognition task was analyzed using an ANOVA with intelligibility level (L50, L95) and NR scheme (NoNR, NR) as within-subject factors. The ANOVA revealed a main effect of intelligibility level \( F(1,22) = 147.2, p < 0.001, \omega = 0.87\) indicating significant improvement in speech recognition at L95. In addition, an NR effect was measured \( F(1,22) = 94.1, p < 0.001, \omega = 0.81\), indicating significantly higher performances under the NR conditions. Moreover, an interaction between intelligibility level and NR scheme was found \( F(1,22) = 48.7, p < 0.001, \omega = 0.69\). Post hoc analysis revealed differences in recognition rates between NoNR and NR in the L50 condition \( p < 0.001\). However, no difference in performances was found between NoNR and NR in the L95 condition \( p = 0.07\).

Peak Pupil Dilation • The PPD was calculated over the remaining trials for each condition. The PPDs are plotted in Figure 5 for all 4 test conditions. The effect of intelligibility level and NR on
PPD was analyzed by conducting an ANOVA with intelligibility level (L50, L95) and NR scheme (NoNR, NR) as within-subject factors. The ANOVA revealed a main effect of intelligibility level \( F(1,21) = 26.1, p < 0.001, \omega = 0.58 \) indicating greater PPD at L50. An effect of the NR scheme on pupil dilation was found \( F(1,21) = 16.6, p = 0.001, \omega = 0.48 \), indicating significantly reduced PPD for the NR condition. Moreover, a small but significant interaction effect was measured \( F(1,21) = 4.9, p = 0.04, \omega = 0.2 \). A paired \( t \) test revealed differences between NoNR and NR at L50 \( (t = 5.7, p < 0.001) \) and L95 \( (t = 2.2, p < 0.036) \). No significant differences in the baseline value were found among all 4 conditions.

**RS Data** • The RS test was performed to measure the participants’ working memory capacity. The average test result was 42% (STD = 8.8%). This is in line with Lunner (2003) and Petersen et al. (2016). Petersen et al. reported a median RS value of 42.6% for a group of 283 participants 27 to 87 years of age. According to Ng et al. (2013, 2015), NR can reduce the adverse effect of noise on memory performance for people with good working memory performances. Thus, the beneficial effect of NR scheme on processing effort, as indicated by smaller PPD, was expected to be particularly strong for people with good RS performances. The Spearman rank correlation coefficients between the RS scores and the PPD in each of the 4 conditions showed small but significant negative correlations in the NR L50 condition \( (r = -0.37, p = 0.043) \) and the NR L95 condition \( (r = -0.4, p = 0.027) \). That is, higher (better) RS scores were associated with lower PPD. No statistically significant associations were observed for the conditions without the NR scheme, that is, NoNR L50 \( (r = -0.02) \) and NoNRL 95 \( (r = -0.007) \). These data may suggest that the PPD was reduced for the participants with good working memory capacity when the NR scheme was applied. However, the correlation coefficients were rather small (between \( r = -0.3 \) and \( -0.4 \), see Fig. 6).

### EXPERIMENT 2

**Materials and Methods**

In experiment 1, the contrast between NR on versus off was tested with signal processing in a research setting. In other words, this setting is not automatically prescribed to patients—although clinicians can prescribe it if necessary—but it was used for research purposes. The objective of experiment 2 was to compare 2 different NR schemes (including directional microphone use and NR) that are used in commercially available HAs. For that purpose, 2 HAs were tested that used different NR schemes with different automatic control (see the following sections describing the NR scheme in detail). The first HA (HAI) had properties similar to the NR condition in experiment 1. Experiment 2 was conducted with the same participants and followed the same procedure as experiment 1.

![Fig. 6](image-url)
Noise Conditions • Danish HINT sentences were presented in 4-talker babble (same talkers as in experiment 1) over a spatial loudspeaker setup. The 4-talker babble was presented via 4 different loudspeakers positioned at ±90° and ±150° (Fig. 2). Unmodulated speech-shaped noise (SSN) was added to the 4-talker babble to simulate a diffuse noise environment and to trigger the automatic control of the NR algorithms. The SSN was added to the 2 competing talkers presented from the back at ±150° with an SNR of −1.8 dB. The overall SNR of the 4-talker babble and the SSN was 4 dB.

NR Schemes • The NR schemes used in HA1 and HA2 differed considerably. HA2 was an Oticon Alta 2 Pro instrument. Its NR scheme uses a single microphone noise estimate and consists of an adaptive first-order directionality system and a slow-acting NR system. HA1 was an Oticon Opn instrument. Its NR system uses a multi-microphone noise estimate and consists of an adaptive MVDR beamformer (Kjems & Jensen 2012) combined with a postfilter that provides fast-acting NR (Jensen & Pedersen 2015). Here, the multi-microphone noise estimator uses an adaptive beamformer to create a back-facing cardioid response that serves as a noise estimator for both the MVDR beamforming action and the postfilter.

Procedure • The pupillometry paradigm was administered at the SNRs corresponding to the participant’s 95% correct speech recognition (L95), as in experiment 1. In the paradigm, the noise masker started 6 seconds before the onset of each sentence and continued for 3 seconds after speech offset. Therefore, the length of each trial varied depending on the length of the presented sentence, which had a mean duration of 1.5 seconds. The 6 seconds of noise before the sentence onset was applied to allow the automatic control of the NR algorithm to stabilize. After the noise offset, the participants were asked to repeat the sentence. Two different HAs were tested (HA1 and HA2). The participants completed 2 test lists of 25 sentences each, one using HA1 and the other using HA2.

Pupil Data Analysis

The pupil data analysis method was similar to that used in experiment 1. The first 5 trials were removed from further analysis. For all remaining sentences, the averaged pupil diameter was calculated. The pupil data were normalized by subtracting a baseline value, defined as the mean pupil size during the 1 second before the sentence onset. The PPD was calculated during the interval between the sentence onset and the noise offset (Fig. 3).

Results Experiment 2

To analyze the differences between the 2 NR schemes in terms of performance level and pupil size, 2 separate paired t tests were performed, one for the recognition rates and the other for the PPD data.

Speech Recognition Performance • Figure 7 shows the mean response accuracy across participants for both NR schemes (HA1: 117.3 rau; HA2: 111.9 rau). The t test revealed small but significant differences in performance between the 2 conditions (t = 2.4, p = 0.03, ω = 0.2), indicating higher response accuracy with HA1 (Fig. 7).

Peak Pupil Dilation • A t test was conducted to compare the PPD with HA1 and HA2. The t test revealed significant differences between the PPDs (t = 2.2, p = 0.04, ω = 0.2), indicating significant larger PPDs with HA2 (PPD = 0.093 mm) compared with HA1 (PPD = 0.069 mm). In general, these results indicate that the PPD and, thus, the processing effort were significantly reduced with the use of HA1 (Fig. 8).

DISCUSSION

This study investigated the effect of intelligibility level and NR schemes on processing effort as indicated by the PPD in a group of people with hearing impairment. Our results from experiment 1 indicated that processing effort and recognition performance were affected by both intelligibility level (L50 versus L95) and NR scheme (NoNR versus NR). Increased PPD was found for the L50 compared with the L95 condition, suggesting increased processing effort in the L50 condition. When applying an NR scheme, processing effort was reduced as indicated by significant smaller PPDs. To the best of the authors’ knowledge, this is the first study to demonstrate that NR processing has a beneficial effect on effort, as indicated by pupil dilation, in hearing-impaired listeners. Furthermore, a beneficial effect of NR processing on speech recognition performance was demonstrated in situations with high and positive SNRs (average SNR in the L95 condition was +7 dB ± 2 dB), which is in line with the ecologic SNRs reported by Smeds et al. (2015). Experiment 2 showed that in those situations reflecting realistic SNRs, effort can also change as a result of a particular NR scheme of the HA.

An effect of speech intelligibility level on processing effort has been shown previously. For instance, Zekveld et al. (2010, 2011) investigated the influence of SNR and speech intelligibility on effort. The authors reported that effort increased with decreasing intelligibility level. This is in line with the results of the present study. Significant reductions in PPD were measured when the speech recognition performance increased. These results support the idea that when the quality of auditory input is reduced either by hearing impairment or an adverse
acoustic environment, listeners may allocate more cognitive resources to process speech. The utilization of greater cognitive resources will then lead to higher effort requirements for processing suboptimal and degraded speech signals. This is predicted by theories regarding the ease of language comprehension, such as the Ease of Language Understanding (ELU) model (Rönnberg 2003; Rönnberg et al. 2013), or by capacity theories of language comprehension (Just & Carpenter 1992). In a consensus article, Pichora-Fuller et al. (2016) present a Framework for Understanding Effortful Listening (FUEL) for understanding the interplay of cognitive demands, motivation, and processing effort. The FUEL is an adaptation of the classic model by Kahneman (1973), and it suggests that processing effort is modulated primarily by 2 factors: the cognitive demands imposed by the task and the motivation of the individual. In the present study, participant’s motivation is assumed to be constant; however, task demands were varied across conditions. When task demands were decreased, due to increased speech intelligibility, reduced processing effort was found.

Whereas lower speech intelligibility negatively affected processing effort, our results indicate that NR schemes have a beneficial effect on processing effort. Significantly reduced PPDs were measured with NR processing on. Most interesting, the effect of NR processing on PPD was shown in the L95 condition in experiment 1. Even when speech recognition was at almost 100% and no significant differences in the recognition performance occurred, the effort was reduced when the NR was applied. This is in line with literature demonstrating a benefit of HA signal processing. Picou et al. (2013) tested the effect of HA processing and background noise on listening effort in hearing-impaired listeners. Effort was examined using a dual-task paradigm in which participants had to perform a primary task (speech recognition) and a secondary task (visual task) simultaneously. An effect of background noise and HA processing on effort was demonstrated by changes in the reaction time in a secondary task. Picou et al. concluded that background noise increased effort, while HA processing reduced the processing effort in hearing-impaired listeners. Similarly, Sarampallis et al. (2009) showed that the Ephraim–Malah algorithm (Ephraim & Malah 1984, 1985) can reduce cognitive effort related to speech processing. In a dual-task paradigm, it was demonstrated that reaction times (measured in a secondary task) significantly decreased when recognizing speech with the NR algorithm (primary task), suggesting reduced effort. However, the benefit of the NR algorithm was only demonstrated for participants with normal hearing and at a negative SNR. Despite the findings of a few recent studies (Sarampallis et al. 2009; Picou et al. 2013), the effect of HA processing on effort is still strongly debated in literature. Ohlenforst et al. (2017) undertook a systematic review to find evidence of an effect of hearing impairment and HA amplification on processing effort. Literature was reviewed with regard to studies applying different methodologies, including self-report, behavioral, and physiologic measures, to examine if and how HA amplification impacts processing effort. Although several studies indicated a change in processing effort associated with HA amplification (most of those studies using the self-report or behavioral measures), Ohlenforst et al. drew the conclusion that the existing evidence for reduced effort due to HA amplification was not significant. According to the authors, the absence of an effect might be due to a great diversity of tests within each measurement type (subjective/self-report, behavioral, and physiological).

In the present study, the benefit of the NR was found at more ecologic SNRs (approximately 7 dB). According to Smeds et al. (2015), this SNR range reflects acoustic scenarios in everyday conversation for HA users. Other studies also indicate that signal processing has a beneficial effect on cognitive measures at ecologic SNRs (Ng et al. 2013, 2015; Lunner et al. 2016). For instance, Ng et al. (2013, 2015) introduced a memory test, called Sentence final Word Identification and Recall (SWIR) test, to examine the impact of an NR algorithm on memory performance in ecologically valid listening situations. They demonstrated that the performance in memory can be improved when applying a NR processing. Ng et al. (2013) further reported that participants with good cognitive abilities benefit most from the NR algorithm. Thus, the impact of working memory capacity on the benefit of a NR scheme was examined in the present study. Only a small negative correlation between the PPD under the NR conditions and working memory capacity was found. In other words, the participants with better working memory capacity tended to have smaller PPDs. Although all the participants performed within the expected range of standard RS scores (according to Petersen et al. 2016; Lunner 2003), the participants with higher scores, suggesting higher working memory capacity, tended to have lower PPDs compared with the participants with lower RS scores. Interestingly, significant correlations were only measured for the conditions in which the NR algorithm was applied. These results suggest that greater working memory capacity may help to reduce the effort involved in speech perception. This is in line with the findings by Ng et al. (2015) and the idea that better cognitive abilities, such as working memory capacity, can actually help to reduce cognitive demands involved in processing speech in aided conditions. Furthermore, Souza et al. (2015) suggested that cognitively low-performing hearing-impaired participants may be more susceptible to signal processing artifacts than cognitively high-performing participants. Hence, the correlation found in our study may suggest that the participants...
with smaller working memory capacity were more affected by artefacts from the NR scheme than the participants with higher capacity.

In experiment 2, it was demonstrated that the processing effort involved in speech recognition in noise further depended on the type of NR scheme used. Two HAs with different NR schemes were compared. With the HA (HA1) that used a MVDR beamformer combined with fast-acting NR, recognition performances and PPD were significantly reduced. This effect is assumed to stem not only from the higher gain in SNR from the output of HA1 but further from the fact that the postfilter gain adjustment that provided NR was faster and more accurate compared with the NR used in HA2. Thus, the level of the noise between speech pauses could be reduced with HA1 (Le Goff et al. 2016). This degree of accuracy was not achievable with the slow-acting NR scheme of HA2, which had a reaction time in the order of several seconds. Although the participants performed at high recognition levels, the PPD was significantly reduced (approximately 0.024 mm) for HA1 and its fast-acting NR compared with the slow-acting NR of HA2.

To our knowledge, this study showed for the first time a benefit of a NR scheme on processing effort by pupillometry. This opens a new perspective on using pupillometry to evaluate and develop high-performance HAs and test the benefits of HA signal processing in situations where traditional speech reception measures fail because of ceiling effects. Furthermore, the presented results underline the importance of using alternative outcome measures, such as processing effort, in HA research.

Several cognitive processes have been related to changes in the pupil size such as emotional response or arousal (Einhäuser 2017). The present study paradigm has been carefully developed and extensively used in several studies before to disentangle different phenomena and processes affecting the pupil size during speech processing (Zekveld et al. 2010, 2011, 2014; Koelewijn et al. 2014). Although an impact of other cognitive processes on the pupil size cannot be excluded, some factors were minimized within this study design. For instance, the emotional demands of the task were balanced across the experiment and are expected to be low. Moreover, potential effects of arousal or emotional processes would be reflected in changes of the baseline pupil diameter as well. However, no changes in the baseline pupil value across conditions were found in the present study. In addition, when calculating the PPD relative to the pupil baseline value, one largely controls for those effects. Therefore, it is assumed that the observed differences in PPD are indeed reflecting changes in processing effort caused by NR processing while speech recognition in background noise.

To obtain a more complete picture of the processing effort involved in speech perception in an aided situation, subjective measures of effort, such as self-reported effort, must also be assessed. It has been shown that self-reported effort is not necessary reflected in more objective or physiologic measures of effort, indicating that those measures address different aspects of effort (Wendt et al. 2016). Future research can clarify how and to what extent pupillometry can be used as assessment tool for changes in processing effort resulting from signal processing technology in current HAs. Other acoustic scenarios, such as different types of background noise and a broader range of SNRs, should be evaluated in a more systematic study. In addition, more realistic communication situations can be evaluated by using a moving target or by changing the position of the target speaker. The present study used the VAC rationale as a first-fit approach, and no verification with a probe microphone was made, which is a limitation. We chose the VAC rationale (Le Goff 2015) in favor of the NAL prescription, since NAL may provide insufficient audibility below 4 kHz and may underestimate the importance of cognitive factors (Humes 2007). The VAC rationale has higher low-level gain that support increased audibility. However, it might be advisable to also include other prescriptive methods for future studies.

CONCLUSIONS

Although HA processing and NR algorithms often fail to improve speech intelligibility in situations with ecologic SNRs, specific signal processing settings and NR schemes are still often preferred by listeners. See Ohlenforst et al. (2017) for a review of the effect of HA amplification on processing effort. This preference may occur because the NR algorithm can free cognitive resources and thus reduce the effort required for successful speech communication. The results of the present study demonstrated that NR reduces the processing effort involved in speech recognition, as indicated by the pupil dilation. At positive SNRs where SRTs are no longer sensitive, NR processing can still help the hearing-impaired listener reduce the cognitive resources required for correct speech recognition.

ACKNOWLEDGMENTS

The authors thank the Oticon Foundation for their financial support and Sophia Kramer, Adriana Zekveld, and Thomas Koelewijn at the VUMC Amsterdam for their help with the experiment and the fruitful discussions. The authors also thank Nicolas Le Goff for his practical help with setting up the experiment.

This research was funded by the Oticon Foundation (grant 14–0845).

D.W. designed and partly performed the experiments, analyzed the data, and wrote the article. R.K.H. prepared and performed experiments at the Eriksholm Research Centre. T.L. designed the experiment, analyzed the results, and discussed the data. All the authors discussed the results and implications and commented on the article at all stages.

The authors have no conflicts of interest to disclose.

Address for correspondence: Dorothea Wendt, Eriksholm Research Centre, Snekkersten, Denmark. E-mail: dowe@eriksholm.com

Received July 4, 2016; accepted April 13, 2017.

REFERENCES


**REFERENCE NOTE**