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Summary (English)

The goal of this thesis is to improve intelligibility for hearing-aid users by in-
dividualizing the directional microphone in a hearing aid. The general idea is
a three step pipeline for easy acquisition of individually optimized directional
�lters. The �rst step is to estimate an individual 3D head model based on 2D
images, the second step is to simulate individual head related transfer functions
(HRTFs) based on the estimated 3D head model and the �nal step is to calcu-
late optimal directional �lters based on the simulated HRTFs. The pipeline is
employed on a Behind-The-Ear (BTE) hearing aid.

We verify the directional �lters optimized from simulated HRTFs based on a
listener-speci�c head model against two set of optimal �lters. The �rst set of
optimal �lters is calculated from HRTFs measured on a 3D printed version of
the head model. The second set of optimal �lters is calculated from HRTFs
measured on the actual human subject.

A veri�cation of the `simulated' directional �lters against the optimal �lters for
the human subject revealed a 0.5 dB reduction in articulation-index weighted
directivity index, which corresponds to 5% less speech intelligibility. A compari-
son against non-individual directional �lters revealed equally high Articulation-
Index weighted Directivity Index (AI-DI) values for our speci�c test subject.
However, measurements on other individuals indicate that the performance of
the non-individual �lters vary among subjects, and in particular individuals who
deviate from an average of the population could bene�t from having individu-
alized �lters.

We developed a pipeline for 3D printing of full size human heads. The 3D printed
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head facilitated the second veri�cation step, which revealed a 0.3 dB reduction
from optimal to simulated directional �lters. This indicates that the simulation
are more similar to measurements on the 3D printed head than measurements
on the human subject. We suggest that the larger di�erence between simulation
and human measurements could arise due to small geometrical errors in the
head model or due to di�erences in acoustical properties between human skin
and virtual material properties in the simulation.

The BTE hearing aid showed very little room for improvement using individu-
alized directional �lters, however the directional �lters in an In-The-Ear (ITE)
hearing aid revealed an improvement in AI-DI values of up to 3.6 dB between
an average �lter and an optimal �lter. This suggests that hearing-aid users
with ITE hearing aids could bene�t more from having individualized directional
�lters than what was shown for a BTE hearing aid.

This thesis is a step towards individualizing the directional microphone in hear-
ing aids, which could contribute with improved sound for a group of hearing-aid
users. In particular, we believe that ITE hearing-aid users could have a large
bene�t from an individualized directional microphone.



Summary (Danish)

Målet med denne afhandling er at forbedre høreapparatsbrugeres taleforstå-
lighed ved at individualisere retningsmikrofonen i et høreapparat. Den overord-
nede ide er en tretrins pipeline, der muliggør en nemmere tilpasning af indi-
viduelt optimerede retningsvirknings-�ltre. Det første trin er at estimere en
individuel 3D hovedmodel ud fra 2D billeder, det andet trin er at simulere indi-
viduelle head related transfer functions (HRTFs) baseret på den estimerede 3D
hovedmodel og det sidste trin er at beregne optimale �ltre med retningsvirkning
baseret på de simulerede HRTFs. Pipelinen testes på et Behind-The-Ear (BTE)
høreapparat.

Vi veri�cerer retningsvirknings-�ltrene, der er optimeret på HRTFs simuleret
ud fra en individuel hovedmodel, på to sæt af optimale �ltre. Det første sæt
af optimale �ltre er beregnet ud fra HRTFs målt på en 3D printet version af
hovedmodellen. Det andet sæt optimale �ltre er beregnet ud fra HRTFs målt
på den faktiske testperson.

Veri�kationen af de `simulerede' retningsvirknings-�ltre imod de optimale �ltre,
beregnet ud fra HRTFs målt på testpersonen, viste en reduktion på 0.5 dB i
Articulation-Index vægtet Directivity Index (AI-DI), hvilket svarer til 5% min-
dre taleforståelighed. En evaluering af ikke-individualiserede retningsvirknings-
�ltre afslørede sammenlignelige AI-DI værdier for vores speci�kke testperson.
Målinger på andre testpersoner viste imidlertid, at virkningen af ikke indi-
vidualiserede �ltre varierer blandt testindivider. Individer som afviger fra be-
folkningsgennemsnittet kunne i særlig grad have fordel af individualiserede ret-
ningsvirknings �ltre.
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Vi har udviklet en pipeline for 3D printning af menneskehovedmodeller i fuld
størrelse. Det andet veri�kationstrin blev muliggjort af vores 3D printede hov-
edmodel og det afslørede en reduktion på 0.3 dB fra optimale til simulerede
retningsvirknings-�ltre. Dette indikerer, at simuleringen ligner målingerne på
det printede hoved i højere grad end målingerne på testpersonen. Vi formoder,
at de større forskelle imellem simuleringer og målinger på testpersonen skyldes
små geometriske fejl i hovedmodellen eller forskelle i de akustiske egenskaber i
mellem hud og de virtuelle materialer i simuleringen.

For BTE høreapparartet blev der konstateret en meget lille mulighed for forbed-
ring ved at bruge individualiserede retningsvirknings-�ltre. Retningsvirknings-
�ltrene i et In-The-Ear (ITE) høreapparart viste en forbedring på op til 3.6
dB fra et gennemsnits �lter til et optimalt �lter. Dette tyder på, at høreap-
paratsbrugere, der benytter et ITE høreapparat, kunne opnå en større fordel
ved at have individualiserede �ltre end hvad der blev konstateret for et BTE
høreapparat.

Denne afhandling er et skridt i retning mod en individualisering af retningsmikro-
fonen i høreapparater, hvilket kunne medføre forbedret lyd for en gruppe af
høreapparatsbrugere. Vi forventer at specielt høreapparats brugere med et ITE
høreapparat vil have en stor fordel af individualliserede retningsmikrofoner.



Preface

This thesis was prepared at the department of Applied Mathematics and Com-
puter Science at the Technical University of Denmark in ful�lment of the require-
ments for acquiring a PhD in Applied Mathematics. The thesis was carried out
with funding solely from the Oticon Foundation with associate professor Ras-
mus R. Paulsen as main supervisor and Søren Laugesen from The Eriksholm
Research Centre as co-supervisor.

The thesis deals with individual optimization of the directional microphone in
hearing aids based on the individual's head and ear shape.

The thesis comprise a theoretical and methodological explanation of the work
that has been carried out during the PhD project. The thesis includes a total
of four papers.

Lyngby, 12-March-2015

Stine Harder
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Chapter 1

Introduction

The human hearing is an important faculty that has many vital functions, such
as speech communication and noti�cation functions. Speech communication is
important for an individual's social life, and hearing-impaired individuals often
feel more isolated than individuals who have lost their sense of smell or faculty of
sight [Bjå04]. Noti�cation sounds, such as the doorbell, the phone, and warning
sounds in the tra�c, are also highly important in everyday life. A hearing-
impaired individual has di�culties with hearing all of these important sounds,
which often leads to a loss in quality of life.

A hearing aid can, to some extent, rectify a hearing impairment and thereby
improve the quality of life for hearing-impaired individuals. One could think that
the function of a hearing aid is to simply amplify sounds arriving at the ear canal.
However, most hearing impairments require more than a simple ampli�cation of
sound. Most hearing-impaired individuals have a reduced sensitivity to sounds,
however they often also have a reduced dynamic range, a decreased frequency
resolution, a decreased temporal resolution and a reduced ability to bene�t
from binaural hearing1. These �ve areas are referred to as `the �ve dimensions
of hearing' and they all lead to a reduced speech intelligibility [EW05].

A hearing aid is therefore constructed to rectify the �ve dimensions of hearing
in the best possible manner, so that the intelligibility is increased. A hearing

1Binaural hearing means hearing with two ears.



2 Introduction

aid contains an ampli�er that alleviates the reduced sensitivity and a compres-
sor that addresses the reduced dynamic range. The compressor can, to some
extent, also correct for a decreased temporal resolution. However, these basic
functions of a hearing aid are not able to overcome all of the problems that a
hearing impairment introduces. Commercial hearing aids are therefore equipped
with `helping systems', whose function are to improve the signal-to-noise ratio
for the sounds that enter the hearing aids. One of these helping systems is the
directional microphone. A directional microphone works by suppressing sounds
arriving from some directions, while maintaining sounds arriving from a speci�c
direction, often the front. This is an advantage, since it can often be assumed
that the target sound arrives from the front, because the hearing-aid user would
look in the direction of, for instance, the person who is speaking. Noise on the
other hand is assumed to arrive uniformly from all directions. The importance
of the directional microphone is stated by Dillon [Dil12], who writes that direc-
tional microphones is the only form of signal processing that can improve the
signal-to-noise ratio in a way that leads to improved intelligibility.

The directional microphone in a hearing aid is often a �rst-order subtractive
directional microphone, where the output from two microphones are combined.
This thesis has a focus on Behind-The-Ear (BTE) and In-The-Ear (ITE) hearing
aids, which are a common hearing-aid models. Both the BTE and ITE contain a
front and a rear microphone, and the directional microphone is obtained by sub-
tracting a time delayed version of the rear microphone's output from the front
microphone. The amount of delay on the rear microphone determines the sensi-
tivity pattern of the directional microphone. The delay is implemented using a
set of digital �lters, from now on denoted `directional �lters'. The performance
of a directional microphone is usually measured with the Directivity Index (DI),
which describes the sensitivity towards sounds arriving from the front relative
to an average of sounds from all directions [Dil12]. The frequency dependent DI
is often weighted across frequency bands according to the importance of each
frequency band with respect to speech, using the Articulation index (AI). The
AI weighted DI then becomes the Articulation-Index weighted Directivity Index
(AI-DI).

The directional microphone is, in modern hearing aids, realized using directional
�lters designed once for each hearing-aid model. The goal is to achieve the high-
est AI-DI average across the population. This can be obtained by optimizing the
directional �lters with respect to AI-DI using Head Related Transfer Functions
(HRTFs) measured on a head and torso simulator, such as the Brüel & Kjær
head and torso simulator (HATS) or KEMAR by G.R.A.S. However, a direc-
tional microphone based on average directional �lters might not perform very
well for all individuals. Valente et al. [VFP95] reported a large variation in indi-
vidual bene�t from directional microphones, which suggests that non-individual
directional �lters might be less than optimal for the individual hearing-aid user.
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The solution to obtaining optimal directionality for the individual hearing-aid
user is, in principle, straightforward. Acoustical measurements taken from a
large number of loudspeakers positioned on a sphere around the hearing-aid user
can be used for individual optimization of the directional �lters [Ras07, LRC03].
Such measurements are, however, very cumbersome and completely intractable
in clinical practice.

It has been proposed by Rasmussen [Ras07] to replace the aforementioned elab-
orate acoustical measurements with numerical simulations, for instance based
on the Finite Element Method (FEM). This approach requires an accurate 3D
geometrical representation of the individual hearing-aid user's head. This is,
again in principle, relatively straightforward by scanning the human head using
a state-of-the-art surface scanner [PL10]. It is however intractable to acquire an
expensive 3D surface scanner in a typical clinic.

The possibility of obtaining 3D head models from simple 2D images is there-
fore attractive. Estimation of 3D structures based on 2D images is an on-going
research theme in the �eld of multiple-view geometry [HZ03] where highly cali-
brated camera setups are normally used. Alternatively, strong statistical priors
can be used to predict 3D structures with known statistical shape priors from
one or a few 2D projections. In particular, it has proven possible to estimate
the 3D anatomy of human faces from frontal photos [BV03]. This approach can
potentially be extended to predict the entire head shape.

1.1 Original idea

The idea behind this thesis is to improve intelligibility for hearing-aid users by
individualizing the directional microphone. We envisage a three step pipeline
for easy acquisition of individually optimized directional �lters, see Figure 1.1.
The �rst step is to estimate an individual 3D head model based on 2D images,
the second step is to simulate individual HRTFs based on the estimated 3D head
model and the �nal step is to calculate optimal directional �lters based on the
simulated HRTFs.

Our long-term vision is that the audiologist uses his/her mobile phone or digital
camera to acquire images of the customer's head and ears, at the same time
as selecting the hearing aid. These images will be sent together with the order
forms to the hearing-aid manufacturer, where a 3D model of the customer's
head and ears will be estimated. Based on this model, individually optimized
directional �lters will be computed from FEM simulated HRTFs. The individual
directional �lters will be stored in the hearing aid, which is then returned to the
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Individual 
directional filters

Step 1 Step 2 Step 3

Figure 1.1: Three step project idea. Step 1: estimation of 3D model based on
2D images, step 2: FEM simulations using 3D model, and step 3:
calculate optimal directional �lters from simulated HRTFs.

audiologist.

1.2 Thesis outcome

Our original idea and the actual outcome of this thesis does not completely
line up. The thesis has a focus on the last two parts of the originally proposed
three-step pipeline. The reason being that we pursued opportunities to col-
laborate with interesting research partners and to investigate the areas of the
project which seemed to have most novelty value and that we and our collab-
orators found most interesting. Chapter 5 contains the preliminary work that
we performed on the topic of generating listener-speci�c 3D head models from
2D images.

The project was originally thought to be a collaborative work between the Erik-
sholm Research Center (Søren Laugesen) and the Technical University of Den-
mark (Rasmus Reinhold Paulsen). However, early in the project people at
Oticon A/S, in particular Martin Larsen, showed interest in our work with gen-
erating 3D head models. Oticon A/S had a particular interest in children's
heads, which lead to the work described in Paper A: �The DTU 3D children
head database for acoustical research and development�. Our 3D head models
also evoked the interest of Stavros-Konstantinos Stavrakos from GN Resound
A/S, with whom we collaborated on building the `The DTU Compute 3D head
database', see Chapter 4. The LocaPhoto workshop in 2012 founded a col-
laboration with Piotr Majdak from the Acoustics Research Institute (ARI) in
Austria. This collaboration facilitated acquisition of high quality acoustical
measurements in 3D, using the state-of-the-art measuring equipment at ARI.
The measuring equipment at ARI was a great improvement to our own equip-
ment, which was limited to horizontal 2D measurements. At this point 3D
head models were available and in collaboration with Martin Larsen, we pur-
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sued FEM simulations of HRTFs. The high quality measured HRTFs formed an
ideal baseline for evaluation of the simulated HRTFs. Our �nal research area
and goal of this thesis, was optimization of the directional microphone based on
a set of HRTFs. Here we bene�tted from Michael Syskind Pedersen's (Oticon
A/S) experience with the topic.

During the project it became clear that the rapid development within additive
manufacturing had opened up the possibility of 3D printing a real size head
model for acoustical measurements. The 3D-printed head model opened up for
an intermediate veri�cation step. Besides being able to validate the directivity of
a directional microphone obtained from simulated HRTFs against the optimal
directivity, we were now also able to validate against the optimal directivity
calculated from HRTFs measured on the 3D printed head model, see Figure 1.2.
This intermediate veri�cation step was used to exclude some of the di�erences
that exist between HRTFs measured on a human and HRTFs simulated on a
model. Veri�cation using measurements on a printed head has the bene�ts that:

• Geometrical di�erences are limited because the simulated and measured
HRTFs are based on the same head model.

• Geometrical torso di�erences are limited since the torso simulator by Brüel
& Kjær is used for both simulation and measurements.

• Human acoustical properties from skin, hair, and cloth are replaced with
plastic material that can be assumed to be more similar to the properties
of the simulated model.

• Human movements, caused by for instance breathing, are removed.

Figure 1.2 summarizes the goal of this thesis, which is to individually optimize
the directional microphone from simulations and it shows our two veri�cation
steps.
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Figure 1.2: Veri�cation of directional �lters obtained from either measurement
or simulation, using both human and printed head measurements.
Numbers indicate the HRTF set used for generating directional
�lters. 1: HRTFs measured on a human subject, 2: HRTFs mea-
sured on a printed 3D head model, and 3: HRTFs simulated based
on the same 3D head model.

1.3 Reading guidelines

This thesis is intended to be read in chronological order. Depending on the
readers prior knowledge on the human hearing, hearing loss, and hearing aids
Chapter 2 and Chapter 3 can be skipped, since they mainly contain a review
of these topics. Section 3.2, �Hearing aid types�, is however recommended for
all readers, because our custom-made hearing-aid shells are introduced in this
section. Chapter 5, �Estimation of 3D head models based on 2D images�, also
stands out because none of the results obtained in this chapter have been em-
ployed directly elsewhere in the thesis. With a focus on the main results obtained
in this thesis, the chapter can be skipped without loss of reading �ow. The re-
maining chapters contain both a review of existing methodology along with an
explanation of how we utilize or develop extensions of the existing methods.

As previously stated, this thesis has been a collaborative work between many
di�erent partners and the author has not carried out all of the work single-
handedly. It has therefore been chosen to explicitly state, in the beginning of
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each chapter, who contributed to the work described.

The thesis furthermore encompasses four papers, which are appended as Pa-
per A-D. The papers will be referred to throughout the thesis where appropri-
ate.

1.4 Summary of papers

Here a short summary is provided for each of the papers included in this the-
sis. The purpose is to give the reader a brief overview of the goal and main
contributions of each paper.

Paper A: A three dimensional children head database for

acoustical research and development

Goal: Paper A has two goals. The �rst goal is to develop a method for easy
acquisition of accurate 3D human head models, that extends to children. The
second goal is to create a database of high-quality 3D head models of both adults
and children for acoustical research.

Main contributions: The �rst main contribution of Paper A is a scanning,
stitching and meshing framework for acquisition of complete human heads. A
scan protocol was developed along with the framework to assure consistent
data collection. The proposed framework is semi-automatic to assure high-
quality and controlled surface representations. The second main contribution is
a database of high-quality 3D head models including both adults and children.
A 3D head model database is already available with the SYMARE database
[10], however their head models are acquired from magnetic resonance imaging
(MRI) data, which have an insu�cient accuracy for scanning surface models of
the external ear. Furthermore, MRI scanning of small children would require
sedation. Our head models are acquired using a surface scanner which provides
accurate surface representations for both adults and children.
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Paper B: A pipeline of geometry acquisition, 3-D print-

ing, simulation, and measurement of head-related transfer

functions

Goal: The goal of Paper B is to investigate whether a 3D-printed listener-
speci�c head model can replace measurements on a human listener and whether
numerical simulations can replace acoustic measurements.

Main contributions: The �rst main contribution of Paper B is the proposed
pipeline for 3D printing of a complete human head for acoustical measurements.
To the best of our knowledge, such a listener-speci�c 3D printed head has not
been produced previously. The second main contribution is a unique set of
HRTFs, consisting of HRTFs measured on a human test subject, HRTFs simu-
lated based on a model of the human subject's head and HRTFs measured for a
printed version of the head model. This set of `human', `printed' and `simulated'
HRTFs are also novel and it enables an evaluation of whether a 3D-printed head
model can replace measurements on a human listener and whether numerical
simulations can replace acoustic measurements. A �nal contribution is HRTF
measurements for three additional human test subjects to establish a baseline.
All HRTF measurements were performed on a microphone placed in the ear
canal. The results showed somewhat similar monaural cues between 3D model
measurements and simulations. However, less similar results were observed be-
tween human measurements and simulations, which was mainly assigned to
di�erences in torso geometries.

Paper C: Reliability in measuring head related transfer

functions of hearing aids

Goal: The goal of Paper C is to evaluate the reliability of HRTFs measured on
hearing aids.

Main contributions: The main contribution of Paper C is an evaluation of
the reliability of HRTFs measured for BTE and CIC hearing aids, using both
a 3D printed listener-speci�c head model and the corresponding human sub-
ject. Even though reliability have been studied previously [MSHJ95, WK89], an
evaluation of the reliability of HRTF measurements for hearing aids are novel.
Paper C evaluates both within-session and across-session repetitions, where the
within-session evaluations had a focus on repositioning of hearing aids as well
as repositioning of the printed head. The results showed very reliable measure-
ments for a simple repetition, a repositioning of the hearing aids reduced the
reliability, whereas an additional repositioning of the printed head did not sub-
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stantially reduce the reliability further. HRTFs measured in di�erent sessions
showed a larger variability attributed to less controlled measurement conditions
and measurements performed on an actual human listener showed more vari-
ability than those with a printed head, probably due to small head or body
movements.

Paper D: Optimizing hearing-aid directionality from mea-

surements and simulations

Goal: The goal of Paper D is to evaluate the performance of an individually
optimized directional microphone based on FEM simulated HRTFs.

Main contributions: The �rst contribution of Paper D is an optimization
procedure of the directional �lters in a BTE hearing aid based on the DI. Fur-
thermore, the paper contributes with a weighting scheme that accounts for non-
uniformly sampled source positions. The optimization and weighting procedures
are used to optimize the directional microphone based on HRTFs simulated us-
ing a listener-speci�c head model. The application of listener-speci�c directional
�lters based on simulated HRTFs is novel in itself. Optimized `simulated' �l-
ters are obtained for a single test subject and veri�ed against optimal �lters
and non-individualized �lters. For comparison, optimal and non-individualized
�lters are evaluated for three additional test subjects. We showed that FEM
simulations on a listener-speci�c 3D head model can provide directional �lters
that give a relatively high AI-DI for the individual listener. The gain obtained
by changing from the directional �lters optimized to give the highest AI-DI for
an average population, to simulated listener-speci�c �lters was very limited for
our test subject, since the average population �lter performed very well. We
suggest that individuals who di�er from the average population, such as children
or elderly, might have a larger bene�t from having simulated individual �lters
than our test subject.
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Chapter 2

The human hearing and
hearing loss

This chapter contains a review of the human auditory system and the prob-
lems that occur with a hearing loss. The functions of an ear are accounted for
along with the bene�ts of binaural hearing. Based on the review of the healthy
auditory system, hearing impairments are then explained.

It is important to be familiar with the auditory system and the complexities
of hearing loss, to be able to understand the functionality of a hearing aid.
However, if the reader is familiar with the human hearing and hearing loss, this
chapter can be skipped, without loosing any detail or coherency in the remaining
report.

The theoretical part on monaural hearing is primarily based on [SST06, JPR+07,
EW05]. The theory presented on binaural hearing is based on [CW99] and the
theory on hearing loss is based on [Dil12, EW05].
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Figure 2.2: The external human ear. The pinna and the outer part of the ear
canal are shown.

transfer sounds arriving at the ear canal to the middle ear.

Beside, the pinna also has an essential role for our perception of sounds. First
of all the clam-like shape, see Figure 2.2, assures that sounds arriving from the
front are captured well, whereas sounds coming from the rear are dampened.
Secondly, re�ections and di�ractions in the pinna changes the sounds that reach
the ear canal di�erently depending on the direction to the sound source. Be-
cause our brain is trained to interpret the re�ections and di�ractions patterns
generated by our individual pinna shape, we are able to di�erentiate between
di�erent sound directions.

2.1.2 The middle ear

The tympanic membrane is positioned at the end of the ear canal, on the tran-
sition to the middle ear. The middle ear consists of three small bones: hammer
(maleus), anvil (incus) and stirrup (stapes). The three structures are seen in
Figure 2.3, where they are marked as M, I and S, respectively. The function
of these three bones is to transfer vibrations from the tympanic membrane to
the inner ear. The hammer receives vibrations from the tympanic membrane,
which is then transferred through mechanical motion to the anvil and stirrup.
The footplate of the stirrup is connected to the oval window, which is a mem-
brane that connects the air �lled middle ear with the �uid �lled inner ear. The
�uids in the inner ear are incompressible and when the stirrup pushes inwards,
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Figure 2.3: The middle ear consisting of the hammer (M), the anvil (I, 2)
and the stirrup (S). Furthermore the tympanic membrane (1), the
Eustachian tube (ET, 4), the round window (RW) and the two
small muscles, tensor tympani (6), and stapedius (7) are marked.
(3) marks the point which the footplate rotates around. From
[JPR+07].

an equal outwards movement occur at the round window, see Section 2.1.3.

2.1.3 The inner ear

The inner ear consists of the cochlea, the vestibule and the semicircular canals.
The vestibule and semicircular canals are primarily related to balance, whereas
the cochlea is related to hearing. The main function of the cochlea is to convert
vibrations transferred from the stirrup to the inner ear into nerve impulses. The
cochlea is a �uid �lled snail-shell shaped structure, which is 32 mm long from
base (bottom) to apex (top). A cross-section of cochlea is seen in Figure 2.4. The
cochlea is divided into three channels: scala vestibuli (1), scala media (2) and
scala tympani (3). The oval window, where the sound (mechanical vibration)
enters cochlea, is connected to scala vestibuli. The sound (�uid wave) then
travels from the base to the apex, where a hole connects scala vestibuli with
scala tympani. The sound (�uid wave) travels down scala tympani and exits
through the round window.

The basilar membrane (6) divides scala tympani from scala media. The basilar
membrane has a thickness that changes with position from apex to base. It is
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Figure 2.4: Structures of Cochlea. The �gure shows scala vestibuli (1), scala
media (2), scala tympani (3), membrane (4), organ of Corti (5),
basilar membrane (6), inner hair cells (7), and outer hair cells (8).
From [JPR+07].

0.5 mm thick at the apex, but only 0.1 mm at the base. The organ of Corti
(5) is positioned on top of the basilar membrane. It consists of two sets of hair
cells: the inner (7) and the outer hair cells (8). The inner hair cells are the
sensory cells. When a sound travels through cochlea, the basilar membrane will
vibrate causing the hairs to bend back and forth. This will trigger the inner hair
cells to transmit nerve impulses to the hearing center in the brain. The outer
hair cells will amplify the vibration of the basilar membrane for weak sounds,
so that the inner hair cells react. The basilar membrane works as a frequency
analyzer. High frequency pure tones will trigger the basilar membrane near the
base, whereas low frequency pure tones will trigger the basilar membrane near
the apex. In this way di�erent nerve signals are send to the brain depending on
the frequency of the sound.

In summary, the external ear transfers sound to the tympanic membrane. Vi-
brations in the tympanic membrane are mechanically transferred through the
middle ear. The mechanical movements are converted, through the oval win-
dow, to pressure changes in the �uid �lled cochlea. The pressure changes are
here converted to nerve impulses, that are interpreted in the brain. In fact the
brain receives nerve impulses from both of our ears and it interprets di�erences
between these two signals to provide the bene�ts of binaural hearing.

In relation to the remaining of this thesis the pinna functions and the functions
of the inner ear are particularly important.
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2.2 Binaural hearing

Humans have a binaural hearing, with the two ears placed symmetrically on
the left and right side of the head. The binaural hearing contributes with the
ability to localize a sound source. Exactly which cues the human brain interprets
to estimate a sound source position is not fully understood and it is of great
research interest. The Duplex theory by L. Rayleigh [Ray07] can be used to
explain directional hearing to some extend.

2.2.1 Duplex theory

Duplex theory is a simple model that explains directional hearing based on
interaural time di�erences and interaural intensity di�erences. The model is
however a simpli�cation of how the brain actually works and Duplex theory is
not capable of explaining directional hearing for all 3D positions. It is however
an intuitive model.

A sound traveling through air will initially reach the ear that is closest to the
sound source. The sound will then reach the other ear, a small amount of time
later. The time span between these two occurrences is de�ned as the interaural
time di�erence (ITD), which is translated by the brain into source positions.
The ITDs are only valid for frequencies below 1500 Hz, because wavelengths
which are smaller than the head size will lead to aliasing.

Interaural intensity di�erences (IIDs) are a phenomenon which occur for sounds
above 1500 Hz. When the wavelength of the sound is smaller than the size of
the head, the head starts to shadow the contralateral ear1, so that the sound
levels received at the two ears di�er.

If Rayleigh's Duplex theory is used to model the sound source position in free
space, with di�erent azimuth (rotation in the horizontal plane) and elevation
(rotation in the median plane) angles, one will notice that the model has some
ambiguities where the model does not specify a speci�c source position. Instead
it speci�es a cone of positions located on a plane that is parallel to the median
plane, this cone is called the cone of confusion. Sound sources positioned on the
median plane itself is also ambiguous, since the ITD is zero and the IID is zero
for all positions.

Humans are, contrary to Duplex theory, able to distinguish between sound
sources placed on the cone of confusion and in the median plane. It is be-

1The ear opposite to the sound source.
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lieved that monaural cues from pinna along with head movements are used to
make this distinction [Bla83].

A simple model that fully describes the spatial hearing does not exist. Instead
measured head related transfer functions can be used to describe the cues used
for human spatial hearing.

2.2.2 Head related transfer functions

Head related transfer functions (HRTFs) are numerical representations of spatial
acoustic cues. A HRTF is the transfer function from a point in space to a
microphone positioned in the ear canal normalized with a free-�eld response.
HRTFs capture spectral cues from the head, ears (pinna) and torso. They are
therefore unique for the individual person [WK97], as well as for the left and
right ear. HRTFs are normally obtained for each ear individually and a set of
source positions on a sphere surrounding the head. Note that both ITDs and
IIDs are contained in the HRTFs. HRTFs have great practical use for instance
for generation of 3D sounds or for obtaining directionality. Chapter 8 explains
how HRTFs are traditionally obtained through acoustical measurements.

2.3 Hearing loss

The human hearing is, as it has just been described, quite amazing. The func-
tionalities in the di�erent parts of the ear can however quite easily be damaged.
Especially the �ne hair cells in cochlea are very sensitive. Damage to any part
of the ear can lead to a more or less profound hearing loss. Even though the
binaural hearing that was just explained is not damaged directly, it will also be
a�ected by the reduced amount of nerve signals to the brain from the two ears.

A hearing loss occurs because of loss of functionality in a part of the audible
system. If the problematic area is located before the sound reaches the inner ear,
the hearing loss is called conductive. If the problem, on the other hand, is located
within the inner ear the hearing loss is called sensorineural. Examples of a
conductive hearing loss could be ear wax that blocks the ear canal, in�ammation
of the middle ear, a ruptured tympanic membrane or `mechanical' problems in
the middle ear bone chain. A conductive hearing loss gives at most a 50 dB
loss of hearing (a severe hearing loss ranges from 70 to 100 dB), and it is often
reversible. For a sensorineural hearing loss, the loss of functionality is often
caused by damage to the hair cells in cochlea. A small sensorineural hearing
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loss involves only damage to the outer hair cells (below 60 dB), whereas a more
severe hearing loss (above 60 dB) involves both outer and inner hair cells. A
small hearing loss will therefore primarily a�ect low sound levels, whereas a
more severe hearing loss will a�ect all sound levels. Damages to the hair cells
can be caused by noise, medicine, age and other factors.

2.3.1 The audiogram

A hearing loss is often evaluated using an audiogram. The audiogram shows an
individuals audible threshold for pure tones of di�erent frequencies. The audible
threshold is evaluated for the left and right ear separately. The audiogram
has frequency on the horizontal axis and hearing threshold relative to normal
hearing on the vertical axis, see Figure 2.5. An audiogram is measured using an
audiometer, which presents di�erent pure tones through a headset. The lowest
audible sound at a given frequency indicates the hearing threshold. The left ear
is indicated with a `x' and the right ear with an `o' in the audiogram. A normal
hearing individual would have an audiogram that deviates less than 10-15 dB
from the zero line. A bone conduction test, where the functions of the inner
ear are tested through vibrations in the bone, can provide information about
whether the hearing loss is conductive or sensorineural. A bone conduction
audiogram is usually marked with a square symbol, see Figure 2.6.

An audiogram for a conductive hearing loss is seen in Figure 2.6a. It is seen
that the bone conductive audiogram is normal, whereas the hearing threshold
is elevated for the normal hearing test, indicating problems in the ear canal or
middle ear. An audiogram for a sensorineural hearing loss is seen in Figure 2.6b.
The bone conduction and normal audiogram show similar hearing thresholds,
indicating damage in the inner ear.

2.3.2 The �ve dimensions of hearing

A conductive hearing loss is the most simple kind of hearing loss, because the
sound is simply attenuated as it passes through the middle ear. The hearing
loss can therefore be improved by a simple ampli�cation of the sound level. The
most common kind of hearing loss is however the sensorineural hearing loss,
which is much more complicated. In [EW05] a hearing loss is described using
the �ve dimensions of hearing: sensitivity, dynamic range, frequency resolution,
time resolution and binaural hearing. Hearing impaired individuals are often
a�ected on all �ve dimensions of hearing:
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Figure 2.5: Audiogram revealing the amount of hearing loss at di�erent fre-
quencies. Left ear is marked with a `x' and right ear with an `o'.
Reproduced from [EW05].

Sensitivity: People with a hearing loss have a lower sensitivity towards sounds
at di�erent frequencies. The lower sensitivity is detected by the audiogram.

Dynamic range: The range from the softest audible sound to the loudest
sound that the individual can listen to without discomfort is called the dynamic
range. The threshold for the softest audible sound changes a lot when you have
a hearing loss, whereas the threshold of loudness discomfort only change a small
amount. This reduces the dynamic range. The consequence is that softer sounds
must be ampli�ed more than louder sounds, in order to stay within the reduced
dynamic range.

Frequency resolution: Individuals with normal hearing are not always able to
di�erentiate between two pure tones if their frequencies are located close to each
other. This phenomena occurs because the vibrations in the basilar membrane
created by the low frequency tone extend into the area of the basilar membrane
where the higher frequency tone is located. Thereby, the low frequency tone
tend to cover the higher frequency tone. The ability to di�erentiate between
two simultaneous pure tones is called frequency resolution. Hearing impaired
individuals have a reduced frequency resolution, which reduces speech intelligi-
bility, especially in conditions with a lot of background noise.

Temporal resolution: Individuals with normal hearing are not always able to
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(b) Sensorineural

Figure 2.6: Bone conductive audiograms for conductive and sensorineural
hearing losses, respectively. Reproduced from [EW05].

di�erentiate between two sounds if they are played shortly after one another.
Weak sounds does in particular have a tendency to be covered by more powerful
sounds. The ability to di�erentiate between two subsequent sounds is called
the temporal resolution. The temporal resolution is often reduced for hearing
impaired individuals and it a�ects speech intelligibility. Speech consists of many
di�erent elements such as consecutive powerful vowel sounds and weak conso-
nant sounds. With a reduced temporal resolution speech will be masked (one
sound covering another sound) to a higher degree than for a normal-hearing
individual.

Binaural hearing: The binaural hearing is especially important for sound
localization and for dealing with situations with a lot of background noise
(commonly referred to, as the cocktail-party-problem). The brain of a hearing-
impaired individual only receives nerve impulses from some of the sounds that
arrive at the ear and this lack of information to the brain, has an adverse ef-
fect on the binaural hearing. The reduced amount of information to the brain,
makes it di�cult for the brain to create the e�ects of binaural hearing.

A hearing impaired individual often has problems with all of the �ve dimensions
of hearing. A hearing aid is therefore constructed not only to amplify sounds, but
also to compensate for all of the aforementioned problems in the best possible
way.



Chapter 3

Hearing aids

This chapter describes hearing aid functionality and types of hearing aids. The
main part of the chapter is a review and do not explain any new work, however
notice that Section 3.2 introduces the hearing aid shells which were manufac-
tured for the measurements performed for this thesis. The theoretical part is
based on [Dil12, EW05].

3.1 Hearing aid functionality

Chapter 2 covered the �ve dimensions of hearing (sensitivity, dynamic range, fre-
quency resolution, temporal resolution and binaural hearing), which is adversely
a�ected for most hearing impaired individuals. A hearing aid is constructed to
compensate in the best possible way for a hearing loss, and it therefore consists
of parts that attempt to rectify problems with the �ve dimensions of hearing.

Sensitivity: All hearing impaired individuals have a lower sensitivity towards
sounds. A hearing aids primary function is therefore to amplify sounds arriving
at the ear canal. The basic components needed for an ampli�cation of sounds
are a microphone at the entrance, an ampli�er, a loudspeaker at the exit and a
battery, see Figure 3.1.
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Figure 3.1: The fundamental structure of a hearing aid. The main con-
stituents are microphone, ampli�er, loudspeaker, and battery. Re-
produced from on [EW05].

The microphone records sounds arriving at the entrance and converts the sound
into electrical signal. The ampli�er ampli�es the electric signal, and the loud-
speaker converts the electric signal into sound, which is released into the ear
canal of the hearing-aid user. The battery delivers electrical energy to the hear-
ing aid. These basis components in a hearing aid handles the reduced sensitivity,
however problems with the four remaining dimensions of hearing must also be
addressed.

Dynamic range: A reduced dynamic range is handled by the compressor. The
reduced dynamic range entails that soft sounds need a larger ampli�cation than
louder sounds, to avoid that sounds become uncomfortably loud. The function of
the compressor is to change the gain of the output signal depending on the level
of the input signal. Thereby, the compressor assures that sounds are ampli�ed
enough, however within the dynamic range.

Frequency resolution: The reduced frequency resolution is in particular a
problem in situations where speech is mixed with background noise. No meth-
ods have so far been developed for hearing aids to separate speech from noise
once the sound is inside the hearing aid [Dil12]. The only solution that can ease
a reduced frequency resolution is to use helping systems such as a remote trans-
mitter to minimize noise, a directional microphone to reduce sounds from other
directions than the front, or a frequency dependent gain, so that lower-frequency
parts of speech or noise do not mask the high-frequency parts.

Temporal resolution: A decreased temporal resolution is also most pro-
nounced in situations with noise. The background noise has a tendency to
mask the speech signal. Hearing aids cannot completely rectify for a decreased
temporal resolution. However, a fast acting compression, where weak sounds
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are rapidly increased and intense sounds are rapidly decreased, can make weak
sounds more audible. A fast acting compression can only improve the intel-
ligibility a small amount, and the helping systems described for the reduced
frequency resolution are also required here.

Binaural hearing: Hearing impaired individuals have a reduced ability to
use their binaural hearing, because the input from the two ears to the brain
are reduced due to problems with the remaining four dimensions of hearing. A
reduced binaural hearing can therefore be improved by improving the other four
dimensions of hearing.

Dillon [Dil12] states that only two proven methods exist for increasing intelli-
gibility above that obtainable with a modern well �tted hearing aid. One is to
move the microphone closer to the source and the other is to increase the level
of direct sound using a directional microphone. It is not always possible or prac-
tical to move the microphone closer to the source, which makes the directional
microphone highly important for improving intelligibility.

3.1.1 Directional microphones

A directional microphone works by suppressing sounds arriving from some direc-
tions, while maintaining good sensitivity from one direction (usually the front).
The opposite of a directional microphone is an omni-directional microphone,
which has the same sensitivity towards sound from all directions.

The directional microphone in a hearing aid is usually implemented by a �rst-
order subtractive microphone, where the output from two omni-directional mi-
crophones are subtracted. A block diagram of a �rst-order subtractive micro-
phone is seen in Figure 3.2. The block diagram shows that the sound recorded
at the rear microphone is time-delayed and then subtracted from the frontal
microphone. The time that it takes for the sound to travel between the micro-
phones is called the external delay, and it is calculated as the distance between
the microphones divided by the speed of sound. The delay that is introduced
electrically inside the hearing aid is called the internal delay. If the sound arrives
from the rear and the internal delay is equal to the external delay, the front and
delayed rear signals will cancel each other out and the hearing aid will thus be
insensitive to sounds arriving from the rear.

The ratio between the internal and external delay, called the delay ratio, rd,
determines the sensitivity to sounds arriving from di�erent directions. The
signal at the rear microphone is delayed by multiplying the signal with:
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Figure 3.2: Block diagram of a �rst-order subtractive directional microphone.
T is the time delay added to the rear microphone.

wr = exp

(
−i · 2πf rd · d

c

)
, (3.1)

where f is the frequency, d is the distance between the front and rear micro-
phone, and c is the speed of sound. The actual delay is rd·d

c .

The sensitivity pattern of a directional microphone is usually indicated using
a polar plot. The polar plot reveals the microphones sensitivity to sound ar-
riving from di�erent directions. An example of a polar plot, at a single low
frequency, is seen in Figure 3.3. The �gure shows a particular polar sensitivity
pattern called a hyper-cardioid which occur in free �eld when the delay ratio is
0.33. We will return to the importance of the hyper-cardioid, here it is simply
used to state the terminology used when describing sensitivity patterns. The
hyper-cardioid sensitivity pattern has a main lobe in the front, with the highest
sensitivity towards sound arriving at 0◦ azimuth. The hyper-cardioid also has
a two directional nulls placed on the left (approximately 110◦) and right side
(approximately 250◦), respectively. Notice that the directional pattern is sym-
metrical in free �eld. The directional nulls induce a lobe in the rear referred
to as the rear lobe. The size of the main and rear lobes are determined by the
position of the directional nulls.

Which directional pattern that is most optimal for a hearing aid changes between
listening situations. However, in most real life situations it can be assumed that
unwanted noise arrives relatively evenly distributed from all directions. Even
if the noise source is placed at a speci�c direction, room re�ections will cause
the noise to arrive at the microphone from all directions. On the contrary, the
desired sound will often arrive mostly from the front, because the desired sound
source is often located closer to the hearing-aid user than the noise sources,
leading to more direct sound compared to the amount of re�ected sound. A
situation where the sound arrives mostly from the front is for instance when
the hearing-aid user is listening to speech from an individual standing relatively
close. Such a listening situation occurs often for a hearing-aid user and it is
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Figure 3.3: Terminology used for describing sensitivity patterns. The shown
sensitivity pattern is a hyper-cardioid in free �eld.

therefore often desired to suppress sounds arriving from all other directions
than the front.

The directivity index (DI) describes the sensitivity to sounds arriving from the
front relative to an average of sounds arriving from all directions [Dil12]. The
DI can be computed for either 2D, using only sound sources in the horizontal
plane, or for 3D. Other directionality measures exist, such as the front-to-back
ratio or unidirectional index (UI). The front-to-back ratio is simply the ratio
between the front and rear directions and it ignores sounds coming from other
directions. The front-to-back ratio is therefore not an appropriate measure for
the e�ectiveness of a directional microphone. The UI describes the sensitivity
to sounds arriving from the front region (−90◦ to 90◦ azimuth) relative to the
sounds arriving from the rear region (90◦ to 270◦ azimuth). The UI is a quite
useful measure, however the DI is more commonly used and is therefore the
preferred measure throughout this thesis. We will return to directional patterns
and DI in Chapter 10.

Sensitivity patterns for delay ratios ranging from 2 to 0 are shown in Table 3.1
with corresponding 2D and 3D DI calculated for microphones placed in free
�eld. Figure 3.4 shows corresponding sensitivity patterns. A delay ratio above
1 does not make sense because the rear microphone is then delayed more than
the time that it takes the sound to travel from the front to the rear microphone.
Changing the delay ratio from 1 to 0 shifts the directional nulls from a position
towards 180◦ azimuth to a position towards 90◦ azimuth. The sensitivity pattern
for a delay ratio of 1 has no sensitivity towards sounds arriving from the rear,
whereas a delay ratio of 0 results in a sensitivity pattern with equal sensitivity
towards front and rear, however no sensitivity towards sounds arriving from the
sides. Note that these easily interpreted sensitivity patterns are only obtained
in free �eld. The presence of a head will change the patterns due to re�ections
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and di�ractions of the sound.

Useless Cardioid Super-cardioid Hyper-cardioid Figure-8

2D DI 3.0 4.3 4.8 4.6 3.0
3D DI 3.2 4.8 5.7 6.0 4.8
Delay ratio 2.00 1.00 0.577 0.333 0.000

Table 3.1: Free �eld 2D DI and 3D DI for varying delay ratios. The corre-
sponding sensitivity patterns are seen in Figure 3.4.
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Figure 3.4: Free-�eld sensitivity patterns obtained for varying delay ratios.
Front is positioned at 0◦ azimuth.

3.2 Hearing aid types

Many di�erent hearing aid models exist and we use some of the standard types
during this thesis. For the work performed for the present thesis, the microphone
position and the number of microphones in the hearing aid are important. The
microphone position is important because the sound �eld might di�er for dif-
ferent hearing aid positions. The number of microphones is important because



3.2 Hearing aid types 27

a directional microphone can only be implemented if the hearing aid contains
two omni-directional microphones instead of only a single microphone.

Hearing aids can be divided into several types according to the hearing aid's
position on the ear: Receiver-In-The-Ear (RITE), Behind-The-Ear (BTE), In-
The-Ear (ITE), In-The-Canal (ITC), and Completely-In-Canal (CIC).

The BTE hearing aid is positioned behind the ear and a plastic tube leads the
sound into the ear canal. The plastic tube is �xed in the ear canal with a dome.
This kind of hearing aid is mass-produced, while the size of the dome is individ-
ually �tted. The position of the BTE hearing aid is unfortunate with respect to
maintaining the great properties that pinna has. However, the position behind
the ear is bene�cial due to more space, less feedback problems and less need for
custom made production. BTE hearing aids are equipped with two microphones
and signal processing that can compensate for some of the lost pinna properties.

The ITE hearing aid is positioned partly in the ear canal and partly in the part
of the outer ear called concha. The ITE hearing aid is to a large degree custom-
made, since the shell of the hearing aid is produced based on an ear impression.
The hardware inside the hearing aid is mass-produced, however the positioning
of the hardware is adjusted to the individual shell-shape.

The ITC hearing aid is comparable to an ITE hearing aid. However, it is smaller
and positioned mainly in the ear canal with only a small part of the hearing aid
located in the outer ear. The ITC is produced in a similar fashion to the ITE.

The CIC hearing aid is a very small hearing aid that is placed deep into the ear
canal. The CIC shell is also based on an ear impression and hardware space is
in particular a challenge for the small CIC hearing aid.

We use hearing-aid shells with microphones to achieve a microphone position
compatible with the microphone position that hearing-aid users have. BTE,
ITE, and CIC shells were manufactured at Oticon A/S, see Figure 3.5. The
shells were equipped with microphones and connectors. The ITE and CIC shells
were custom-made based on ear impressions from three test subjects. The BTE
and ITE shells contain two matched microphones, whereas the CIC shell only
contain a single microphone. Notice, that the produced ITE shells are small
compared to a normal ITE. The position of the ITE hearing aids are therefore
deep in the ear and resembles the position of an ITC hearing aid.

The ITE and BTE hearing-aid shells are the most interesting types of hear-
ing aids for the work performed for this thesis, because both hearing-aid types
contain two omni-directional microphones, which can be combined into a direc-
tional microphone. The directional microphone in both types of hearing aids
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will be optimized in Chapter 10.

(a) Behind-The-Ear. (b) In-The-Ear. (c) Completely-In-Canal.

Figure 3.5: Hearing aid shells manufactured for our acoustical measurements.



Chapter 4

A 3D head and ear database

The focus of this chapter is to explain the scanning, stitching and meshing
method that we have used to obtain listener-speci�c head models, and to intro-
duce the `DTU Compute 3D head model database', which has been established
during the project. The scanning, stitching and meshing method described here
is also presented in Paper A.

The work presented in this chapter consists of both method development, data
collection and many hours of data postprocessing. The scanning protocol, seen
in Appendix A.1, was developed by Rasmus R. Paulsen and the author. The
scanning, stitching and meshing method presented is an adaption from the sur-
face alignment and reconstruction method developed by Rasmus R. Paulsen et
al. [PL10]. The DTU Compute 3D head database in Section 4.5, consists of data
from many surface-scan sessions, which were primarily conducted by the author.
The postprocessing of the collected data was also, to a great extend, performed
by the author. However, Marie E. K. Nielsen, on behalf of GN Resound, carried
out data collection and postprocessing for a smaller number of test subjects.
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4.1 Listener-speci�c 3D head models

The focus of this thesis is listener-speci�c optimization of the directional mi-
crophone in a hearing aid. Directionality is optimized on the basis of listener-
speci�c HRTFs, which can be obtained from acoustical measurements. However,
such measurements are very time-consuming, cumbersome and require expen-
sive equipment to perform, see Chapter 8. It is therefore of great interest to
replace HRTF measurements with HRTF modeling. Our approach is to ob-
tain listener-speci�c HRTFs through �nite element method (FEM) simulations,
which is the topic of Chapter 7. In order to simulate listener-speci�c HRTFs
with FEM, a listener-speci�c 3D head model is required. This section explains
our method for obtaining such models.

With a broader perspective than the goal of this thesis, individual 3D head
models have many applications. Virtual product design is an emerging disci-
pline, and our listener-speci�c head models could form the basis for a statistical
head and ear model. An example of a statistical model within virtual product
design could be the size-China project where population statistics on human
heads were created for product design [LBJ12]. Human statistics were also used
in [BL12] for creating a parametric model of the entire human body based on 250
full body scans. However, the ears were not captured with su�cient accuracy
in [LBJ12] for our purpose.

Listener-speci�c head models, and certainly also a statistical head model, could
be used for virtual product design within the hearing aid industry. It is obvious
that virtual product design is bene�cial for designing the outer casing. How-
ever much more important is the acoustical properties of the hearing aid. The
position of the microphones in a hearing aid is essential for capturing spatial
acoustic cues, which a�ects the hearing aid sound. Therefore, di�erent types
of microphones at various positions have been proposed [MVCL12]. Our head
models facilitate that di�erent microphone positions can be tested using acous-
tical simulations, it is however outside the scope of this thesis.

4.2 3D scanning of a head

A large range of di�erent scanners exist that are able to capture the 3D shape
of a head: laser scanners, structured light scanners, stereo-photogrammetry
scanners and medical scanners, such as magnetic resonance imaging (MRI) or X-
ray computed tomography (CT). Not all of the scanners are however appropriate
for scanning a head with the purpose of generating listener-speci�c head models.
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The MRI scanner has a poor soft tissue resolution [ASM+98], which is not su�-
cient for accurately scanning a surface model of the external ear. Furthermore,
MRI scanning requires that the test subject lays still for a longer period of
time. Scanning of a younger child would therefore require sedation. The CT
scanner involves radiation and is therefore not an appropriate scanning proce-
dure. Additionally, both MRI and CT scanners are highly expensive and not
easily accessible.

Surface scanning an entire head using a laser scanner would require a system
with a laser scanner and a rotating chair as the system described by Moss et
al. [MLGM89]. Moss et al. have shown the value of such a system, however
the image capture is slow (15-30 s) and might lead to motion artefacts when
scanning live test subjects [FDGR11].

Instead, we use 3D stereo-photogrammetry to capture 3D head scans. 3D stereo-
photo-grammetry, also called stereo vision, is a method that, given two or more
images and the relative geometry between the cameras, derives depth infor-
mation from the scene. Stereo vision usually consists of camera calibration,
establishing point correspondences between the images and 3D reconstruction
of points in the scene [SHB08]. 3D stereo-photogrammetry overcomes the mo-
tion artifacts that the laser scanner induces, by having a near-instantaneous
image capture. Furthermore, it has the required resolution for capturing the
structures of the outer ear. 3D stereo-photogrammetry has the limitation that
it cannot scan occluded areas. The outer ear contains many occluded areas due
to its complex structure. Scans from several di�erent angles must, therefore, be
acquired and merged together in a postprocessing step.

4.2.1 Our scan setup

We used a Can�eld scienti�c Vectra M3 commercial surface scanner, see Fig-
ure 4.1. The surface scanner has an accuracy of approximately 0.2 mm and
each scan consists of around 65.000 vertices and 130.000 triangles. Surface tex-
tures are computed by the scanner �rmware along with the surface. Notice in
Figure 4.1 that the test subject is wearing a hair covering device, because the
surface scanner cannot scan hair and beard.

A single scan only captures the non-occluded areas of the head. That means
that a single scan only covers one side of the head, and that multiple scans are
needed in order to achieve data covering the entire head. We developed a scan
protocol to assure consistent data acquisition from all angles. The protocol is
found in Appendix A.1. In the protocol eight scans are required from di�erent
angles surrounding the head. The pinna region is very di�cult to scan properly
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Figure 4.1: Scan setup with a Can�eld scienti�c Vectra M3 surface scanner.

using a surface scanner, because the pinna's complicated structure gives rise to
many occluded areas. The scan protocol was therefore developed with a focus
on pinna, and an additional eight pinna scans were captured, where the head
was tilted in di�erent directions. The protocol thereby requires 16 surface scans
in total.

Having the 16 scans, the goal is to combine the scans into a complete surface
model of the head. Combining multiple scans requires surface alignment and
surface reconstruction.

4.3 Surface alignment and reconstruction

Di�erent methods exist for surface alignment and reconstruction. Many of the
methods are based on the iterative closest point (ICP) algorithm for the align-
ment [TL94, LPC+00, PL10], however they employ di�erent approaches for re-
construction. Turk and Levoy [TL94] use ICP followed by a zippering of triangle
meshes, and therefore handle alignment and reconstruction separately. Curless
and Levoy [CL96] present a method using a cumulative weighted signed dis-
tance function to create an implicit isosurface that can be extracted as the �nal
mesh. An implicit isosurface approach is also used in Paulsen et al. [PBL10].
Here a markov random �eld (MRF) based regularization is applied due to the
useful hole �lling and noise handling properties. The MRF method reconstructs
missing parts in an anatomically plausible way, which is very useful for recon-
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structing models of anatomical parts such as the head and ears. The method
was extended in [PL10] to include a groupwise alignment of the surface scans.
We use an adapted version of this method for the reconstruction of our 3D head
models. The method will be explained in Section 4.3.1.

4.3.1 Stitching and meshing our head models

After the scan procedure, described in the scan protocol, our goal is to combine
the surface scans, captured from di�erent angles surrounding a test subject, into
a complete surface model of the head. A conceptual description of the method
is given here, whereas a complete description of the method is found in Paper A.

The major di�culty, when combining scans, is the large shape variation among a
set of scans. Even though a single scan is near instantaneous, it is impossible to
avoid changes in facial expression and head position between scans. The shape
variation is in particular a problem when scanning small children, since they
cannot be expected to stay in the same position during an entire scan session,
see Figure 4.2.

Figure 4.2: Three surface scans of a child, obtained during the same scan
session. The �gure shows the large shape variation that must be
expected when scanning a young child. Take note of the mouth
area and head position, for instance.

The shape variation among a set of scans is handled by assembling the �nal
model of a number of sub-parts. The number of scans used for each sub-part is
determined by the consistency of the sub-part. A consistent part is here de�ned
as a sub-part with little variation between the set of scans. A good example of a
consistent part is the pinna that normally does not deform even with changing
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head pose and facial expression. The facial and neck regions normally vary
signi�cantly between scans.

Six sub-parts are manually annotated with scaler values: face (1), left ear (2),
right ear (3), top of the skull (4), bottom of the skull (5), and neck (6). The set
of sub-part scans, that the �nal model should be assembled from, are manually
selected based on the consistency of the sub-parts. Several scans are used for
consistent parts such as the pinna, whereas only a single scan is used for the
facial area.

The set of partial scans is rigidly aligned using 93 manually annotated anatom-
ical landmark points on the face and ear regions. All scans are aligned to one
reference scan. The resulting point cloud has areas that are well covered with
points, however it also has areas that lack data points, see Figure 4.3. The point
cloud also contains gaussian noise and outliers. Fortunately, the �ve step iter-
ative approach described in [PL10] handles holes and noise well, and we utilize
the method directly.

Figure 4.3: Left: Roughly aligned point clouds. Right: The resulting surface
visualizing the con�dence map where red is high con�dence and
blue no con�dence.

The �ve step iterative approach consists of:



4.3 Surface alignment and reconstruction 35

Step 1: Point Set Merging Input point sets are merged into one point set
and point normals from the scanner are extracted.

Step 2: Computing the Signed Distance Field A signed distance �eld is
computed. The distance �eld is represented as a voxel volume with isotropic
voxel size. The distance in a voxel is computed as the distance from the center
of the voxel to the average of the �ve closest points.

Step 3: Markov Random Field Regularization The distance values and
signs in the signed distance �eld can be considered accurate when the distance
and sign are sampled close to a dense part of the input point cloud. However, in
regions where there is missing data or holes in the point cloud, the con�dence
in the distance and sign should be very small. To create a consistent distance
�eld a regularization of the voxel values in the distance �eld is performed. The
regularization is formulated in a MRF framework due to the obvious neighbor-
hood relation between voxel values. In the MRF framework two energy terms
are formulated. The �rst energy function, called the prior model, de�nes how
the voxel values would behave if no point data where available. Experiments
have shown that using the di�erence between neighboring Laplacians:

UL(di) =
∑

i∼j
(L(di)− L(dj))

2 (4.1)

enforces a desirable higher order behavior of the iso-surfaces of the distance
�eld. Details of this behavior is explained in detail in [PBL10].

To be true to the original point cloud an observation model is also formulated as
an energy term. This is a simple quadratic term that penalize that the distance
value in a voxel close to the point cloud is changed to much in the regularization:

Uobs(d
o
i ) = (di − doi )2, (4.2)

where doi is the original distance at voxel i and di is the current estimate.

Finally, a local weight αi is used to balance the prior and observation model. αi
is locally computed as the con�dence in the local point part of the point cloud.
It is close to one when a voxel is close to a well de�ned part of the point cloud
and close to zero when the voxel is far away from well de�ned points.

The overall goal is therefore to recompute a signed distance �eld which in our
case is a voxel volume that maximizes the posterior probability:

d̂ = arg max
d

p(d|do), (4.3)
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where the Gibbs posteriori probability per voxel becomes:

p(di|dj , i ∼ j) = exp (−αiβ Uobs(di)− (1− αiβ) UL(di)) . (4.4)

The global weight β can be used to control the overall in�uence of the prior con-
tra the observation model. In practice, tuning β e�ects the overall smoothness
of the result.

The solution to Equation 4.3 is found by a multi-threaded multi-scale iterative
conditional modes solver. Details can be found in in [PBL10]. The result is a
regularized distance �eld with an anatomically plausible behavior of the zero-
level iso-surface.

Step 4: Realignment The individual point sets are realigned to the zero-
level iso-surface using an implicit version of ICP. Since this iso-surface is both
smoothed and regularized, the in�uence of the individual point sets have been
blended together.

Step 1-4 is iterated, with a decreasing scale and thereby increasing resolution.

Step 5: Surface Extraction A polygonized version of the isosurface is ex-
tracted using marching cubes [LC87] and the mesh is the optimized for a more
regular mesh.

4.4 Evaluation of our 3D head models

The accuracy of the 3D head and ear models obtained here is of great interest
since it in�uences the acoustical simulations and thereby the �nal optimization
of the hearing aids. However, it is not straightforward to calculate the accuracy
since we are missing a golden standard in the form of a correct geometry of our
test subject's head. A golden standard could for instance be a 3D head scan
obtained using a di�erent scan modality, however the accuracy of such data is
also unknown.

For the purpose of providing a golden standard, G.R.A.S. Sound and Vibration
has kindly provided us with the geometry of KEMAR. This geometry works as
a golden standard for the 3D head model of KEMAR. The geometry forms a
great opportunity for testing and evaluating the scanning, stitching and meshing
process. It is even possible to get an idea of which areas that are problematic
to scan and reconstruct.
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We utilize the scanning, stitching and meshing approach just described to gen-
erate a 3D model of KEMAR. A comparison of the reconstructed 3D model and
the geometry of KEMAR can be seen in Figure 4.4. The accuracy is quite good
in the facial and upper head regions. Large inaccuracies are observed in the
back of the head, and they arise because KEMAR was equipped with a wig cap
to reduce scan artifacts in the area, adding a layer which are not present in the
virtual geometry. Furthermore, the neck area contains large inaccuracies. In
the areas most relevant for us, with respect to acoustical modeling, the largest
errors are located in the pinna regions. The complicated structure of the pinna
makes it di�cult to scan properly. Some areas will remain occluded even though
we seek to avoid it by capturing additional scans from di�erent angles. These
areas contain no data and the reconstruction process has to `guess' the shape of
the surface, leading to a more inaccurate result. One particularly problematic
area is the back side of the left pinna, marked in Figure 4.4, which contains
errors above 2 mm. Besides this area, errors in the pinna regions seem to be
below 2 mm in most areas, which we consider a successful result.

Even though a comparison between the KEMAR geometry and model is very
informative, there is some di�erences between scanning KEMAR and a normal
human. One advantage is that KEMAR has no shape variation between the
di�erent scans. Obviously, both facial expression and head remain unchanged.
A disadvantage when scanning KEMAR is that the surfaces are very uniform
and shiny, which leads to more scan artifacts because of re�ections from the
�ash. A surface scan of KEMAR is seen in Figure 4.5. Notice the many scan
artifacts especially in the neck area. Fortunately, we are less concerned with the
neck area.

Using the KEMAR geometry as a golden standard, has provided valuable in-
formation about the accuracy of our head models. Because of the mentioned
di�erences between scanning the KEMAR and a human test subject, exactly
the same accuracy cannot be assumed for our human models. We do however
believe that the largest errors in a human model are located in the pinna areas
because of the problem with occlusion, which was observed for the KEMAR.
Furthermore, we believe that the maximum errors will be in the 1-3 mm range
as observed for the KEMAR. The accuracy of a printed version of a human head
model is accessed in Chapter 6.

4.5 The DTU Compute 3D head database

We have created a database of 3D head models using the scanning, stitching
and meshing method described above and in Paper A.
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Figure 4.4: Error map between the KEMAR geometry and the reconstructed
3D model of KEMAR.
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Figure 4.5: 3D surface scans of KEMAR. The amount of scan artifacts is high
especially in the neck area.

The data was collected using a Can�eld scienti�c Vectra M3 surface scanner,
sponsored by grants to Thomas Werge from The Danish National Advanced
Technology foundation and Lundbeck Foundation. The scanner was, during
the scan period, placed at three di�erent locations: Distriktspsykiatrisk Center
Østerbro, Enheden for Psykiatrisk Forskning at Aalborg Psykiatriske Sygehus
and the Technical University of Denmark.

The database currently contains reconstructed 3D head models of 30 adults and
4 children, see Figure 4.6. In addition, surface scans are available for reconstruc-
tion of approximately 35 more head models, leading to a total of approximately
70 scanned test subjects.

The aim of this database is to generate a publicly available database of high-
resolution 3D scans of the head and ears. The 3D head models are intended for
acoustical modeling or virtual design of for instance hearing aids or headsets.
However, many other applications probably exist. Throughout this thesis we
use the 3D model of the subject in the upper left corner of Figure 4.6, which we
from now on will refer to as subject NH167. The head model of subject NH167
is used both for 3D printing (Chapter 6) and for acoustical modeling of head
related transfer functions (Chapter 7).
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Figure 4.6: DTU Compute 3D head database currently consisting of 30 adults
and 4 children.



Chapter 5

Estimation of 3D head
models based on 2D images

This chapter explains already existing methods for building a statistical 3D
shape and texture model, also called a 3D morphable model (3DMM) for faces
and for estimating 3D faces based on 2D face images. We utilize the existing
methods to build our own 3DMM based on a large database of face scans.
Furthermore, we extend the method in order to build a statistical 3D ear model.
We foresee that the presented statistical shape models along with 2D images
can be used to generate listener-speci�c 3D head models for individual HRTF
modeling. However, our work on the statistical shape models and on �tting the
shape models to 2D images are currently not at stage to be readily integrated
with the HRTF modeling. If the latter is the focus of the reader, this chapter
can therefore optionally be skipped, without any signi�cant loss of information
in the later chapters.

The work described in the present chapter consists of two parts. The �rst
part on generating a 3DMM for faces and �tting the 3DMM to a 2D image
were made in collaboration with Jens Fagertun and Rasmus R. Paulsen. The
correspondences for the facial 3DMM were generated by Rasmus R. Paulsen and
the model was built by Jens Fagertun. Fitting the facial 3DMM to a 2D image
was done in collaboration with Jens Fagertun. The second part on developing
a statistical model of the outer ear was made in collaboration with Professor
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Serge J. Belongie from University of California, San Diego. Implementations
were made by the author.

5.1 Estimating 3D models based on 2D images

An ambitious long-term vision is to develop a pipeline where an audiologist uses
a mobile phone or a digital camera to acquire images of the customer's head and
ears. From these 2D images a corresponding 3D model can be generated. Based
on this model, individually optimized directional �lters will be computed based
on FEM simulated HRTFs. The individual directional �lters will be stored
in the hearing aid, which is then returned to the audiologist. An important
aspect of this pipeline is that the process of capturing 2D images is not too time
consuming nor too complicated for the audiologist.

Estimation of 3D structures based on 2D images can be performed using a highly
calibrated camera setup [HZ03]. The method is called stereo-photogrammetry
and the principle is that depth information from the scene is derived based on
two or more images and the relative geometry between the cameras [SHB08].
Even though stereo-photogrammetry is a state-of-the-art method for generating
3D models and works well for generating a 3D head model, current methods and
systems require too much calibration of the cameras to be a feasible method in
the clinic of an audiologist.

The alternative method, where a strong statistical prior is used to predict struc-
tures with known statistical shape priors from one or a few 2D images, is there-
fore interesting. Since we want to estimate full 3D head models it is in particular
interesting, that it has been proven possible to estimate the 3D anatomy of hu-
man faces from frontal photos [BV03]. Solving the problem of estimating 3D
head models based on a statistical prior and 2D images consists of two major
tasks: The �rst is to build the statistical head model by creating a dense point
correspondence between a high number of head models. The second is to �t the
statistical shape model to 2D images.

We perform a conceptual trial of the method proposed by Blanz and Vet-
ter [BV03] using 3D scans of the facial region, see Section 5.2. The reason
for using facial scans instead of complete head models is that the method was
originally developed for faces and that we have a large database of 3D facial
scans available. Furthermore, a dense point correspondence is easier obtained
for facial geometries than for the complicated head geometries.

Creating a statistical model of an entire head is a di�erent task than creating
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a statistical model of faces. Especially the complex structures of pinna compli-
cates the task of creating point correspondences. Section 5.5 therefore pursues
the challenge of building a statistical ear model. The overall idea is to create
separate statistical ear and head models and to combine them subsequently.
The last task remains unsolved so far.

5.2 The 3D morphable model

The 3D morphable model (3DMM), introduced by Blanz and Vetter [BV03],
is basically a statistical model of shape and texture. The Basel Face Model
[PKA+09], which has been made publicly available is an example of a 3DMM of
faces. Because a 3DMM explains the variation of the data set from which is was
built, a high number of faces are required to achieve a model that represents
the human adult population well.

A 3DMM is built in two steps. First, a dense point correspondence is created
among the data set, and secondly a principal component analysis (PCA) [Jol02]
is applied to �nd the largest modes of variation. Blanz and Vetter [BV03] use
an optic �ow approach to create the point correspondences, but other methods
exist [PLN+02].

The registered 3D face scans are represented by a shape and a texture vector
[PKA+09]:

s = (x1, y1, z1, ..., xm, ym, zm)T (5.1)

t = (r1, g1, b1, ..., rm, gm, bm)T ,

where (xm, ym, zm) and (rm, gm, bm) are the coordinates and rgb-color values of
the mth vertex.

A PCA is performed in order to obtain a number of principal components ex-
plaining the largest modes of variance with respect to shape and texture. The
result is a parametric face model:

Ms = (µs, σs, Us) andMt = (µt, σt, Ut), (5.2)

where µs,t ∈ R3m are the means, σs,t ∈ Rn−1 are the standard deviations and
Us,t = [u1, ..., un] ∈ R3m×n−1 are orthonormal bases of principle components
for shape and texture [PKA+09].
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The 3DMM is capable of generating new faces[PKA+09]:

s(α) = µs + Usdiag(σs)α (5.3)

t(β) = µt + Utdiag(σt)β,

where α and β are weighting parameters that can be used for generation of new
faces and model �tting.

We build our 3DMM from 605 3D face scans obtained from the Danish Blood
Donor Study [PEK+12]. The face scans were manually annotated with 73 land-
marks. We use the method developed by Rasmus R. Paulsen [PLN+02] to create
a dense point correspondence. A template face scan is warped onto all of the
remaining face scans, thereby creating correspondence between the entire set
of scans. The 73 annotated landmark points are used as a sparse correspon-
dence for guiding a Thin Plate Spline (TPS) warp. Once the template has been
warped onto another scan a dense correspondence is established by projecting
all vertices from the template onto the scan. This is followed by a regulariza-
tion of the corresponding �eld. Once the dense point correspondence is created
for all samples a PCA is applied to obtain the principal components with the
highest variation for shape and texture.

The behavior of the 3DMM can be observed in Figure 5.1 and 5.2. The �gures
show a mean face in the center position, and the left and right images show minus
and plus three standard deviations (SDs) of the �rst three principal components
(PCs) with respect to shape and texture.

The �rst PC for shape explains the variation in the height of the head, the
second PC explains the variation in the roundness of the head, whereas the
source of variation in third PC is more unclear, see Figure 5.1. With respect
to texture, the �rst PC explains light versus dark variations, the second PC
explains variations with beard or no beard, and the third PC explains if the
general color is grayish or reddish, see Figure 5.2. All three texture variations
appear to contain a female versus male variation. The �rst principal component
also appear to capture re�ections from the �ash.

5.3 Fitting a 3DMM to 2D images

A 3DMM is �tted to a 2D image by optimizing the shape and texture coe�cients
α and β. If a 2D image is given by:

Iinput(x, y) = (Ir(x, y), Ig(x, y), Ib(x, y))T , (5.4)
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(a) First PC.

(b) Second PC.

(c) Third PC.

Figure 5.1: The three PCs with the largest shape variation. Center image:
mean face, Left image: mean face minus 3 SDs, Right image:
mean face plus 3 SDs.
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(a) First PC.

(b) Second PC.

(c) Third PC.

Figure 5.2: The three PCs with the largest texture variation. Center image:
mean face, Left image: mean face minus 3 SDs, Right image: mean
face plus 3 SDs.
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where Ir(x, y), Ig(x, y) and Ib(x, y) are the r, g and b color values at pixel (x, y).
Then α and β are optimized by minimizing the sum of squared di�erence, EI ,
between the 2D image and the synthetic reconstruction of the 3DMM for all
color channels and all pixels [BV03]. That is:

EI =
∑

x,y

||Iinput(x, y)− Imodel(x, y)||2 (5.5)

is minimized, where Imodel(x, y) is the 3DMM projected into 2D. The method
can be extended into including multiple 2D images as explained in [VRSV11].

The methods proposed by Blanz, Vetter and Paysan [BV03, PKA+09] aim to
estimate the 3D shape and texture, along with the 3D pose and lighting condi-
tions from a single photograph by �tting the 3DMM. The model �tting is only
based on pixel intensities. Romdhani and Vetter [RV05] proposed a method
that includes other image features (edges, highlights etc.) in the estimation of
shape and texture. Our approach is to start by using the basic method using
only texture and shape [BV03] and extend it if necessary.

In practice, �tting a 3DMM to a 2D image turned out to be a di�cult task.
This section shows our results when we simplify the problem by constructing
an arti�cial `2D image'. The arti�cial 2D image is constructed by projecting a
3D face scan into 2D. Two such constructed 2D images are seen in Figure 5.3a
and d. This procedure assures that the obtained 2D image is frontal, and the
camera parameters are therefore known. Furthermore, because the 2D image is
constructed from a 3D scan, we can assume that the lighting conditions in the
2D image correspond to those in the 3DMM. Even though the used 3D scans
are captured by varying light conditions we assume that lighting conditions can
also be neglected, which simpli�es the optimization problem even further.

We optimize the weighting parameters α and β by minimizing Equation 5.5.
Our optimization is performed using a standard unconstrained quasi-newton
optimizer. By providing random start parameters the stability was tested and
the experiments revealed that the optimizer is prone to �nding local mimima.
Figure 5.3 shows results for two individuals, referred to as subject A and subject
B. Two optimization results are shown for each subject. The optimization results
for Subject A vary a lot depending on the start parameters, in particularly in
the nose region which can be observed in the �gure. The results obtained for
subject B are on the other hand very stable.
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(a) Constructed 2D im-
age for subject A.

(b) Optimization result 1
for subject A.

(c) Optimization result 2
for subject A.

(d) Constructed 2D im-
age for subject B.

(e) Optimization result 1
for subject B.

(f) Optimization result 2
for subject B.

Figure 5.3: Results of �tting a 3DMM to a 3D scan projected into 2D.

5.4 Final remarks and future work

We generate a 3DMM based on approximately 600 face scans of individuals
from the Danish Blood Donor Study. Our model does therefore include more
variation than the publicly available Basel Face Model, which is based on 200
individuals. We showed that the largest modes of variation for shape and texture
were related to height/width variations of the face and to light/dark variations,
respectively.

Our work on �tting our 3DMM to 2D images is preliminary. We showed that
even when we exclude camera parameters and lighting conditions our optimiza-
tion scheme is still very unstable. Future work includes alternative optimization
methods, using other image features and light modeling.

The methods and work just described was developed for the facial region, how-
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ever we are interested in estimating full 3D head models based on 2D images.
The next section describes our preliminary work on building a 3DMM for the
head. As explained, the most complicated task when building a 3DMM is to
create a dense point correspondence among the set of geometries, in particular
for the complicated geometry of the pinna. In the following, we are therefore
focused on creating correspondence between 3D pinna geometries.

5.5 A statistical outer ear model

We are interested in building a statistical 3D ear model to enable an estimation
of 3D ear shape based on 2D images. A statistical 3D ear model is however
also interesting for purposes outside the objectives of this thesis, for example
biometrics and computer graphics.

The �eld of biometrics deals with recognition and identi�cation based on di�er-
ent biometrics as for example a �ngerprint or face images. It has been shown
that the outer ear can be used for recognition purposes [BB02]. Most of the
work on ear biometrics uses 2D images, however [CB07], [CB05] and [YB07]
uses 3D range data along with 2D images. Yan et al. [YB07] uses an ICP based
approach for matching 3D range images. Chang et al. [CBSV03] and Victor
et al.[VBS02] perform a PCA on 2D ear images to generate a statistical ear
model for recognition, referred to as `eigen-ears'. The two papers show di�er-
ent results regarding recognition performance of the 2D eigen-ears. It would be
interesting to combine 3D information with the statistical approach to generate
3D eigen-ears.

Computer graphics are already generating plausible human faces and body
poses, for use in e.g. computer games, using 3D statistical models. Figure 5.4
shows the facegen model [fac]. The model shows di�erent modes of faces, but
the ears remain unchanged. To the best of our knowledge, no statistical ear
models based on real 3D scans of humans exist.

5.5.1 Building our statistical 3D ear model

The approach used in Section 5.2 for building a statistical face model, is also
applicable to ears. Instead of 3D scans of faces we use 3D ear models, which have
been cut out of the 3D head models from the DTU Compute 3D head database,
Section 4.5. We build our statistical 3D ear model based on the 11 ears shown
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Figure 5.4: Screenshot from [fac].

in Figure 5.5. A large shape variation can be seen between the di�erent ears for
example in the attachment of the ear lobe or in the `straightness' of the ear.

Our main obstacle is to create a dense point correspondence between the 3D
ear models. It is straightforward to create correspondence between simple, non
bending, surfaces using a minimum distance approach and a few manually an-
notated landmarks [PLN+02]. However, as seen in Figure 5.5, the outer ear
is a very complex structure with several bendings of the surface. Such deep
bendings of the surface will cause a minimum distance approach to fail.

Our approach is, therefore, to use local shape features to create a sparse corre-
spondence which can guide a non-rigid registration of the ears. Ones the ears
are registered a dense point correspondence is easily obtained by projecting the
vertices from one ear to another. We utilize a Point Feature Histogram (PFH)
as our local shape feature, because the PFH is a simple descriptor, which de-
scribes local 3D geometries of the ear well. The PFH that we employ is a Point
Cloud Library (PCL) implementation [RC11].
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Figure 5.5: Ear shapes used for building the statistical 3D ear model.
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5.5.1.1 The Point Feature Histogram

The Point Feature Histogram (PFH), developed by Rusu et al. [RMBB08], pro-
vides a simple description of the geometry of the k-neighborhood of a point. The
PFH describes the neighborhood using only a few parameters, which makes the
descriptor fast to calculate.

The PFH for two points ps and pt with corresponding normals ns and nt is based
on four features, that measure the angle di�erence between the point normals
and the distance vector between them. Initially a local �xed coordinate system
is de�ned as [RMBB08]:

u = ns (5.6)

v = (pt − ps)× u (5.7)

w = u× v. (5.8)

Given the (u, v, w) coordinate system the four features are given by [RMBB08]:

f1 = 〈v, nt〉 (5.9)

f2 = ||pt − ps|| (5.10)

f3 =
〈u, pt − ps〉

f2
(5.11)

f4 = atan(〈w, nt〉, 〈u, nt〉), (5.12)

where 〈., .〉 describes the dot product. The four features are binned into a
descriptive histogram. In the PCL implementation the f2 feature is omitted.

A sparse set of correspondences are created between the two ears that should
be registered. Figure 5.6a shows correspondences between two ears, or point
clouds. The green point cloud corresponds to the blue ear in Figure 5.6b and
will be referred to as Ear1, whereas the blue point cloud corresponds to the skin
colored ear and will be referred to as Ear2. We seek to register Ear1 to Ear2.
Correspondences are created based on the minimum Euclidian distance between
PFHs, and false correspondences are removed based on a random sample consen-
sus (RANSAC) [FB81] rejection. An initial rough alignment is obtained by an
a�ne transformation, which is calculated based on the sparse correspondences.
The gray ear in Figure 5.6 is Ear1 after the a�ne transformation.

Now that Ear1 has been roughly aligned to Ear2, Ear1 is non-linearly warped
to Ear2 using a TPS warp as described in [PLN+02]. Figure 5.7b shows Ear2
and a TPS warped Ear1. The TPS warp is also guided by the set of sparse
correspondences. Because the TPS warp has changed the shape of Ear1 a new
set of sparse correspondences is calculated. The new set forms the basis for
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(a) Correspondences between Ear1
(green points) and Ear2 (blue
points) found as the minimum Eu-
clidian distance between PFHs.

(b) A�ne transformation of Ear1
(blue) to Ear2 (skin) based on the
correspondences seen in a). The
gray ear is the transformed Ear1.

Figure 5.6: Initial rough alignment of ear geometries based on an a�ne trans-
formation.

another TPS warp and the process is iterated six times, because six iterations
seemed adequate for our purpose. The results from each iteration is seen in
Figure 5.7. After the �nal warp a dense point correspondence is established by
projecting vertices from Ear1 onto Ear2.

The procedure is performed for all 11 ears in Figure 5.5 and a Procrustes align-
ment and PCA are applied to obtain a statistical model. The three largest
modes of variation are shown in Figure 5.8. The behavior of the PCs is di�cult
to interpret, since every PC appear to include more than one aspect. The �rst
PC appears to explain the straightness of particularly the upper part of pinna.
The second PC seems to account for the width of pinna, whereas the third PC
is di�cult to interpret.

The behavior of a statistical 3D ear model is interesting in itself, however our
goal was to create a statistical 3D head and ear model and to �t the model
to one or several 2D images to create individual head and ear models. This
problem remains to be solved.
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(a) A�ne transformed.

(b) Iteration 1. (c) Iteration 2. (d) Iteration 3.

(e) Iteration 4. (f) Iteration 5. (g) Final transformation.

Figure 5.7: Iterative TPS warp of Ear1 (blue) to Ear2 (skin). The warp is
guided by a set of sparse correspondences found using PFHs.
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(a) First PC.

(b) Second PC.

(c) Third PC.

Figure 5.8: The three PCs with the largest shape variation. Center image:
mean ear, Left image: mean ear minus 3 SDs, Right image: mean
ear plus 3 SDs. Note that these ears are cut, which was not the
case earlier.
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5.5.2 Final remarks and future work

We built a statistical model for the left outer ear based on 11 ear models. In
order for the statistical ear model to explain the variance of the population the
model should be extended to consist of several hundred ear models. We could
with time extend the model by scanning more individuals.

The method that we developed to create a dense point correspondence between
two ear geometries is not very robust, and it fails if the ear shapes are too di�er-
ent. The most common problem for the algorithm is to create correspondence
between ears with di�erent earlobes (free vs. attached earlobe). The reason is,
that the PFHs for a free and an attached earlobe are very di�erent, and that
the earlobe regions are therefore not matched. The problem could be solved by
generating a statistical distribution of PFHs for the earlobe region, and to sam-
ple from this distribution instead of using the PFHs calculated for the template
in this particular area.

Much work remains before we are able to estimate 3D head models based on
2D images. The statistical ear model should be extended to include the entire
head area and to include a few hundred individuals. Furthermore, the process of
�tting a 3D model to 2D images should be extended to complete head models.
Future work could also include an investigation of other image modalities instead
of 2D images. It would for instance be interesting to investigate the use of
depth data obtained by a Kinect, because the Kinect is easily accessible and
inexpensive enough to have in a clinic. In the future smartphone cameras might
also be used to generate a rough initial surface scan.



Chapter 6

A 3D printed
listener-speci�c head

simulator

This chapter presents the work that has been performed on 3D printing (more
formally known as additive manufacturing, see Section 6.2) a real size listener-
speci�c head simulator. The work comprise computer-aided design (CAD) mod-
i�cations of the 3D head model obtained in Chapter 4, 3D printing of the head
and ear parts, and an evaluation of the �nal printed head.

The CAD modi�cations was conducted by Peter Frederiksen from Oticon A/S
and Rasmus R. Paulsen. The 3D printing of the head part was executed at
the DTU Fablab [fab] and the 3D printing of the ear parts was performed by
Damvig Develop A/S. The planning of the printing process, material properties
and other requirements was a collaboration between the manufactures, Martin
Larsen, Rasmus R. Paulsen and the author. Measurements performed on the
printed head for evaluation purposes was conducted by Jonas L. Olesen at Oticon
A/S.
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6.1 Generic head and torso simulators

HRTFs are often measured on head and torso simulators [GM+94, RBW95],
because of the very cumbersome and time consuming measurements that are
required to obtain listener-speci�c HRTFs [MBL07]. A listener-speci�c HRTF
is a HRTF measured for the individual human subject. Two very popular head
and torso simulators are the KEMAR produced by G.R.A.S. Sound and Vibra-
tion [KEM] and the HATS produced by Brüel & Kjær [HAT]. Both head and
torso simulators are produced to provide a realistic reproduction of the acoustic
properties of an average adult human. The KEMAR is furthermore build on
a large statistical research of the average human body. Both head and torso
simulators are seen in Figure 6.1.

Figure 6.1: Left: KEMAR made by G.R.A.S., Right: HATS made by Brüel
& Kjær. From1

Even though both KEMAR and HATS represent an average human adult, nei-
ther of them have the shape of an actual human subject as a listener-speci�c
head simulator would have. A listener-speci�c head simulator is interesting for
several purposes, especially within hearing aid or headset development and re-
search. It facilitates testing of di�erent hearing aid or headset features on a
real human geometry. The directional microphone is for instance a hearing-aid
feature which is dependent on the individual head and ear shape. Furthermore,
a small collection of individual 3D heads would provide the basis for optimizing
directionality, or any other feature, for di�erent characteristic groups of individ-
uals (men, women, children).

1http://www.gras.dk/45bb.html and http://www.bksv.com/Products/transducers/

ear-simulators/head-and-torso/hats-type-4128c

http://www.gras.dk/45bb.html
http://www.bksv.com/Products/transducers/ear-simulators/head-and-torso/hats-type-4128c
http://www.bksv.com/Products/transducers/ear-simulators/head-and-torso/hats-type-4128c
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With respect to this thesis, the purpose of the listener-speci�c head simulator is
to enable an extra veri�cation of the directionality obtained from simulations,
see Figure 1.2. Comparing results obtained from measurements on the printed
head with simulations based on the same head model removes some of the dif-
ferences that would exist if human measurements were used. Geometrical dif-
ferences are reduced because the printed head and simulations are based on the
same head model and on the same torso simulator. Human acoustical properties
are replaced with properties of the printing material, which can be assumed to
be more similar to the properties of the simulated model. Furthermore, human
movements, caused by for instance breathing are excluded. All of which results
in a more righteous comparison of measurements versus simulation.

With the rapid development in additive manufacturing new possibilities are
emerging. Previously, creating an accurate replica of a human head would have
required massive amounts of work. It is still not a trivial task, but with the
development of software tools and the decreasing costs of 3D printing, generating
�exible human replicas for product testing is becoming increasingly feasible.

6.2 Additive manufacturing

Additive manufacturing (AM), formerly known as rapid prototyping, is a tech-
nology where a CAD model is produced directly, without the need for process
planning. The name additive manufacturing refers to the basic principle of AM,
that the model is build by adding a layer at a time. Opposite, traditional man-
ufacturing processes are often subtractive instead of additive. AM is therefore
not only a fast method, it is also material-saving. AM is less formally called 3D
printing, and the two terms will be used indiscriminately in the reminder of this
thesis. The AM theory presented here is described in various texts, however
this section is mainly based on [GRS+10].

3D printing a model requires, in general, eight steps:

1. The closed surface geometry of the model is fully described, for instance
using a CAD software.

2. The CAD model is converted to the �le format stereolithography (STL).

3. The STL �le is transferred to the AMmachine, and the STL �le is adjusted
for size, position and orientation.

4. The AM machine is setup with respect to material constraints, power of
the energy source, layer thickness etc.
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5. The model is automatically build.

6. The printed part is removed from the machine.

7. The part is post-processed depending on the printing method (supporting
structures are for instance cleaned away).

8. The part is ready for application.

The AM process described above is a general approach. The machine setup,
build, and post-processing are highly dependent on which AM machine or pro-
cess that is used. AM processes can be divided into seven categories [GRS+10]:
vat photopolymerization, powder bed fusion, material extrusion, material jet-
ting, binder jetting, sheet lamination and directed energy deposition. The gen-
eral principle being that material is deposited in layers and solidi�ed in some
way. The di�erent methods handle di�erent types of material such as polymers,
metals and ceramics. Due to our requirements for material properties, cost and
needed accuracy we chose Selective Laser Sintering (SLS) printing, which is a
powder based fusion method, for the manufacturing of our listener-speci�c head
simulator.

6.3 Our listener-speci�c head simulator

We produce a listener-speci�c head simulator using 3D printing. The 3D printed
head is based on one of the 3D surface models obtained in Chapter 4. More
speci�cally, we used the head model in the upper left corner of Figure 4.6,
referred to as subject NH167. The surface model requires some modi�cations
before it can be used for 3D printing or for the acoustical modeling presented
in Chapter 7. The modi�cations and the 3D printing will be explained in the
next two sections. The complete process of producing the listener-speci�c head
simulator is also presented in Paper B.

6.3.1 CAD modi�cations

The original surface model, seen in Figure 6.2 left, consists of vertices and
triangles. The surface model should in addition to the 3D printing, also be
used for the numerical simulations in Chapter 7. Several numerical simu-
lation packages exist that can use triangulated surfaces as input but most



6.3 Our listener-speci�c head simulator 61

Figure 6.2: Left: surface model of test subject NH167, Right: CAD modi�ed
model ready for printing.

programs work better with surfaces represented as non-uniform rational B-
splines (NURBS) [FVDF+94]. The 3D surface model was therefore converted
to NURBS [NUR].

The current surface representation of the head model has no thickness, which is
required for the printing process. An overall minimum thickness of 5 mm was
added to the surface model. The thickness was added by creating a balloon-like
object inside the head, which was manually reshaped to turn the head into a
hollow shell. Certain parts like the nose remained solid.

In order to mount a torso simulator (Type 4128, Brüel & Kjær) on the head
after the printing, a �ange was added to the model at the bottom of the head.
Furthermore, in order to enable separate manufacturing of head and ears using
di�erent materials, boxes around the ears were created. After manufacturing,
the ears were attached to box-shaped elements that were inserted in the cor-
responding box-shaped recesses in the head. The �nal head model ready for
printing is seen in Figure 6.2 right.
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Figure 6.3: Test subject NH167 with the listener-speci�c head simulator based
on subject NH167's head model.

6.3.2 3D printing

In the current work, we have not focused on creating a full head with material
properties that exactly match a living human. It would be very complicated
and it is believed that the impact on the acoustical measurements is of less sig-
ni�cance than other factors in the measurement setup. The head was therefore
printed in hard plastic except the ears, which were printed in a soft material.
The reason for choosing a soft material for the ears was mainly the need of plac-
ing hearing aids behind the ears in a way that simulates the position of hearing
aids on a human subject.

The head part: The head part was printed at DTU FabLab [fab]. The hard
part of the head was printed on an SLS printer EOS P395 [eos] in hard acrylic
(PA2200) using 0.12 mm layers. The head part, with ears and torso mounted, is
seen in Figure 6.3. The �gure also shows test subject NH167, who the printed
3D head model was based on, for comparison.

The ears: The ears were printed at Damvig Develop A/S. The ears used for
our acoustical measurements in Chapter 8 were printed on a polyjet Objet500
Connex 3D printer [str] using two materials and a layer thickness of 0.03 mm.
The core was printed in a hard, acrylic material (Verowhite - FullCure830) and
the outer part was printed in a soft material (TangoPlus - FullCure930). The
ears are seen in Figure 6.4 left.
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Figure 6.4: Three sets of ears manufactured for the listener-speci�c head sim-
ulator.

Because the �rst set of ears had a tendency to disintegrate, two additional sets of
ears were manufactured. The second set of ears were printed, whereas the third
set of ears were manufactured by a combination of 3D printing and molding.
Here, the core was printed in a hard acrylic material and the pinna was molded
in silicone (Egger Flex /AB - silicone shore 25, with Visijet sl impact �xture),
to achieve softer material properties. The two additional sets of ears are seen
in Figure 6.4 center and right.

6.4 Evaluation of the printed geometry

The 3D listener-speci�c head simulator is subject to errors arising both from the
scanning, stitching and meshing method described in Chapter 4, and from the
CAD modi�cation and printing process described in this chapter. The accuracy
of the head model was, with the best of our abilities, evaluated in Section 4.4. It
was however not easy to evaluate a human head model because of a lack of known
head geometry (golden standard). Now that the human 3D head model has been
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printed into a physical model, a golden standard or correct geometry exists in the
form of our human test subject. It is not an easy task to compare a printed head
with a human head, however measurements between certain �x points on the two
geometries can give an idea of the quality of the printed head. The pinna regions
are of greatest concern with respect to generating individual directionality, since
pinna is believed to assist in sound source localization [Bla83]. Our evaluation
therefore has a focus on evaluating the geometry of the left and right pinna.

The �rst set of printed pinnas were compared with the actual human pinnas by
measuring distances with a vernier caliper. Four problem areas, indicated by
red arrows in Figure 6.5, were located on the two pinna geometries:

1. Right ear: The valley should be around 2 mm deeper.

2. Left ear, error 1: Thickness in this area is too big. It should be around
5 mm (There is too much material on the backside. The backside should
be more similar to the right ear).

3. Left ear, error 2: The valley should be around 2-3 mm deeper.

4. Left ear, error 3: Around 1-2 mm should be removed in the curve
(depth) between the two points.

The errors are mostly located on the back side of the pinna, and the errors are in
the 1-3 mm range. Errors smaller than 1 mm are neglected because they might
arise from vernier caliper measurement errors. The right pinna is in general
more accurate than the left pinna.

The errors presumably arise from the surface reconstruction approach described
in Chapter 4. As explained the pinna geometry is di�cult to scan using a sur-
face scanner, because the complicated geometry leads to many occluded areas.
The occlusions result in areas that are not well covered with data and the re-
construction approach are forced to interpolate in these areas. The evaluation
of the pinna geometries in Figure 6.5 suggests that the areas behind the pinna
are in particularly di�cult to scan, leading to the measured errors. The same
problem was noted in Section 4.4 where the model was evaluated against a head
model of KEMAR.
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(a) Right ear. (b) Left ear, error 1.

(c) Left ear, error 2. (d) Left ear, error 3.

Figure 6.5: Evaluation of ear geometries. Because the comments are unread-
able in the �gures, they are stated as bullet points in the text,
named after the subplot titles.
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Chapter 7

Acoustical modeling

This chapter contains a theoretical part on acoustical modeling, with a focus
on the �nite element method (FEM) and a methodological part that explains
how we have employed FEM for acoustical modeling of HRTFs and for structural
modeling of BTE hearing aid placement. The theoretical part is explained using
the notation from Dhatt et al. [DLT12].

The work described in this chapter contains three di�erent FEM simulations:
a static structural simulation for BTE placement, a harmonical simulation for
the BTE microphones and a harmonical simulation for microphones placed in
the ear canal. All simulations were conducted using Ansys. The static struc-
tural simulation was setup and conducted by Martin Larsen, whereas the two
harmonical simulations were a collaboration between Martin Larsen and the
author.

Paper B and Paper D accounts for the di�erent methods and results obtained
throughout this chapter.
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7.1 Acoustical modeling of HRTFs

HRTFs are, as explained in Chapter 1, very cumbersome and time consuming
to measure. It is therefore of great interest to be able to simulate and model
HRTFs in silico. The major goal is to simulate HRTFs based on 3D geometries
of individual human heads. Di�erent methods exist for acoustical modeling
of HRTFs. Anthropometric measures [ZHDD03], Principal Component Analy-
sis [KW92] and pole-zero modeling [Jen95] are all methods that have been used
for prediction of HRTFs. All of these methods use a database of HRTFs to ex-
trapolate either an entire set of HRTFs or HRTFs for missing source positions.
The required database is not always available and other methods than extrap-
olation are needed. Furthermore, using only simple 2D or 3D anthropometric
measures seems insu�cient, since it is known that the complex 3D shape of
pinna has a large in�uence on the HRTF's structures.

The shape of the entire head, pinna, and torso can be used for modeling HRTFs
using either the boundary element method (BEM) or �nite element method
(FEM). BEM has been used for calculating individual HRTFs [Kat01, OHI09,
HVH+14] and the method seems to be the natural choice for acoustical modeling,
since BEM calculations are often faster than FEM. However, we are not only
interested in acoustical modeling, since we also want to calculate the correct
bending of pinna when a BTE hearing aid is placed on top of the ear. The BTE
placement is a structural analysis, which cannot be modeled using only elements
on the boundary, as it is the case in BEM. We therefore employ FEM for all of
the simulation work performed in this thesis.

The next section contains a theoretical explanations of FEM simulations. How-
ever, because we employ FEM without developing any new methods this theo-
retical part can be skipped if the reader is familiar with FEM, and the reader
can jump to Section 7.3.

7.2 The Finite Element Method

Any physical system can be modeled using partial di�erential equations, and
they can be solved numerically. Numerical modeling of a system usually involves
four steps:

• A description of the physical system using engineering terms.

• Translation of the system into a mathematical model (partial di�erential
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equations).

• Construction of a numerical discrete model that can be solved using a
computer (algebraic equations).

• Computer code development to simulate the behavior of the system.

FEM is employed when the set of partial di�erential equations must be dis-
cretized and transformed into algebraic equations. The principle of FEM is to
use a simple, for instance linear, approximation of unknown variables to trans-
form the partial di�erential equations into algebraic equations, that are easily
solved using a computer. Because we use the commercial program Ansys for
our simulations, we de�ne our physical system on the software's interface and
the remaining steps are handled by the program. It is however also important
to choose an appropriate discretization, which we will return to in Section 7.3.

7.2.1 Approximation with �nite elements

A physical system can be described using a mathematical model with a number
of variables uex(x). The variables can be represented by `approximate' func-
tions u(x). The di�erence between the approximate functions and the actual
variables, e(x) = u(x) − uex(x), should be small enough to satisfy the purpose
of the desired problem. In our simulations we want to have a mesh that is �ne
enough to represent our surface model accurately. Furthermore the acoustical
simulations have requirements on the number of elements per wavelength, see
Section 7.3.

The approximation function u(x) can pro�tably be constructed using �nite ele-
ments. Figure 7.1 shows a one dimensional approximation case using four nodes,
and a linear interpolation between the nodes. In FEM the domain V is sepa-
rated, using nodes, into subdomains, or elements, V e. Di�erent approximate
functions ue(x) are constructed for each element. The nodal approximation
over an element V e is constructed so that it only depends on the nodal vari-
ables placed within or on the boundary of the given element. Furthermore,
the approximate function ue(x) should be continuous over the element V e and
satisfy conditions of continuity between adjacent elements.

The approximation function u(x) is constructed from a set of basis functions N
as [DLT12]:

u(x) = N1(x)u1 +N2(x)u2 + ...+Nn(x)un (7.1)
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elementary equations into matrices are important, since matrices are e�ciently
employed in computer codes.

In FEM a description of a physical system using di�erential equations are re-
ferred to as strong, whereas an expression of the system using an integral formu-
lation is referred to as weak. The weighted residual method is used to generate
weak, integral formulations and the Galerkin method solves the (weak) problem
using discretization.

In general the weak expression can be formulated as:

W =

∫ ∫

A

...dA+

∫

Su

δu.fRds+

∫

Sf

δu.fextds, (7.7)

where A is the domain of calculation, and Su and Sf are parts of the surface,
where external displacements and surface loads are applied.

Using the approximation with �nite elements, which was introduced in Section
7.2.1, the domain of the calculation becomes:

V =
∑

e

V e and xe =
∑

i

N i(ξ, η, ...)xi, (7.8)

where ξ and η are elementary coordinates in the reference space, xe is a vector of
elementary coordinates, xi is a vector of elementary nodal coordinates and N i

are geometric interpolation functions. The domain V is therefore expressed as
a sum over elementary domains, and the coordinates of an element is expressed
as a sum over nodal coordinates.

The approximate solution and test function for each element is de�ned as:

ue(x, t) =
∑

i

Ni(ξ, η, ...)ui(t) (7.9)

δue(x) =
∑

i

Ni(ξ, η, ...)δui, (7.10)

where ui(t) and δui are the nodal variables of the solution and test function,
respectively.
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The elementary weak form from Equation 7.7 can now be discretized using �nite
elements. For a structural dynamic problem:

W e
h = 〈δu〉

(
[m]

{
d2ui
dt2

}
+ [c]

{
dui
dt

}
+ [k] {ui} − {f}

)
, (7.11)

where [m], [c] and [k] are the mass, damping and sti�ness matrices for a given
element, f is the load vector for the element and r is the residual vector for the
element.

The local contributions from each element can be assembled into a global system
of equations:

Wh =
∑

e

W e
h = 〈δU〉

(
[M ]

{
d2U

dt2

}
+ [C]

{
dU

dt

}
+ [K] {U} − {F}

)
= 〈δU〉R,

(7.12)

where [M ], [C] and [K] are the global mass, damping and sti�ness matrices, F
is the global load vector and R is the global residual vector. Furthermore, U is
the global vector of unknown nodal functions. The solution of the problem is
found when R = 0.

For a harmonical response analysis Equation 7.12 becomes [Koh13]:

Wh = 〈δU〉
((
−ω2 [Ma] + jω [Ca] + [Ka]

)
{p} − {Fa}

)
= 〈δU〉R, (7.13)

where [Ma], [Ca] and [Ka] are global acoustic mass, damping and sti�ness ma-
trices, and {Fa} is an applied acoustic force.

We use a static version of Equation 7.12 for our simulation of BTE hearing aid
placement and Equation 7.13 for our harmonical simulations. We rely on the
Ansys solver to �nd a solution to the system of equations.

7.3 Our FEM simulations

We simulate HRTFs for two di�erent microphone placements. The two simula-
tion cases will be referred to as:
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• The microphone-ITE simulation: A single microphone placed in each
ear canal.

• The BTE simulation: Two microphones incorporated into a BTE shell
positioned on the left ear.

The microphone placement is straightforward in the �rst simulation. However,
in the second simulation a BTE hearing aid needs to be positioned. When a BTE
hearing aid is positioned behind the ear in the physical world, the outer ear will
de�ect due to the presence of the hearing aid. We simulate BTE placement and
corresponding pinna de�ection in Section 7.3.1. Section 7.3.2 accounts for the
harmonical response simulations for the microphone-ITE and BTE simulations.

All of our FEM simulations were setup in Ansys 15.0. Ansys is according
to [DLT12] one of numerus state-of-the-art general-purpose computer codes that
are available for industrial users. We choose Ansys for our FEM modeling due
to the acoustics extension that is available.

7.3.1 BTE placement

The BTE placement was solved using a static structural simulation, because we
assume that the displacements of the hearing aid are applied su�ciently slow.
Equation 7.12 therefore becomes [DLT12]:

{R} = [K] {U} − {F} = 0, (7.14)

where [K] is a global sti�ness matrix and {F} is the applied displacement.

The position of a BTE hearing aid when worn is determined by its own shape
and by the shape of the ear. In the physical world, the hearing aid is placed on
the ear by pressing it down and letting go. The ear will de�ect and hold the
hearing aid in place, and the �nal position of the hearing aid will be determined
by the frictional forces between the ear and the hearing aid.

The simulation attempts to imitate the physical world. A static structural
analysis using an applied force to push the hearing aid into place was initially
tested. The method did however not converge and a di�erent approach was
therefore employed. Instead of pushing the hearing aid into place using a force,
a displacement was introduced to pull the hearing aid into place. After the
displacement has been applied, the hearing aid is released and the sti�ness and
friction of the ear keeps the hearing aid into place.
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The BTE placement was based on the 3D head model generated in Chapter 4
and modi�ed in Chapter 6, and a 3D geometry of a standard BTE shell. The
ear was cut from the rest of the head model to save calculation time. A mesh
was generated for the simulation with 25,580 nodes for the ear and 4,754 nodes
for the hearing aid. The ear model was constrained with �xed nodes on all the
cut surfaces, see Figure 7.4a.

(a) Cut surfaces, which are �xed (blue
faces).

(b) Contact surfaces (blue and red
faces).

Figure 7.4: The BTE placement requires �xed surfaces and contact surfaces
between ear and hearing aid to be de�ned. a) Shows the �xed
surfaces in blue and b) shows the contact surfaces for the ear
(blue) and hearing aid (red).

Our calculations consisted of three sub steps, see Figure 7.5. Figure 7.5a shows
the initial position of the BTE hearing aid and ear. Ansys requires a contact be-
tween the hearing aid and ear. De�ned contact surfaces are seen in Figure 7.4b.
In Figure 7.5b the BTE hearing aid has a maximal displacement and in Fig-
ure 7.5c the BTE has been released. We assured that the hearing aid and ear
were in contact after the displacement, and we introduced a sti�ness of the ear
of 4 MPa Youngs modul and 0.4 Poissons ratio, corresponding to a soft silicone
material. Furthermore, we de�ned the contact as `frictional' with a coe�cient
of 0.5, to keep the hearing aid from sliding o�.

After the simulation, the deformed mesh of the ear and hearing aid was saved
in Initial Graphics Exchange Speci�cation (IGES) format and then re-imported
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(a) Initial position of the
BTE geometry.

(b) Maximal BTE geome-
try displacement.

(c) Final position of the
BTE geometry.

Figure 7.5: A three step approach for BTE placement.

into the head, replacing the undeformed ear and hearing aid in it's original
position. The updated geometry was then used for the acoustic simulation.

7.3.2 Harmonical simulations

A harmonical response analysis was used for simulating HRTFs for the two
microphone positions microphone-ITE and BTE. Because the two cases have a
similar approach, consisting of model setup, meshing and calculations, they are
explained simultaneously. Di�erences between the cases will be emphasized.

7.3.2.1 Model setup

The two harmonical simulations were both based on a head geometry mounted
on the torso geometry of the Brüel & Kjær HATS for the simulations. The
microphone-ITE simulation used the CAD modi�ed head model obtained in
Chapter 6 and the BTE case was based on the head model with de�ected pinna
obtained in Section 7.3.1.

Our goal was to calculate the acoustical pressure in the air surrounding the head.
The head model was placed inside a box with dimensions 420× 700× 250 mm,
which in the simulation was set to be �lled with air. The model was subtracted
from the box, leaving the air surrounding the model. The air-�lled space is
where the acoustical pressure occurs, and it is the interesting part of our model,
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Figure 7.6: Geometry layers used for HRTF simulation. From inside to out:
empty space shaped as the head and torso, inner air box, and
perfectly matched layer.

equivalent to the physical world where sound reaches the ear through pressure
changes in the air.

The acoustical measurements explained in Chapter 8 were executed in a semi-
anechoic room in order to avoid room re�ections. In the simulation a similar
situation is created by adding a 40 mm perfectly matched layer (PML) to the
outside of the inner air-box, see Figure 7.6. The purpose of the PML is to absorb
radiated sound from the inner air part, and furthermore to enable calculations
of sound pressure in the far �eld (outside the box). The default setting for
attenuation in the PML region is used (0.001 or −60 dB), yielding 120 dB total
attenuation of the sound �eld re�ected from the PML (basically no re�ections).

7.3.2.2 Meshing

It is not a trivial task to generate a mesh, which is �ne enough without having
so many nodes that calculation times becomes unmanageable. A rule of thumb
when calculating acoustic pressure with �rst order elements is that the mesh
should have at least 8 elements per wavelength. We would like to calculate
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Figure 7.7: Mesh for the air surrounding the head.

HRTFs for up to 10, 000 Hz, which then requires a mesh size smaller than:
343 m/s
10000 Hz · 18 = 0.0043 m. The meshing approach di�ered for the microphone-
ITE simulation and BTE simulation cases.

Meshing for the microphone-ITE simulation case: The head geometry
was meshed with �rst-order acoustic elements (Ansys type 30). The mesh was
re�ned at the ears to an average edge length of 2 mm, while the rest of the
model used a length of 4 mm. The re-meshing method was `Hex dominant',
which means that hexahedral elements were preferred. In regions where hex-
ahedral elements were not �exible enough tetrahedral elements were employed
instead. A mesh produced primarily from hexahedral elements contains less
nodes compared to a pure tetrahedral mesh. The �nal mesh, which represented
the model of the head and torso, contained 1.9 million nodes. Figure 7.7 shows
the mesh for the air surrounding the head. Because we are dealing with a pure
acoustical simulation one node contributes with one equation. If we had in-
cluded vibrations on the surface of our model one node would contribute with
four equations, one for pressure and three for displacement.

Meshing for the BTE simulation case: The head geometry was meshed
with �rst-order acoustic elements (Ansys type 30). Two meshes were created
in order to reduce calculations times; one for frequencies < 7.5 kHz and one for
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frequencies < 10 kHz. The 7.5 kHz mesh only requires a mesh size smaller than
343 m/s
7500 Hz · 18 = 0.0057 m.

Both meshes were re�ned at the ears to an average edge length of 1 mm. The
remaining model had an edge length of 6 mm for the 7.5 kHz mesh and a length
of 4 mm for the 10 kHz mesh. The re-meshing method was again `Hex dominant'
for both meshes. The 7.5 kHz mesh contained ∼ 1.1 million nodes, whereas the
10 kHz mesh contained ∼ 2.3 million nodes.

7.3.2.3 Calculations

In the acoustic measurement setup, see Chapter 8, loudspeakers surrounding the
head generate the sound, and the microphones placed in the ear canal capture
the sound pressure. In the simulation, the reciprocal approach is used [Mor86,
ZDGG06]: the sound source is placed at the microphone position, and the sound
pressure level is calculated on a sphere surrounding the head at 1.2 m distance.
The reciprocal approach yields identical results to the direct approach, but the
simulation can be performed for all sound-source directions in a single simulation
step [JJ13].

7.4 Evaluation of simulations

Several considerations must be made concerning the accuracy and precision of
the BTE placement simulation and the harmonical simulation.

The BTE placement was a very challenging task and it was therefore only per-
formed once and only on the left ear. This opens up the question whether the
simulated position of the BTE hearing aid is the correct or most optimal po-
sition. The simulated BTE position is to the best of our knowledge a realistic
hearing aid placement. However, a hearing-aid user would reposition his or her
hearing aid on a daily basis and the position is therefore varying. It would be
interesting to simulate di�erent hearing aid positions and investigate the e�ect
on the simulated HRTFs, however due to time limitations this remains to be
done. Kuhn and Burnett [KB77] showed that changing the position of a mi-
crophone placed behind the ear does have an e�ect on the sound pressure level,
particularly at higher frequencies.

The major concern with the harmonical simulations is to keep the number of
nodes low, in order to reduce calculation time, without loss of accuracy. The
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Figure 7.8: Comparison of HRTFs simulated for a frequency of 10 kHz for
three torso cases and for two di�erent element sizes. Step 1: no
torso, Step 2: half of the torso and step 3: full torso. Element
edge-sizes of 6 and 8 mm is tested.

number of nodes is a result of the element size for the mesh and the size of
the model (head and torso). The model must at least contain the individual
head model, however the importance of the torso is less known and it might be
omitted or reduced to half size. Figure 7.8 investigates both mesh size and torso
importance for a frequency of 10 kHz. 10 kHz is the highest frequency in the
simulations and therefore the frequency where the smallest mesh size is needed.
However, because the largest e�ect of the torso is observed at frequencies around
2-4 kHz, it would have been interesting to see the e�ect of the di�erent torso
cases at lower frequencies.

The �gure reveals small di�erences between the mesh with an element edge-size
of 6 and 8 mm. To be on the safe side, we choose to use a 4 mm mesh for
a frequency of 10 kHz. The comparison of mesh sizes should therefore have
contained for instance 3 and 4 mm, to assure that the 4 mm mesh is accurate
enough. However, the process of generating a mesh is di�cult and time consum-
ing, and furthermore a mesh size of 3 mm would result in a mesh with a huge
number of nodes and the calculation times would be very high. We therefore
assume that a 4 mm mesh is adequate.
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Figure 7.8 also reveals di�erences between the simulations of the di�erent torso
cases, step 1: no torso, Step 2: half of the torso and step 3: full torso. Because
of di�erences between the cases we conclude that a full torso is required for our
harmonical simulations, even though it is expensive in calculation times.

The simulated HRTFs need to be compared against equivalent measured HRTFs.
This is the goal of Paper B and Chapter 9. The result and conclusion from the
paper is that a similar overall behavior between the simulated and measured
HRTFs are observed, however the simulations and measurements are de�nitely
not equivalent. The �nal goal of this thesis is to optimize a directional mi-
crophone in a hearing aid based on the simulated HRTFs. The performance
of a directional microphone in a BTE hearing aid optimized from simulated
HRTFs is evaluated in Paper D. The paper shows that the directional micro-
phone optimized from simulated HRTFs performs almost as well as the optimal
directional microphone. It can therefore be concluded that our simulations have
the required precision for the purpose of this thesis.



Chapter 8

Measured head related
transfer functions

The focus of this chapter is to review the traditional methods used for measuring
head related transfer functions (HRTFs), and to account for the HRTF measure-
ments performed for this thesis. Two di�erent measurement setups were used:
A setup, that measures source positions on a sphere, referred to as ARI (Sec-
tion 8.2.1) and a setup, that measures with source positions in the horizontal
plane, referred to as Kongebakken (Section 8.2.2). The ARI measurements are
the main data set used throughout this thesis. They consist of measurements for
four human test subjects and a printed head. The Kongebakken measurement
is a supplement consisting of measurements performed for the printed head and
for the HATS. Section 8.3 provides an overview of the measured HRTFs.

The ARI measurements were performed during a three-day measurement ses-
sion with the participation of Piotr Majdak, Michael Mihocic, Martin Larsen,
Rasmus R. Paulsen, Søren Laugesen, and the author. The primary measure-
ment setup was accounted for by Piotr and Michael, whereas hearing-aid shells
with microphones, connectors, and an ampli�er was provided by Søren Laugesen
and the author. The Kongebakken measurements were performed by Johannes
Steininger at Oticon A/S in Smørum, Denmark.

The ARI measurements form the basis of Paper B, C and D, whereas the Konge-
bakken measurements are only used in Paper D.
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8.1 HRTF measurements

As stated in Chapter 2, head related transfer functions (HRTFs) are numerical
representations of spatial acoustic cues. A HRTF is de�ned as the transfer
function from a point in space to a microphone positioned in the ear canal
normalized with a free-�eld response. HRTFs are individual, since they depend
on head, pinna, and torso shapes.

HRTFs are traditionally measured at a �xed radius from the center of the head
to a source point, which are positioned with varying azimuth and elevation
angles. Figure 8.1 de�nes the spatial coordinate system used in this thesis. The
coordinate system is similar to what is used in much HRTF literature [CW99].

(a) Spherical coordinate system.
(b) Horizontal plane

(elevation = 0◦).

(c) Median plane
(azimuth = 0◦).

(d) Vertical plane
(azimuth = 90◦).

Figure 8.1: De�nition of coordinate system.

HRTFs are generally measured for the left and right ear simultaneously. Micro-
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phones are inserted partially into the ear canals. A known-spectrum stimulus is
played at a given source position, de�ned by a radius, r, elevation θ, and azimuth
φ. The stimulus could be a simple click, a pseudo-random binary sequences, or
complementary Golay codes [CW99].

Usually, a set of HRTFs are measured. The set could consist of measurements
in the horizontal plane at a number of azimuth angels. Such a set was measured
in [NITI07] where HRTFs were measured for 72 azimuth angles spaced 5◦ apart,
or in [WGS11] where the spacing was 1◦. The set could also consist of 3D mea-
surements with varying azimuth and varying elevation. In [DB07] a total of 449
HRTFs were measured with φ ∈ [0◦;350◦] and θ ∈ [−80◦;90◦], and in [GM+94]
a total of 710 HRTFs were measured with φ ∈ [0◦;355◦] and θ ∈ [−40◦;90◦].

Since the spatial cues captured by HRTFs are essential for spatial hearing, it has
been of great interest to investigate the structure of HRTFs. Cheng and Wake-
�eld [CW99] show HRTF representations in the time, frequency, and spatial
domains. Furthermore, they compare a set of measured HRTFs with HRTFs
derived from a spherical head model. In this thesis, we will stick to the fre-
quency domain, which is a popular domain for evaluation of peaks and notches
in HRTFs [Bla83, KW92]. Furthermore, we also employ a spherical head model,
as seen in Chapter 9.1.2, for comparison.

8.2 Our HRTF measurements

8.2.1 ARI measurements

The ARI HRTFs were measured using the measurement setup described in Pa-
per B and the method described by Majdak et al. [MBL07]. The measurement
setup is capable of measuring HRTFs at 3D source positions on a sphere, similar
to measurement setups described in the literature [ADTA01, MSHJ95, DB07,
GM+94].

The HRTFs were measured in a semi-anechoic chamber. The measurement setup
is seen in Figure 8.2. Twenty-two loudspeakers were mounted on an arc at �xed
elevations from −30◦ to 80◦. Details are found in Paper B.

Measurements were performed both on real human subjects and on a printed
3D head model. Furthermore, a number of di�erent microphone positions were
measured, including positions on hearing aid shells. Section 8.3 provides an
overview of the measurements.
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Figure 8.2: Measurement setup with 22 loudspeakers and a test subject posi-
tioned in the center.

The human test subject or printed head was seated on a chair in the center of
the arc and was wearing microphones or hearing aid shells. In either case the
ear canals were blocked. Measurement frequencies ranged from 50 Hz to 20 kHz.
The HRTFs were measured for one azimuth and several elevations at once by
playing sweeps and recording the signals at the microphones. Then the subject
was rotated by 2.5◦ to measure HRTFs for the next azimuth.

In the horizontal interaural plane, the HRTFs were measured with 2.5◦ spacing
within the azimuth range of ±45◦ and with 5◦ spacing outside this range. In
total, 1550 di�erent source positions were measured, see Figure 8.3. The red
points mark the source positions measured for the initial frontal position. The
measurement procedure is constructed such that part of the source positions for
the azimuth angle φ = 0◦ and part of the source positions for φ = 180◦, are
recorded at the frontal position, while the other half is recorded after a 180◦

turn of the rotating chair. This procedure allows for a higher angular resolution
for the elevation, since the loudspeaker distance can be twice as small, compared
to if all loudspeaker positions were recorded at once. Notice in Figure 8.2, that
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the loudspeaker distance could not be spaced twice as small, due to space issues.
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Figure 8.3: Source positions. Red points mark the source positions measured
at the initial frontal position.

To decrease the total time required to measure the HRTFs, the multiple expo-
nential sweep method (MESM) was applied [MBL07]. This method allows for
a subsequent sweep to be played before the end of a previous sweep, but still
reconstructs HRTFs without artifacts.

During the HRTF measurements, the position and orientation of the test sub-
ject's head were captured via an electromagnetic tracker (Flock of Birds, As-
cension) in real time. The tracking sensor was mounted on the top of the test
subject's (either human or printed head) head, see Figure 8.4. The left pic-
ture shows how the tracker was mounted, using double adhesive tape, on the
printed head and the right picture show the mounting strips used for a human
subject (no tracker present). The tracking device was capable of measuring 6
degrees of freedom (x, y, z, azimuth, elevation, and roll) at a rate of 51.5 mea-
surements/sec. The tracking accuracy was 1.7 mm for positions and 0.5◦ for
orientation. If the head was outside the valid range, the measurements for that
particular azimuth were repeated once the subject was back in the range for 500
ms. The valid ranges were set to ± 2.5 cm for the position, ±2.5◦ for the az-
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imuth, and ±5◦ for the elevation and roll. On average, measurements for three
azimuths were repeated per subject and the complete measurement procedure
lasted for approximately 20 minutes.

Figure 8.4: Tracker placement. Left: printed head. Right: human subject.

8.2.2 Kongebakken measurements

The Kongebakken HRTFs were measured in an anechoic room, using source
positions in the horizontal plane. A single loudspeaker was positioned at a zero
degree elevation. The printed head or HATS was placed on a turning table, and
the table was rotated with 5◦ spacing for the azimuth angle.

A reference microphone (Brüel & Kjær 4191) was initially calibrated using a
calibrator (1 kHz, 94 dB). The reference response was then measured with the
microphone placed at a position corresponding to the position of the head, see
Figure 8.5.

One ear was measured at a time with both CIC and BTE hearing aids. The
opposite ear was occluded using tackywax. Measurement frequencies ranged
from 94 Hz to 10 kHz. The HRTFs were measured for one azimuth at a time by
playing a sweep and recording the signals at the microphones.
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Figure 8.5: Left: measurement setup. Right: placement of reference micro-
phone.

8.3 Overview of HRTF measurements

A number of di�erent HRTFs were measured for this thesis. The HRTFs vary
both with respect to microphone position, test subject (human or head and
torso simulator) and measurement setup (ARI or Kongebakken).

Four di�erent microphone con�gurations were used:

• A single microphone placed in the ear canal, Figure 8.6a.

• Two microphones incorporated into a BTE shell, Figure 8.6b.

• A single microphone incorporated into a CIC shell, Figure 8.6b.

• Two microphones incorporated into an ITE shell, Figure 8.6c.

Four human test subjects (NH 166, NH 167, NH 168 and NH 170) and a printed
head model (NH 169) of subject NH 167, see Chapter 6, were measured using
the ARI setup. Furthermore, a remeasurement of subject NH167 was obtained.
This measurement is referred to as NH167-2. We follow the naming convention
from the ARI database [ARI], where data is available. The printed head and
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the HATS were measured using the Kongebakken measurement setup. Table 8.1
provides an overview of the measurements.

(a) Mic. in ear canal. (b) BTE and CIC shells. (c) ITE shell.

Figure 8.6: Microphone positions.

Mic. BTE ITE CIC
L R L (F/R) R (F/R) L (F/R) R (F/R) L R

ARI
NH166 ×1 ×1 ×1 ×1 ×1 ×1 ×1 ×1
NH167 ×2 ×2 ×2 ×2 ×2 ×2 ×1 ×1
NH168 ×1 ×1 ×1 ×1 ×1 ×1 ×1 ×1
NH169 ×1 ×1 ×1 ×1 ×1 ×1 ×1 ×1
NH170 ×1 ×1 ×1 ×1 - - - -

Kongebakken
HATS - - ×1 ×1 - - ×1 ×1
NH169 - - ×1 ×5 - - ×1 ×5

Table 8.1: Overview of HRTF measurements. The ARI data is accessible
from [ARI]. NH169 is the printed head mounted on the HATS
torso.

8.3.1 A reliability study

The variation between measured HRTFs is highly relevant, since this varia-
tion forms the basis for comparing HRTFs. A set of repeated measurements
were therefore measured for the BTE and CIC shells in the ARI measurement
setup. Paper C presents the reliability study in details. The measurements
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were performed using the printed head, test subject NH169, mounted on a torso
simulator. Three di�erent conditions were recorded:

• Control: The measurements were repeated without any intervention.

• HAD: Hearing aids were detached from the head and re-attached before
the next measurement.

• Tripod: The tripod carrying the torso, head, and the hearing aids was
removed from the arc center and placed back. Furthermore, hearing aids
were detached from the head and re-attached.

As seen in Table 8.2 all measurements were repeated 5 times. The HAD condi-
tion is missing for the CIC, because of di�culties with repositioning the hearing
aid in the ear canal. The printed ear canal lacked the �exibility that a human
ear canal has, which made it di�cult to insert the hearing aid. The CIC Tripod
case therefore only contains repositioning of the torso and head, and not of the
CIC.

BTE CIC
L (F/R) R (F/R) L R

ARI
NH169 - Control ×5 ×5 ×5 ×5
NH169 - HAD ×5 ×5 - -
NH169 - Tripod ×5 ×5 ×5 ×5

Table 8.2: Overview of HRTF measurements for the reliability study.

The measured data sets are evaluated in the next chapter.
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Chapter 9

Evaluation of HRTFs

This chapter contains a visualization and evaluation of synthesized, measured
and simulated HRTFs. Furthermore, post-processing procedures for the mea-
sured and simulated data are accounted for. The work described in this chapter
consists of synthesizing free-�eld responses and spherical head-model HRTFs
and of performing post-processing of the ARI measurements. Besides that, this
chapter mainly contains a visualization and discussion of the simulated and
measured HRTFs, which were explained in Chapter 7 and 8, respectively.

The free-�eld response and spherical head-model HRTFs were synthesized by the
author, using the implementation of a spherical head-model developed by Søren
Laugensen et al. [LRC03]. The ARI measurements were post-processed using
a procedure developed in collaboration with Søren Laugesen, and implemented
by the author.

Measured and simulated HRTFs are also presented in Paper B and C, and
utilized in Paper D. The present chapter presents HRTFs measured for BTE
and ITE hearing aids using the ARI setup, along with HRTFs simulated for
a BTE hearing aid. Paper B, furthermore, presents simulated and measured
HRTFs for a microphone placed in the ear canal.
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9.1 Synthesized HRTFs

We synthesize both free-�eld responses and HRTFs for a spherical head-model.
The free-�eld responses are important because their behavior is known and can
be described analytically. As an example we use the free-�eld responses to test
the weighting scheme developed in Paper D, because DI values exist as a ground
truth. The behavior of the HRTFs become more complicated when a sphere is
introduced into the sound �eld and analytically derived ground truth values
does not exist. However, a sphere is still a more simple geometry than a human
head, which has both pinna and a torso to complicate the sound �eld. The
spherical head-model is therefore used as a simple case that can be compared
to the more complicated human HRTFs.

9.1.1 Free-�eld model

Free-�eld responses are synthesized for two microphones, simulating a BTE or an
ITE hearing aid. The front microphone is placed in the center of the coordinate
system and the rear microphone is placed 10 mm away along the negative x-
direction. Free-�eld responses, CFF , are calculated for each frequency, f , and
source position, (θ, φ), individually. The front microphone response is assumed
to be:

CFFf (f, θ, φ) = 1 (9.1)

and the rear microphone response then becomes:

CFFr (f, θ, φ) = exp

(−i2πfd cos(ρ(θ, φ))

c

)
, (9.2)

where d is the distance from the center of the coordinate system along the x-axis,
ρ(θ, φ) is the angle between the x-axis and a given source position (θ, φ).

9.1.2 Spherical head-model

HRTFs are synthesized for a set of microphones placed on the side of a sphere
with a diameter of 17.5 cm. The front microphone is placed on the y-axis lifted
5 mm from the surface of the sphere. The rear microphone is placed 10 mm
away in the negative x-direction. The spherical head-model is deduced in Duda
and Martens [DM98] and we use the implementation developed by Laugesen et
al. [LRC03].
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Figure 9.1 shows magnitude and phase for the free-�eld responses and spherical
head-model HRTFs for the frontal position (elevation, azimuth) = (0,0), which
means that the sound is arriving from the front. The magnitude is constant
in the free-�eld case, whereas the e�ect of the sphere is seen for frequencies
above 1 kHz. Frequencies below 1 kHz are una�ected by the presence of the
sphere because the wavelength of the sound is much larger than the diame-
ter of the sphere. The phase plot shows a phase delay between the front and
rear microphones which is similar for the free-�eld and spherical head-model
case. An equivalent phase delay was expected because the distance between the
microphones is identical for the two data sets.

Figure 9.2 shows polar plots of the magnitude for frequencies of 1, 2, 4 and
8 kHz for the spherical head-model case. The polar plots reveal a shadowing
e�ect of the contralateral side. The shadowing e�ect is present for frequencies
with a wavelength that is comparable to or smaller than the size of the sphere.
Notice also the peak in magnitude at approximately 270◦, which is the point
where sound traveling opposite ways around the sphere meet.

9.2 The ARI reliability study

The ARI reliability measurements were explained in Section 8.3.1 and is used
in Paper C to evaluate the reliability of measured HRTFs. The HRTFs were
measured using a BTE hearing aid, which is one of the hearing aid types that
will be used in Chapter 10 to optimize directivity. The reliability study is
therefore highly relevant.

The measured HRTFs were post-processed to remove room and loudspeaker re-
sponses. The HRTFs also contain responses from the particular microphone
that was used, however our attempt to remove individual microphone responses
removed the phase di�erence between the set of BTE microphones. We therefore
assume similar microphone responses between a matched pair of BTE micro-
phones, and utilize the front microphone to compensate for both microphones.

For a given microphone k, a compensated HRTF Ck(θ, φ) at elevation θ, and
azimuth φ, is calculated in the frequency domain:

Ck(θ, φ) =
Hk(θ, φ)

EF (θ)
, (9.3)

where Hk(θ) is the windowed raw HRTF for microphone k and EF (θ) is the
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Figure 9.1: Synthesized free-�eld responses and spherical head-model HRTFs:
Magnitude (top) and phase (bottom) for the front and rear micro-
phones at the source position (elevation, azimuth) = (0,0).



9.2 The ARI reliability study 97

−30

−20

−10

0

10

30

210

60

240

90

270

120

300

150

330

180 0

−30

−20

−10

0

10

30

210

60

240

90

270

120

300

150

330

180 0

−30

−20

−10

0

10

30

210

60

240

90

270

120

300

150

330

180 0

−30

−20

−10

0

10

30

210

60

240

90

270

120

300

150

330

180 0

top view

1 kHz.

8 kHz.4 kHz.

2 kHz.

Figure 9.2: Synthesized spherical head-model HRTFs: Magnitude for HRTFs
in the horizontal plane (elevation = 0). The front and rear mi-
crophones are placed on the left side of the spherical head-model.
Magnitude is given in dB along the radial axis.
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windowed equipment transfer function (ETF) for the front microphone in the
BTE hearing aid.

Three di�erent cases were measured: Control, HAD and Tripod. Recall that
no changes were made to the setup for the Control case, that the BTE was
repositioned between measurements for the HAD case and that the Tripod case
both contained a repositioning of torso and head, and a repositioning of the
BTE.

Figure 9.3 shows �ve repeated measurement for the Control case. The top of
the �gure contains the magnitude, while the bottom �gure contains the phase.
Only the magnitude was evaluated in Paper C. The phase is however very impor-
tant, because the HRTF measurements will be used for directivity calculations,
which are highly dependent on phase di�erences between the front and rear mi-
crophone. Magnitude and phase appear very accurate among measurements for
both the front and rear microphone.

Figure 9.4 shows �ve repeated measurement for the HAD case. The �ve mea-
surements show a higher variation for both magnitude and phase. It is however
reassuring to see that the phase di�erence within a microphone pair seems con-
sistent between measurements.

Figure 9.5 shows repeated measurements for the Tripod case. The measurements
appear less accurate, however again the phase di�erence between a microphone
pair is maintained.

Notice how well the phase di�erences between the front and rear microphones
are maintained, even though the HRTFs have been compensated for room re-
�ections, loudspeaker responses, and for a general microphone response. This
is due to the post-processing procedure where both front and rear microphones
are compensated using a reference measure for the front microphone.

9.3 Kongebakken - repeated measurements

The repeated HRTF measurements performed using the Kongebakken setup are
less interesting than the ARI reliability study, since the measurements were per-
formed using a CIC placed in the ear canal instead of a BTE or ITE hearing
aid. The repeated measurements are however valuable for assuring that the
measurements are consistent. The CIC hearing aid was repositioned between
each repeated measurement. The measured HRTFs were neither compensated
for loudspeaker (since only a single loudspeaker was used) nor microphone re-
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and phase (bottom) for 5 repeated measurements of the Control
case. Front and rear microphones are shown for a source position
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Figure 9.4: ARI measured HRTFs for a BTE hearing aid: Magnitude (top)
and phase (bottom) for 5 repeated measurements of the HAD
case. Front and rear microphones are shown for a source position
of (elevation, azimuth) = (0,0).



9.3 Kongebakken - repeated measurements 101

0.3 0.5 1 3 5 10
−20

−15

−10

−5

0

5

M
ag

ni
tu

de
 [d

B
]

 

 

0.3 0.5 1 3 5 10
−3.5

−3

−2.5

−2

−1.5

−1

−0.5

0

0.5

1

Frequency [Hz]

P
ha

se
 [d

eg
]

 

 

Front 1
Rear 1
Front 2
Rear 2
Front 3
Rear 3
Front 4
Rear 4
Front 5
Rear 5

Front 1
Rear 1
Front 2
Rear 2
Front 3
Rear 3
Front 4
Rear 4
Front 5
Rear 5
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sponses, however they were time-shifted 3.9 ms in order to remove the internal
system delay and achieve a relatively constant phase. Figure 9.6 shows that
both magnitude and phase are measured relatively reliable, and in a range com-
parable to what was shown for the ARI HAD case in Figure 9.4.

The present set of repeated measurements were, unlike the ARI reliability data,
measured for all azimuth angles. It is therefore interesting to evaluate how
accurate the measurements are for a given frequency as a function of azimuth
position. Figure 9.7 shows polar plots of the magnitudes for frequencies of 1, 2,
4 and 8 kHz. The �gure reveals relatively accurate magnitudes for all azimuth
angles, however the accuracy seems to drop for higher frequencies. This is
probably due to limitations given by the angular step size.

9.4 Comparison between di�erent HRTFs

Paper B provides a comparison between measured and simulated HRTFs for
a microphone placed in the ear canal. The paper reveals that the simulated
HRTFs correlate, to some extend, with the measured HRTFs. The paper is only
concerned with comparing magnitudes.

The HRTFs that will form the basis for optimization of the directional micro-
phone in Chapter 10 are HRTFs measured and simulated for microphone pairs
in a BTE hearing aid and HRTFs measured for an ITE hearing aid. Figure 9.8
shows magnitude and phase for microphone pairs in a BTE hearing aid, for the
simulated and the two measured sets of HRTFs. The ARI HRTF set was nor-
malized as in Equation 9.3. The frontal position (elevation, azimuth) = (0,0) is
used with o�set magnitudes, to achieve HRTFs roughly in the same magnitude
range. Kongebakken HRTFs are, furthermore, time-shifted 3.9 ms to remove the
internal system delay. The magnitude and phase di�erences observed for the
Kongebakken data arise because the dataset are not normalized with a free �eld
response as the simulated and ARI HRTFs. However, both the ARI measured
HRTFs and the simulated HRTFs are normalized with a free �eld response, why
both magnitudes and phases ought to be in the same range. The simulated
HRTFs do however contain a magnitude o�set which is not fully understood.

It is obvious that the three data sets are not equivalent regarding either mag-
nitude or phase. The magnitudes do, however, have a similar general behavior.
The ARI HRTFs have more �uctuations compared to the other two data sets,
which is probably the result of a �ner frequency resolution than for the two
other cases. Furthermore, it is noticed that the HRTFs measured with the
Kongebakken setup have a roll-o� at lower frequencies. The roll-o� originate
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Figure 9.6: Kongebakken measured HRTFs for a CIC hearing aid: Magnitude
(top) and phase (bottom) for 5 repeated measurements. Hearing
aids were repositioned between each repeated measurement. A
source position of (elevation, azimuth) = (0,0) was used. The
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system delay.
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Figure 9.7: Kongebakken measured HRTFs for a CIC hearing aid: Magnitude
for HRTFs in the horizontal plane (elevation = 0) for 5 repeated
measurements. Hearing aids were repositioned between each re-
peated measurement. The microphone is placed on the right side
of the head. Magnitude is given in dB along the radial axis.
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from the response of the microphones in the BTE. The reason that the roll-o� is
not present in the ARI HRTFs is that the ARI data have been compensated for
a general microphone response in the post-processing procedure in Equation 9.3.

9.5 Comparison between BTE and ITE hearing

aids

HRTFs were measured for both BTE and ITE hearing aids using the ARI mea-
surement setup and both kinds of hearing aids are used for optimization of the
directional microphone in Chapter 10. It is therefore interesting to compare
the two HRTF sets. The main di�erence between the two hearing-aid types is
the position of the hearing aids and thereby the position of the microphones
on the ear. The BTE hearing aid is placed on behind the ear and the ITE is
placed in the ear canal. The position of the microphones on the head a�ects
the microphone's directional response. Figure 9.9 shows the magnitudes for the
front microphone in a BTE and an ITE hearing aid in the horizontal plane.
The highest magnitudes are located approximately at a 40◦ azimuth for the
ITE hearing aid for frequencies of 2 and 4 kHz, whereas the BTE hearing aid
has its highest sensitivity for azimuth angles ranging from 30◦ to 180◦. Di�er-
ences in the directional response between the BTE and ITE hearing aids are
most simple to observe for the two center frequencies. The shadowing e�ect of
the head and particularly the e�ect of pinna is not observed for a frequency
as low as 1 kHz, because the wavelengths are longer than the size of the head.
Furthermore, the sound �eld becomes complicated for frequencies as high as 8
kHz, probably because of re�ections and di�ractions around the pinna and in-
side the concha. The position of the BTE hearing aid behind the ear results in
a shadowing e�ect, caused by the pinna, for sounds arriving from the front. The
position of the ITE hearing aid in the ear canal results in a shadowing e�ect,
caused by pinna, for sounds arriving from the rear. The largest pinna e�ect is
therefore obtained for an azimuth angle of 40◦, and not for the front position.
This observation will become important in Chapter 10. Similar results were
obtained in [Dil12, RM99].
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Figure 9.9: ARI measured HRTFs for the front microphone in a BTE (green
line) and an ITE (blue line) hearing aid: Magnitude for HRTFs
in the horizontal plane (elevation = 0) measured with the hearing
aids placed on the left side of the head. Magnitude is given in dB
along the radial axis.
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Chapter 10

Optimization of the
directional microphone

In this chapter we propose a method for listener-speci�c optimization of the
directional �lters in a BTE and an ITE hearing aid. The method consists of
two parts: a weighting scheme to account for a non-uniform distribution of
source positions and an optimization scheme. The chapter also contains the
main result of this thesis, namely a veri�cation of how well directional �lters
optimized on individually simulated HRTFs perform on the individual human
subject. The later results are only obtained for a BTE hearing aid.

The proposed weighting scheme was developed by Søren Laugesen and the au-
thor. The optimization scheme was conceived by Michael S. Pedersen and the
author. Both methods were implemented by the author.

The present chapter has a relatively high degree of overlap with Paper D, since
the focus of the paper is similar to the goal of this thesis.
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10.1 Directivity index

Recall from Chapter 3 that di�erent measures exist for improving directionality
in a hearing aid, such as the front-back ratio, the unidirectional index (UI),
and the directivity index (DI). As stated in [DB07] the DI is a useful measure
that explains the sensitivity for frontal sounds relative to an average across
all directions. The DI is however very sensitive towards the front microphone
measurement because a single measurement is used to estimate sounds from the
front, instead of using an average over the front positions as it is the case for
the UI. The DI has traditionally been a popular measure for directionality and
was the preferred measure in papers like [DB07] and [SR93]. In keeping with
tradition we employ the DI in this thesis.

The directivity index (DI) is in [DB07] de�ned as:

DI(f) = 10 log10




4π|p(0, 0)|2∫ 2π

0

∫ π

0

|p(θ, φ)|2|sin(θ)|dθdφ


 , (10.1)

where |p(0, 0)|2 is the magnitude of the on-axis mean-square sound pressure
microphone response to a plane wave in free �eld, and |p(θ, φ)|2 is the magnitude
of the spatially averaged mean-square sound pressure microphone response.

As explained in Dittberner [DB07] the on-axis free-�eld response of a microphone
is easily computed. However, the spatially averaged response is not easily com-
puted. Two methods exist for computing the spatially averaged response. The
�rst method is referred to as the di�use �eld method, where a microphone is
placed in an arti�cially generated di�use sound �eld and the response is mea-
sured. The second method is referred to as the free-�eld method, where the
microphone is placed in free �eld and the response from a sound source is mea-
sured successively for many positions on a sphere. Using the free-�eld method
the DI would be calculated as:

DI(f) = 10 log10




4π · |p(0, 0)|2
2π
∆φ∑

m=1

π
∆θ∑

n=1

|p(θn, φm)|2|sin(θn)|∆θ∆φ



, (10.2)

where ∆θ and ∆φ are stepsizes for elevation and azimuth angle, respectively.
The spatially averaged response is estimated from a discrete number of source
positions that should be evenly distributed on a sphere surrounding the head.
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10.2 Calculating DI using non-uniformly sampled

source positions

HRTFs are often acoustically measured using measurement setups as the ones
explained in Chapter 8. With respect to the DI, having a limited number of
source positions means that Equation 10.2 has to be used. Furthermore, the
distribution of source positions might not be uniformly distributed on the sphere.

Our source positions are non-uniformly distributed on the sphere. We lack
source positions below elevations of −30 ◦ and furthermore the frontal part is
more densely sampled, see Figure 8.3.

We developed a weighting scheme, inspired by the method described by Dit-
tberner et al. [DB07], to compensate for non-uniformly distributed source posi-
tions. The principle is to calculate a weight for each source point based on how
large a fraction of the spheres surface area that the source point accounts for.

The surface area of a sphere slice covered by the ith elevation θi is:

SE(θi) =

∫ ui

li

2πg(z)
√

1 + [g′(z)]2dz, (10.3)

where g =
√

1− z2, ui = θi +
(
θ(i+1)−θi

2

)
and li = θi −

(
θi−θ(i−1)

2

)
. Here it is

assumed that g revolves around the z-axis and that the radius of the sphere is
one (the radius is insigni�cant, since only ratios are considered). The boundaries
ui and li are positions on the z-axis and are calculated as the sine of the angular-
boundaries of a given elevation.

The surface area, SEA, for the ith elevation and jth azimuth angle is now given
by:

SEA(θi, φj) =
(φj+1 − φj−1)/2

2π
· SE(θi). (10.4)

Each measurement point is weighed according to the size of the surface area
that it covers, using the weights:

α(θ, φ) =
SEA(θ, φ)

4π
. (10.5)

Using an α-weight for each source position Equation 10.2 becomes:

DI(f) = 10 log10

[
4π|C(0, 0)|2

∑M
m=1 |C(θm, φm)|2 · α(θm, φm)

]
, (10.6)
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where (θm, φm) is the m'th source position and where M is the total number of
source positions. The proposed DI weighting scheme will be evaluated using a
set of synthesized free-�eld responses in Section 10.4.

10.3 DI optimization of a directional microphone

The principle of a directional microphone was explained in Chapter 3. The
response from a directional microphone, for a single frequency, is:

CD(θ, φ) = CF (θ, φ)w1 + CR(θ, φ)w2, (10.7)

where CF (θ, φ) and CR(θ, φ) is the HRTFs for the front and rear microphone,
respectively, and w1 and w2 are complex weights. Notice that the complex
weights are calculated for each frequency independently.

Using matrix notation:

CD = Cw, (10.8)

where

C =




CF (0, 0) CR(0, 0)
...

...
CF (θm, φm) CR(θm, φm)




and

w =

[
w1

w2

]
.

If the weight w =

[
1
0

]
we simply obtain the front-omni response. The expres-

sions for other standard �lters, such as a cardioid and a hyper-cardioid, are
stated in Chapter 3.

Equation 10.6 is optimized using a directional microphone as de�ned in Equa-
tion 10.7 and 10.8:

DI(f) = 10 log10

[
4π|CD(0, 0)|2

∑M
m=1 |CD(θm, φm)|2 · α(θm, φm)

]
∝ (C0w)H(C0w)

(Cαw)H(Cαw)
,

(10.9)
where H denotes the complex conjugate transpose,

C0 = [CF (0, 0) CR(0, 0)]
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and,

Cα =




CF (0, 0)
√
α(0, 0) CR(0, 0)

√
α(0, 0)

...
...

CF (θm, φm)
√
α(θm, φm) CR(θm, φm)

√
α(θm, φm)


 .

The cost function in Equation 10.9 is similar to the cost functions proposed
by [SR93, GB00] and it can be optimized using the generalized eigenvalue
method.

10.4 Evaluation of the optimization scheme

The DI method described in Equation 10.6 is evaluated using a set of synthe-
sized free-�eld responses, see Section 9.1.1. The HRTFs are synthesized as two
microphones placed 10 mm apart, resembling a BTE or ITE hearing aid. Two
sets of source positions are evaluated. The �rst set consists of the 1550 source
positions used in our acoustical measurements in Chapter 8. The second set
consists of the 1550 source positions plus an additional 448 source positions
to cover the missing data on the lower part of the sphere, resulting in 1998
positions. The two set of HRTFs are from now on referred to as Syn1550 and
Syn1998.

Equation 10.6 provides DI values as a function of frequency. It is common prac-
tice to average over frequencies to obtain a single DI value [DB07]. However,
it is not the entire frequency range that is important for speech intelligibil-
ity. The articulation index (AI) [DB07] is a frequency weighting scheme where
frequencies that are important for speech are weighted high. We calculate an
Articulation Index weighted Directivity Index (AI-DI) for front-omni, cardioid
and optimal �lters for both Syn1998 and Syn1550. The values are seen in Ta-
ble 10.1. The table also contains `asymptotical' DI (AS-DI) values. We de�ne
the AS-DI value as the value that the DI-curves approximate when frequencies
tend towards zero. Paper D provides the frequency dependent DI-curves and a
more thorough assessment of the free-�eld cases.

The evaluation of our 3D DI surface-area weighting scheme reveals that theoret-
ically correct AS-DI values were obtained for Syn1998, whereas Syn1550 showed
a small drop in AS-DI. This error can be contributed to the missing source
positions in the lower part of the sphere. The AI-DI values show a maximal
drop of 0.2 dB for both cases compared to the AS-DI values. These errors are
solely caused by the averaging process and by a DI roll-o� towards high frequen-
cies. The roll-o� is caused by wavelength of the sound becoming comparable
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Front-
omni

Cardioid Optimal

A
S
-D
I Theoretical 0.0 dB 4.8 dB 6.0 dB

Syn1998 0.0 dB 4.8 dB 6.0 dB
Syn1550 0.0 dB 4.6 dB 5.6 dB

A
I-
D
I Syn1998 0.0 dB 4.6 dB 5.9 dB

Syn1550 0.0 dB 4.5 dB 5.6 dB
Unw1550 0.0 dB 3.6 dB 4.4 dB

Table 10.1: AI-DI and asymptotical DI (AS-DI) values. Theoretical values
are obtained from [Dil12], whereas the remaining values are calcu-
lated based on synthesized free-�eld responses for two microphones
placed 10 mm apart. Unw1550 show the unweighted Syn1550.

to the the microphone distance, see Paper D, and cannot be contributed to our
weighting scheme.

The unweighted AI-DI values, Unw1550, show a dramatic drop for the cardioid
and optimal �lters of 0.9 and 1.2 dB compared to the Syn1550. This indicates
that our DI weighting scheme, to a great extend, compensates for missing source
positions, even when source positions are missing on a large region of the sphere.

10.5 BTE optimization of directional �lters

We optimize directional �lters for a BTE hearing aid using the weighting method
and optimization procedure described in Section 10.2 and 10.3.

Four kinds of optimized directional �lters are calculated. The �rst kind is di-
rectional �lters optimized on synthesized HRTFs for a sphere. The second kind
is directional �lters optimized for FEM simulated HRTFs (Chapter 7) for a
head model of subject NH167. The third kind is directional �lters optimized on
HRTFs measured on the Brüel & Kjær HATS head and torso simulator using the
Kongebakken measurement setup. The last kind is directional �lters optimized
on HRTFs measured for the human subject NH167 using the ARI measure-
ment setup. The four kinds of optimized directional �lters will be referred to as
sphere optimized, simulated, HATS optimized and human. The simulated and
human directional �lters are individualized and they are therefore optimized for
the left and right ear separately. The HATS optimized �lters are however non-
individualized and there is no reason for assuming that the left-ear HATS �lter
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would perform better on our human subjects left ear than the right-ear HATS
�lter. Therefore a single HATS �lter is obtained, which is an average over the
left and right ear �lters.

10.5.1 Sensitivity patterns

The behavior of our four kinds of directional �lters can be evaluated by their
sensitivity patterns in free �eld. Free-�eld responses were synthesized in Section
9.1.1. It is known that the optimal directional �lter in free �eld is a hyper-
cardioid [Dil12], and the sensitivity pattern of such a �lter was shown for a single
frequency in Figure 3.4. Directional �lters are however frequency dependent.
The �rst column of plots in Figure 10.1, shows the sensitivity patterns for a
hyper-cardioid in free �eld for 0.25, 0.5, 1, 2, 4, 8 kHz. The sensitivity patterns
are very similar across the shown frequencies.

The behavior of a directional microphone is very well understood in free �eld,
however when a simple sphere (imitating a head) is introduced the situation
becomes more complicated. We calculate optimal �lters based on the spheri-
cal model explained in Section 9.1.2. The sensitivity patterns are seen in the
second column of Figure 10.1. The sensitivity patterns become more frequency
dependent when the sphere is introduced, because re�ections and di�ractions
on the surface of the sphere change the sound �eld. The sensitivity patterns
look similar to the hyper-cardioid, especially at high frequencies.

Column three to �ve in Figure 10.1 show sensitivity patterns for the simulated,
HATS and human optimal �lters. The sensitivity patterns for all three cases
become more complicated because pinna and torso are introduced. All three
�lters have sensitivity patterns at 0.25 kHz that approach an omni-directional
pattern. This behavior can be explained, for the directional �lters obtained from
measured HRTFs, by a microphone mismatch. A microphone mismatch would
mostly in�uence measurements at low frequencies.

The sensitivity patterns obtained for the human optimized directional micro-
phone, Figure 10.1 column �ve, are very similar to the patterns obtain for the
sphere optimized �lters. The sensitivity patterns for the simulated and HATS
optimized �lters, in column three and four, are, on the contrary, very di�er-
ent from sensitivity patterns for the sphere at some frequencies. The simulated
�lters yield sensitivity patterns that resemble a cardioid at low frequencies,
whereas the sensitivity patterns are more similar to the sphere at higher fre-
quencies. The sensitivity patterns for the HATS optimized �lters resemble the
sphere's sensitivity patterns to some extend, however the directional nulls are
shifted forward.
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Hyper-cardioid Sphere opt. Simulated opt. HATS opt. Human opt.

Figure 10.1: Sensitivity patterns in free �eld. Axes have been removed for bet-
ter visualization. Zero degree azimuth is to the right and axes
are equal to those showed in Figure 3.3. Rows from top to bot-
tom: 0.25, 0.5, 1, 2, 4, 8 kHz. Columns: Hyper-cardioid, sphere,
simulated, HATS and human optimized directional �lters.
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The behavior of the sensitivity patterns for the simulated and measured HRTFs
are di�cult to interpret, since the presence of pinna and torso complicates the
sound �eld for which the microphones were optimized. The exact behavior of the
sensitivity patterns for the three directional �lters are therefore noted without
an attempt to explain the behavior further.

10.5.2 DI performance

An evaluation of the DI performance of our optimized directional �lters in free
�eld are not particularly interesting, since the �lters are optimized on either
a head model, a printed head or a human head. It is however interesting to
visualize the �lter performances on a sphere, because it provides a more `clean'
result, which can be compared to the more complicated behavior obtained for
measured or simulated data. Figure 10.2 shows DI-curves for optimal, front-
omni and hyper-cardioid directional �lters applied on the sound �eld of a sphere.
All curves appear relatively constant along the frequency axis. The front-omni
curve is located approximately at 0 dB. The deviations from the 0 dB line is
caused by the presence of the sphere. The optimal curve is, as expected, located
around 6 dB, along with the hyper-cardioid.
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Figure 10.2: DI-curves for synthesized spherical head-model HRTFs. The �g-
ure shows the results obtained with directional �lters: Optimal,
front-omni and hyper-cardioid.

Recall that the �nal goal of this thesis is to evaluate the two veri�cation steps
that were introduced in Figure 1.2. Figure 10.3 provides the results obtained for
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this evaluation. The �gure shows DI-curves calculated for test subject NH167
and NH169, which is the printed version of subject NH167's head model. Fig-
ure 10.3 a and b show the �nal veri�cation on the human test subject, whereas
c and d contains the intermediate veri�cation using the printed head model.

One thing to notice is that the DI-curves for a human head do not correspond
to those obtained for a sphere. The DI-curves for the front-omni �lters have
many dips and peaks, and the values are often less than 0 dB, which means
that the sensitivity towards the sound arriving from the front is less than the
average sensitivity from all directions. DI-values below 0 dB can be explained
by the BTE position behind pinna, because pinna has a shadowing e�ect for
the sounds arriving from the front. Pinna e�ects does however mostly have an
e�ect at high frequencies. We believe that re�ections from torso and thighs
are responsible for the large dips at 1 and 3 kHz, and that they, along with
re�ections and di�ractions from the head, contribute with the much �uctuating
front-omni DI-curves.

Optimal, front-omni, hyper-cardioid, HATS-optimized, and simulated direc-
tional �lters were applied to the measured HRTFs and DI-curves were calcu-
lated using the proposed weighting method. Table 10.2 provides AI-DI values.
The �nal veri�cation shows that the simulated �lters provide DI-values that are
comparable to the optimal DI-curve. The reduction in AI-DI values from sim-
ulated to optimal �lters are 0.5 dB, for both measurements on subject NH167
(NH167 and NH167-2). This is a relatively low value, since an additional 1
dB of AI-DI corresponds to about 10 % better speech intelligibility in critical
listening conditions, according to Dillon [Dil12]. The hyper-cardioid and HATS
optimized �lters produce AI-DI values in the same range as the simulated �lters,
which means that the improvement from changing to individualized directional
�lters is quite small for test subject NH167.

The intermediate veri�cation reveals that the simulated �lters perform even
better on the printed head than on the human subject. This suggests that the
simulation has better agreement with HRTFs measured on the printed head than
with measurements on the human subject. The higher agreement could arise
due to more similar geometries (virtual model vs. human head/printed model)
or more similar acoustic properties of material (virtual material vs. human
skin/printing material).

Figure 10.4 shows DI-curves for the remaining three test subjects and Ta-
ble 10.2 provides AI-DI values for all individuals. The results show that the
non-individual �lters perform very well for some individuals and worse for others.
In particular subject NH168 and NH170 left are have a several dB improvement
from the non-individual DI-values to the optimal values for some frequencies.
The most critical frequencies are approximately 2 and 6 kHz for NH168 and
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(a) Subject 167 left ear.
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(b) Subject 167 right ear.
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(c) Subject 169 left ear.
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(d) Subject 169 right ear.

Figure 10.3: BTE hearing aid: DI-curves for subject NH167 and NH169
(printed head). The �gure shows the results obtained with di-
rectional �lters: Optimal, front-omni, hyper-cardioid, HATS op-
timized and simulated.
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Relative to F.O.
F.O. Opt. Opt. H.C. HATS Sim.

NH166 L -2.1 3.3 5.4 5.1 4.7 -
NH166 R -1.8 3.1 4.9 4.3 4.0 -
NH167 L -2.0 2.8 4.8 4.2 3.7 4.3
NH167 R -2.4 2.8 5.2 4.7 4.3 -
NH167-2 L -2.4 2.6 5.0 4.6 4.2 4.5
NH167-2 R -2.1 3.5 5.6 5.3 5.0 -
NH168 L -1.1 3.6 4.7 4.0 3.6 -
NH168 R -2.0 3.1 5.1 4.4 3.9 -
NH170 L -2.9 3.2 6.1 5.0 4.9 -
NH170 R -1.3 4.1 5.4 5.1 4.8 -
NH169 L -1.9 3.2 5.1 4.8 4.4 4.8
NH169 R -2.0 3.3 5.3 5.1 4.7 -

Mean -2.0 3.2 5.2 4.7 4.4 -
SD 0.5 0.4 0.4 0.4 0.5 -

Table 10.2: BTE hearing aid: AI-DI values calculated for di�erent directional
�lters based on measured HRTFs. Optimal (Opt.), hyper-cardioid
(H.C.), HATS, and simulated (Sim.) values are given relative
to front-omni. Mean and standard deviations (SD) are provided
except for the simulated �lters.
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2-3 kHz for NH170 left. The high non-individualized AI-DI values for subject
NH167 leaves very little room for improving the AI-DI using simulated �lters.

Even though the bene�t of directional �lters optimized on simulated HRTFs
was limited for test subject 167 other individuals might bene�t more from such
individual �lters. The HATS �lters, that we believe are somewhat similar to
the �lters used in commercial hearing aids, are measured for a head and torso
simulator that represents an average of the human adult population. Individu-
als who di�er from the average population might bene�t more from individual
�lters. Two groups of individuals who are interesting in this regard is children,
which have radically di�erent head sizes and proportions than an average adult,
and elderly people, who have larger ears because the ears continue to grow
throughout life. Both groups could possibly bene�t more from listener-speci�c
directional �lters.

10.5.3 A child-sized sphere

It is interesting to investigate the impact of individual directional �lters for
children compared to the normal �lters. However, HRTF measurements on a
child is not feasible because it requires that the child sits still for a long period of
time. It is however easy to synthesize spherical head-model HRTFs for a child-
sized sphere. Here a sphere with a diameter of 12 cm has been used. Figure 10.5
shows DI-curves for the 12 cm sphere using optimal, front-omni, hyper-cardioid,
and adult (diameter of 17.5 cm) optimized directional �lters. The �gure shows
that the bene�t from using directional �lters optimized on a child-sized sphere
instead of an adult-sized sphere is less than 0.1 dB.

Even though it is tempting to conclude that a child would not bene�t much from
having directional �lters optimized for a child instead of an adult, one has to
be careful with such conclusions because the sound �eld surrounding the head
is more complicated than for a sphere, due the re�ections and di�ractions on
torso and pinna.

10.6 ITE optimization of directional �lters

In addition to the DI-optimization of directional �lters in a BTE hearing aid, we
also optimize directional �lters for an ITE hearing aid. The weighting method
and optimization procedure described in Section 10.2 and 10.3 are used again.
For the ITE hearing aid only HRTFs measured on human test subjects using the
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(b) Subject 166 right ear.
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(c) Subject 168 left ear.
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(d) Subject 168 right ear.
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(e) Subject 170 left ear.
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(f) Subject 170 right ear.

Figure 10.4: BTE hearing aid: DI-curves for subject NH166, NH168 and
NH170. The �gure shows the results obtained with directional �l-
ters: Optimal, front-omni, hyper-cardioid and HATS optimized.
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Figure 10.5: DI-curves for child-sized (12 cm) spherical head-model HRTFs.
The �gure shows the results obtained with directional �lters: Op-
timal, front-omni, hyper-cardioid, and adult (17.5cm) optimized.

ARI setup are available. No simulations were made using an ITE microphone
placement, and HRTFs measured on a printed head or on a HATS were not
available either. Furthermore, HRTFs were only measured for three human test
subjects (NH166, NH167 and NH168), because ITE shells were not manufac-
tured for test subject 170. The three HRTF measurements were supplemented
by a remeasurement on test subject NH167, referred to as NH167-2.

Based on the HRTFs measured for the three human test subjects using an
ITE hearing aid and the ARI measurement setup nine directional �lters were
calculated. Optimal directional �lters were calculated for each individual for
each ear, leading to six individual �lters, plus an additional two directional
�lters optimized for the remeasurement. Finally, an average of the six initial
�lters were calculated, leaving out the remeasurement. The remeasurement,
NH167-2, of subject NH167 was excluded from that was optimal for an average
population. Because our set of individuals consist of only three subjects, it is far
from an average of the population. However, the average �lter can provide an
indication of how well an average �lter would perform. The �lters optimized on
measured HRTFs for the test subjects are referred to as human and the average
�lter is referred to as average.
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10.6.1 Sensitivity patterns

Figure 10.6 shows sensitivity patterns for directional �lters optimized on mea-
sured HRTFs for an ITE hearing aid placed on the right ear of the three human
subjects and for the human average directional �lter. The directional �lters
vary across individuals, however compared to the directional �lters optimized
on HRTFs measured for a BTE hearing aid on a human subject (Figure 10.1
column �ve) the ITE directional �lters all have directional nulls which have
been shifted forward. This change in the sensitivity pattern could be caused
by the e�ect of the pinna which is present for the ITE placed in the ear canal.
The inter-individual di�erences might be caused by di�erences in pinna shape,
and in particular by di�erences in concha shape, see Figure 2.2, because sounds
arriving at the ear canal have been subjected to re�ections and di�ractions in
the concha.

10.6.2 DI performance

Figure 10.7 and 10.8 show DI-curves calculated from HRTFs measured on ITE
hearing aids for subject NH167 and NH167-2, and NH166 and NH168, re-
spectively. The DI-curves are calculated based on optimal, front-omni, hyper-
cardioid, and human average directional �lters.

The front-omni directional �lters for the ITE hearing aid result in higher DI-
values generally, than what was obtained for the BTE hearing in Figure 10.3
and 10.4. The lower front-omni values obtained for the BTE hearing aid arise
due to the microphone placement behind the ear. The ear contributes with a
shadowing e�ect for the sounds arriving from the front resulting in low DI-values
for the front-omni �lters. The ITE hearing aid is on the contrary positioned in
the ear canal and the e�ect of pinna is thereby preserved. The pinna has a
shadowing e�ect for sounds arriving from the rear, resulting in higher DI-values
for the front-omni �lters for the ITE than for the BTE. Table 10.3 provides
frequency-averaged AI-DI values. For the ITE hearing aid we obtain AI-DI
values in the 0 dB range for the front omni alone. The optimal e�ect of pinna is
obtained for sounds arriving approximately from a 40◦ azimuth angle and not
from the front. This was observed in Figure 9.9, and is most likely the reason
for the AI-DI values of approximately 0 dB instead of higher AI-DI values. We
show a mean front-omni AI-DI value of 0.23 dB with a standard deviation of
0.27 dB for the ITE hearing aid and a mean front-omni value of −2.0 dB with
a standard deviation of 0.5 dB for the BTE hearing aid. Similar values were
reported by Ricketts and Mueller [RM99].
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NH166 NH167 NH168 Average

Figure 10.6: Sensitivity patterns in free �eld. Axes have been removed for
better visualization. Zero degree azimuth is to the right and
axes are equal to those showed in Figure 3.3. Rows from top
to bottom: 0.25, 0.5, 1, 2, 4, 8 kHz. Columns: NH166 right
ear, NH167 right ear, NH168 right ear optimized and average
directional �lters.
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(c) Subject 167-2 left ear.
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(d) Subject 167-2 right ear.

Figure 10.7: ITE hearing aid: DI-curves for subject NH167 and the remea-
surement NH167-2. The �gure shows the results obtained with
directional �lters: Optimal, front-omni, hyper-cardioid, human
average, and optimal �lters of subject NH167/NH167-2 for cross
validation.
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(b) Subject 166 right ear.
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(c) Subject 168 left ear.
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(d) Subject 168 right ear.

Figure 10.8: ITE hearing aid: DI-curves for subject NH166 and NH168. The
�gure shows the results obtained with directional �lters: Opti-
mal, front-omni, hyper-cardioid, and human average.
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Relative to F.O.
F.O. Opt. Opt. H.C. H.A.

NH166 L -0.27 5.2 5.5 0.69 1.6
NH166 R -0.013 5.4 5.4 0.65 1.8
NH167 L 0.21 4.8 4.6 1.7 1.6
NH167 R 0.46 5.1 4.6 1.0 3.0
NH167-2 L 0.22 4.8 4.6 1.7 1.6
NH167-2 R 0.44 5.2 4.8 0.97 3.1
NH168 L 0.25 5.1 4.8 1.8 3.4
NH168 R 0.54 5.2 4.7 2.1 4.0

Mean 0.23 5.1 4.9 1.3 2.5
SD 0.27 0.2 0.4 0.6 1.0

Table 10.3: ITE hearing aid: AI-DI values calculated for di�erent directional
�lters based on measured HRTFs. Optimal (Opt.), hyper-cardioid
(H.C.), and human average (H.A.) values are given relative to
front-omni. Mean and standard deviations (SD) are provided.

Furthermore, it is noticed that the DI-curves are signi�cantly lower using hyper-
cardioid �lters on the HRTFs measured for the ITE hearing aids, than for the
HRTFs measured for the BTE hearing aids. The hyper-cardioid �lters are the
optimal directional �lters in free �eld, and the ITE placement in the ear canal
probably results in a sound �eld which is further from a free sound �eld than
what is obtained using a BTE hearing aid placed on top of the ear.

The human average directional �lters result in improved DI-values compared
to the hyper-cardioid �lters. However the DI-values obtained with the human
average �lters are still much lower than the DI-values obtained for the optimal
�lters. AI-DI values are seen in Table 10.3. The mean improvement in AI-
DI values from human average to optimal �lters is 2.4 dB, with a maximum
improvement of 3.6 dB, corresponding to about 36% improvement in speech
intelligibility. An improvement in speech intelligibility of 36% would de�nitely
be a worthwhile improvement for the hearing-aid user.

The DI-curves for front-omni, hyper-cardioid, and human average directional
�lters all contain large dips in the curves. The front-omni curves for the three
test subjects all have dips around 1 kHz and 7-8 kHz. The 1 kHz dip is most
likely caused by torso re�ections, whereas the 7-8 kHz dip is probably caused by
re�ections and di�ractions in the concha. The hyper-cardioid and human aver-
age �lters contain large dips, which are more varying among individuals, placed
at frequencies above 3 kHz. These dips are probably caused by the complicated
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sound �eld in the concha, which the non-individualized �lters cannot account
for.

Figure 10.7 also shows a cross validation of the optimized directional �lters
(magenta colored curves) for subject NH167 and the remeasurement NH167-2.
The cross validation reveals that the directional �lters, optimized on HRTFs
measured on two di�erent days with a repositioning of the ITE hearing aid,
performs equally well on both sets of HRTFs. It therefore appears that the indi-
vidual shape of concha are highly important for the optimization of directional
�lters of an ITE hearing aid and that the re-positioning of the ITE hearing aid
is relatively robust, since robust directional �lters were obtained.

Considering the large room for improvement of the directional �lters in an ITE
hearing aid, it would be very interesting to generate individual simulated �lters
for an ITE hearing aid based on a listener-speci�c head model. The framework
for simulating HRTFs for optimization of the directional microphone in an ITE
hearing is already available, since the method explained in this thesis for at
BTE hearing aid can be applied directly. An accurate head and ear model is,
however, required. The head models, which we presented in Chapter 4, were
shown to have di�culties with occluded areas in the pinna region. Because the
shape of concha appears to be highly important for optimization of the direc-
tional microphone in an ITE hearing aid, one might consider a supplement ear
impression for improving the shape of concha in the head model. A 3D scan of
the concha impression can be stitched together with the head model using the
framework presented in Chapter 4. ITE hearing aids are already manufactured
based on an ear-impression and this already existing ear impression could be
extended to include concha. A 3D scan of the ear impression would provide a
more accurate model of concha, probably leading to more accurate HRTF simu-
lations for the ITE hearing aid and thereby more accurate individual simulated
directional �lters.
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Chapter 11

Conclusions

The overall goal of this thesis is to improve speech intelligibility for hearing-
aid users by individualizing the directional microphone. The idea is to facilitate
easy acquisition of individually optimized directional �lters through a three-step
pipeline. The �rst step is to estimate a listener-speci�c 3D head model based
on 2D images, the second step is to simulate individual HRTFs based on the
estimated 3D head model, and the �nal step is to calculate optimal directional
�lters based on the simulated HRTFs.

We present a framework for directional microphone optimization using HRTFs
simulated from a listener-speci�c head model. The framework consists of gener-
ation of a listener-speci�c 3D head model, simulation of listener-speci�c HRTFs
based on the 3D head model, and calculation of optimal directional �lters based
on the simulated listener-speci�c HRTFs. The framework was applied to a BTE
hearing aid.

The directional �lters in a BTE hearing aid, optimized from simulated listener-
speci�c HRTFs, provide a directionality which is comparable to the optimal
directionality obtained from measurements on the human subject. The reduc-
tion in AI-DI from optimal to simulated �lters is 0.5 dB for the BTE hearing
aid, which corresponds to 5% less speech intelligibility. A comparison against
non-individual directional �lters (hyper-cardioid and HATS optimized) revealed
equally high AI-DI values for test subject NH167. However, looking at our other
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test subjects, it is noticed that the non-individual �lters perform very well for
some individuals and worse for others. At some frequencies, several dB improve-
ment is seen from the non-individual DI-value to the optimal value. The high
DI (and AI-DI) values for subject NH167 leaves very little room for improving
the AI-DI using individual �lters.

We developed a pipeline for 3D printing of a compete listener-speci�c human
head. The 3D printed head facilitated an extra veri�cation step of the sim-
ulated directional �lters. We showed that the di�erence between the AI-DI
performance of optimal and simulated directional �lters were smaller for the
printed head than for the human subject. A better agreement between simu-
lation and printed head is not surprising since the printed head excludes some
of the di�erences that exist between HRTFs measured on a human and HRTFs
simulated on a model. The di�erences that are excluded are geometrical di�er-
ences in the head and torso geometry, di�erences in acoustical properties, and
disturbances from human movements. The higher agreement between printed
head and simulation suggests that the performance of the simulated �lters could
be improved further if these issues were addressed. On the other hand, the op-
timized simulated �lters are currently based on a head model obtained through
our highly controlled scanning, stitching and meshing process and the obtained
head model is therefore of very high quality. Our initial goal was to estimate
3D head models from 2D images and a statistical shape prior. This step is still
a work in progress, because both the process of �tting a 3D statistical model
to 2D images, and the generation of a 3D statistical head model turned out to
be more complicated than initially believed. Because the 2D image approach
is less controlled than our scanning procedure, it cannot be assumed that the
resulting head models have the same accuracy.

It was shown that the bene�t from directional microphones using non individ-
ualized �lters varies across the population [VFP95], and some individuals will
therefore have a larger room for improvement from individualized �lters. Be-
cause standard directional �lters are optimized to achieve the highest AI-DI
average across the population, people who deviate from the average population
might have a larger bene�t from an individualized directional microphone. Chil-
dren and elderly, who di�er from the average, are therefore of interest. Children
have a smaller head size and smaller ears than average, and elderly individ-
uals have larger ears (pinnas), because the ears continue to grow throughout
life. High quality hearing aids are particularly important for small children who
are learning speech. However, producing good hearing aids for the elderly is
also important because a large fraction of hearing-aid users consists of elderly
individuals.

The BTE hearing aids show very little room for improvement using individual-
ized directional �lters, even though some individuals might bene�t more from
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individualized directional �lters. We showed that the directional �lters in ITE
hearing aids had an improvement in AI-DI values of up to 3.6 dB between an
average �lter and an optimal �lter. We believe that the large bene�t from using
individualized �lters for an ITE hearing aid arise because the individual �lters
can account for the complicated and very individual sound �eld in the concha.
This suggests that hearing-aid users with ITE hearing aids potentially could
have a large bene�t from individualized directional �lters.

Considering the large room for improvement of the directional �lters in an ITE
hearing aid, it would be very interesting to test the proposed pipeline for gener-
ating individual simulated �lters on an ITE hearing aid. The head models which
was generated for this thesis can be employed, however to obtain a very accurate
3D model of concha we suggest that the 3D head model is supplemented with an
ear impression. The ear impression which is already made for ITE hearing-aid
manufacturing could be extended to include concha, and a 3D scan of the ear
impression would provide an accurate concha model. HRTF simulations on the
head and concha model, and subsequent optimization of directional �lters using
the simulated HRTFs would probably lead to accurate individual directional �l-
ters. We believe that these individual directional �lters will lead to an improved
intelligibility for ITE hearing-aid users.
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INTRODUCTION

Spatial hearing in general and binaural hearing in particular depend on physical spatial
acoustic cues. These acoustic cues are traditionally divided into monaural cues, which comprise
the direction-dependent acoustic filtering of the pinna, head, and torso, and the binaural cues,
which occur because humans have two ears, one on each side of the head. For modeling
purposes, both types of cues may be captured in the Head-Related Transfer Functions (HRTFs).
The HRTF represents the transfer function from a far-field sound source to a sound pressure
receiver at the entrance of the blocked ear canal, relative to the the sound pressure at the center
of the head in the free field (head absent). HRTFs are ear-specific and depend on the direction of
sound incidence [1]. HRTFs can also be determined for near-field sound sources, in which case
there is an additional dependence of distance [2].

A mathematical representation of spatial acoustic cues is useful for many purposes: e.g.
models of spatial hearing [3], fitting of hearing aids [4, 5], and creating virtual 3D audio over
headphones [6, 7]. In some of these applications, generic HRTFs suffice (e.g. most modeling
work), while in other applications it is necessary to consider the variation in HRTFs across the
population (e.g. when fitting hearing aids to adults as well as children [8]. In the latter case,
databases of HRTFs measured across many people are helpful, such as the CIPIC database [9].
However, compiling such databases is very cumbersome in terms of measurements.

The present work is an initial step towards finding an alternative method to capture the
HRTFs of an individual. The idea is to replace the cumbersome measurements with HRTF
simulations in a computer. HRTF simulations requires accurate 3D digital heads. The SYMARE
database by [10] is a database consisting of head-related impulse responses for 60 listeners
along with surface mesh models obtained from magnetic resonance imaging (MRI) data. The
resolution of the MRI data is however not sufficient for accurately scanning the external ear and
the process of obtaining surface mesh models from MRI data is very complex. Furthermore MRI
scanning of young children requires sedation. Computed tomography involves radiation and is
not an appropriate imaging modality. The present article uses 3D surface scanning and
contributes with a framework for scanning, stitching and meshing complete human heads. The
results are high-quality surface representations which can be used for HRTF simulations for
children as well as adults. Regarding simulation of HRTFs the surface representations are raw
data, that can be converted into a more computational appropriate format with the required
level of detail.

DATA

Data was obtained during a scan session at Enheden for Psykiatrisk Forskning, Aalborg
Psykiatriske Sygehus using a Canfield scientific Vectra M3 surface scanner. The surface scanner
and setup are shown in Fig. 1. A custom made hair covering cap was used, due to the diffuse
properties of the hair. Surface scans were captured from multiple angles in order to cover the
entire head. Because of the complex structure of the ear, this region was given special attention.

The surface scanner has an accuracy of approximately 0.2 millimeter and each scan consists
of around 65.000 vertices and 130.000 triangles. Surface textures are also computed by the
scanner firmware as seen in Fig. 2. Data for each individual consist of 7-12 surface scans. Fig. 3
shows a zoom in on the ear region, along with the wire frame. A scan protocol was developed
subsequent to the scan sessions.
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FIGURE 1: Canfield Vectra M3 scanner consisting of three pods each mounted with two Canon SLR Cameras.

FIGURE 2: Example of surface scans. It can be seen that the used hair covering cap was not optimal for all children.
In this case the neck part was too loose.

FIGURE 3: Zoom in on the ear region, along with the wire frame.

METHOD

The goal is to combine several surface scans acquired from different angles into one
complete surface model of the entire head and ears. The major obstacle is the shape variation
among the different scans. While one acquisition is near instantaneous (six standard cameras
triggered simultaneously) it is impossible to avoid changing facial expressions and rotations of
the head between the scans. In particular young children can not be expected to stay in the
same position during the entire acquisition protocol. The consequence is that the final model
should be assembled of a number of sub-parts, where the number of scans used for each sub-part
is dependent on the consistency of the sub-part. Consistency is here defined as a sub-part (nose,
ear, eye for example) which is representing the true anatomy and has little variation between
the set of scans. A good example of a consistent part is the pinna that normally does not deform
even with changing head pose and facial expression. The mouth and neck regions normally vary
significantly between scans.

While it theoretically would be possible to develop a completely automated registration and
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merging algorithm, we have chosen to use a semi-automated approach to create a small but
high-quality and controlled dataset. This dataset can potentially be used as a basis for a
learning-based reconstruction algorithm based on for example a strong statistical prior as
demonstrated in the widely popular statistical shape models [11].

Manual Annotation

The data is initially manually annotated to mark the areas that are assumed consistent
across the scans. Each surface scan was manually marked using the software tool Sumatra [12].
Six anatomical areas were marked with scalar values: face (1), left ear (2), right ear (3), top of
the skull (4), bottom of the skull (5) and neck (6). Remaining areas were marked as "unmarked"
(0). An annotation of the anatomical areas on a surface scan are shown in Fig. 4. Furthermore,
we have defined 93 anatomical landmark points on the face and ear regions, see Fig. 5. The
landmarks were placed manually on each surface scan using MeshLab [13]. If a sub-scan does
not contain one or several anatomical areas where landmarks should have been placed, the
corresponding landmarks are marked as inactive for this scan.

FIGURE 4: Marking of anatomical areas. Blue regions are defined as not marked. It can be seen that areas where the
cap was folded and where there is hair has been excluded.

FIGURE 5: 93 predefined landmarks.

Alignment and Reconstruction

One of the scans in a scan set is defined as the reference. This is usually a frontal scan with
nearly all landmarks present. The remaining scans are subsequently rigidly aligned to the
reference scan by determining for each scan the set of landmarks that are defined in both the
current scan and the reference scan. The rigid-body transformation (3 rotations and 3
translation parameters) is determined using a closed-form solution with quarternions [14]. The
relevant marked areas are also extracted from each aligned mesh. The result is a collection of
roughly aligned point clouds as seen in Fig. 6.

It is clearly seen on the roughly aligned point clouds that parts of the head is well covered by
samples but several regions clearly lack well defined sample points. Furthermore, the scans are

Harder et al.

Proceedings of Meetings on Acoustics, Vol. 19, 050013 (2013)                                                                                                                                    Page 4
 Redistribution subject to ASA license or copyright; see http://acousticalsociety.org/content/terms. Download to IP:  87.50.220.142 On: Mon, 12 Jan 2015 10:30:46



FIGURE 6: Left: Roughly aligned point clouds. Right: The resulting surface visualizing the confidence map where red
is high confidence and blue no confidence.

not perfectly aligned and both Gaussian noise and outliers are present. To be able to reconstruct
a full head model we therefore need a surface reconstruction and alignment algorithm that is 1)
robust to noise, 2) can interpolate in areas with missing data in an anatomically plausible way,
and 3) can accurately align the partially overlapping scans. Most surface reconstruction
algorithms can handle a certain amount of noise and can close holes. Hole closing normally
employs a mathematical or physical assumption on the behavior of the surface in ares with no
samples. A classical approach is based on the Delanauy triangulation [15] that will create linear
patches covering holes. A physical approach is that the membrane energy of the surface in the
hole is minimized, mimicking a soap bubble [16, 17]. Other methods are based on variational
approaches as for example regularization of the mean curvature of the surface [18]. We are
basing our approach on a higher order mathematical model introduced in [17] that has been
shown to be very well suited for human head scans. Inspired by [19] the method proposed
consists of several steps that are iterated until convergence. Initially, a single oriented point set
with consistent normal directions is created from the input data. Secondly, a signed distance
field is computed based on the oriented point set. In the next step a Markov Random Field based
regularization is applied to the distance field. In the last step, the input point sets are aligned to
the implicit zero level using an implicit variant of the iterative closest point algorithm
(ICP) [20]. These steps are then repeated in a multi-scale framework. Finally, the resulting
surface is extracted from the regularized distance field using an iso-surface extraction
algorithm, and the resulting mesh is optimized. Conceptually, the method keeps track of an
ideal implicit surface representation of the combined input data. This implicit surface
representation is updated and refined until it optimally represents the aligned input point sets.

Step 1: Point set Merging In the first step, the input point sets are merged into one point
set. At this point, they are only roughly aligned and the merged set will therefore contain points
that are seen as both outliers and noise. In this application we use the point normals provided
by the scanner. Alternatively, consistent point normals can be computed using a local principal
component analysis followed by a graph-based voting scheme [17].

Step 2: Computing the Signed Distance Field The distance field is represented as a
uniform voxel volume, where the bounds of the volume are computed to extend five voxels
beyond the bounds of the merged point set. The signed distance is computed in each voxel as the
distance from the voxel center to the line spanned by the five closest points and the average of
their normals. Optimally, the zero set of this distance field defines the sought after surface.
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However, this initial distance field suffers from ambiguities in regions with holes in the merged
point set and in regions with noise. In the following, the initial distance field is defined as do

and the initial distance at voxel i as do
i . We use a simple one dimensional indexing of the voxels

instead of the standard (x, y, z) indexing.

Step 3: Markov Random Field Regularization To remove the influence of noise and
introduce hole-filling capabilities, the signed distance field is regularized using a Bayesian
approach. The distance field, d, is formulated as a Markov Random Field and the goal is to
compute the distance field d̂ that maximizes the posterior probability:

d̂= argmax
d

p(d|do). (1)

The Markovianity assumption implies that the involved probabilities can be formulated locally
using near voxel neighborhoods. In the following, we are using a 6-neighborhood for each voxel.
The n = 6 neighbors of voxel i is written as i ∼ j. The local probabilities are based on the Gibbs
distribution and are therefore formulated as energies. The local prior probability is based on
differences between neighboring Laplacians:

UL (di)=
∑

i∼ j
(L (di)−L (d j))2, (2)

where di is the voxel value in the current distance field and L (di) is the Laplacian estimated at
voxel i. A discrete approximation of the Laplacian is used L (di)= 1

n
∑

i∼ j(di −d j). This
approximation is known from image processing, where it is normally formulated as a 3x3
kernel. The normalization is chosen to be the number of neighbor voxels and this is constant,
except at the borders of the volume. Obviously, this prior favors distance fields with smooth
Laplacians. Since the Laplacian of a distance field is proportional to its mean curvature [21], the
prior in Eq. (2) favors distance fields with small variations in mean curvature. The prior model
can conceptually be understood as how we would like the surface to behave in regions with no
samples. However, a model that forces the surface to follow input data is needed and therefore
the following observation model is used Uobs(do

i )= (di −do
i )

2.

As mentioned earlier, do
i is the original distance at voxel i and di is the current estimate.

Using the Gibbs measure, this energy function leads to p(do
i |di)= exp(−Uobs(do

i )), that is, a
Gaussian distribution with mean di. The observation model describes the distribution of the
observed values given a true underlying distance field. In our case, the initial distance field is
the observed data and we are seeking an estimate of the true distance field d̂.

In order to balance the prior and observation model a per voxel confidence measure
αi ∈ [0 : 1] is introduced. It is based on the Euclidean distance from the voxel center to the
nearest input point dE

i . Here αi = 1−min(dE
i /d

E
max,1), where dE

max is a user-defined maximum
Euclidean distance. A discussion of suitable values of dE

max can be found in [17]. Confidence
values in voxels near input points are therefore one and in regions with no input points zero. In
Fig. 6 (right) the pre-computed α-map has been projected into the resulting surfaces and
thereby visualizing which part of the resulting surface that is influenced by the prior, the
observation, or a combined model. Using Bayes’ theorem the prior and the observation terms
are combined into a posteriori probability per voxel. Using the Gibbs measure, it becomes:

p(di|d j, i ∼ j)= exp
(−αiβ Uobs(di)− (1−αiβ) UL (di)

)
, (3)

where the global weight β and the local αi ’s are used to balance the prior and observation
models. Using this, the maximum likelihood estimate of the voxel value di given its six
neighbors can be computed as a linear combination of neighboring voxel values and the original
distance estimate [17]. We wish to compute the distance field that maximizes the a posteriori
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conditional probability d̂= argmaxd p(d|do). The maximization of the posterior probability is
transformed into the minimization of the weighted sum of the energy functions for the prior
distribution and the observation model over the entire field. The global optimum can be found
using the Iterative Conditional Modes (ICM) algorithm [22], where each site is iteratively
assigned its local maximum likelihood estimate. Due to the uniform space division, a multiscale
ICM solver is fairly easy to implement. In [17] a discussion of alternative solvers can be found.
The result of the regularization is a distance field where the behavior of the zero-level
iso-surface is well defined, even in areas with no input points. In areas with dense sampling, the
iso-surface adheres implicitly to the observation energy and in areas with no input points it
follows the prior energy. In the first two or three iterations, a smooth distance field is computed
by selecting a low β value. In later iterations, a high β value is used putting more weight on the
observation model.

Step 4: Realignment In this step the individual point sets are realigned to the zero-level
iso-surface. Since this iso-surface is both smoothed and regularized, the influence of the
individual point sets have been blended together. A specialized version of the iterative closest
point algorithm (ICP) [20] is used. Each input set is individually realigned to the zero-level
iso-surface. For each point in the input point set the closest point on the iso-surface is found.
Since we have an approximate distance field this can be done using a Runge-Kutta like gradient
descent. The sought after rigid-body realignment transform can now be computed using the
closed form solution found in [14]. Finally, a new merged point set is created after the
transformation of the input point sets.

Step 1-4 is repeated in a multi-scale approach. The scale is determined by the voxel size
used in the distance field representation. A resulting iso-surfaces can be seen in Fig. 6 (right).
In practise, the iso-surfaces are not triangulated during the iterations.

Step 5: Surface Extraction In step 1-4 the sought after surface is represented as the
zero-level iso-surface of the regularized distance. A polygonized version can be extracted using
for example marching cubes [23]. Marching cubes have a tendency to create triangles with bad
aspect ratios. For simulation purposes a regular meshing is very important and therefore a
mesh optimization scheme is applied. We use a modified version of the technique described
in [24] that is enhanced by the use of the implicit description of the surface leading to easy
calculations of tangents [17].

RESULTS

The semi-automatic algorithm has been tested on 6 children aged 10 months to 9 years. The
result is shown for a single individual, however the remaining results can be obtained by
contacting the authors. The result for a nine year old male individual can be seen in Fig. 7. The
surface representation was obtained using 12 3D surface scans captured from several directions.
When dealing with young children it can not be expected that the head pose is fixed during
acquisition, however it is assumed that areas like the pinna and the top of the skull is
consistent. The surface representation is therefore build from a single scan in anatomical areas
with large interscan variation and from several scans in consistent areas. The obtained results
are highly satisfactory since the surface reconstruction looks anatomically correct. The
algorithm produces a nice surface in areas with good quality input data and it interpolates in a
plausible way in areas with no input samples. The task of choosing the input areas from the 3D
surface scans is manual, which results in high-quality and controlled surface representations.
Furthermore, the algorithm produces surfaces consisting of near equilateral triangles, as seen
in Fig. 7.
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FIGURE 7: Result for a nine year old male individual. Left: Surface reconstruction. Centre: Ear region. Right: Wire
frame.

CONCLUSION

A framework for scanning, stitching and meshing complete human heads have been
presented. A scan protocol have been developed, in order to assure that the 3D surface scans
cover the entire head and ear region and to assure an effective scan session. A semi-automatic
method resulted in high-quality and controlled surface representations. The results were highly
satisfactory since the surface representations were anatomically correct and the surfaces
consisted of near equilateral triangles. Data, scan protocol, algorithm parameters, and software
are made available and can be acquired by contacting the corresponding author.
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Complete head scanning  
This is a guide on how to scan entire heads using the Canfield Vectra M3 scanner. 

Initial front facial shot 
Place the person so the preview images looks similar to the ones below (and even with the person being 
further down). The person should have a neutral expression. If the person does not have very short hair a 
plastic hairband should be used to remove hair from the forehead. 

’ 

Take two or three shots and keep in mind that one could be used on a personal homepage. 

Complete head scan 
Carefully cover the subject’s hair with a wig cap and place the person on a rotating chair. 

Start by acquiring one or several good frontal shots. The subject should look like below on the preview 
images. This is the reference image so it should be very good: 

 

Acquire 8 scans of the subject while the subject is being as immobile as possible. The scans should be taken 
from the directions as indicated below. 
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Ear scans 
Take four scans of each ear. Two scans where the head is tilted towards the camera and two where the 
head is tilted away from the camera. In scan 9, 11, 13, and 15 the head is tilted toward the camera and in 
scan 10, 12, 14, and 16 the head is tilted away from the camera. 
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3D full head scanning 
Date  
Place  
Subject name  
Date of birth  
Gender  
Scan library / ID  
    
Scan # Description Cap Done 
 Front facial no cap   

1 Front facial (several) X  
2 Frontal right side X  
3 Right ear X  
4 Back right side X  
5 Back X  
6 Back left side X  
7 Left ear X  
8 Frontal left side X  
9 Right ear forward. Tilt towards camera X  

10 Right ear forward. Tilt away from 
camera 

X  

11 Right ear back. Tilt towards camera X  
12 Right ear back. Tilt away from camera X  
13 Left ear forward. Tilt towards camera X  
14 Left ear forward. Tilt away from camera X  
15 Left ear back. Tilt towards camera X  
16 Left ear back. Tilt away from camera X  
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Abstract

Individual head-related transfer functions (HRTFs) are essential in applications like fitting
hearing-assistive devices (HADs) for providing accurate sound localization performance. In-
dividual HRTFs are usually obtained through cumbersome acoustic measurements. Here,
we investigate the use of an individual three-dimensional (3D) head model for acquisition of
individual HRTFs. Two aspects were investigated; whether a 3D-printed model can replace
measurements on a human listener and whether numerical simulations can replace acoustic
measurements. For this purpose, HRTFs were acoustically measured for four human lis-
teners (including repeated measurements) and for a 3D printed head model of one of these
listeners. Further, HRTFs were simulated by applying the finite element method to the 3D
head model. The monaural spectral features were similar between the acoustic repetitions,
somewhat similar between the simulation and measurement of the printed model, but less
similar between the model and actual human. The latter differences seem to stem from the
different torso geometries. The binaural cues were in agreement among all HRTFs of the
same listener, indicating that the 3D model is able to provide localization cues potentially
accessible to HAD users. Hence, the pipeline of geometry acquisition, printing, and acoustic
measurements or simulations, seems to be a promising step forward towards in-silico design
of HADs.

Keywords: Head-related transfer function, acoustical measurements, acoustical
simulations, 3D head models, 3D printing
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1. Introduction

Human listeners are able to localize sounds
in space in terms of assigning direction and
distance to the perceived auditory image [1].
This ability is an essential application of spa-
tial hearing, which involves further percep-
tual effects like the estimation of the appar-
ent source width, spatial unmasking of speech
(cocktail party effect), and externalization
(out-of-head perception) of sounds. Gener-
ally, spatial hearing relies on physical direc-
tional acoustic features which are the conse-
quence of acoustic filtering of the sound by
the pinna, head, and torso. The filtering
can be described by the head-related trans-
fer functions (HRTFs), which represent the
transfer functions from sound sources to a
sound receiver, usually placed at the entrance
of the ear canal, normalized with a free-field
response. For far-field sources, HRTFs de-
pend on the direction of sound incidence [2].
For near-field sources, HRTFs additionally
depend on the distance between the source
and the ear [3].

An HRTF encodes monaural spectral cues,
which are used by human listeners to esti-
mate the sound-source position along sagittal
planes (top, down, front, back). For the local-
ization of the source along horizontal planes
(left, right), interaural cues are used, namely,
interaural time and level differences (ITDs,
ILDs). In particular, ITD cues in the fre-
quency range below 1.5 kHz are important
for the sound localization in the horizontal
planes. The interaural cues are encoded in a
binaural pair of HRTFs, thus, a binaural set
of HRTFs can be used to describe all direc-

tional cues required for spatial hearing.
HRTFs can be used for many purposes,

e.g., for models of spatial hearing [4, 5, 6, 7],
for fitting of hearing aids [8, 9], and for
presenting virtual binaural audio signals via
headphones in so-called virtual auditory dis-
plays [10, 11]. As HRTFs depend on the
individual geometry of the listener’s head
and ear, HRTFs are listener-specific [12].
Listener-specific HRTFs are often acousti-
cally measured by placing small microphones
at the entrance of the listener’s ear canals.
During the measurement, usually done for
many spatial positions, the listener must sit
still for tens of minutes [13]. Thus, it is not
surprising that in some applications, generic
HRTFs, i.e., HRTFs of a manikin represent-
ing an average of the human population [14],
are used. However, in applications like fit-
ting hearing aids to children [15] or provid-
ing accurate sound localization performance
via headphones [16], it might be important
to consider listener-specific HRTFs. As an
alternative to demanding acoustic measure-
ments, HRTF can be also numerically cal-
culated from a three-dimensional (3D) repre-
sentation of human geometry and established
methods have shown adequate results for fre-
quencies up to a few kHz [17, 18, 19].

In this study, we evaluated a method for
obtaining listener-specific HRTFs with the fo-
cus on virtual product design. Virtual prod-
uct design is an emerging discipline that has
the potential of reducing production costs
and creating more comfortable and better
functioning wearables as for example clothes,
helmets, and in our case, hearing-assistive
devices (HAD), which are commonly used
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to treat hearing impairment. An example
of virtual product design is the size-China
project that aims at creating a population
statistics on human heads for product de-
sign [20]. In [21], a parametric model of
the entire human body was computed based
on 250 full body scans. This model was
then used to synthesize plausible body shapes
as input to product design. In another ex-
ample, foot shape was investigated in sev-
eral studies driven by the large footwear in-
dustry and recently, 50 surface scanned feet
were used as input to a statistical analysis
of shape with the goal to produce optimized
shoe lasts [22]. Similarly, in the design of
HADs, the position of the microphones is es-
sential, not only for the design of the casings,
but also for capturing spatial acoustic cues.
Thus, different types of microphones at var-
ious places have been proposed, for a recent
review, see [23]. The measurement of HRTFs
with HADs is even more demanding than the
measurement done in the ear canal because of
the much larger degree of freedom: A simple
re-positioning of the HAD might yield differ-
ent HRTFs, and many microphone positions
have to be considered in the individualization
of the HAD. On the other hand, since most of
the HADs focus on transmitting frequencies
below 8 kHz [24], the evaluation of HRTFs
can be limited to the upper frequency 8 kHz.

In this paper, we present yet another
step towards full in-silico design of HADs.
Our goal was to evaluate whether simulated
HRTFs of HADs can replace expensive acous-
tic measurements in the future. We focused
on the issue of re-positioning the HAD’s mi-
crophones, directly addressing the needs of

the hearing-aid industry in the process of
product design. The main motivation for
that issue was that the re-positioning of the
microphone in the simulation does not re-
quire additional participation of the listener.
HRTF simulations can have a further im-
pact on the future product design: by using
statistical shape modeling (as in for exam-
ple, [21, 22]), HRTFs of future HADs could
be obtained for hundreds or even thousands
of plausible virtual heads, in contrast to the
current practice where one or a few generic
manikin heads are used because of the time-
consuming measurement procedure.

In the following, we describe the three
stages of our investigations. First, we used
a high-quality 3D geometrical model of a hu-
man listener to numerically simulate corre-
sponding HRTFs. This step was based on the
framework for generating listener-specific 3D
head-and-ear models from surface scans [25].
Second, we used computer-aided-design mod-
eling and 3D printing to obtain a listener-
specific 3D printed head model, from which
acoustically measured HRTFs were obtained.
Third, we used acoustical measurements to
obtain HRTFs of the corresponding actual
human listener. This three-step pipeline al-
lowed for a thorough evaluation of the differ-
ences among acoustically measured and sim-
ulated HRTFs of the model and the listener.
The acoustically measured HRTFs for the
printed head model made it possible to dis-
tinguish between HRTF deviations caused by
differences in shape (human versus obtained
3D model) and differences in method (mea-
surements versus simulations).
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2. Material and methods

2.1. The surface model

A complete human head model was
generated using a framework which com-
bines a number of 3D surface scans cap-
tured from different angles surrounding
the individual. Listener NH167 from the
ARI database (http://sofaconventions.
org) was scanned. We presented the method
in [25] and it consists of both scanning, stitch-
ing, and meshing. Here, we briefly review
that method.

Sixteen 3D surface scans were acquired
using a 3D facial scanner (Canfield scien-
tific Vectra M3) and subsequently aligned
with a rigid-body transformation based on
a few manually annotated landmark points.
The result was a roughly aligned point cloud
where many parts of the head were well cov-
ered by samples, but several regions lacked
well-defined sample points.

Surface reconstruction was applied on the
point cloud. It was based on a higher-order
mathematical model [26], which is well-suited
for human head scans because it 1) is robust
to noise, 2) interpolates in areas with miss-
ing data in an anatomically plausible way,
and 3) accurately aligns the partially overlap-
ping scans. Inspired by [27], the surface re-
construction method consists of several steps
that are iterated until convergence. Initially,
a single oriented point set with consistent
normal directions was created from the input
data. Then, a signed distance field was com-
puted based on the oriented point set. In the
next step, a Markov random field based reg-
ularization was applied to the distance field.

In the last step, an implicit variant of the it-
erative closest point algorithm (ICP) [28] was
used to align the input point sets to the im-
plicit zero level. These steps were then re-
peated in a multi-scale framework. Finally,
an iso-surface extraction algorithm was used
to extract the resulting surface from the regu-
larized distance field, and the resulting mesh
was optimized to obtain a mesh with regular
triangles.

The final surface model seems to be
anatomically correct and thus satisfactory for
further processing, see Figure 1a.

Figure 1: Head-and-ear model. a) Acquired geometry
b) Model used for printing c) Printed model mounted
on a torso simulator.

2.2. Adapting 3D surface models to simula-
tion and printing

By nature, the 3D surface model acquired
from range scanning is a two-dimensional
(2D) surface embedded in 3D space. Tech-
nically it consists of vertices and triangles,
which also applies to the results of the sur-
face merging and stitching. Several numerical
simulation packages exist that can use trian-
gulated surfaces as input but most programs
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work better with surfaces represented as non-
uniform rational B-splines (NURBS) [29].
Thus, the surface model was converted to
NURBS (Geomagic Studio, www.geomagic.

com), see Figure 1b.
The head model represented in NURBS

was further processed using a computer-aided
design software package (Creo Parametric
2.0). Because the surface model has no thick-
ness per se, an artificial thickness was added
to the surface. This is typically done by cre-
ating an inward offset surface of several mil-
limeters. However, with the complicated ge-
ometry of the human head and ears this ap-
proach did not give satisfactory results. In-
stead, a balloon-like object was created inside
the head and manually reshaped to turn the
head into a hollow shell. The overall mini-
mum thickness was 5 millimeter and certain
parts like the nose remained solid.

In order to mount a torso simulator (Type
4128, Brüel & Kjær) after the printing, a
flange was added to the model at the bot-
tom of the head. Further, in order to be able
to manufacture the head and ears separately
using different materials, boxes around the
ears were created. After the printing, the
ears were attached to box-shaped elements
that were inserted in the corresponding box-
shaped recesses in the head.

2.3. 3D print specifications for the head and
ears

With the rapid development in layered
manufacturing (in the following 3D print-
ing) new possibilities are opening up. Previ-
ously, creating an accurate replica of a human
head would have required massive amounts

of work. As demonstrated in this article it
is still not a trivial task, but with the devel-
opment of software tools and the decreasing
costs of 3D printing, generating flexible hu-
man replicas for product testing is becoming
increasingly accessible.

In the current work, we have not focused on
creating a full head with material properties
that exactly match a living human. It would
be very complicated and it is believed that
the impact on the acoustical measurements is
of less significance than other factors in the
measurement setup. The head was therefore
printed in hard plastic except the ears which
were printed in a soft material. The reason
for choosing a soft material for the ears was
mainly the need of placing hearing aids be-
hind the ears in a way that is as close as
possible to the placement of hearing aids on
human ears.

The ears were printed on a polyjet Ob-
jet500 Connex 3D printer (www.stratasys.
com) using two materials and a layer thick-
ness of 0.03 mm. The core was printed in
a hard, acrylic material (Verowhite - Full-
Cure830) and the outer part was printed in
a soft material (TangoPlus - FullCure930).
The hard part of the head was printed on
an SLS printer EOS P395 (www.eos.info) in
hard acrylic (PA2200) using 0.12 mm layers.
Further material properties can be located at
(www.damvig.dk). A set of ears were pro-
duced where wax residues were removed us-
ing a bath of base. However, it seemed that
this made the material brittle and further ex-
periments were done without cleaning with a
base.
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2.4. HRTF simulation
The simulation was set up in ANSYS 15.0.

The head geometry from Section 2.2 was
mounted on a virtual model of the Brüel &
Kjær torso simulator for the simulations. The
head geometry was meshed with first-order
acoustic elements (ANSYS type 30). The
mesh was refined at the ears to an average
edge length of 2 mm, while the rest of the
model used a length of 4 mm. The re-meshing
method was ’Hex dominant’, which produced
a mesh with less nodes compared to a tetrahe-
dral mesh. The final mesh, which represented
the model of the head and torso, contained
1.9 million nodes.

The final model was placed inside a box
with dimensions 420 mm×700 mm×250 mm,
which in the simulation was set to be filled
with air. The model was subtracted from the
box, leaving the air surrounding the model.
A 40 mm perfectly matched layer (PML) was
added to the outside of the inner air-box, see
Figure 2. The purpose of the PML was to ab-
sorb radiated sound from the inner air part.
The default setting for attenuation in the
PML region was used (0.001 or -60 dB), yield-
ing 120 dB total attenuation of the sound
field reflected from the PML.

In the acoustic measurement setup (see
Section 2.5), loudspeakers surrounding the
head generated the sound, and the micro-
phones placed in the ear canal captured the
sound pressure. In the simulation, the recip-
rocal approach was used [30, 31]: the sound
source was placed at the microphone posi-
tion, and the sound pressure level was cal-
culated on a sphere surrounding the head
at 1.2 m distance. The reciprocal approach

Figure 2: Geometry layers used for HRTF simulation.
From inside to out: empty space shaped as the head
and torso, inner air box, and perfectly matched layer.

yields equivalent results to the direct ap-
proach, but the simulation can be performed
for all sound-source directions in a single sim-
ulation step [32].

The simulation was performed for a total
of 54 linearly spaced frequencies from 187.5
to 10 125 Hz and for the two microphones
positioned in the ear canals. The resulting far
field was evaluated in vertical and horizontal
angle steps of 2.5 degrees at a distance of 1.2
m, however, only the 1550 source positions,
that were acquired for the measurements (see
Section 2.5), were used for this paper.

Furthermore, a free-field transfer function
was simulated and used as a reference for the
other simulations, resulting in a set of sim-
ulated HRTFs comparable to the measured
HRTFs described in Section 2.5. In this way
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both measured and simulated HRTFs were
ratios of sound pressures at a microphone on
the head and at a microphone in the center
of the head (head absent).

2.5. HRTF acoustic measurement

2.5.1. Human listeners

HRTFs of human listeners were acous-
tically measured in a semi-anechoic cham-
ber. Twenty-two loudspeakers (custom-made
boxes with VIFA 10 BGS as drivers; the vari-
ation in the frequency response was ±4 dB in
the range from 0.2 to 16 kHz) were mounted
on an arc at fixed elevations from −30 ◦ to
80 ◦. They were driven by amplifiers adapted
from Edirol MA-5D active loudspeaker sys-
tems. The loudspeakers and the arc were
covered with acoustic damping material to
reduce the intensity of reflections. The to-
tal harmonic distortion of the loudspeaker-
amplifier systems was on average 0.19 % (at
63-dB SPL and 1 kHz). The human lis-
tener was seated on a chair in the center of
the arc and was wearing in-ear-microphones
(Sennheiser KE-4-211-2). HRTFs were mea-
sured at the entrance of the blocked ear canal.
The microphones were connected via ampli-
fiers (RDL FP-MP1) to the digital audio in-
terface. A 1728.8-ms exponential frequency
sweep beginning at 50 Hz and ending at
20 kHz was used to measure each HRTF.
Then a system identification procedure was
used to obtain raw HRTFs [13].

The HRTFs were measured for one az-
imuth and several elevations at once (see
below) by playing the sweeps and record-
ing the signals at the microphones. Then
the listener was rotated by 2.5 ◦ to measure

HRTFs for the next azimuth. In the horizon-
tal interaural plane, the HRTFs were mea-
sured with 2.5 ◦ spacing within the azimuth
range of ±45 ◦ and with 5 ◦ spacing outside
this range. The positions of the HRTFs
were distributed with an approximately con-
stant spherical angle, which means that the
number of measured HRTFs in a given hor-
izontal plane decreased with increasing el-
evation. For example, at the elevation of
80 ◦, only 18 HRTFs were measured. In to-
tal, 1550 HRTFs were measured for each lis-
tener. To decrease the total time required to
measure the HRTFs, the multiple exponen-
tial sweep method (MESM) was applied [13].
This method allows for a subsequent sweep
to be played before the end of a previous
sweep, but still reconstructs HRTFs with-
out artifacts. The MESM uses two mecha-
nisms, interleaving and overlapping and both
depend on the acoustic measurement condi-
tions (for more details see [13]). Our facilities
allowed the interleaving of three sweeps and
overlapping of eight groups of the interleaved
sweeps. During the HRTF measurement, the
position and orientation of the listener’s head
were captured via an electromagnetic tracker
(Flock of Birds, Ascension) in real time. The
tracking sensor was mounted on the top of
the listener’s head. The tracking device was
capable of measuring all 6 degrees of freedom
(x, y, z, azimuth, elevation, and roll) at a
rate of 51.5 measurements/sec. The tracking
accuracy was 1.7 mm for positions and 0.5 ◦

for orientation. If the head was outside the
valid range, the measurements for that par-
ticular azimuth were repeated once the lis-
tener was back in the range for 500 ms. The
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valid ranges were set to ± 2.5 cm for the po-
sition, ± 2.5 ◦ for the azimuth, and ± 5 ◦ for
the elevation and roll. On average, measure-
ments for three azimuths were repeated per
listener and the complete measurement pro-
cedure lasted for approximately 20 minutes.

For each raw HRTF, head-related impulse
responses (HRIRs), i.e., the inverse Fourier
transform of HRTFs, was calculated, yielding
raw HRIRs. The raw HRTFs were affected by
loudspeaker, room, and microphone used for
the measurements. These effects can be de-
scribed by the equipment transfer functions
(ETFs), which were captured by placing the
in-ear microphones in the center of the arc
and measuring the room impulse response for
all loudspeakers. ETFs were measured each
time before the HRTF measurement of an ob-
ject, thus five times in total.

The impulse responses of the ETFs showed
a strong reflection of at least 20 dB below
the level of the direct sound, delayed by at
least 6.9 ms. This reflection can be attributed
to the floor reflection as an effect of using
a semi-anechoic room for the measurements.
Since HRIRs do not contribute much beyond
first 5 ms [33], such reflections were removed
from both the raw HRIRs and the impulse
responses of ETFs by windowing in the time
domain.

The remaining loudspeaker and micro-
phone responses were compensated by divid-
ing an HRTF for a given microphone, m,
and loudspeaker position, (θ, φ), with its cor-
responding ETF. The set of compensated
HRTFs for all directions and for both micro-
phones, will from now on be referred to as the
human HRTFs.

HRTFs of four listeners (NH166, NH167,
NH168, and NH170 from the ARI database,
http://sofaconventions.org) were mea-
sured. In addition, the measurement was re-
peated for NH167. Thus, five sets of human
HRTFs were available for the analysis.

2.5.2. Printed model

HRTFs of the printed head fixed on a
torso simulator (Type 4128, Brüel & Kjær)
were measured using the same methodology
as for the human listeners with one excep-
tion: The torso was fixed with tape in order
to prevent any movements during the mea-
surements. Also, all other aspects of post
processing were identical to those of the post
processing done for the human listeners, re-
sulting in printed HRTFs.

2.6. HRTF evaluation

2.6.1. Monaural spectral features

The monaural spectral features were ana-
lyzed by visual comparison of the amplitude
spectra of the corresponding HRTFs. The
spectra were logarithmically smoothed with
a 1/3-octave wide rectangular window to ob-
tain patterns which can be compared more
easily. Similar comparisons were performed
in studies like [15, 34, 18, 19].

For the evaluation of the ITD cues, the
ITD was evaluated as a function of the az-
imuth angle in the horizontal plane by using
a similar approach to that used in [35]. For
each azimuth φ, the ITD was derived from
the interaural phase difference of the corre-
sponding HRTFs. In particular, given a pair
of HRTFs, Hl,φ and Hr,φ for a given source
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position in the frequency domain, the inter-
aural phase difference, Φφ(f), was

Φφ(f) = unwrap

(
Hl,φ

Hr,φ

)
, (1)

where unwrap(.) denotes the ”unwrap-phase”
operator along the frequency axis. Then, the
frequency-dependent ITD, τφ(f), is

τφ(f) =
−φφ(f)

2πf
. (2)

The estimated ITD, τφ, was then the τφ(f)
averaged in the frequency range from 164 to
890 Hz for the human and printed HRTFs,
and from 188 to 938 Hz for the simulated
HRTFs, respectively.

3. Results

3.1. Monaural spectral features

Figure 3 shows the human HRTFs for the
frontal position in the horizontal plane (both
azimuth and elevation of zero) for the right
ear. Even though the general shapes are sim-
ilar, large variations can be observed among
the listeners. The repetition of the HRTF
measurement yielded similar HRTFs for fre-
quencies below 1.7 kHz but large variations
can be observed for higher frequencies.

Figure 4 shows the human HRTFs of
NH167, the repeated human HRTFs, printed
HRTFs, and the simulated HRTFs for the
right ear. Five positions in the horizontal
plane are shown with azimuth angles of 90,
45, 0, -45, and -90 degrees. As expected,
the shapes of the HRTFs change with the
azimuth angle for all types of HRTFs. For
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Figure 3: Right-ear HRTF amplitudes for the frontal
position in the horizontal plane (elevation and az-
imuth angles of 0 degrees).

the ipsilateral directions (negative azimuth
angles), the human, printed, and simulated
HRTFs show a good similarity, especially in
the frequency range up to 4 kHz. A generally
larger difference between the HRTFs can be
observed for the contralateral directions (pos-
itive azimuth angles). Generally, differences
are small at lower frequencies and increase
with frequency.

For the frontal direction (azimuth of zero)
an interesting observation can be made. The
two human HRTFs, and the printed and sim-
ulated HRTFs are in a good agreement with
each other. While the human HRTFs are
more different from both the printed and sim-
ulated HRTFs. This observation, namely
small differences between the human HRTFs,
small differences between the printed and
simulated HRTFs, but, larger differences be-
tween human and printed and/or simulated
HRTFs applies more generally in other az-
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Figure 4: Right-ear HRTF magnitude spectra in the horizontal plane (elevation angle of 0 degrees) and the
azimuth angle of 90, 45, 0, -45 and -90 degrees.

imuthal angles as well. For example, for the
azimuth of 45 and -45 degrees, the peaks
in the printed HRTFs were captured by the
simulation (even though they appear to be
shifted to a higher frequency) but they are
much less pronounced in the human HRTFs.
Also, a large difference between the human
and printed HRTFs can be observed at ap-
proximately 1.1 kHz for azimuth angles of 45
and 0 degrees, where a notch is present in the
human but missing in the printed HRTFs.
The frequency of 1.1 kHz corresponds to a
wavelength of 30 cm and the notch can there-
fore be attributed to differences between the
torso of the actual human and the torso used
for the measurements with the printed head.

Recall that the printed head was fixed on a
torso simulator, which had a different shape
and probably different acoustic properties in
terms of surface impedance. The reflections
caused by the torso manifest themselves as
comb-filter effects in the amplitude spectra.
With the different torsos, differences in the
comb-filter effect are apparent and also the
peak at 3.4 kHz seems to be part of that ef-
fect.

In order to address that issue, the ampli-
tudes of HRTFs were plotted as a function
of the elevation angle in the median plane,
i.e., for all azimuth angles of zero degrees,
see Figure 5. Human, printed, and simulated
HRTFs are shown, the color encodes the rela-
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Figure 5: HRTF magnitude spectra in the median plane (as function of elevation angle). Color encodes the
relative magnitude in dB. F, T, R describe directions in front, top, and rear of the listener.

tive magnitude (in dB). The spectra at eleva-
tion of zero degrees correspond to the spectra
shown in the panel for azimuth angle of zero
in Figure 3.

In all four panels of Figure 5, spectral
modulations can be observed, beginning at
frequencies around 2 kHz and polar angles
of −30 ◦, and then decreasing in frequencies
with increasing polar angle up to 0 ◦, with an
opposite pattern in the rear hemifield. There
is, however, a striking difference in these pat-
terns between the human and the printed
and/or simulated HRTFs: the modulations in
the human HRTFs are more spectrally com-
pressed, with more pronounced modulation
depth.

Besides these differences in the patterns,
the spectral features appear to be similar
across all four HRTF types.

3.2. ITD cues

Figure 6 shows ITDs in the horizon-
tal plane calculated from human, printed,
and simulated HRTFs. For NH167, the
ITD showed similar patterns when compared
across the two acoustic measurements, with

a maximum ITD of 790 µs. These ITD pat-
terns also seem to be similar when compared
to those obtained from the printed and sim-
ulated HRTFs. The ITDs obtained for the
remaining three listeners exhibit clear differ-
ences with maximum ITDs of 760 µs, 810 µs
and 830 µs, respectively. These differences
can be attributed to different head sizes of
the test subjects.

4. Discussion

The goal of the present study was to inves-
tigate the use of an individual head model in
the acquisition of individual HRTFs. One as-
pect was to investigate whether a 3D printed
version of a listener’s head can replace the
human listener in measurements. Another
aspect was to evaluate the quality of simu-
lated HRTFs when using an individual head
model.

Generally, there was a variability in am-
plitude spectra of HRTFs across the listen-
ers, particularly for higher frequencies. How-
ever, that variability was comparable to that
found for repeated measurements on the same
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Figure 6: ITDs in the horizontal plane (as func-
tion of azimuth angle).The right panel shows a zoom
around the most lateral directions shown in the left
panel.

listener. The observed variability can be at-
tributed to small changes in the measurement
setup, namely, 1) microphone position (re-
call that microphone was re-positioned be-
tween the two measurements), and 2) po-
sition and orientation of the listener (recall
the criteria for accepting a measurement, see
Section 2.5.1). The acoustic consequences
of these geometrical changes naturally be-
come greater at high frequencies where the
wavelength of sound is shorter and thus in
the range of the magnitude of the geomet-
rical changes. The variability captured by
the repeated measurement sets a reference for
further evaluation of the differences among
the human, printed, and simulated HRTFs of
that listener. Interestingly, similar variabil-
ity between two HRTF measurements in the
same listeners was found in( [36], Fig. 3 con-

ditions binOwn and binOwnB). Despite the
differences in the HRTFs, sound-localization
performance obtained with these two condi-
tions in localization experiments was similar.
This indicates that also our repeated mea-
surements are similar in terms of providing
similar directional cues.

A variability was also found for the ITDs,
the most salient cue for localizing sound
sources in the horizontal plane. However,
the ITD variability showed a different pat-
tern than the monaural amplitude spectra:
very similar ITDs were found for all HRTFs
of the same listener NH167 (smaller than 30
µs, which is below the ITD discrimination
threshold found at that direction, [37]), but
different ITDs were found across the listeners.
Since the shape of the ITD as a function of
azimuth theoretically depends on the shape
and size of the listener’s head, it was not sur-
prising that we also found across-listener dif-
ferences.

The question of whether a 3D printed ver-
sion of a listener’s head can replace repeated
measurements of the human listener was ad-
dressed in the comparison between the hu-
man and printed HRTFs. The comparison of
the amplitude spectra revealed some differ-
ences. Some of these differences, when com-
pared to those obtained by the repeated mea-
surement on the actual human, have been at-
tributed to small differences in microphone
position and head orientation. Given the lim-
ited frequency range of the HADs, these dif-
ferences can be considered as minor. Other
differences have been attributed to differences
in the torso used for the measurements with
the actual human and the printed model.
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These differences were reflected as differences
in spectral amplitude modulations as a func-
tion of the elevation angle, and can thus be
interpreted as modified encoding of the direc-
tional position of the sound source. Neverthe-
less, such modifications will most probably
not affect the sound-localization ability be-
cause ITDs did not show such modifications,
and because torso reflections represent only
a weak cue for sound localization [38]. How-
ever, the different spectral modulations might
have some effect on non-directional quality
aspects of hearing like timbre. Thus, in or-
der to match the timbre as well as directional
cues, an individualization of the torso geom-
etry might be required.

The aspect of the quality of simulated
HRTFs was addressed in the comparison be-
tween the printed and simulated HRTFs.
Generally, printed and simulated HRTFs ap-
pear to be similar (in terms of both ITDs
and amplitude), indicating a good match
between the acoustical measurement of the
printed copy of a listener and the simula-
tions. Note that the shape of the torso
used in the measurement of the printed head
was exactly translated to the simulations.
However, some local deviations between the
HRTFs can be observed, especially at fre-
quencies above 3 kHz. While the head and
ear model used for printing was exactly trans-
lated to the simulation, some errors might
have been introduced by the printing pro-
cess. The layer thickness and thereby print-
ing accuracy was, as stated in Section 2.3,
0.03 mm and 0.12 mm for the ears and head,
respectively. Thus, the printing errors rather
unlikely contributed to the noticeable HRTF

differences between measurement and simu-
lation. The microphone position, however,
might have been more critical. Even though
photo documentation of the microphone po-
sition was captured for the measurements
and used to guide the positioning of the mi-
crophone in the simulation, the position of
the microphone might have been translated
with a deviation in the range of millimeters.
Further differences between the HRTFs can
also arise due to differences between mea-
suring and simulating HRTFs. For exam-
ple, the measurements were performed in a
semi-anechoic chamber with electro-acoustic
equipment involved, whereas the simulations
had a PML that absorbed all radiated sound.
Further, the printed head and torso simula-
tor was attached to a chair during the mea-
surements, whereas they were perfectly (vir-
tually) placed in the simulations.

5. Conclusions

Similar monaural cues were shown between
the repeated human measurements for sub-
ject NH167. Somewhat similar monaural
cues were observed between the 3D model
measurements and simulations. However,
less similarities, especially in the 1 kHz range,
were observed between human and model
measurements and simulations. The differ-
ences were mainly attributed to differences
in torso geometry. The ITDs revealed a good
agreement among the three different kinds of
HRTFs for subject NH167, whereas meaning-
ful differences were observed among listeners.
The very similar ITDs observed for subject
NH167 indicate that a printed head model
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can be used for obtaining listener specific spa-
tial binaural cues.
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Summary

The present paper investigates the reliability of HRTFs measurements for hearing aids. We use a

3D printed head model for HRTF measurements with three di�erent conditions: simple repetitions,

repositioning of hearing aids, and repositioning of printed head as well as repositioning of hearing aids.

The simple repetition shows very reliable measurements, with standard deviations in the range 0.01

dB. A repositioning of the hearing aids shows less reliable measurements, with standard deviations up

to 0.6 dB. The repositioning of both printed head and hearing aids does not show a substantial increase

in the variability compared to only repositioning the hearing aid. We also measure HRTFs in di�erent

sessions for both the printed head and a human test subject. The results show that HRTFs measured

in di�erent sessions have a larger variability than those measured within a session, attributed to less

controlled measurement conditions. Furthermore, measurements on a human subject contain more

variability than measurements on the printed head, which is likely to be caused by small unavoidable

head or body movements.

PACS no. 43 . . .

1. Introduction

Head related transfer functions (HRTFs) are a nu-
merical representation of spatial acoustic cues. They
are important in applications like modeling spatial
hearing [1, 2]. Since HRTFs depend on the listener's
head and ear, HRTFs are listener-speci�c [3]. Indi-
vidual HRTFs are especially important for applica-
tions like �tting hearing aids to children [4] or pro-
viding accurate sound localization performance via
headphones [5]. In [6] we investigated the use of a
3D printed head model for obtaining listener-speci�c
HRTFs. The goal was to investigate how close to the
true HRTF (measured on a human test subject) one
could get, by measuring and simulating HRTFs on a
3D printed head and a virtual 3D head model, respec-
tively.

The reliability of HRTF measurements was inves-
tigated by Møller et al. [7] and Wightman et al. [8].
Møller et al. showed good agreement between HRTFs
measured under the same conditions at di�erent days
and Wightman et al. showed the variability in HRTFs
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caused by head movements and microphone place-
ment. In both cases, HRTFs were obtained for a hu-
man test subject with a microphone placed in the ear
canal. The reliability of HRTFs measured with hear-
ing aids is less well explored.

Hence, in this study, HRTF measurement reliability
with microphones placed in hearing aids was investi-
gated. Further, we used a 3D printed head model as a
supplement to the human test subject, exploiting the
bene�t of excluding head movements usually present
when measuring human listeners. A listener-speci�c
head model might replace time-consuming measure-
ments on a human test subject, and it is therefore
interesting to know the reliability of such measure-
ments, and to compare it with the reliability of HRTF
measurements on human test subjects

2. Material and methods

2.1. Generation of 3D printed head

A listener-speci�c 3D head and ear model was gener-
ated using the framework in [9]. The 3D model was
based on a number of 3D surface scans of the hu-
man listener NH167 from the ARI database (http:
//sofaconventions.org). The scans were obtained

© S. Hirzel Verlag · EAA 1
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using a Can�eld Scienti�c Vectra M3 surface scan-
ner and were captured from di�erent angles surround-
ing the head. The surface scans were then aligned
and stitched together using a higher-order mathemat-
ical model. The complete 3D head and ear model
was post-processed and printed using the method de-
scribed in [6].

2.2. Acoustical measurements

HRTFs were measured in a semi-anechoic chamber.
Twenty-two loudspeakers were mounted on an arc at
�xed elevations from −30° to 80°, (for more details
on equipment, see [10]). The printed head was �xed
on a torso simulator (Type 4128, Brüel & Kjær) and
placed in a chair in the center of the arc, such that
the HRTFs were measured for an azimuth angle of
0°. The printed head or human subject was wearing
hearing-aid shells with microphones on both ears. Two
types of hearing-aid shells were used: behind-the-ear
(BTE) and completely-in-canal (CIC, for more details
on the hearing-aid microphones, see [6]). The micro-
phones were connected via ampli�ers to the digital
audio interface. A 1728.8-ms exponential frequency
sweep beginning at 50 Hz and ending at 20 kHz was
used to measure each HRTF. Note that in the analy-
sis, we were interested in the frequency range used by
hearing aids, i.e., up to 10 kHz only.
The HRTFs were a�ected by the loudspeaker, room,

and microphone used for the measurements. These ef-
fects can be described by the equipment transfer func-
tions (ETFs). ETFs were captured with a reference
measurement in which the microphones were placed
in the center of the arc and the room impulse response
was measured for all loudspeakers. Room re�ections
were initially removed from both the HRTFs and the
ETFs by windowing in the time domain, as it was
done in [6].
The remaining loudspeaker and microphone re-

sponses were compensated in the frequency domain.
For a given microphone k, a compensated HRTF
Ck(θ, φ) at elevation θ, and azimuth φ, was calculated
as:

Ck(θ, φ) =
Hk(θ, φ)

EF (θ)
, (1)

where Hk(θ) is the windowed raw HRTF for micro-
phone k and EF (θ) is the windowed ETF for the front
microphone in the BTE hearing aid.
In this way the HRTFs have been compensated for

room and loudspeaker responses, however they are not
compensated for the individual microphone response.
The small phase di�erences that exist between the
BTE microphones are highly important for hearing-
aid directionality [11]. We realized that the best way
to retain the phase di�erence during the post process-
ing was to use the ETF for one microphone in a set
of BTE microphones, instead of compensating each
microphone using their respective EFT. We hereby

assume that the two matched microphones in a BTE
hearing aid have equivalent microphone responses.

2.3. Conditions

The measurements were repeated under various con-
ditions. In the condition HAD, hearing aids were de-
tached from the head and re-attached before the next
measurement. In the conditions Tripod1 and Tripod2s,
the tripod carrying the torso, head, and the hear-
ing aids was removed from the arc center and placed
back. All conditions except Tripod2s were measured
�ve times. Notice that Tripod2s has a subscript s to
indicate a single measurement. Furthermore, hearing
aids were detached from the head and re-attached.
Tripod1 and Tripod2s were performed on two di�er-
ent days. In the condition Control, the measurements
were repeated without any intervention.

As a further control condition, single measurements
on the actual human listener were performed on two
di�erent days yielding Human1s and Human2s, re-
spectively. Note that the human listener was the
model for the 3D printed head, thus, the listener and
the printed head shared the same anatomical details.

All conditions were measured for both CIC and
BTE hearing aids with the exception of the condition
HAD, which was not measured for the CIC hearing
aid because of di�culties with repositioning the hear-
ing aid. The ear canal of the printed head was not as
�exible as an ear canal on a human, and insertion and
removal of the CIC was di�cult to control. Further-
more, for the CIC microphones in condition Tripod1,
only the head and torso and not the hearing aid were
repositioned.

3. Results and discussion

3.1. Within-session repetitions

Figure 1 shows spectral amplitudes of �ve HRTF mea-
surements for each of the three conditions: Control,
HAD, and Tripod1. The HRTFs are shown for the
left-frontal (LF) microphone of the BTE hearing aid
and for the exemplary direction of elevation angle of
15° (other elevation angles showed similar results). In
the �gure, the three conditions are o�set by 5 dB for
better readability. The top panel shows the absolute
amplitudes and the bottom panel shows the ampli-
tudes relative to the average. It appears that from
Control over HAD to Tripod1, the measurement rep-
etition had more and more e�ect. This is in agreement
with the measurement conditions, because from Con-
trol over HAD to Tripod1, more and more parts have
been re-positioned between the measurements. Nev-
ertheless, the variability is below 1 dB in most cases.

Figure 2 which shows HRTF magnitude spectra
based on a single measurement for conditions Con-
trol, HAD, and Tripod1 measurements. The HRTFs
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Figure 1. HRTF magnitude spectra for elevation of 15° and
conditions Control, HAD, and Tripod1, each repeated �ve
times. Top panel: Absolute magnitudes with an o�set of
5 dB between conditions. Bottom panel: Deviation from
the average with an o�set of 1 dB between conditions for
visualization purposes.

seem to be similar in the three conditions for all el-
evation angles, supporting that the �ndings for the
single elevation shown in detail in Figure 1 are gen-
eral. In order to quantitatively analyze the variabil-

Figure 2. HRTF magnitude spectra in the median plane
(as function of elevation angle). Color encodes the relative
magnitude in dB. F, T, R indicate the front, top, and rear
directions, respectively.

ity for all tested directions and hearing aids, spectral
standard deviations (SDs) were calculated across the
�ve measurements for each frequency and condition.
The average across frequency of these SDs calculated
between 0.2 and 10 kHz is shown in Table I. A very
small variability is observed in the condition Control,
with a standard deviation of 0.01 dB. The obtained
HRTFs were practically identical, leading to deviation

BTE CIC
LF LR RF RR L R

Control 0.01 0.01 0.01 0.01 0.03 0.03
HAD 0.46 0.60 0.36 0.53 - -
Tripod1 0.34 0.39 0.41 0.72 0.56 0.58

Table I. Standard deviations (in dB) calculated for the �ve
repetitions for each elevation angle and averaged over the
frequency range from 0.2 to 10 kHz. BTE microphones:
left front (LF), left rear (LR), right front (RF) and right
rear (RR). CIC microphones: left (L) and right (R).

close to zero. The HRTFs measured in the condition
HAD showed an average SD of 0.46 dB, which indi-
cates less reliability than that found in the condition
Control, however still providing reasonable reliability.
Even in the condition HAD, the HRTFs were quite
similar, however frequency dependent variability was
observed, with larger deviations at higher frequencies.
The condition Tripod1 was similar to the condition
HAD, with an average SD of 0.34 dB. Also in the
condition Tripod1, the deviations were frequency de-
pendent, with larger variability at higher frequencies.
In addition, larger deviations were also observed at
lower frequencies.
The similar reliability in the conditions HAD and

Tripod1 indicates that the exact position of the
printed head was less important than the position of
the hearing aids. It therefore appears that the vari-
ability in the Tripod1 condition was caused mainly
by small errors in re-positioning the hearing aids. The
larger variability between measurements at higher
frequencies seems reasonable, since both conditions,
HAD and Tripod1 were subject to small changes in
hearing-aid position. The condition Tripod1 also re-
vealed variability at lower frequencies (below 1 kHz),
which indicates that the re-positioning of the head
and torso involved larger position changes.
Table I shows SDs for four microphones of the BTE

hearing aids (2 microphones per ear) and for both mi-
crophones of the CIC hearing aids (1 microphone per
ear). Note that the conditions HAD was not measured
for the CIC hearing aid because of di�culties with
repositioning the hearing aid. Table I shows that the
SDs were similar across microphones for each condi-
tion indicating that the variability does not depend
on the type of the hearing aid. Notice that the CIC
hearing aid has a SD comparable to the BTE for the
Tripod case even though the hearing aid was not repo-
sitioned. The CIC measurements might be more sensi-
tive towards movements of the printed head, because
pinna e�ects arise due to the hearing aid position in
the ear canal.

3.2. Across-session repetition

Figure 3 compares two HRTFs across two measure-
ment sessions for both the printed head and the hu-

3
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Figure 3. HRTF magnitude spectra for elevation 15° and
measurements Tripod11 and Tripod2s, and Human1s and
Human2s. Top panel: Absolute magnitudes with an o�set
of 10 dB between conditions for visualization purposes.
Bottom panel: Deviation from the average. Notice the mir-
rored curves, which occur because the mean is calculated
from only two samples.

man subject. The measurements used are the �rst
Tripod1 measurement, Tripod11, Tripod2s, Human1s
and Human2s. The average SDs were 0.88 and 1.5
dB for the two conditions, respectively. The varia-
tion between measurements from di�erent sessions are
clearly larger than that from the same session. Be-
tween the sessions, changes in the measurement setup
such as re-positioning of acoustic damping material on
�oor and equipment, re-wiring of the hearing aids, as
well as small temperature changes might have been
involved. The variation in our HRTFs measured at
di�erent days is comparable to the variations shown
in [7] measured under similar conditions.

A larger SD was obtained for the Human1s and
Human2s measurements, as compared to the SD ob-
tained for the Tripod11 and Tripod2s. This corre-
sponds to a larger variability when HRTFs are mea-
sured for the actual human listener than when mea-
sured using the printed head. The higher variabil-
ity is most likely the result of small but unavoidable
movements of the head and body, for instance due to
breathing. These issues are not involved in measure-
ments performed on the printed head, being re�ected
in smaller SD and thus better reliability of the mea-
surements using the printed head.

4. Conclusions

Repeating HRTF measurements yields a variability
in the results. Simple repetition without any reposi-
tioning of the microphones were very reliable, show-

ing standard deviations about 0.01 dB. Repositioning
of the hearing aids had a larger e�ect on the relia-
bility, with standard deviations up to 0.6 dB. Addi-
tional repositioning of the printed head did not sub-
stantially increase the variability. HRTFs measured in
di�erent sessions, however, showed a larger variability
attributed to less controlled measurement conditions.
Finally, measurements with an actual human listener
showed more variability than those with a printed
head, most probably due to small head or body move-
ments, which are unavoidable when dealing with a
human listener. Our results indicates that the relia-
bility of HRTF measurements with human listeners
has its limitations, but that more reliable HRTFs can
be measured when using a head simulator instead.
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We present a comparison of front-omni, hyper-cardioid, HATS-optimized (Brüel & Kjær head and torso
simulator) and directional filters individually optimized from head related transfer functions (HRTFs), all
measured on a behind-the-ear (BTE) hearing aid for four human test subjects. Furthermore, an optimal filter
is calculated using finite element method (FEM) simulated HRTFs based on a listener-specific head model
for one of the test subjects. We show that the simulated optimal filter results in a high Articulation-Index
weighted Directivity Index (AI-DI) value, however the improvement compared to using the non-individualized
filters, hyper-cardioid and HATS, is limited in this example. Based on AI-DI values for all four test subjects,
found with the hyper-cardioid and HATS filters, we suggest that some individuals might have a larger benefit
from a simulated listener-specific directional filter than seen in the aforementioned example.

PACS numbers: Valid PACS appear here
Keywords: Directivity, BTE hearing aid optimization, listener-specific directionality, acoustic measurements,
acoustic simulations

I. INTRODUCTION

The primary purpose of a hearing aid is to provide
amplification to make soft sounds audible to the hear-
ing impaired user. However, a classical hearing impaired
individual (sensorineural hearing loss) has more deficits
than a lower sensitivity to sounds. These deficits include
a lower dynamic range, a reduced frequency resolution,
and a reduced temporal resolution. These are all issues
that reduce speech intelligibility, even though a compres-
sor to some extend can compensate for a lower dynamic
range and a reduced temporal resolution.

Dillon1 states with the benefits of a modern well fitted
hearing aid, only two methods have proven to increasing
intelligibility further. The first method is move the mi-
crophone closer to the source and the other method is to
suppress off-target sound using a directional microphone.
Since it is not always practical to move the microphone
closer to the source, the directional microphone is of great
importance for improving intelligibility in modern hear-
ing aids.

A directional microphone works by combining the
acoustical input from two omni-directional microphones,
using a set of directional filters. The performance of a
directional microphone is often measured in terms of the
AI-DI (Articulation-Index weighted Directivity Index).
The theoretical maximum AI-DI of a standard hearing
aid directional microphone is 6 dB, and in critical listen-
ing conditions an additional 1 dB of AI-DI corresponds
to about 10 % better speech understanding1.

Today, the directional filters are designed once for each

a)Electronic mail: sthar@dtu.dk

hearing-aid model, with the objective of obtaining the
best possible AI-DI average across the population. Such
an average filter is usually obtained by optimizing the
directional filters with respect to AI-DI using head re-
lated transfer functions (HRTFs) measured on a head
and torso simulator, such as the Brüel & Kjær HATS. It
is, however, known that the directional microphone per-
formance varies considerably across the population. Va-
lente et al.2 reported a mean advantage in signal-to-noise
ratio (loudspeaker at 0 degree, noise at 180 degree az-
imuth) of 7.4 dB using a directional microphone instead
of an omni-directional microphone. The individual SNRs
were ranging from 3.5 dB to 16.1 dB, with a standard
deviation of 3.0 dB. The varying individual gain from
using directional microphones suggests that the HATS-
optimized directional filters might be less than optimal
for the individual hearing-aid user.

The solution to obtaining optimal directionality for
the individual hearing-aid user is, in principle, straight-
forward. Acoustical measurements taken from a large
number of loudspeakers positioned on a sphere around
the hearing-aid user can be used for individual optimiza-
tion of the directional filters3,4. Such measurements are,
however, very cumbersome and completely intractable in
clinical practice.

It has been proposed3 to replace the aforementioned
elaborate acoustical measurements with numerical simu-
lations, for instance based on the FEM (Finite Element
Method). This approach requires an accurate 3D geomet-
rical representation of the individual hearing-aid user’s
head. Such an individual 3D head model can be ob-
tained using for instance the surface scanning, stitching
and meshing procedure proposed by Harder et al.5. It is
however intractable to acquire an expensive 3D surface
scanner in a typical clinic. The possibility of obtaining
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3D head models from simple 2D images is therefore at-
tractive. Estimation of 3D structures based on 2D images
is an on-going research theme in the field of multiple-view
geometry6 where highly calibrated camera setups are nor-
mally used. Alternatively, strong statistical priors can be
used to predict structures with known statistical shape
priors from one or a few 2D projections. In particular,
it has proven possible to estimate the 3D anatomy of
human faces from frontal photos7. This approach can
potentially be extended to predict the entire head shape.

In this paper we examine part of the question of inter-
est: Given an accurate listener-specific 3D head model,
is it possible to obtain maximal directivity using FEM
simulations?

We compute the maximal listener-specific directivity
using HRTFs measured on a behind-the-ear (BTE) hear-
ing aid, and we investigate how close to the maximal
directivity one can get using simulated data for the
optimization. Optimal listener-specific directional fil-
ters are calculated using state-of-the-art measurements of
listener-specific HRTFs. Furthermore, we use a listener-
specific 3D head model for FEM simulations of HRTFs.
The simulated HRTFs are applied to calculate optimal
directional filters, and the two cases are compared using
DI-curves and AI-DI values.

II. MATERIAL AND METHODS

A. Acoustical Measurements

The acoustical measurements employed in this paper
were carried out using the same method and measure-
ment setup that was described in Harder et al.8. In
Harder et al.8 a set of HRTFs were measured for a micro-
phone placed in the ear canal. Here we measure HRTFs
for microphones build into a BTE hearing-aid shell. Data
measured with the same setup has furthermore been pub-
lished in Harder et al.9, where repeated HRTF measure-
ments for microphones in a BTE shell were analyzed us-
ing frontal source positions (azimuth angle = 0 ◦). For
completeness, we here provide a brief summary of the
measurement procedure. The keen reader can find more
details in Harder et al.8.

The HRTFs were measured in a semi-anechoic cham-
ber. Twenty-two loudspeakers were mounted on an arc
at fixed elevations ranging from −30 ◦ to 80 ◦. All equip-
ment was covered with acoustic damping material. The
human test subject was placed in a chair in the center
of the arc. The human subject was wearing BTE shells
with microphones and connecters on both ears. An expo-
nential frequency sweep beginning at 50 Hz and ending
at 20 kHz was used to measure each HRTF.

A tracking sensor was mounted on top of the listeners
head to assure that head movements were within a set of
valid ranges. The ranges were set to ±2.5 cm for position,
±2.5 ◦ for azimuth, and ±5 ◦ for elevation and roll. A
complete measurement session lasted for approximately

20 minutes and a total of 1550 HRTFs were measured for
each listener.

For this particular study HRTF of four listeners
(NH166, NH167, NH168 and NH170) were measured.
The naming convention follow the ARI database http:
//sofaconventions.org, where all data is available.

B. Post-processing

The purpose of the post-processing method is to re-
move room and loudspeaker responses from the HRTF
data, with a focus on maintaining the small phase dif-
ferences that exist between the BTE microphones. This
method was presented in Harder et al.9.

For each raw HRTF, head-related impulse responses
(HRIRs), i.e., the inverse Fourier transform, was calcu-
lated, yielding the raw HRIRs. The raw HRTFs were
affected by both the loudspeaker, room and microphone
used for the measurements. These effects can be de-
scribed by the equipment transfer functions (ETFs),
which were derived from a reference measurement in
which the BTE microphones were placed in the center
of the arc and the impulse response was measured for all
loudspeakers. A set of ETFs were measured each time
before the HRTF measurement of a subject.

For a given microphone k, a compensated HRTF
Ck(θ, φ) at elevation θ, and azimuth φ, was calculated
in the frequency domain:

Ck(θ, φ) =
Hk(θ, φ)

EF (θ)
, (1)

where Hk(θ) is the windowed raw HRTF for microphone
k and EF (θ) is the windowed ETF for the front micro-
phone in the BTE hearing aid.

In this way the HRTFs have been compensated for
room and loudspeaker responses, however they are not
compensated for the individual microphone response.
The small phase differences that exist between the BTE
microphones are highly important with respect to direc-
tivity. We learned that the best way to retain the phase
difference during the post processing was to use the ETF
for the same microphone for a set of BTE microphones,
instead of compensating each microphone using their re-
spective EFT.

C. FEM Simulations

A listener-specific head and ear model of test subject
167 was required for the FEM simulations. A framework
for generating listener-specific head models was presented
in Harder et al.5, and in Harder et al.8 we used a listener-
specific head model of subject 167 for FEM simulations
of a microphone placed in the ear canal. Here we use
the same head and ear model for FEM simulations of the
microphones in a BTE hearing aid.
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Simulating HRTFs for a BTE hearing aid placed on
top of the ear requires two tasks; placement of the BTE
hearing aid including a deflection of the pinna, and a
harmonical simulation resulting in HRTFs. Both simu-
lations were performed in ANSYS 15.0.

1. BTE placement

The position of the hearing aid when worn is deter-
mined by its own shape and by the shape of the ear. In
the physical world, the hearing aid is placed on the ear
by pressing it down and letting go. Then the ear will de-
flect and hold the hearing aid in place, and the hearing
aid’s final position will be determined by the forces and
friction between the ear and hearing aid.

A similar procedure was used in a static structural sim-
ulation: the hearing aid was forced on the ear by a dis-
placement, and then released. As in the physical world,
when the hearing aid is released, the ear deforms, and
the hearing aid position depends on the contact between
ear and instrument, and on the stiffness of the ear.

The BTE placement was based on the 3D head model
from Harder et al.8 and a 3D geometry of a standard BTE
shell. To save calculation time, the ear was cut from the
rest of the head model. A mesh was generated for the
simulation with 25,580 nodes for the ear and 4,754 nodes
for the hearing aid. The ear model was constrained with
fixed nodes on all the cut surfaces.

Our calculations consisted of three sub-steps, see Fig-
ure 1. In Figure 1a there is no displacement yet, however
the BTE hearing aid and ear are in contact. In Figure 1b
the BTE has a maximal displacement and in Figure 1c
the BTE has been released. We used a stiffness with 4
MPa Young’s modul and 0.4 Poisson’s ratio, which cor-
responds to a soft silicone material, and the contact was
defined as ‘frictional’ with a coefficient of 0.5.

After the simulation, the deformed mesh of the ear
and hearing aid was saved in Initial Graphics Exchange
Specification (IGES) format and then re-imported into
the head, replacing the undeformed ear and hearing aid
in it’s original position. The updated geometry was then
used for the simulation.

2. Acoustical simulations

The acoustical simulations were based on the head ge-
ometry obtained in Harder et al.8 with the BTE place-
ment and pinna bending calculated in Section II C 1. The
head was mounted on a virtual model of the Brüel &
Kjær torso simulator. An air-filled box with dimensions
420 mm×700 mm×250 mm was created around the head
and torso, and the model was subtracted from the box.
The outcome is the air surrounding the model. A 40 mm
perfectly matched layer (PML) was added to the outside
of the inner air-box. The PML assures that sound radi-
ated from the inner air part are not reflected back. The

default setting for attenuation in the PML region was
used (0.001 or −60 dB), yielding 120 dB total attenua-
tion of the sound field reflected from the PML.

The head geometry was meshed with first-order acous-
tical elements (ANSYS type 30). In order to reduce cal-
culation times two meshes were created: one for frequen-
cies below 7.5 kHz and one for frequencies up to 10 kHz.
Both meshes were refined at the ears to an average edge
length of 1 mm. The 7.5-kHz mesh had a length of 6
mm for the rest of the model, whereas the 10-kHz mesh
used a length of 4 mm for the rest of the model. The
re-meshing method was ‘Hex dominant’ for both meshes.
A hexahedral mesh was preferred to a tetrahedral mesh,
since it produces a mesh with less nodes. The 7.5-kHz
mesh contained 1.1 million nodes, whereas the 10-kHz
mesh contained 2.3 million nodes.

In the acoustical measurement setup (see Section II A),
loudspeakers surrounding the head generated the sound
and the microphones captured the sound pressure. In the
simulation, the reciprocal approach was used10,11: the
sound source was placed at the microphone position, and
the sound pressure level was calculated on a sphere sur-
rounding the head. The reciprocal approach yields iden-
tial results to the direct approach, but the simulation can
be performed for all sound-source directions in a single
simulation step12.

The simulation was performed for a total of 54 linearly
spaced frequencies from 187.5 to 10,125 Hz and for the
front and rear microphones incorporated into the BTE
shell on the left ear. The resulting far field was evaluated
in vertical and horizontal angle steps of 2.5 degrees at
a distance of 1.2 m. However, in this paper we only
use 1550 source positions, equivalent to the experimental
setup used for measuring HRTFs.

Furthermore, a free-field transfer function was simu-
lated and used as a reference for the other simulations,
resulting in a set of simulated HRTFs comparable to
the measured HRTFs described in Section II A. In this
way both measured and simulated HRTFs were ratios of
sound pressures at a microphone on the head and at a
microphone in the center of the head (head absent).

D. 3D DI method

The directivity index (DI) is a measure of how much
sound is received from the frontal position, zero elevation
and azimuth angle, compared to how much sound is re-
ceived from all other directions. Equation 2 contains a
mathematical description of the DI.

DI(f) = 10 log10




4π|p(0, 0)|2∫ 2π

0

∫ π

0

|p(θ, φ)|2 sin(θ)dθdφ


 , (2)

where |p(0, 0)|2 is the magnitude-squared on-axis sound-
pressure microphone response to a plane wave and
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(a) Initial position. (b) Maximal displacement. (c) Final position.

FIG. 1: The three step BTE placement. A displacement is applied to the hearing aid at the initial position,
whereupon the hearing aid is released. The final position is determined by the shape of the ear and hearing aid, the

stiffness of the ear and the frictional forces between ear and hearing aid.

|p(θ, φ)|2 is the spatially averaged magnitude-squared
sound pressure microphone response.

As explained in Dittberner13, the on-axis free-field re-
sponse of a microphone is easily computed. However, the
spatially averaged response is not easily computed. We
utilize the free-field method described by Dittberner to
calculate the spatially averaged response13:

DI(f) = 10 log10




4π · |p(0, 0)|2
2π
∆φ∑

m=1

π
∆θ∑

n=1

|p(θn, φm)|2 sin(θn)∆θ∆φ



,

(3)
where the spatially averaged response is estimated from a
discrete number of source positions that should be evenly
distributed on a sphere surrounding the head.

According to Equation 3 it is of great importance when
calculating DI that the source positions are evenly dis-
tributed on the sphere surrounding the head. In our case,
we have measurement data where the source positions
are not evenly distributed on a sphere, see Section II A.
Source positions are missing for elevation angles below
−30 ◦ and the frontal part is more densely sampled.

We developed a weighting scheme, inspired by the
method by Dittberner et al.13, that accounts for an un-
even distribution of source positions. In Dittberner et
al.13 the number of azimuth angles per elevation is cal-
culated based on the surface area that each elevation an-
gle covers of the entire sphere. Here, the basic idea is to
calculate the surface area covered by a particular source

position and weigh the measurement for that position ac-
cordingly. Positions with a large surface area are given
a large weight, whereas smaller surface areas are given a
smaller weight.

The surface area of a sphere slice covered by the ith
elevation θi is:

SE(θi) =

∫ ui

li

2πg(z)
√

1 + [g′(z)]2dz, (4)

where g =
√

1− z2, ui = θi +
(
θ(i+1)−θi

2

)
and li = θi −(

θi−θ(i−1)

2

)
. Here it is assumed that g revolves around

the z-axis and that the radius of the sphere is one (the
radius is insignificant, since only ratios are considered).
The boundaries ui and li are positions on the z-axis and
are calculated as the sine of the angular-boundaries of a
given elevation.

The surface area, SEA, for the ith elevation and jth
azimuth angle is now given by:

SEA(θi, φj) =
(φj+1 − φj−1)/2

2π
· SE(θi). (5)

Each measurement point is weighed according to the size
of the surface area that it covers, using the weights cal-
culated in Equation 6:

α(θ, φ) =
SEA(θ, φ)

4π
. (6)
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The final computation of DI, as a function of frequency,
is:

DI(f) =
4π|C(0, 0)|2

∑M
m=1 |C(θm, φm)|2 · α(θm, φm)

, (7)

where (θm, φm) is the mth source position and where M
is the total number of source positions.

E. Optimization of DI

Equation 7 provides a DI value calculated for a sin-
gle set of HRTFs. One can however also combine two
or more omni-directional microphones to achieve a di-
rectional microphone. Here a BTE hearing aid, which
combines two omni-directional microphones, is of inter-
est. The response from such a directional-microphone
becomes:

CD(θ, φ) = CF (θ, φ)w1 + CR(θ, φ)w2, (8)

where CF (θ, φ) and CR(θ, φ) are the HRTFs for the front
and rear microphone, respectively, and w1 and w2 are
complex weights.

Using matrix notation:

CD = Cw, (9)

where C =




CF (0, 0) CR(0, 0)
...

...
CF (θm, φm) CR(θm, φm)


 and w =

[
w1

w2

]
.

We are optimizing Equation 7 using a directional mi-
crophone as defined in Equation 8 and 9:

DI(f) =
4π|CD(0, 0)|2

∑M
m=1 |CD(θm, φm)|2 · α(θm, φm)

∝ (C0w)H(C0w)

(Cαw)H(Cαw)
,

(10)

where H denotes the complex conjugate transpose,

C0 = [CF (0, 0) CR(0, 0)] (11)

and

Cα =



CF (0, 0)
√
α(0, 0) CR(0, 0)

√
α(0, 0)

...
...

CF (θm, φm)
√
α(θm, φm) CR(θm, φm)

√
α(θm, φm)


 .

(12)
The cost function in Equation 10 can be optimized using
the generalized eigenvalue method as suggested in Gay
et al.14. Here w is found as the eigenvector correspond-
ing to the maximum generalized eigenvalue. We use the
Matlab function eig in our optimization procedure.

1. Evaluation on free-field model

The DI method described in Equation 7 was evalu-
ated using a set of synthesized data representing two
microphones in free field placed 10 mm apart, resem-
bling a BTE hearing aid. The front microphone was
placed in the center of the coordinate system and the
rear microphone was placed 10 mm away along the nega-
tive x-direction. Equation 13 was used to synthesize the
free-field HRTFs, CFF , for each frequency, f , and source
position, (θ, φ), individually:

CFF (f, θ, φ) = exp

(−i2πfd cos(ρ(θ, φ))

c

)
, (13)

where d is the distance from the center of the coordinate
system along the x-axis, ρ(θ, φ) is the angle between the
x-axis and a given source position (θ, φ).

Two sets of source positions were evaluated. The first
set consisted of the 1550 source positions that was used
for the measurements. The second set consisted of the
1550 source positions plus an additional 448 source posi-
tions to cover the missing data on the lower part of the
sphere, resulting in 1998 positions. The two set of HRTFs
are from now on referred to as Syn1550 and Syn1998.

Figure 2 left and right show DI as a function of fre-
quency for Syn1998 and Syn1550, respectively. Front-
omni, cardioid, and optimal filters according to Equa-
tion 10 to 12 are used to calculate DI curves. The car-
dioid and optimal cases both show a roll-off above 10
kHz, which arise because the wavelength becomes com-
parable to the distance between the microphones. It is
reassuring to observe that our optimal DI value is equal
to 6 dB corresponding to the theoretically optimal hyper-
cardioid1.

It is common practice to average over frequencies to ob-
tain a single DI value13. However, it is not the entire fre-
quency range that is important for speech intelligibility.
The articulation index (AI)13 is a frequency weighting
scheme where frequencies that are important for speech
is weighted high. We calculate an articulation index di-
rectivity index (AI-DI) for the cases omni, hyper-cardioid
and optimal for both Syn1998 and Syn1550. The values
are seen in Table I. The table also contain ‘asymptoti-
cal’ DI (AS-DI) values, which are the values that the DI-
curves approximate when frequencies tend towards zero,
see Figure 2.

The evaluation of our 3D DI surface-area weighting
method reveals that the theoretically correct AS-DI val-
ues were obtained for Syn1998, where points on a com-
plete sphere were available. For Syn1550, where points
were missing in the lower part of the sphere the AS-DI
values dropped 0.2 and 0.4 dB for the hyper-cardioid and
optimal filers, respectively. The error can be contributed
to the missing source positions in the lower part of the
sphere.

AI-DI values are calculated for Syn1998 and Syn1550,
which show a maximal drop of 0.2 dB compared to the
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FIG. 2: DI-curves calculated based on free-field HRTFs. Left: Syn1998, Right: Syn1550.

Front-omni Cardioid Optimal

A
S
-D

I Theoretical 0.0 dB 4.8 dB 6.0 dB
Syn1998 0.0 dB 4.8 dB 6.0 dB
Syn1550 0.0 dB 4.6 dB 5.6 dB

A
I-
D
I Syn1998 0.0 dB 4.6 dB 5.9 dB

Syn1550 0.0 dB 4.5 dB 5.6 dB
Unw1550 0.0 dB 3.6 dB 4.4 dB

TABLE I: AI-DI and asymptotical DI (AS-DI) values.
Theoretical values are obtained from1, whereas the

remaining values are calculated based on synthesized
free-field HRTFs for a BTE. Unw1550 show the

unweighted Syn1550.

AS-DI values. These deviations are solely due to the roll-
off caused by microphone distance.

Unweighted AI-DI values, Unw1550, are also calculated
for Syn1550. They show a dramatic drop in AI-DI value
of 0.9 and 1.2 dB compared to the Syn1550, which has
been weighted according to our DI weighting scheme.
This shows that our DI weighting scheme, to a great ex-
tend, compensates for the missing source positions, even
when source positions are missing on a large region of the
sphere.

III. RESULTS

The major goal of this paper is to investigate if max-
imum directionality can be approximated by optimizing
filters using HRTFs simulated from a listener-specific
head model. Figure 3 contains DI as a function of
frequency for optimal, front-omni, hyper-cardioid and
HATS-optimized filters. All four results are from the
left ear. The HATS filter is obtained using HRTF mea-
surements on a HATS (Brüel & Kjær) head and torso
simulator in the horizontal plane. The HATS filter is cal-

culated as a mean of the filters obtained from the left and
the right ear measurements. The optimal filters are cal-
culated using the method described in Section II E. For
test subject 167 filters optimized from a set of simulated
HRTFs are included. The curves are all logarithmically
smoothed with a 1/3-octave wide rectangular window to
obtain patterns which can be compared more easily.

Figure 3 reveals first of all that the omni-directional
microphone has a very fluctuating DI-curve. At some
frequencies the omni has DI values as low as −5 to −10
dB, which are seen as large dips in the DI-curves at 1
and 3 kHz. These dips probably arise due to reflections
from torso, thighs, or equipment.

Furthermore the figure reveals that the optimized DI-
curve is frequency dependent, with a lower directionality
at high frequencies (above 5 kHz). This tendency is less
clear for subject NH166. For low frequencies (below 1
kHz) the gain in directionality between front-omni and
optimal filters are relatively constant between 4 to 6 dB,
for the different individuals.

The hyper-cardioid and HATS-optimized filters have
a varying performance for the different individuals. The
hyper-cardioid performs almost as good as the optimal
filter for subject NH166 and NH167, however the perfor-
mance decreases a bit for subject NH168 and even more
for subject NH170. The HATS filters are in general worse
than the hyper-cardioid filters. The HATS-filter curve
has a tendency to decrease for low frequencies, which
could be caused by a mismatch between the microphone
pairs used for the human and the HATS measurements.
The mismatch tendency is not seen for subject NH170,
in this case indicating that the microphone pairs are pos-
sibly better matched.

It is surprising that our data indicates that a theoret-
ical hyper-cardioid filter provides higher directivity than
a HATS-optimized filter. However, our HATS filters are
based on two measurements, whereas HATS filters in a
commercial hearing aid would be an average over several
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(a) Subject 166.
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(b) Subject 167.
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(c) Subject 168.
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(d) Subject 170.

FIG. 3: DI-curves calculated based on measured HRTFs on the left ear. Optimal, front-omni, hyper-cardioid, and
HATS-optimized filters are applied. For test subject NH167 filters optimized on simulated HRTFs are included.

measurements. This would probably provide a filter that
is more robust towards for example hearing aid position.
Furthermore, our HATS filter is measured using a single
microphone pair, which probably to some degree suffer
from a microphone mismatch. The microphone pair used
for commercial HATS filter measurements, would proba-
bly be chosen so that they match very well, or the filters
could be an average of several microphone pairs evening
out microphone mismatches.

Test subject NH167 is also evaluated using filters op-
timized on simulated HRTFs. The DI-curve is seen in
Figure 3b. The performance of the filters for the sim-
ulated data is quite high, however comparable to the
performance obtained for the hyper-cardioid or HATS-
optimized filters.

Table II sums up the frequency dependent DI-values
in terms of AI-DI values. Besides the data already pre-
sented for the four test subjects, Table II also contains a

remeasurement of subject NH167, named NH167-2. Fur-
thermore, data from the right ears have been included.
The table reveals an increase in AI-DI value of 0.6 and 0.3
dB for the two NH167 measurements, when the filters are
changed from HATS-optimized to simulated. The differ-
ence between hyper-cardioid and simulated AI-DI values
is however 0.1 and −0.1 dB, suggesting no improvement
in directivity from using individually simulated filters.
However, looking at the other test subjects, it is noticed
that the hyper-cardioid and HATS-optimized filters per-
form very well for some individuals and worse for others.
Subject NH167 has a very high AI-DI with the hyper-
cardioid and also with the HATS-optimized filters, which
means that there is very little room for improving the AI-
DI using simulated filters.

The inter-individual variation for the optimal AI-DI
values in the second column in Table II is also worth
noticing. The AI-DI values have a mean of 3.2 dB and a
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standard deviation of 0.4 dB. It is striking that one indi-
vidual can achieve an AI-DI value of 4.1 dB while another
individual has to settle with 2.6 dB. Furthermore, notice
that measurement NH167-2 has an inter-ear difference
of 0.9 dB using optimal filters, while the inter-ear dif-
ference is 0.0 dB for measurement NH167 even though
the two measurements are performed on the same indi-
vidual. This finding suggests that the AI-DI values are
dependent on other aspects than head and ear shape. We
believe that differences in hearing-aid placement between
the measurement series is the most likely explanation for
these deviations.

Relative to F.O.
F.O. Opt. Opt. H.C. HATS Sim.

NH166 L -2.1 3.3 5.4 5.1 4.7 -
NH166 R -1.8 3.1 4.9 4.3 4.0 -
NH167 L -2.0 2.8 4.8 4.2 3.7 4.3
NH167 R -2.4 2.8 5.2 4.7 4.3 -
NH167-2 L -2.4 2.6 5.0 4.6 4.2 4.5
NH167-2 R -2.1 3.5 5.6 5.3 5.0 -
NH168 L -1.1 3.6 4.7 4.0 3.6 -
NH168 R -2.0 3.1 5.1 4.4 3.9 -
NH170 L -2.9 3.2 6.1 5.0 4.9 -
NH170 R -1.3 4.1 5.4 5.1 4.8 -
NH169 L -1.9 3.2 5.1 4.8 4.4 4.8
NH169 R -2.0 3.3 5.3 5.1 4.7 -

Mean -2.0 3.2 5.2 4.7 4.4 -
SD 0.5 0.4 0.4 0.4 0.5 -

TABLE II: AI-DI values calculated from measured
HRTFs. Optimal (Opt.), hyper-cardioid (H.C.), HATS,

and simulated (Sim.) values are given relative to
front-omni. Mean and standard deviations (SD) are

also provided for most filters.

A. Printed head model

We previously presented a method for printing a 3D
head from a listener-specific head model8. The 3D
printed head was based on the 3D head model used for
the FEM simulations in Section II C. The 3D printed
head was mounted on a HATS torso and was, similar to
the human test subjects, equipped with a BTE shell and
exposed to the acoustical measurements explained in Sec-
tion II A. Front-omni, hyper-Cardioid, HATS-optimized,
and simulated filters were applied to the HRTFs and a
DI was calculated using the proposed weighting method.
The DIs are shown as function of frequency in Figure 4.
Notice that the simulated filter performs almost equal
to the optimal filter. This suggests that the simula-
tion has better agreement with HRTF measurements on
the printed head than with measurements on the real
human test subject. The better agreement could for
instance arise due to more similar geometries (virtual

model vs. human head/printed model) or more simi-
lar acoustic properties of material (virtual material vs.
human skin/printing material). This suggests that our
virtual head model has geometrical errors, and that a
more accurate model would provide simulated AI-DI val-
ues which approached the optimal filters to a higher de-
gree.
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FIG. 4: DI-curves calculated based on left ear measured
HRTFs for test subject NH169 (printed head model).

IV. DISCUSSION AND CONCLUSIONS

We showed that FEM simulations on a listener-specific
3D head model can provide directional filters that gives
a relatively high AI-DI for the individual listener. Both
AI-DI values and DI curves were calculated for front-
omni, hyper-cardioid, HATS-optimized, and optimal fil-
ters. The gain obtained by changing from HATS or
hyper-cardioid filters to simulated listener-specific filters
was very limited or not existing for test subject NH167,
since both HATS and hyper-cardioid filters perform very
well.

We also presented optimal, front-omni, hyper-cardioid,
HATS, and optimal AI-DI values for four human test sub-
jects (eight ears) and DI curves for the left ear of each test
subject. Our results suggests that there is a difference
between the directivity obtained for the individual lis-
tener using the non-individualized filters. Because some
individuals may benefit less from the non-individualized
filters, they might have a larger benefit from having sim-
ulated individual filters than test subject NH167. The
HATS filters, that we believe are somewhat similar to
the filters used in commercial hearing aids, are measured
for a head and torso simulator that represents an average
of the human adult population. Since children have dif-
ferent head sizes and different proportions than an adult,
we believe that children might benefit more from listener-
specific simulated filters than adults. Other groups of
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people who have head or ear geometries that are very
different from the HATS geometry might also have larger
benefit of a more listener-specific directional filter.

Acoustical measurements were also performed on a
3D printed version of the listener-specific head used for
the FEM simulations. Both front-omni, hyper-cardioid,
HATS, optimal and simulated optimal filters were ap-
plied and DI curves were generated. The result was
that the hyper-cardioid and simulated optimal filters per-
formed equally well and almost as well as the optimal fil-
ter. This indicates that the simulation are more similar
to measurements on the 3D printed head than measure-
ments on the human subject. We suggest that the larger
difference between simulation and human measurements
could arise due to small geometrical errors in the head
model or due to differences in acoustical properties be-
tween human skin and virtual material properties in the
simulation.
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