
 
 
General rights 
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright 
owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights. 
 

 Users may download and print one copy of any publication from the public portal for the purpose of private study or research. 

 You may not further distribute the material or use it for any profit-making activity or commercial gain 

 You may freely distribute the URL identifying the publication in the public portal 
 
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately 
and investigate your claim. 
  
 

   

 

 

Downloaded from orbit.dtu.dk on: May 26, 2023

Investigation of Transverse Oscillation Method

Udesen, Jesper; Jensen, Jørgen Arendt

Published in:
I E E E Transactions on Ultrasonics, Ferroelectrics and Frequency Control

Link to article, DOI:
10.1109/TUFFC.2006.1632686

Publication date:
2006

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):
Udesen, J., & Jensen, J. A. (2006). Investigation of Transverse Oscillation Method. I E E E Transactions on
Ultrasonics, Ferroelectrics and Frequency Control, 53(5), 959-971.
https://doi.org/10.1109/TUFFC.2006.1632686

https://doi.org/10.1109/TUFFC.2006.1632686
https://orbit.dtu.dk/en/publications/5602007b-d300-4346-b208-94d0aa4364f2
https://doi.org/10.1109/TUFFC.2006.1632686


ieee transactions on ultrasonics, ferroelectrics, and frequency control, vol. 53, no. 5, may 2006 959

Investigation of Transverse Oscillation Method
Jesper Udesen and Jørgen Arendt Jensen, Senior Member, IEEE

Abstract—Conventional ultrasound scanners can display
only the axial component of the blood velocity vector, which
is a significant limitation when vessels nearly parallel to the
skin surface are scanned. The transverse oscillation (TO)
method overcomes this limitation by introducing a TO and
an axial oscillation in the pulse echo field. The theory be-
hind the creation of the double oscillation pulse echo field
is explained as well as the theory behind the estimation of
the vector velocity. A parameter study of the method is
performed, using the ultrasound simulation program Field
II. A virtual linear-array transducer with center frequency
7 MHz and 128 active elements is created, and a virtual
blood vessel of radius 6.4 mm is simulated.

The performance of the TO method is found around an
initial point in the parameter space. The parameters varied
are: flow angle, transmit focus depth, receive apodization,
pulse length, transverse wave length, number of emissions,
signal-to-noise ratio (SNR), and type of echo-canceling filter
used.

Using an experimental scanner, the performance of the
TO method is evaluated. An experimental flowrig is used
to create laminar parabolic flow in a blood mimicking fluid,
and the fluid is scanned under different flow-to-beam angles.
The relative standard deviation on the transverse velocity
estimate is found to be less than 10% for all angles between
50� and 90�. Furthermore, the TO method is evaluated in
the flowrig using pulsatile flow, which resembles the flow in
the femoral artery. The estimated volume flow as a func-
tion of time is compared to the volume flow derived from a
conventional axial method at a flow-to-beam angle of 60�.
It is found that the method is highly sensitive to the angle
between the flow and the beam direction. Also, the choice
of echo canceling filter affects the performance significantly.

I. Introduction

Today ultrasound scanners can display an image of the
interior of the human body with a blood velocity im-

age superimposed. However, the scanner does not yield the
magnitude of the vector velocity, but only the vector veloc-
ity projected onto the axis of the ultrasound beam direc-
tion. This causes a severe problem when the angle between
the ultrasound beam and the flow is close to 90◦ because
in this case the blood velocity is not detected. Many au-
thors have addressed this issue, and different methods for
calculating the two-dimensional vector velocity have been
suggested [1]–[5].

One promising method for calculating the two-
dimensional vector velocity has been suggested [6]–[8]
[transverse oscillation (TO)] and Anderson [9], [10] (spa-
tial quadrature). The method introduces two double oscil-
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lating point spread functions (PSFs), each 90◦ transverse
phase shifted in space, and it uses an autocorrelation esti-
mator to find the velocity. In terms of computation time,
the method is superior to existing cross-correlation ap-
proaches, e.g., speckle tracking, because only two beam-
formers in receive are needed.

We previously have shown that the TO method is capa-
ble of estimating the velocities in simulations, experiments,
and under in-vivo conditions, when the angle between the
ultrasound beam and the blood velocity vector is approx-
imately 90◦ [11], [12]. In order to estimate the vector ve-
locity of the blood, the TO method should be able to give
velocity estimates with low bias and standard deviation
for any angle. However, a full evaluation of the method
has not yet been performed, and a systematic parameter
analysis in simulations and experiments still needs to be
carried out.

This paper evaluates the TO method. A systematic pa-
rameter analysis is performed using the ultrasound simu-
lation program Field II [13], [14] and the the experimental
scanner RASMUS [15].

A brief introduction to the method is presented in Sec-
tion II in which the theory for the field generation is ex-
plained, and the autocorrelation velocity estimator is in-
troduced. In Section III the parameter analysis of the TO
method is presented. This is done using the Field II pro-
gram, which is used to simulate signals from a virtual
blood vessel. Nine independent parameters then are varied
around a fixed point in the parameter space, and the rela-
tive standard deviation and relative bias on the estimated
transverse velocity vx are calculated. The RASMUS scan-
ner and the flowrig are presented in Section IV along with
the other used experimental equipment and the param-
eters used to perform the experiments. The TO method
then is evaluated under different angles of flow in which
the flow is laminar, has a parabolic velocity profile, and
does not accelerate. The results for this experiment will
be discussed in Section V. The TO method will be evalu-
ated in Section VI under more realistic conditions in which
the flow resembles the blood velocity in the femoral artery.

II. Theory

In a conventional ultrasound system for blood velocity
estimation, the pulse-echo field only oscillates in the axial
direction, i.e., along the axis of the ultrasound beam. Blood
scatterers passing through the field of interest will produce
a signal with a frequency component fz proportional to
the axial velocity vz, and no knowledge is gained about
the transverse velocity component vx. This is illustrated
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Fig. 1. A conventional ultrasound system will estimate only the axial
velocity component vz of a single blood scatterer situated at a depth
z0 and moving with velocity vector v. The TO method estimates
both vx and vz . The ξ-axis is parallel to the x-axis.

in Fig. 1 in which the ultrasound beam propagates along
the z-axis, and only the velocity component vz along the
z-axis can be estimated. To overcome this limitation, a
new pulse-echo field has to be created.

A. Field Generation

The basic idea in the TO method is to create a pulse-
echo field with an oscillation present in both the axial and
transverse direction. Blood scatterers traveling through
the region of interest will, thus, produce a signal in which
two frequency components fx and fz are present. The fre-
quencies fx and fz are related to the velocity components
vx and vz by [6], [7]:

fz =
2vz

c
f0, (1)

fx =
vx

λx
, (2)

where c is speed of sound, f0 is the center frequency of the
emitted pulse, and λx is the wave length in the transverse
direction of the pulse-echo field. The fundamental acoustic
property of grating lobes is used to create the transverse
oscillation in the pulse-echo field. This is done by adjust-
ing the apodization of the receive aperture in such a way
that the whole aperture resembles two-point sources. Two-
point sources separated in space will give rise to a field in
which grating lobes are present, and thereby the grating
lobes create the transverse oscillation. Note that this can
be done in the receive beamforming, so that the emitted
beam in the TO method is similar to the emitted beam in
a conventional velocity estimation system.

If the transverse field is assumed to be known, a formal
expression for the apodization function can be derived.
This is due to the fact that a Fourier relation exists be-
tween the apodization function r(ξ) and the transverse
field R(x) at the focal point z0. Here, x is transverse dis-
tance at the focal point and ξ is the distance from the
center of the transducer as shown in Fig. 1. The Fourier
relation is then [16]:

R(x) = k1

∫ ∞

−∞
r(ξ) exp

(
−j

2π

λzz
xξ

)
dξ

= k1F ′ {r(ξ)} ,

(3)

where F ′ is the Fourier transform in which the kernel func-
tion uses a spatial frequency variable 1/(λzz). Here λz is
the spatial axial wave length, and z is depth.

In the following, the constant of proportionality k1 in
(3) is omitted. A transversely oscillating field R(x) with a
spatial wave length λx and a lateral width L:

R(x) = rect (L) cos
(

2π
x

λx

)
, (4)

thus yields an apodization function r(ξ) given by:

r(ξ) = F ′−1{R(x)}

= F ′−1{rect (L)} ∗ F ′−1
{

cos
(

2π
x

λx

)}

=
L

2zλz

{
sinc

(
π

(
ξ

zλz
+

1
λx

)
L

)

+ sinc
(

π

(
ξ

zλz
− 1

λx

)
L

)}
.

(5)

Here the operator ∗ denotes spatial convolution. The two
sinc functions in (5) have maxima located at:

ξ

zλz
= ± 1

λx
, (6)

so the peak position is at:

ξp = ±zλz

λx
. (7)

The distance D = |2ξp| between the main lobes of the
two sinc functions is then related to the transverse wave
length λx by the relation

λx =
2λzz

D
. (8)

The implementation of (5) into the transducers apodiza-
tion function will yield a pulse-echo field in which an os-
cillation is present in both the axial and transverse direc-
tion. The transverse wave length of the pulse-echo field
then can be adjusted by changing the distance between
the main lobes of two sinc functions as stated by (8). To
ensure that the transverse wave length λx is constant at
any depth, the apodization function should be dynamic.

Other apodization functions can be used to create the
transverse oscillation. Two delta functions, separated by a
distance D, will give the most narrow banded transverse
field, but the signal-to-noise ratio (SNR) will be poor due
to the extensive loss of acoustic energy from using only
a small part of the aperture. However, two wide Gaus-
sian functions separated by a distance D would yield a
good SNR, but the transverse wave length λx would be
poorly defined. Different apodization functions will be in-
vestigated further in the next section.

In a conventional flow system, the beamformed in-phase
radio frequency (RF) signals are phase shifted 90◦ in the
axial direction to yield the quadrature signals. Thereby, it
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Fig. 2. The two double oscillating PSFs (top) and their corresponding
spectrum (bottom) created with the Field II program for a point at
27 mm using a linear-array transducer with a center frequency of
7 MHz. The amplitude spectrum is calculated by taking the two-
dimensional Fourier transform of PSFeven + jPSFodd. Note that the
PSFs are 90◦ phase shifted with respect to each other and that the
amplitude spectrum, therefore, is one-sided.

is possible to determine the sign of the axial velocity that
could not be derived from the in-phase signals alone. The
TO method makes use of two 90◦ phase shifts in space—
one for each spatial direction. This is needed because two
frequency components are present in the signals, and hence
the phase shift has to be performed in both the axial direc-
tion and the transverse direction. The axial phase shift is
created using a Hilbert transformation, and the 90◦ phase
shift in the transverse direction can be accomplished by
having two parallel beamformers in receive. The two re-
ceive beams are steered so that the transverse distance
between each beam is λx/4, which corresponds to a 90◦

phase shift in space. This is illustrated in Fig. 2 in which
the PSF from each beamformer is shown together with the
corresponding spectrum.

B. Velocity Estimation

When a single blood scatterer travels through the acous-
tic field with velocity v = (vx, vz), the two beamformers in
the TO method acquire two signals1. Assuming that the
signals are sampled at a certain depth with pulse repeti-
tion frequency fprf , the signals reven(n) and rodd(n) from
each beamformer can be modeled ideally as:

reven(n) = cos(θx(n)) cos(θz(n)), (9)
rodd(n) = sin(θx(n)) cos(θz(n)), (10)

1This discussion of the velocity estimator follows the one given
in [8].

where the signals for simplicity are assumed to have unit
amplitude. The phase factors θx(n) and θz(n) are given by:

θz(n) = 2πfz
n

fprf
(11)

= 2π
2vz

c
f0

n

fprf
, (12)

θx(n) = 2πfx
n

fprf
(13)

= 2πvx
1
λz

n

fprf
, (14)

with f0 being the center frequency, c the speed of sound,
and the index n the pulse emission number. The factor
θz(n) is the phase experienced due to a shift in position
between the received signals. The phase factor θx(n) is the
phase of the received signal from a point scatterer sampled
with temporal frequency fprf and traveling with transverse
velocity vx through an oscillating field with spatial wave-
length λx.

Taking the Hilbert transform over the axial distance
of (9) and (10) yields:

r̂even(n) = cos(θx(n))ejθz(n), (15)

r̂odd(n) = sin(θx(n))ejθz(n). (16)

From (15) and (16) two new signals are now formed:

r1(n) = r̂even(n) + jr̂odd(n)

= ej(θz(n)+θx(n)) = ejθ1(n),
(17)

r2(n) = r̂even(n) − jr̂odd(n)

= ej(θz(n)−θx(n)) = ejθ2(n).
(18)

The phase difference ∆θ1(n) = θ1(n + 1) − θ1(n) and
∆θ2(n) = θ2(n + 1) − θ2(n) between each pulse emission
for the signals in (17) and (18) can be estimated using a
conventional phase shift estimator [17]. This yields:

∆θz(n) + ∆θx(n) = ∆θ1(n)

= arctan
�{R1(1)}
�{R1(1)} ,

(19)

∆θz(n) − ∆θx(n) = ∆θ2(n)

= arctan
�{R2(1)}
�{R2(1)} ,

(20)

where R(1) is the complex autocorrelation for lag 1:

R1(1) =
1

N − 1

N−1∑
i=0

r∗
1(n)r1(n + 1),

R2(1) =
1

N − 1

N−1∑
i=0

r∗
2(n)r2(n + 1),

(21)

with N being the number of samples used for each velocity
estimate. Rewriting (11) and (14) into the form:
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Fig. 3. The block diagram shows data flow from transducer (left)
to estimated velocities (right). For simplicity the echo canceling and
matched filtration is not shown. The box “Hilbert Transform” repre-
sents (16), the box “Auto Correlation” represents (21), and the box
“Velocity Estimator” represents (24) and (25).

∆θz(n) = θz(n + 1) − θz(n)

=
4πf0vz

cfprf
,

(22)

∆θx(n) = θx(n + 1) − θx(n)

=
2πvx

λxfprf
,

(23)

and substituting them into (22) and (23), yields two equa-
tions with two unknowns. This finally gives2

vx =
λxfprf

4π
×

atan
(

�{R1(1)}�{R2(1)} − �{R2(1)}�{R1(1)}
�{R1(1)}�{R2(1)} + �{R1(1)}�{R2(1)}

)
,

(24)

vz =
cfprf

8πf0
×

atan
(

�{R1(1)}�{R2(1)} + �{R2(1)}�{R1(1)}
�{R1(1)}�{R2(1)} − �{R1(1)}�{R2(1)}

)
.

(25)

The model described by (9) and (10) is valid for a sin-
gle scatter. However, assuming that the acoustics of the
medium is linear, the received signal trace from a collection
of scatterers passing through the region of interest will be
a sum of the signals from each individual blood scatterer.
The model, therefore, also will be valid for a collection of
scatterers. A schematic illustration of the velocity estima-
tor is shown in Fig. 3 in which the boxes represent the
operations performed by the estimator.

III. Parameter Variation

To optimize the TO method to give the best possible
estimate of the velocity vector, a parameter analysis will
be presented in this section. The TO method is evaluated
by examining the standard deviation and the bias of the
estimated velocity. Because the axial velocity can be es-
timated using a conventional auto correlation algorithm,
the focus is on the estimated transverse velocity.

2Here the relation tan(a + b) = (tan(a) + tan(b)/1 − tan(a) tan(b))
has been used.

Fig. 4. The setup for the simulations using Field II. The velocity
profile in the blood vessel was parabolic, i.e., described by (26).

TABLE I
Transducer Setup.

Parameter Value

Transducer Linear array
Number of elements 128
Pitch 0.208 mm
Kerf 0.035 mm
Center frequency 7 MHz
Sampling frequency 100 MHz
Apodization in transmit Hamming

A. The Setup

The ultrasound simulation program Field II was used
to emulate a virtual transducer and blood vessel as seen
in Fig. 4. The vessel was placed at a fixed depth of 40 mm
and had a radius of 6.4 mm. It was modeled using 36,255
point scatterers, which were moved with a parabolic ve-
locity profile v(r) given by:

v(r) = v0

(
1 −

( r

R

)2
)

, (26)

here v0 is the velocity at the center of the vessel, r is the
distance from the center of the vessel to the scatterer mov-
ing with velocity v(r), and R is the radius of the vessel. The
geometry of the vessel and the peak velocity of the blood
are within normal physiological range, e.g., the common
carotid artery. However, the parabolic velocity profile is
chosen to limit the complexity of the model and cannot
be found in the human body. The transducer used in the
simulations was a linear-array transducer with 128 active
elements in transmit and receive, and the setup parame-
ters can be seen in Table I. The vessel was scanned using
1000 repetitions of the same beam originating from the
center of the transducer (the z-axis in Fig. 4). After re-
ception of the data, beamforming was performed off-line
on a 32 CPU Linux cluster yielding a computation time
of approximately 1 week. The different parameters used
in the simulations were grouped into two sets: those with
fixed values (Tables I and II) and those with values var-
ied during the parameter analysis (Table III). All received
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TABLE II
Parameters That Had Fixed Values in the Simulation.

Parameter Value

Pulse repetition frequency 8 kHz
Speed of sound 1540 m/s
Maximum velocity of blood v0 1 m/s

TABLE III
Parameters That Were Varied in the Simulations.

1

Parameter Value

Transmit focus [30, 40, 50, 60] mm
Angle of the blood vessel [40, 50, 60, 70, 80, 90]◦

No. transmit cycles in pulse [4, 8, 12, 16]
Transmit focus [30, 40, 50, 60] mm
Transverse wavelength λx [0.8, 1.1, 1.4, 1.7] mm
Width of each mainlobe [24, 32, 48, 64] Transducer el.
SNR [−30, −24, −18, −12, −6, ∞] dB
Pulses per velocity estimate [4, 8, 16, 24, 32, 40]

1Values marked with bold face forms the initial point in the param-
eter space. For the SNR, the initial point is ∞.

data were matched filtered before beamforming, and RF
averaging was performed [8]. Echo canceling was applied
using a simple mean subtraction filter, which removes the
zero frequency component in the signal. The filtered signal
y(n) is thus:

y(n) = x(n) − 1
N

N∑
i=1

x(i), (27)

where x(n) is the input signal of length N .
The TO method is evaluated using the relative stan-

dard deviation σ̃vx and relative bias B̃vx of the estimated
transverse velocity. The nondimensional parameters σ̃vx

and B̃vx are defined as:

σ̃vx =
1

v0(z2 − z1)

∫ z2

z1

√√√√ 1
M

M∑
i=1

(
v̂i

x(z) − vx(z)
)2

dz,
(28)

B̃vx =
1

v0(z2 − z1)

∫ z2

z1

|vx(z) − vx(z)| dz, (29)

where v̂i
x(z) is one velocity estimate at a certain depth z,

vx(z) is the mean of the velocity estimates, and vx(z) is the
actual velocity described by (26). z1 and z2, respectively,
are the depth to the beginning of the vessel and the end
of the vessel, and M is the number of velocity estimates
v̂i

x(z) used to calculate σ̃vx and B̃vx .

B. The Initial Point

A number of initial conditions were used to form an
initial point, which is indicated with bold face in Table III.
During the entire parameter analysis, the initial conditions
were kept constant except for the parameters, which were

Fig. 5. Left panel: Estimated transverse velocity for the initial point
in the parameter space. Right panel: estimated axial velocity for
the initial point in the parameter space using a conventional axial
estimator. The thick line is the mean of the velocity estimates. The
thin line is the actual parabolic profile. The thin, dotted lines are ±1
standard deviation.

investigated. Hereby it is ensured that only information
concerning the variation of a single parameter at a time
was determined.

The receive apodization used at the initial point is not
the two sinc functions described by (5) but instead two
Hanning functions are used. The Hanning function h(ξ) is
defined as:

h(ξ) = cos2
(

πξ

2a

)
, −a ≤ ξ ≤ a, (30)

where a is the width of the Hanning function. The peaks
of the two Hanning functions are placed at the positions of
the peaks of the sinc functions, and the width of each Han-
ning function is 32 transducer elements that corresponds
to 6.7 mm. In the discussion of the receive parameters, it
will be shown that the shape of the two peaks is not crucial
for the performance.

For the initial point the relative standard deviation is
σ̃vx = 0.061, the relative bias is B̃vx = 0.037, and the cor-
responding velocity profile can be seen in the left panel in
Fig. 5. The estimated transverse velocities for the initial
point should be compared with the estimated axial veloc-
ity using a conventional axial autocorrelation estimator,
and the parameters for the initial point. Here the relative
standard deviation is σ̃vz = 0.0134 and B̃vz = 0.0068, and
the corresponding velocity plot can be seen in the right
panel in Fig. 5. Thus, at a flow angle of 70◦, the conven-
tional axial estimator estimates vz approximately six times
better than the TO method estimates vx.

C. Variation of Transmit Parameters

The transmit parameters are related to the transmit of
the ultrasound pulse from the transducer. Three transmit
parameters have been investigated:

• Angle between the flow and the ultrasound beam.
• Focus depth of the transmitted ultrasound beam.
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Fig. 6. Left panel: The relative standard deviation and relative bias
as a function of flow angle. The initial position is at 70◦. Right panel:
The estimated transverse velocity and standard deviation at a flow
angle of 40◦. The thin line indicates the true velocity as a function of
depth. The thick line is the estimated mean transverse velocity, and
the two dashed lines are the mean transverse velocity ±1 standard
deviation.

• Number of cycles in the transmitted pulse.

The angle between the ultrasound beam and the flow
direction was varied between 90◦ and 40◦ intervals of 10◦,
and the corresponding relative standard deviation and rel-
ative bias of the transverse velocity were estimated and
can be seen in Fig. 6. For purely transverse flow (90◦)
both the standard deviation and the bias have a minimum,
which is expected because only one frequency component
is present in the beamformed signals reven(n) and rodd(n)
at this angle. For angles less than 60◦, the bias rises to
above 0.08, and at 40◦ the estimated velocity profile dif-
fers significantly from the true profile.

The focus depth of the transmitted beam was varied
between 30 mm and 60 mm in intervals of 10 mm, which
can be seen in Fig. 7. Relative standard deviation and rel-
ative bias have a minimum when the beam is focused at
60 mm and 50 mm, respectively, i.e., behind the vessel.
This suggests that the TO method performs best when
the beam has a relatively broad transverse extend, and
hence the transverse spatial frequency 1/λx is well defined
and forms a narrow peak in the spectrum. However, focus-
ing the emitted energy in a large area also decreases the
returned signal, and hence decreases the SNR, which will
increase the bias and the standard deviation. Positioning
the focus near the center of the vessel or slightly behind,
therefore, will yield the best performance.

The number of cycles in the transmitted pulse has been
investigated with the number of cycles ranging from 4 to
16 in intervals of 4 cycles. The corresponding relative stan-
dard deviation and relative bias can be seen in Fig. 8. The
performance of the TO method is not very sensitive to
the number of transmitted cycles. However, the received
signal amplitude will scale with the number of transmit-
ted cycles, and hence the SNR in a real scanning situation
will increase for a high number of transmitted cycles. The

Fig. 7. Left panel: The relative standard deviation and relative bias as
a function of transmit focus depth. The initial position is at 40 mm.
Right panel: The estimated transverse velocity and standard devi-
ation at a transmit focus depth of 60 mm. The thin line indicates
the true velocity as a function of depth. The thick line is the esti-
mated mean transverse velocity, and the two dashed lines are the
mean transverse velocity ±1 standard deviation.

Fig. 8. Left panel: The relative standard deviation and relative bias
as a function of number of transmit cycles. The initial position is at 8
cycles. Right panel: The estimated transverse velocity and standard
deviation for a 16-cycle, transmitted pulse. The thin line indicates the
true velocity as a function of depth. The thick line is the estimated
mean transverse velocity, and the two dashed lines are the mean
transverse velocity ±1 standard deviation.

drawback of having a high number of transmitted cycles is
that the axial resolution decreases. A compromise could be
to use 12 cycles in the transmitted pulse. This corresponds
to an axial extend of 2.6 mm, which is approximately the
same size as the transverse extent of the PSF.

D. Variation of Receive Parameters

The receive parameters characterize the process from
the recording of the ultrasound pulse at the transducer to
the estimation of the velocity. Six receive parameters have
been investigated:
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Fig. 9. Left panel: The relative standard deviation and relative bias
as a function of the width of each Hanning function used in the re-
ceive apodization. The initial position is at 32 elements. Right panel:
The estimated transverse velocity and standard deviation when each
Hanning is 64 transducer elements in width. The thin line indicates
the true velocity as a function of depth. The thick line is the esti-
mated mean transverse velocity, and the two dashed lines are the
mean transverse velocity ±1 standard deviation.

• Number of transducer elements used to generate each
of the two Hanning functions in the receive apodiza-
tion.

• Transverse wavelength generated in the pulse-echo
field.

• Type of echo canceling filter used.
• Number of pulse firings used to make one velocity es-

timation.
• Type of receive apodization used.
• SNR of received signal.

The width of the two Hanning functions used in receive
apodization was varied with the values (24, 32, 48, 64)
transducer elements (Fig. 9). Changing the width of each
Hanning function seems to have insignificant influence on
the relative standard deviation, but it increases the rela-
tive bias nearly linearly. This might be due to the fact that
a broad Hanning will yield a PSF in which the transverse
component is broad banded due to the Fourier relation
(3), and hence the velocity estimate will degrade. This ef-
fect seems, however, to be present only in the relative bias
and not in the relative standard deviation. When the two
Hanning functions are broad, the transmitted energy will
be large, and hence the SNR in a real scanning situation
will increase. A further study of the optimal width of each
Hanning, therefore, should be conducted in a noisy envi-
ronment, e.g., using a real scanner.

The transverse wavelength λx was varied from 0.8 mm
to 1.7 mm in intervals of 0.3 mm, and the effect of the
relative standard deviation and relative bias can be seen
in the left panel in Fig. 10. Only the relative standard
deviation is significantly effected by the variation in the
wavelength, which is a result of the general properties of
the autocorrelation estimator. The autocorrelation estima-
tor is unbiased, and the standard deviation is inversely

Fig. 10. Left panel: The relative standard deviation and relative bias
as a function of the transverse wave length. The initial position is
at 0.8 mm. Right panel: The estimated transverse velocity and stan-
dard deviation for a transverse wavelength of 1.7 mm. The thin line
indicates the true velocity as a function of depth. The thick line is
the estimated mean transverse velocity, and the two dashed lines are
the mean transverse velocity ±1 standard deviation.

proportional to the wavelength [18]. In principle, the rel-
ative standard deviation could be decreased below 0.06 if
a transverse wavelength shorter that 0.8 mm was used.
However, a short wavelength for a fixed depth z and fixed
center frequency f0 can be created only by increasing the
distance D between the two peaks in the receive apodiza-
tion function (8). Because the transducer has a fixed width
of 26.6 mm, this sets a lower limit to the transverse wave-
length.

Different types of echo canceling filters were tested on
the received signal and the result can be seen in the
left panel in Fig. 11. Stationary tissue with a scattering
strength 100 times stronger than the blood signal, has
been added in these simulations to make the data more
realistic. No echo canceling has been performed in filter
a, and filter b is the mean subtraction filter described by
(27). Filter c has the transfer function H(z) = 1 − z−1,
which implies that the filtered signal is simply the result
of subtracting consecutive lines. Filter d has the transfer
function H(z) = (1 − 1.5z−1 + 0.5z−3)/3. This filter has
a more well-defined, cut-off frequency than filter c, which
can be seen in Fig. 12.

Because tissue has been modeled in the Field II simula-
tion, the result of having no echo canceling yield a velocity
estimate with significant bias. Applying the mean subtrac-
tion filter (filter b) described by (27), removes the station-
ary component, and no distortion on the signals originat-
ing from the blood is performed. This filter, therefore, has
the lowest relative bias. The relative bias increases for fil-
ter c and filter d, which is a result of the distortion of the
frequency spectrum performed by these filters.

The number of pulse firings used for each velocity esti-
mate has been varied between 8 and 40 in intervals of 8
firings. Also, 4 firings for each estimate have been investi-
gated. The result can be seen in the left panel in Fig. 13.
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Fig. 11. Left panel: The relative standard deviation and relative bias
as a function of different echo-canceling filters. Filter a corresponds
to no echo canceling. Here the corresponding bias is 0.63. Filter b is
the mean subtraction echo canceling described by (27). c is the filter
with the transfer function H(z) = 1 − z−1 and d has the transfer
function H(z) = 1/3(1 − 1.5z−1 + 0.5z−3). Right panel: The esti-
mated transverse velocity and standard deviation for the filter d with
the transfer function H(z) = 1/3(1−1.5z−1 +0.5z−3). The thin line
indicates the true velocity as a function of depth. The thick line is
the estimated mean transverse velocity, and the two dashed lines are
the mean transverse velocity ±1 standard deviation.

Fig. 12. The frequency characteristics of the echo canceling filters c
and d. Filter c is defined by the transfer function H(z) = 1 − z−1,
and filter d is defined by H(z) = 1/3(1 − 1.5z−1 + 0.5z−3).

The performance of the TO method degrades rapidly as
the number of firings per estimate decreases. To obtain a
reasonable low bias on the velocity estimate, the number
of firings should be at least 8. This is comparable to the
number of firings used in most commercial scanners.

The type of receive apodization has been varied, and
the relative standard deviation and relative bias have been
measured and are shown in the left panel in Fig. 14.
Apodization type a is two Hanning functions h(ξ − ξp) +
h(ξ + ξp) each having the width of 32 transducer ele-
ments and center position in ξp. Apodization type b uses
two Hamming functions. Apodization type c is two Black-
man functions. Apodization type d is two Gaussian func-

Fig. 13. Left panel: The relative standard deviation and relative bias
as a function of number of samples per velocity estimate. The initial
position is at 32 lines per estimate. Right panel: The estimated trans-
verse velocity and standard deviation for 8 samples per estimate. The
thin line indicates the true velocity as a function of depth. The thick
line is the estimated mean transverse velocity, and the two dashed
lines are the mean transverse velocity ±1 standard deviation.

tions, and apodization type e is two sinc functions as
described by (5). Type f focuses the beam from each
of the two receive beamformer along the same line, and
uses two different apodization functions on each beam-
former. On the even beamformer, two Hanning functions
h(ξ − ξp)+ h(ξ + ξp) are used and on the odd beamformer
the apodization given by h(ξ−ξp)−h(ξ+ξp) is used. This
is the apodization functions suggested by Anderson [9].
The two apodization functions shift the pulse-echo field
90◦ with respect to each other in the transverse direction.

The performance of the TO method does not seem to be
effected significantly by the type of apodization. However,
because the energy in the received signal will scale with
the area under the apodization function, it is advisable to
use the functions with the largest area.

The influence of noise on the performance has been
tested. Zero mean white Gaussian noise n(t) was added
to the received signals s(t) before beamforming, i.e., the
noise was added to the signal from each transducer ele-
ment. The SNR on each element was determined by:

SNRel
dB = 10 log10

E{s2(t)}
E{n2(t)} . (31)

After beamforming and matched filtration, the SNR
is [19]:

SNRbeam
dB = 10 log10

⎛
⎜⎜⎜⎝

∣∣∣∣ N∑
k=1

a(k)
∣∣∣∣
2

N∑
k=1

|a(k)|2

⎞
⎟⎟⎟⎠ + SNRmat

dB + SNRel
dB,
(32)

where a(k) is the receive apodization on element k, N
is the number of transducer elements, which is 128, and
SNRmat

dB is the improvement in SNR due to matched filtra-
tion. Using two Hanning functions as receive apodization,
each with a width of 32 transducer elements, yields:
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Fig. 14. Left panel: The relative standard deviation and relative bias
as a function of the receive apodization type. a is two Hanning func-
tions. b is two Hamming functions. c is two Blackman functions. d
is two Gaussian functions, and e is two sinc functions as described
by (5). Type f is the apodization functions suggested by Anderson
[9]. The initial position is at apodization type a. Right panel: The
estimated transverse velocity and standard deviation for the two sinc
apodization in receive. The thin line indicates the true velocity as a
function of depth. The thick line is the estimated mean transverse
velocity, and the two dashed lines are the mean transverse velocity
±1 standard deviation.

SNRbeam
dB = 29.2 + SNRel

dB, (33)

where the contribution from the beamforming on the SNR
is 16.4 dB and 12.8 dB from the matched filtration. The
influence of SNRel

dB between −30 dB and 0 dB was inves-
tigated in intervals of 6 dB and is shown in Fig. 15. The
performance of the TO method only degrades significantly
when the SNRel

dB is below −18 dB, which is due to aver-
aging of the noise in the beamforming and the matched
filtration. Also, the influence of noise on the velocity esti-
mator presented by Anderson [10] has been investigated.
The estimator uses the multiplication of the two signals
r̂even(n) and r̂odd(n) from (15) and (16) to obtain two sig-
nals, which depends only on the axial velocity and the
transverse velocity, respectively. It is tempting to split the
received signal into a signal that depends on the axial ve-
locity, and a signal that depends on the transverse velocity.
Echo canceling can be applied on each signal, and the fre-
quencies originating from the axial movement of the tissue
can be removed without destroying the frequencies origi-
nating from the transverse movement of the blood. How-
ever, multiplying two stochastic signals is not in general
advisable, and the relative standard deviation and relative
bias rise significantly, when noise is present, which can be
seen in Fig. 15.

IV. The Experimental Setup

The TO method was evaluated on a circulating flowrig,
which pumps blood mimicking fluid around a closed cir-
cuit. To avoid entrance effects in the flow, the fluid was
first led through a 1.2-m long inflow pipe with radius

Fig. 15. Left panel: The relative standard deviation and relative bias
as a function of SNR for white Gaussian noise added to the chan-
nel data before beamforming. The dotted line marked with “o” is
the relative standard deviation on the velocity estimates using the
TO velocity estimator, and the thick line marked with “o” is the
corresponding relative bias. The dotted line marked with “∇” is the
relative standard deviation on the velocity estimates using the veloc-
ity estimator described by Anderson [10], and the thick line marked
with “∇” is the corresponding relative bias. Right panel: The esti-
mated transverse velocity and standard deviation for the TO estima-
tor with a SNR of 0 dB. The thin line indicates the true velocity as
a function of depth. The thick line is the estimated mean transverse
velocity, and the two dashed lines are the mean transverse velocity
±1 standard deviation.

R = 6.4 mm. At the end of the inflow pipe, the fluid was
led through a heat-shrink tube submerged in a water con-
tainer and scanned. The tube had an internal radius of
6.4 mm and the walls were 0.5 mm thick. The fluid vol-
ume flow Q was measured using a MAG 1100 flow meter
(Danfoss, Hasselager, Denmark), which was situated after
the heat shrink tube.

For the experiments, when the fluid velocity was con-
stant over time, a Cole Parmer (Vernon Hills, IL) 75211-
60 centrifugal pump was used. In this case the blood-
mimicking fluid consisted of water, glycerol, orgasol, Tri-
ton x-100 (Dansk Fantom Service, Frederikssund, Den-
mark), NaBenzoat and K2EDTA diluted 10 to 1 with dem-
ineralized water. The blood-mimicking fluid had viscosity
µ = 2.6 · 10−3 kg/(m s), density ρ = 103 kg/m3, and the
temperature during scanning was T0 = 24◦C.

For the experiments in which the flow resembled the
human femoral artery, a programmable Compuflow1000
flow pump from Shelley (Toronto, ON, Canada) was used.
In this case the blood-mimicking fluid is described in [20],
and the temperature during scanning was T0 = 24◦C.

To avoid turbulence in the fluid, the Reynolds number
should be kept below approximately 2000 [21]. For flow in
a pipe, the Reynolds number Re is defined as:

Re =
2Rρ

µ
v, (34)

where v is the mean velocity in the tube. Because v was
kept below 0.4 m/s in all measurements, it was ensured
that no turbulence was present in the flow.
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TABLE IV
Transducer Setup.

Parameter Value

Transducer Linear array
Elevation focus 25 mm
Number of elements 128
Pitch 0.208 mm
Kerf 0.035 mm
Center frequency 7 MHz
Sampling frequency 40 MHz
Apodization in transmit Hamming
Number of cycles 8

A 7 MHz linear-array transducer characterized by the
parameters in Table IV was used to scan the blood mim-
icking fluid. The emitted pulse had a center frequency of
7 MHz. The pulse was focused at 40 mm at the center
of the vessel, and Hamming apodization was applied on
the transmit aperture in order to decrease sidelobe levels.
The scanner used was the experimental scanner RASMUS
which has 128 transmit channels and 64 receive channels
with 2:1 multiplexing in receive. The sampling frequency
is 40 MHz, and the dynamic range is 12 bits for each chan-
nel. Channel data were beamformed offline using a 32 CPU
cluster system running Matlab (Mathworks, Inc., Natick,
MA) under Linux. To acquire data from 128 elements in
receive, two consecutive shots were used. Each sampled on
the left and right halves of the transducer, respectively;
thereafter, the data were combined to form a complete
data set of 128 elements. The success of this interleaving
procedure relies on the fact that the blood scatters move a
distance smaller than the width of the point-spread func-
tion during two firings. Consecutive signals from the scat-
ters, therefore, can be added, but the effective fprf will be
decreased by a factor of 2.

The transverse oscillation in the pulse-echo field was
introduced by manipulating the receive apodization func-
tion as described in Section II. Two Hanning functions,
each with a width of 32 transducer elements, were used
to create the receive apodization. The distance between
the peaks of the two Hanning functions were adjusted so
that the transverse oscillation length λx in the pulse-echo
field was kept constant λx = 1 mm for the entire scanned
area. Two beams were then beamformed, each separated
a transverse distance of λx/4 = 0.25 mm using dynamic
focusing. The beamforming was performed using a sound
speed of c = 1480 m/s equal to the speed of sound in wa-
ter. Echo canceling was applied on all beamformed data
using the mean subtraction filter given by (27).

A. Measurement of Lateral Oscillation Length

To verify that the TO method can produce a pulse-echo
field in which an oscillation is present in the transverse di-
rection, a wire phantom was scanned using the RASMUS
scanner and the linear-array transducer described in Ta-
ble IV. An active aperture consisting of 64 elements was

Fig. 16. Top: The PSFs from each beamformer. Bottom: the two-
dimensional power spectrum of PSFeven + jPSFodd.

moved over the transducer surface in steps of one element,
and a B-mode image was acquired without envelope detec-
tion. The wire was located in water at a depth of 40 mm,
and the distance between the maxima of the two Hanning
functions in the receive apodization function was adjusted
to give a constant transverse wavelength λx = 1.4 mm.

The resulting PSFs for each beamformer can be seen in
the top row of Fig. 16. Because the distance between each
transducer element was 0.208 mm, the lateral resolution is
poor; however, the transverse oscillation is clearly visible.

In the bottom of Fig. 16, the two-dimensional fast
Fourier transform (FFT) power spectrum for the two PSFs
is shown. The two clearly defined peaks on the y-axis
is the center frequency of the emitted pulse. The cen-
ter frequency on the x-axis corresponds to the transverse
oscillation in the pulse-echo field. From the power spec-
trum, the mean lateral wavelength is calculated to be
λx = 1.6 mm, which is 16% more than the theoretical
value of λx = 1.4 mm. Because the transverse velocity
scales with the transverse spatial frequency 1/λx, it, there-
fore, is expected that the velocity estimates will be slightly
biased.

V. Results for Constant Volume Flow

The first set of measurements was performed on a flow
in which no acceleration was present. The volume flow rate
Q was fixed at 23.6 ml/s, and since:

Q = vA, (35)

where A = πR2 is the area of the cross section of the
pipe, it follows from (34) that the Reynolds number is
approximately 900. The flow, therefore, can be assumed
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Fig. 17. The velocity as a function of depth for different angles of
flow. The thick solid line is the theoretic parabolic velocity profile
described by (26). The thin solid line is the mean of all the velocity
estimates, and the two dotted lines are the mean profile plus/minus
1 standard deviation. No attempt has been made to suppress false
velocity estimates at the vessel wall and in the surrounding water.

laminar, and the flow velocity v as a function of distance r
from the center of the pipe can be described by (26). The
maximum velocity v0 at the center of the pipe was, thus,
v0 = 0.367 m/s.

Five experiments were performed in which the angle
between the ultrasound beam and the flow velocity vector
was varied between 50◦ and 90◦ in steps of 10◦. The fprf

used was 4 kHz, and the number of shots fired was 2000.
Due to the interleaving procedure described in the previ-
ous section, this gives an effective fprf of 2 kHz and 1000
beamformed lines, where 32 lines were used for each ve-
locity estimate. In Fig. 17 the transverse velocity profiles
and standard deviation as a function of depth are shown
for the measured angles of flow. It can be seen that the es-
timated transverse velocities are approximately parabolic
down to a flow angle of 60◦. At 50◦ no parabolic velocity
profile can be seen, even though the standard deviation

Fig. 18. The relative standard deviation and relative bias on the
estimated velocity for different angles of flow.

still remains relatively small. The increase in bias at this
angle is in agreement with the simulated results.

For comparison, the estimated axial velocity for 80◦ also
is shown in Fig. 17 in which the estimate is based on a con-
ventional axial autocorrelation estimator. The angle of 80◦

is the smallest of the measured angles in which no aliasing
occur in the axial estimate using fprf = 2 kHz. It should be
noted that the conventional axial estimate is based on the
same channel data as the transverse velocity estimate at
the same angle. Only the beamforming is different because
no transverse oscillation in the pulse-echo field has been
introduced. Hamming apodization was used to suppress
sidelobes in the receive beamforming, and 32 beamformed
lines were used for each velocity estimate.

To quantitively compare the different velocity measure-
ments, the relative standard deviation σ̃vx and relative bias
B̃vx were estimated. In Fig. 18 σ̃vx and B̃vx are shown,
and it can be seen that both B̃vx and σ̃vx remains approx-
imately constant between 60◦ and 90◦. The two measure-
ments at 80◦, which are not connected by a line, are the
relative bias and relative standard deviation for the axial
velocity estimate at this angle. Their values are σ̃vz = 0.01
and B̃vz = 0.01, i.e., approximately five times smaller than
the corresponding σ̃vx and B̃vx for the transverse velocity
at the same angle. This is in agreement with the corre-
sponding simulations for constant flow.

VI. Results for Pulsatile Flow

Because the blood flow in the human body is not gen-
erally constant, the TO method has been tested for a pul-
satile flow, which resembles flow in the femoral artery. The
transverse flow velocity was estimated as a function of
depth and time for 1.44 seconds of flow; and because the
cycle period of the pump was 0.84 seconds, the measure-
ments captured nearly two cycles of flow. At an fprf of
6 kHz, 10,080 beams were emitted from the transducer.
Due to the interleaving procedure, this gives an effective
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Fig. 19. Velocity as a function of time and depth. Top: Axial veloc-
ity at 60◦ flow angle. Center: Transverse velocity at 60◦ flow angle.
Bottom: Transverse velocity at 90◦ flow angle. The flow resembles
the flow in the human femoral artery. No attempt has been made to
suppress false velocity estimates at the vessel wall and in the sur-
rounding water.

fprf = 3 kHz and 5040 beamformed lines. The lines were
divided into segments of 100 lines in which consecutive
segments had an overlap of 90%. The segments then were
echocanceled using (27) and passed to the transverse ve-
locity estimator.

In Fig. 19 the transverse velocity as a function of depth
and time is shown for the angles 60◦ and 90◦. Also, the ax-
ial velocity estimated at 60◦ is shown. The axial estimate
at 60◦ is derived using a conventional axial estimator, and
the data used are the same as the transverse velocity es-
timate at 60◦ is based on. Even though the transverse ve-
locity estimates at 90◦ or 60◦ does not become as good
and detailed as the axial estimate at 60◦, the transverse
estimates still show the same overall flow.

The measurements can be more easily compared by de-
riving the corresponding volume flow as a function of time,
by integrating the velocity over the vessel cross-section
area. Here the velocity profile is assumed circular sym-
metric around the center of the pipe. The volume flow rate
is shown as a function of time in Fig. 20. When derived
from the axial velocity, the measured volume flow at 60◦

clearly shows the characteristic profile of the flow in the
femoral artery. Here a large, positive peak in the flow rate
is followed by a smaller negative peak and an even smaller
positive peak. This pattern also is seen when the flow rate

Fig. 20. The volume flow rate derived from the transverse velocity
at 90◦, the transverse velocity at 60◦, and the axial velocity at 60◦.

is derived from the transverse velocity profiles. The rela-
tive error between the two flow rate profiles at 60◦ is found
to be 13.4%. The relative error between the flow rate de-
rived from the transverse velocities at 90◦ and the flow
rate derived from the axial velocity at 60◦ is found to be
27.8%. Here the relative error α between the two volume
profiles Qref (n) and Q(n) of length N is defined as:

α =

N∑
n=1

|Qref (n) − Q(n)|

N∑
n=1

|Qref (n)|
, (36)

where the reference flow rate Qref (n) is the flow rate de-
rived from the axial velocity estimate at 60◦.

VII. Discussion

A parameter study of the TO method has been per-
formed, and the resulting relative standard deviation and
relative bias have been calculated for a number of points
in the parameter space. The parameter study shows that
the TO method is sensitive to the angle between the ultra-
sound beam and the flow direction. At angles more than
approximately 45◦, the TO method can produce relatively
good estimates of the transverse velocity. Thus, it is pos-
sible to estimate blood velocities at angles in which a con-
ventional scanner fails to detect any velocity at all.

Furthermore, it has been shown that the TO method
is capable of measuring the transverse velocity in an ex-
perimental setup for angles between 60◦ and 90◦ for both
constant and pulsatile flow. Parabolic velocity profiles are
easily detectable down to an angle of 60◦ with a relative
standard deviation and relative bias of approximately 10%.
For pulsatile flow, the characteristic profile of the flow in
the femoral artery can be seen at both 90◦ and 60◦.

VIII. Conclusions

Future work should concentrate on the important issue
of optimizing the echo-canceling filter. For small blood ves-
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sels, the clutter signal will dominate the blood signal even
in the center of the vessel, and the mean subtraction filter
will presumably not be sufficient to remove all the clutter
signal.

Also, a clinical evaluation of the TO method has to be
performed by an experienced sonographer. Different repre-
sentative blood vessels have to be scanned, and a reliable
reference velocity estimate can be obtained by tilting the
ultrasound beam. The TO method can then be evaluated
by comparing the reference one-dimensional velocity to the
two-dimensional vector estimate.
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