
 
 
General rights 
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright 
owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights. 
 

 Users may download and print one copy of any publication from the public portal for the purpose of private study or research. 

 You may not further distribute the material or use it for any profit-making activity or commercial gain 

 You may freely distribute the URL identifying the publication in the public portal 
 
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately 
and investigate your claim. 
  
 

   

 

 

Downloaded from orbit.dtu.dk on: May 26, 2023

Three-Dimensional Synthetic Aperture Focusing Using a Rocking Convex Array
Transducer

Andresen, Henrik; Nikolov, Svetoslav; Pedersen, Mads Møller; Buckton, D.; Jensen, Jørgen Arendt

Published in:
I E E E Transactions on Ultrasonics, Ferroelectrics and Frequency Control

Link to article, DOI:
10.1109/TUFFC.2010.1517

Publication date:
2010

Document Version
Publisher's PDF, also known as Version of record

Link back to DTU Orbit

Citation (APA):
Andresen, H., Nikolov, S., Pedersen, M. M., Buckton, D., & Jensen, J. A. (2010). Three-Dimensional Synthetic
Aperture Focusing Using a Rocking Convex Array Transducer. I E E E Transactions on Ultrasonics,
Ferroelectrics and Frequency Control, 57(5), 1051-1063. https://doi.org/10.1109/TUFFC.2010.1517

https://doi.org/10.1109/TUFFC.2010.1517
https://orbit.dtu.dk/en/publications/422c20b1-78e0-4032-bda4-c96f8e31b2d9
https://doi.org/10.1109/TUFFC.2010.1517


0885–3010/$25.00 © 2010 IEEE

1051IEEE TRANSACTIONS ON ULTRASONICS, FERROELECTRICS, AND FREQUENCY CONTROL, !"#. 57, $". 5, MAY 2010

Abstract—Volumetric imaging can be performed using 1-D 
arrays in combination with mechanical motion. Outside the 
elevation focus of the array, the resolution and contrast quickly 
degrade compared with the lateral plane, because of the fixed 
transducer focus.

This paper shows the feasibility of using synthetic aperture 
focusing for enhancing the elevation focus for a convex rocking 
array. The method uses a virtual source (VS) for defocused 
multi-element transmit, and another VS in the elevation focus 
point. This allows a direct time-of-flight to be calculated for a 
given 3-D point. To avoid artifacts and increase SNR at the el-
evation VS, a plane-wave VS approach has been implemented. 
Simulations and measurements using an experimental scanner 
with a convex rocking array show an average improvement in 
resolution of 26% and 33%, respectively. This improvement 
is also seen in in vivo measurements. An evaluation of how a 
change in transducer design will a!ect the resolution improve-
ment shows a potential for using a modified transducer for 3-D 
imaging with improved elevation focusing and contrast.

I. I$%&"'()%*"$

U#%&+,"($' (US) imaging is most often done using 
2-D images, which show a single slice through soft 

tissue. For diagnostic purposes, it is often required to do 
many images of the same organ to visualize several prop-
erties. The exact position and orientation of the slice will 
depend on the person performing the scan as well as the 
anatomy of the patient. For post-evaluation, this can cause 
the images to be inadequate either because something is 
missing or the evaluating physician is used to viewing the 
image di-erently. This can result in a false diagnosis or 
having the patient in for a second scan, which at best in-
creases costs. 3-D ultrasound imaging allows the physician 
to create the necessary imaging planes after the scan has 
been performed, reducing the requirement for the opera-
tor to match the exact planes required by the physician. 

This will allow a more complete view of the imaged tissue 
as well as a reduction in additional scans.

Conventional 3-D US is done using either a moving 1-D 
transducer or a 2-D phased array transducer. Rocking ar-
rays function by imaging 2-D slices while moving, creating 
a 3-D volume by stacking the individual 2-D planes in the 
elevation direction. The volume has a good lateral-depth 
resolution, but a limited range of use in depth, because 
the elevation resolution will rapidly deteriorate outside 
the focal point because of the small elevation aperture 
and the fixed lens focus. These arrays are readily available 
from commercial manufacturers and many commercial 
scanners are able to use them to gather a 3-D data set. 
2-D phased array transducers are becoming more common 
and have been shown to be feasible for fast 3-D imaging 
[1], [2]. 2-D arrays have several advantages compared with 
mechanical probes. They are able to focus their beam in 
any given direction and depth, and do not rely on any 
synchronization between the scanner and the mover in the 
transducer. Compared with 1-D arrays they are still very 
expensive and di.cult to produce because of the many 
transducer elements.

To generate a volume using focused ultrasound presents 
several challenges. The acquisition of an entire volume is 
time-consuming, and with a single transmit focus the use-
ful range of depth is limited. Acquiring several lines simul-
taneously is possible using, e.g., multiple receive lines [2]. 
For a 1-D array, this technique is of limited use because it 
only allows a single focusing dimension. To allow a faster 
volume acquisition, 3-D synthetic aperture focusing (SAF) 
is used.

Applying an SAF technique to improve the resolu-
tion of a fixed-focus transducer has been shown feasible 
in [3]. This has further been used in [4]–[6] with linear 
and phased array transducers, to allow for both lateral 
and elevation focusing. The methods presented here use a 
2-step beamforming approach, in which the lateral direc-
tion is beamformed first, giving a conventional 2-D data 
set. The beamformed data are then used for beamforming 
in the elevation direction, achieving lateral and elevation 
focusing independently. The basic SNR of SAF is further 
investigated in [7]–[11] where virtual sources (VS) and fre-
quency modulation (FM) are used. Both these methods 
are employed here to improve the SNR.

Previous work has shown a significant increase in both 
elevation resolution and SNR when applying the 2-step 
3-D beamforming method [4]. A drawback of this method 
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is that it requires intermediate storage of beamformed 
data. The 2-step method also has to sample densely in the 
first step to reduce interpolation errors, which can give 
rise to high side-lobes. Alternatively, an advanced interpo-
lation method can be applied in the second beamforming 
step [12].

This paper presents the feasibility of implementing a 
direct 3-D time-of-flight (ToF) calculation on a rocking 
convex array for use with SAF to improve the elevation 
resolution. The ToF method has previously been used 
for improving the elevation resolution and contrast for 
a translated linear array [13]. The method uses the posi-
tions of 2 virtual sources (VS) to calculate the ToF in 3-D, 
but only a single interpolation step, as opposed to two 
interpolation steps used by previously described methods. 
Because the rocking array is moving continuously during 
acquisition, a plane-wave VS approach has been used in 
the elevation direction to increase the number of emissions 
used close to the focal point.

Transducers designed for conventional focused emission 
have the elevation focus set at the depth of interest, mak-
ing it di.cult to improve the resolution here using SAF. 
Results will be shown for simulations which investigate 
the e-ect of changing the f-number to be more suitable 
for 3-D SAF.

Section II describes the equations for the method used, 
the measurement setup is described in Section III, and 
Section IV shows the results from both simulation, phan-
toms, and in vivo measurements. Section IV-A presents 
the results for changing the f-number. The paper is con-
cluded in Section V.

II. M/%0"'

Simple synthetic aperture ultrasound is based on the 
summation of several emissions, where the transmit posi-
tion changes for each emission. Each emission is made 
by a single unfocused element, which allows the pulse to 
insonify the entire medium. A single emission can then be 
used to beamform a full image, although with no trans-
mit focusing, resulting in a poor resolution. These im-
ages are referred to as low-resolution images. A set of 
low-resolution images can then be combined to form a 
high-resolution image, with the signals delayed so they are 
summed in phase, allowing dynamic receive and transmit 
focusing [14]–[17].

A single element emission gives a low SNR and often 
cannot be assumed to emit the wave equally in all direc-
tion. To increase the emitted energy and allow for a more 
accurate focusing, virtual sources (VS) [5], [18]–[20] are 
used. They allow the focal point, of either a fixed-focus 
element or from a focused emission by several elements, to 
be treated as the point of origin. A drawback of this tech-
nique is that the emissions can only be applied to points 
within the acceptance angle of the VS. This limits the 
maximum synthetic aperture size to an f-number equal to 
that at the virtual source.

The method presented in [21] describes the ToF cal-
culation for a given 3-D-point for a linear array. This 
method has been implemented for a convex rocking array. 
A VS is placed near the transducer surface to increase 
the emitted energy, which functions in the lateral-depth 
plane. Another VS is placed at the elevation focal point 
for each emission to allow focusing in the elevation-depth 
plane. The VS in elevation is rotated around the center 
of the convex array curvature, so it is at the center of the 
direction of propagation.

A. Rotation

To allow for an easier calculation using the rocking 
array, the ToF will be calculated using a rotated coor-
dinate system. [x, y, z] will denote the lateral, elevation, 
and depth directions, respectively. Two rotations are per-
formed to place the emitting virtual source at the origin 
in the x-y direction with the propagation direction along 
the z-axis, which reduces computational complexity. The 
first rotation is to counter the rocking motion, changing 
coordinates by

 r̂ r v vp p= ( ) ( ) ,
  
  +ele,origo ele,origoM   (1)

where 

rp is the point of interest, r̂p is the rotated point, 


v ele,origo is the point of rotation for the elevation rocking 
motion, and M(!) is the rotation matrix around the x-
axis, which is dependent on the tilt of the array in the el-
evation direction. M(!) is given by

 M( ) =
1 0 0
0 ( ) ( )
0 ( ) ( )

  
 

cos sin
sin cos

.



















 

The second rotation is done by

 
 

r r v vp p= ( ) ( ) ,ˆ   +lat,origo lat,origoM   (2)

where r̂p is the point of interest rotated in the y-z plane, 
rp is the final rotated point, 


v lat,origo is the point of origin 

for the convex array curvature, and M(") is the rotation 
matrix along the rotated y-axis, where " is equal to the 
angle between the center of the array and the virtual 
transmit source. M(") is given by

 M( ) =
( ) 0 ( )
0 1 0
( ) 0 ( )


 

 

cos sin

sin cos
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B. Time-of-Flight Calculation

When SAF focusing is applied to 3-D data sets, it is 
usually only applied in one dimension at a time. Either 
it is only interesting to do resolution improvement in one 
dimension, or the data generated from the first step is 
reused in the second steps. This approach reduces the 
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complexity, and allows the methods to apply the same al-
gorithm to di-erent data sets. A drawback of this method 
is that one must either improve the resolution in only one 
dimension, or save an intermediate data set. In addition, 
performing the beamforming in two steps will put larger 
emphasis on the need for adequate interpolation routines 
to avoid high side-lobes [12].

This paper uses a method that allows a time-of-flight 
(ToF) value to be calculated for a given 3-D point. This 
allows for a more dynamic beamforming, for which only 
the needed points are beamformed, and only a single in-
terpolation step is required. The process of calculating the 
ToF uses a VS in both the lateral and elevation directions. 
The process is shown in Fig. 1(a), using the rotated coor-
dinate system, in which the point rp is the desired beam-
formed point, the dotted lines in the x-z  plane show the 
acceptance angle for the transmit VS and the dashed lines 
show the acceptance angle for the VS placed at the eleva-
tion focus. The lateral VS is denoted VSlat and the eleva-
tion VS is denoted VSele. The point rp is projected onto 
the x-z  plane by letting the depth of the point be the dis-
tance traveled by the sound on a plane orthogonal to the 
x-z  plane. The distance is calculated from the depth of 
VSlat to the depth of VSele, and to the point rp on the y-z  
plane. This depth is given by

 z r r ry z z z z zproj p p ele, p ele, ele,VS VS VS= ( ) ( ) ,,
2

,
2

,  +    +sign  
  (3)

where r yp,  and r zp,  are, respectively, the elevation and depth 
positions of rp relative to the transducer, and VSele is the 
depth of the elevation VS. A new virtual point rv is used 
for the ToF calculation using in-plane SA focusing. 


rv will 

have the coordinates ( , 0, ),r zxp ele . The equation for the total 
ToF for a transmission to the mth receive element is given 
by

 t
r r r

c
m

m

ToF
v lat v rcv| VS | | |

,
,

= ,
   + 

 (4)

where r mrcv,  is the position of the mth receiving element, 
and c is the speed of sound. The path is shown by the 
solid line in Fig. 1(a). The signal amplitude for a single 
point is given by summing the received signals at the time 
instances calculated by (4), which yields

 s r a g t

m

M

n

N

m n m n m( ) = ( ),
=1 =1

, , ,

p ToF   (5)

where am,n is the apodization and gm,n is the signal for the 
mth receive channel of the nth emission. M is the number 
of receive elements and N is the number of transmit VSs.

C. Plane Wave Virtual Source

The VS methods presented in the literature all assume 
the source can be approximated by a single point, reject-
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Fig. 1. Illustration of the ToF calculation. The dotted lines are the trans-
mit VS acceptance angle, dashed lines are the elevation focus acceptance 
angle, the dash-dotted line is the transmit ToF for the beamformed 
point, and solid line is the total ToF for the projected point. The point 
rp is the desired beamformed point, and the point rv  is the virtual pro-
jected point. (b) and (c) are projections in the XZ and YZ plane, respec-
tively. The transducer used is a 1-D array and the grid on the figure is 
only to better convey the array curvature.
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ing all samples lying o--axis at the depth of the virtual 
source. As the transducer rocks over the region of inter-
est, only a single emission or few emissions are used near 
the focal point. This is usually in the area of interest and 
will reduce image quality noticeably. To allow more emis-
sions to contribute to the points near the elevation focus, 
an expanded width of acceptance is chosen at the virtual 
source. This allows points near the virtual source to be 
used, which are usually outside the acceptance angle.

The transducer used in this paper has an f-number 7 
5.5 making the point spread function broad at the focal 
point. Assuming a point emission near this point is not 
very representative, because the wave will be plane at the 
focal depth. Fig. 2 shows the received pulse echo for three 
scatterers being scanned in the elevation plane with the 
conventional acceptance angle. The simulations show the 
change from curved to plane wave. The focal point has 
been set to 40 mm for the visualization.

A correction in the ToF model to encompass this prop-
erty is made with a simple approximation. At the focal 
point depth, a plane-wave is assumed in the elevation di-
rection. The plane-wave ToF is equal to the ToF calcu-
lated for the 2-D SAF case in the x-z plane. Above and 
below z = zele, an average of the plane-wave ToF and 
the ToF calculation done in (4) is made. The total depth 
distance where an average is used has been chosen as two 
times the elevation FWHM. The weighting between each 
ToF method is calculated with a Hanning weighting, giv-
ing a combined ToF of

 t w t w tm mcomb ToF ToF,2D, ,= (1 ) , +   (6)

where w is the weighting function and given by

 w
z z z

z z z

z z

z=
1 ,

1, >

1
2
+ ( )( )  



 cos

.

  



ele

max
| |

| |
ele max

ele max






 (7)

A substitution of (6) into (5) gives the new equation for 
the ToF near the virtual source. Figs. 3 and 4 show the 

delayed and apodized RF-lines before summation marked 
with the expanded acceptance angle. The scatterers above 
and below the virtual source have been correctly delayed. 
Fig. 3 shows a circular oscillation at the focal point, which 
is what the VS-model is assuming. The sum of these lines 
will be very di-erent from what is desired, because the 
oscillation will give a much lower value than if the sig-
nal is summed in phase. Fig. 4 shows the result from the 
combined ToF equation, which allows the plane-wave to 
pass through, allowing both several emissions to contrib-
ute without creating destructive interference.

III. M/+,(&/8/$% S/%(2

Phantom and in vivo measurements were performed 
with the RASMUS experimental scanner available at the 
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Fig. 2. Simulated pulse-echo response for scatterers placed below, above, 
and at the virtual source position. The lines indicate the normal accep-
tance angle of the virtual source.

Fig. 3. Delayed data pre-summed for a single scatterer with a translation 
of the transducer in the elevation direction. The data are beamformed 
using a simple isotropic VS model.

Fig. 4. Delayed data pre-summed for a single scatterer with a translation 
of the transducer in the elevation direction. The data are beamformed 
using a combination of plane-wave and simple isotropic VS model. The 
plane-wave allows more lines near the focal point to be used.
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Center for Fast Ultrasound imaging (CFU). RASMUS is 
an abbreviation for Remotely Accessible Software configu-
rable Multi-channel Ultrasound Sampling system, and was 
designed as a very flexible US system capable of transmit-
ting arbitrary waveforms and storage of raw array channel 
data. A more detailed description is found in [22]. The 
transducer used is a convex array (GE Kretztechnik, Zipf, 
Austria) with a stepping motor to allow for a continu-
ous back and forth rocking motion. The rocking system 
is controlled via a program using an USB-interface to a 
separate control box. Synchronization is attained by mea-
suring a trigger signal emitted from the control box on the 
RASMUS system. Transducer parameters can be found in 
Table I. The transducer has a rocking radius large enough 
that the motion will be close to a translation motion for 
small rocking angles. The array still changes direction, but 
the motion should not be thought of as simply a rotation 
around the array center.

A basic implementation of SAF has a low SNR caused 
by few transmitting elements. To increase the SNR, a FM 
excitation pulse with a matched filter applied for pulse 
compression is used in combination with a multi-element 
VS emission [7], [9]–[11]. All the parameters for FM and 
VS emissions are given in Table II. The negative f-number 
denotes that the depth of the VS is negative, placing the 
VS behind the transducer elements, giving a defocused 
emission. Scan number 1 and 2 are for the phantom mea-
surements performed, whereas number 3 is used for in vivo 
measurements.

The FM chirp using a linear frequency shift is calcu-
lated by

 c t w t f t
T B

T
t
T

( ) = ( ) 2
2
1

20sin  






 + 























, (8)

where f0 is the center frequency of the transducer, T is 
the duration of the chirp, B is the bandwidth of the trans-
ducer, and w(t) is a Blackman weighting applied to reduce 
temporal side-lobes. The emission sequence is performed 
by a series of multi-element defocused VS emissions using 
7 elements for each VS. The sequence places 80 VSs in the 
lateral direction placed at the same lateral position as the 
80 center elements of the transducer. Each transmit VS is 
fired in a sequence starting with {1, 21, 41, 61, 2, 22, 42, 62, 
… , 60, 80} to give a more smooth transmit aperture. This 
sequence is repeated for the full scan duration. As the 
transducer moves in the elevation direction, the number of 
VSs used to beamform each point is limited by the rocking 
speed and the acceptance angle of the elevation VS. The 
number of VSs is given by the intersection of the point ro-
tated on a circle and the elevation acceptance angle lines 
compared with the fprf. The intersection is given by

 x z
z z z

( ) =
22

p
p VS VSF


 

 (9)

  z z x z( ) = 2p VSF +  (10)

where zp is the depth of the point, zVS is the depth of the 
elevation virtual source relative to the point of rotation, F 
is the f-number of the transducer, and ' = 1 + (2F)2. The 
equation assumes the coordinate system is rotated as de-
scribed in Section II. The total number of VSs for a given 
depth zmax is given by combining (9) and (10) into

 N z
x

z
( ) =

2
1,max 

arctan











+  (11)

where 9" is the angular distance in azimuth between two 
emissions. For a rocking array, the depth of the VS is 
equal to the sum of the rocking radius and the elevation 
focal depth. The number of VSs used are shown for points 
between 20 and 130 mm of depth in Fig. 5. The solid line 
is the number of used VSs if limited by the conventional 
acceptance angle. To avoid having a low lateral focusing, 
the acceptance angle is opened to 2° and used in combina-
tion with the ToF calculation described in (6).

In vivo measurements were performed on healthy volun-
teers where a volume in the right abdomen was scanned. 
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TABLE I: T&+$,'()/& P+&+8/%/&,. 

Number of transducer elements 128
Center frequency, f0 4.4 MHz
Transducer element pitch 3/4 (
Transducer element height 11 mm
Elevation focus 62 mm
Convex curvature radius 38.9 mm
Rocking radius 22.6 mm

TABLE II: M/+,(&/8/$% P+&+8/%/&,. 

Parameter

Scan

1 2 3

Elements in virtual source 7 7 7
Emissions for full STA 80 80 80
Lateral VS Focusing f-number :1/2 :1/2 :1/2
FM-Chirp length 15 µs 15 µs 15 µs
Scan depth 160 mm 100 mm 145 mm
Receive apodization Hanning Hanning Hanning
Lateral apodization f-number 2 2 2
Rocking sector 35° 35° 35°
fprf 4500 7000 5000
Volumes per second 3.5 3.8 3.0 to 3.5
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The transducer is placed just above the liver at 745° from 
the center-line of the body.

IV. R/,(#%,

The results are divided into three sections. Section IV-A 
evaluates how a change in transducer geometry will a-ect 
the potential of applying SAF to rocking arrays. Section 
IV-B will show initial wire phantom measurements com-
pared with a simulation of the same setup. The ability 
of SAF to improve resolution is dependent on how large 
an aperture can be synthesized, which for this setup is 
limited by transducer geometry. Section IV-C shows the 
results of in vivo measurements performed with the cur-
rent array both with and without SAF. All simulations are 
performed using Field II [23], [24].

To evaluate the methods ability to improve elevation 
resolution, the full-width at half-maximum (FWHM) is 
calculated for a set of simulated scatterers and for mea-
surements performed on a wire phantom. To validate that 
the increase in resolution is not attained at the cost of 
higher side-lobes, the main-lobe to side-lobe ratio (MLSL) 
is calculated for the simulated scatterers. The main-lobe 
width used to calculate the MLSL is defined at :20 dB for 
the PSF created with 3-D SA focusing. The side-lobe limit 
is defined as 5 times the width of the :20 dB main-lobe. 
The MLSL ratio is calculated by

 MLSL = 10
( )

( ) ( )
10

2
= 1
2

=
1 2

= 1

2

1

1

2

2
log

s n

s n s n

n n

n

n k

n

n n

k



 
++












, (12)

where s(n) is the sampled PSF projected in the lateral 
direction, n1 and n2 are the index of the beginning and 
end of the main-lobe, respectively, and k1 and k2 are the 
beginning and end of the side-lobe, respectively.

A. Transducer Design

Synthetic aperture focusing is based on its ability to 
synthesize a large e-ective aperture by applying multiple 
emissions to the same beamformed point. The transducer 
used in this paper is designed to create a narrow beam-

profile with a focal point at the depth of interest. This 
limits the ability of SAF to combine more emissions, limit-
ing the size of the e-ective aperture. This paper limits the 
change of transducer design to the elevation focus, because 
the f-number of the elevation focus is the most significant 
property for determining the possible number of emissions 
to combine. The f-number can be changed by either the 
elevation focus or the width of the transducer elements, 
but changing the width either reduces the amount of emit-
ted energy or increases the footprint of the transducer. A 
change in elevation focus is largely dependent of the focus-
ing lens added to the transducer, and can be done without 
changing other parts of the transducer like, e.g., housing 
and wiring. A drawback of moving the focal point closer to 
the transducer surface is an increase in acoustical pressure 
at the focal point. This could limit the emitted power if 
the value at the focal point exceeds the limits set by the 
FDA [25]. Fig. 6 shows the acceptance angle for di-erent 
elevation focus depths. This clearly shows that for a low 
f-number, a much larger e-ective aperture can be synthe-
sized. This larger acceptance angle spreads out the energy 
more, so it’s important to compare the gain in resolution 
to the e-ect on SNR.

An expression of the theoretical resolution based on 
the f-number is desirable to compare with the achieved 
resolution of the system. It will also allow a manufacturer 
to make a quick parameter estimate based on the require-
ments of the system. Usually SAF is able to maintain a 
constant focusing f-number only restricted by aperture size 
or motion restrictions. Because a rocking array is moving 
on a limited section of a circle, the e-ective aperture is not 
increased linearly. To estimate the :6 dB beamwidth of 
the synthetic aperture, an approximation of the resolution 
is made using
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Fig. 5. Number of virtual sources contributing to a single point between 
20 and 130 mm depth.

Fig. 6. Visualization of the acceptance angle for the elevation virtual 
source for di-erent elevation focus depths.
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where z is the depth relative to the center of rotation, zVS 
is the depth of the elevation virtual source, zrot is the rota-
tion radius of the array, and L(z) is the synthetic aperture 
size for the given depth. The e-ective aperture for a given 
depth can be calculated using (11), but this will create a 
complex expression if combined with (13). The e-ective 
aperture can also be calculated by approximating the in-
tersection with the acceptance angle by
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where zVS is the depth of the elevation virtual source and 
zrot is the rotation radius of the array. The total angu-
lar rotation for a point inside the acceptance angle will 
then be
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The size of the synthetic aperture can be calculated from 
the angular motion from (16), and approximated by
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Combining (13) and (17) gives us an approximate expres-
sion for the resolution equal to

 FWHM
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z z


+

. (18)

The expression in (18) shows that the resolution scales 
linearly with depth, and scales with the f-number and 
the rotation distance of the virtual source. This shows 
that reducing the f-number by 50% will only reduce the 
FWHM by the same amount if the reduction is caused by 
an increase in element height. If the virtual source is also 
moved toward the transducer surface, the resolution will 
be reduced, but the improvement will be limited by the 
reduction in virtual source rotation depth.

The transducer parameters are the same as given in 
Table I except for the elevation focus. The elevation focus 
will be changed to cover a range of f-numbers going from 
1.5 to 5.5 with a 1.0 spacing. Simulated point scatter-
ers are placed between 20 and 120 mm of depth and the 
rocking motion of the transducer is taken from a mea-
surement, to be identical to the actual transducer motion. 
The scan-parameters for the simulations are identical to 

those of Scan 3 in Table II. The evaluation is the FWHM 
in both the lateral and elevation direction and also the 
MLSL ratio. The ML width is defined at :20 dB from 
the peak. SNR is calculated relative to the peak value of 
each scatterer compared with that attained by using an 
f-number of 5.5, which is the same as the current trans-
ducer. The gain in SNR is calculated by

 SNRgain
sp

sp,F

= ,
2

=5.5
2 2

=1

p

p ann

N
 (19)

where psp is the amplitude at the spatial peak of the inves-
tigated scatterer, psp,F=5.5 is the amplitude of the scatterer 
using an f-number of 5.5, and an is the apodization value 
from (5). This equation calculates the increase in energy 
at peak of the PSF and compares to the increase in noise-
energy.

The elevation PSF of a scatterer placed at a 70 mm 
depth is shown in Fig. 7. Here it can be seen that a re-
duction in f-number improves the resolution but also has 
significant side-lobes. The side-lobes are caused by edge-
waves generated by the elevation focusing of the trans-
ducer. To suppress these side-lobes a Hanning apodization 
along the elevation direction of the elements is used. Ele-
ment apodization is not common but has been investi-
gated in [26]–[28]. The e-ect of this apodization is seen in 
Fig. 8, where the side-lobes are attenuated. The main-lobe 
is also seen to widen, which is caused by the weighting. 
All other results will be presented using this apodization, 
which reduces the potential resolution but retains a good 
overall quality of the PSF. The estimate given by (18) 
has to be increased by a factor of 1.50 to give an accurate 
estimate of the new resolution.

The FWHM achieved for simulated point scatterers 
using di-erent elevation focus and depths are shown in 
Fig. 9. The improvement in resolution is well-behaved and 
does not have sudden spikes. Fig. 10 shows the estimated 
FWHM given by (18). It can be seen that the estimate 
overestimates the size of the synthetic aperture for more 
deeply placed scatterers compared with what is achievable 
with simulations. Regardless, the approximation gives a 
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Fig. 7. Elevation PSF for a scatterer placed at 70 mm depth for di-erent 
f-numbers without transducer element apodization.
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good estimate of what the resolution will be, and makes 
an accurate description of the resolution as a function of 
depth. The average reduction in FWHM is shown in Fig. 
11. The improvement is relative to the FWHM with the 
possibility of reducing it by almost a factor of 2 compared 
with what is possible now.

Fig. 12 shows the lateral resolution. This is almost con-
stant for all the di-erent setups with a slight increase in 
FWHM for a low f-number. The PSF can be seen for a 
depth of 70 mm in Fig. 13, which shows an almost un-
changed PSF. A slight increase in side-lobes below :50 dB 
is seen for the current transducer setup.
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Fig. 8. Elevation PSF for a scatterer placed at 70 mm depth for di-erent 
f-numbers with a Hanning transducer element apodization.

Fig. 9. Elevation FWHM for scatterers placed between 20 and 120 mm 
depth using di-erent elevation focus.

Fig. 10. Estimated Elevation FWHM using a simple approximation.

Fig. 11. Relative FWHM for a reduced f-number compared with f-num-
ber = 5.5.

Fig. 12. Lateral FWHM for scatterers placed between 20 and 120 mm 
depth using di-erent elevation focus.

Fig. 13. Lateral PSF for a scatterer placed at 70 mm of depth for di-er-
ent f-numbers.
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To quantify the energy in the side-lobes for di-erent 
setups, the MLSL ratio is calculated. The main-lobe width 
used for each scatterer is chosen to be the :20 dB width 
using an f-number = 5.5. An increase in MLSL is caused 
by less energy placed outside this width, resulting in a 
better contrast. Fig. 14 shows the MLSL is 725 dB for 
the current setup, but can be increased by up to 10 dB by 
reducing the f-number of the transducer.

A common concern with SA focusing is that it has a 
low SNR caused by the spread of energy. For conventional 
arrays, this can be alleviated by applying multi-element 
VS emissions. Because the surface area in the elevation 
direction is kept constant regardless of focusing, the emit-
ted energy will be spread over a larger area. It is not 
possible to increase the amplitude because the emission 
is still focused and increasing the amplitude might violate 
FDA regulations [25]. Because SAF allows more emissions 
to be used because of this spread, this will increase the 
SNR again. The resulting SNR is calculated by (19) and 
compared with the reference case. To ease interpretation, 

the SNR is normalized to 0 dB for f-number = 5.5, shown 
in Fig. 15. The figure shows two points of interest.

The first is that the SNR for a given depth is lower if 
the focal point is near, which indicates that the energy is 
not as focused as the VS model indicates. This is shown 
by an increase in SNR for most setups compared with the 
reference around the focal point, and a decrease in SNR at 
depths close to the focal point of the other setups. In ad-
dition, the SNR is seen to be reduced by up to 8 dB when 
reducing the f-number. For scatterers below 780 mm 
depth, all setups have lower or equal SNR compared with 
the reference setup. The amplitude of the beamformed 
scatterers are only increased slightly, but because the ac-
ceptance angles are widened significantly, more noise is 
introduced.

B. Wire Phantom

A wire phantom was measured twice at di-erent depths 
to cover a larger range. The measurements are performed 
using the parameters from scan numbers 1 and 2, found 
in Table II. The two measurements are combined even 
though there is a change in the fprf. The simulation is 
performed using the scan number 1 parameters in Table 
II with point scatterers placed between 30 and 140 mm of 
depth. Fig. 16 shows the FWHM for two measurements of 
a wire phantom on top of the results from the simulated 
scatterers. The improvement in FWHM for simulated and 
measured scatterers is very similar, with an average re-
duction of 26.4% for the simulation and 33.8% for the 
measurements. The method is not able to synthesize a 
constant f-number regardless of depth, which is assumed 
to be caused by the high physical f-number of the trans-
ducer and the rocking motion.

To see the change in the PSF, Figs. 17 and 18 show the 
projected PSF at a depth of 80 and 88 mm. The method 
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Fig. 14. Elevation MLSL for scatterers placed between 20 and 120 mm 
of depth using di-erent elevation focus.

Fig. 15. Elevation SNR for scatterers placed between 20 and 120 mm of 
depth using di-erent elevation focus.

Fig. 16. FWHM for simulated scatterers and measured wires with and 
without 3-D SA focusing. The gain is calculated for both the measured 
and simulated scatterers.
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can be seen to improve the width of the PSF for both 
simulation and measurements. The simulation shows a re-
duction in width for all levels down to 7 :50 dB, in which 
the PSF without 3-D SA focusing has slightly lower side-
lobes. The measurements show a consistently better PSF 
with a clear reduction for both the main-lobe width and 
the side-lobe level.

C. In Vivo

In vivo measurements were performed on healthy vol-
unteers by scanning a volume of the right lumbar region. 
The transducer was held at an angle of 45° to obtain imag-
es from the right liver lobe. The scans are shown in pairs 
where the left is beamformed with the method shown in 
this paper and the right has been beamformed with con-
ventional 2-D SAF and stacked to a 3-D volume. The im-

ages in Fig. 19 show the C-scans and B-scan of the liver for 
three male volunteers. Figs. 19(a) and 19(b) show a vein 
in the middle right part, but of most interest is the speckle 
in the liver. The images clearly show a reduction in the 
elevation direction, confirming the simulation and wire 
phantom measurements. Figs. 19(c)–19(f) only show a lit-
tle improvement compared with the conventional stacking 
method, and in addition they show some ringing artifacts, 
most significant at the edges. The origin of these artifacts 
is not fully understood, but can originate from uncertainty 
of the rocking motion of the transducer, e-ects caused by 
the shell covering the rocking array, or e-ects caused by 
the elevation beam-profile of the transducer. Figs. 19(g) 
and 19(h) show, like Fig. 19(a) and 19(b), an improvement 
in the elevation direction and a better edge-definition of 
some of the blood vessels in the image.

V. C"$)#(,*"$

The method for 3-D SAF has been successfully imple-
mented for a rocking convex array. The method is able to 
improve the elevation resolution for a measured wire-phan-
tom, and shows a good agreement between measurements 
and simulations. The method shows shows an average im-
provement to the elevation FWHM of 26.4% for simulated 
scatterers and 33.8% for a measured wire phantom.

Overall, the method has the potential to improve both 
resolution and contrast significantly by a better trans-
ducer design. The improvement is strongly related to the 
f-number; a reduction in f-number will improve resolution 
more e-ectively if it can be created by an increase of the 
element height, because the focal depth can remain con-
stant. For the investigated parameter range, a transducer 
designed for better utilization of 3-D SAF was found to 
have an f-number of around 2 to 3 as well as an apodiza-
tion in elevation to reduce edge-waves. It is possible to 
choose a design with improved resolution, contrast, and 
SNR at around a 60 mm depth, which is the depth of in-
terest for the current transducer, but at a cost of a slight 
reduction in penetration. A trade-o- between SNR and 
image quality must be made if the f-number is reduced 
even further. A drawback of making this change in trans-
ducer geometry is that the transducer will have very poor 
imaging qualities using conventional 2-D imaging for ori-
entation, limiting the transducer to 3-D imaging. This can 
potentially be alleviated by employing 1.5-D arrays with 
pre-focusing in the handle, giving the potential to switch 
elevation focus, but will increase the cost and complexity 
of the transducer.

Several 3-D in vivo volumes were acquired from healthy 
volunteers and compared with a conventional 2-D SAF 
approach. The results for the current transducer show a 
mix of improvement and artifacts. The resolution of the in 
vivo images could be improved by reducing the f-number, 
and a better understanding of the shell and motion might 
reduce the artifacts seen in the images.
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Fig. 17. Simulated PSF at 80 mm of depth with and without 3-D SA 
focusing.

Fig. 18. Measured PSF at 88 mm of depth with and without 3-D SA 
focusing.
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Fig. 19. In vivo measurements showing three C-scans and an elevation B-scan of three healthy male volunteers. (a) C-scan of liver vein using 3-D 
SAF, (b) C-scan of liver vein with no elevation focusing, (c) C-scan of two liver veins using 3-D SAF, (d) C-scan of two liver veins with no elevation 
focusing, (e) C-scan of liver vein branch using 3-D SAF, (f) C-scan of liver vein branch with no elevation focusing, (g) elevation plane of liver using 
3-D SAF, (h) elevation plane of liver with no elevation focusing.
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