Ionization quenching in scintillators used for dosimetry of mixed particle fields - DTU Orbit (25/07/2019)

Ionization quenching in scintillators used for dosimetry of mixed particle fields. / Christensen, Jeppe Brage; Almhagen, Erik; Stolarczyk, Liliana; Vestergaard, Anne; Bassler, Niels; Andersen, Claus E.
In: Physics in Medicine and Biology, Vol. 64, No. 9, 095018, 2019.
Research output: Contribution to journal › Journal article – Annual report year: 2019 › Research › peer-review