Spatiotemporal structure of intracranial electric fields induced by transcranial electric stimulation in humans and nonhuman primates

Opitz, Alexander; Falchier, Arnaud; Yan, Chao-Gan; Yeagle, Erin M.; Linn, Gary S.; Megevand, Pierre; Thielscher, Axel; Ross, Deborah A.; Milham, Michael P.; Mehta, Ashesh D.

Published in:
Scientific Reports

Link to article, DOI:
10.1038/srep31236

Publication date:
2016

Document Version
Publisher's PDF, also known as Version of record

Citation (APA):
Opitz, A., Falchier, A., Yan, C-G., Yeagle, E. M., Linn, G. S., Megevand, P., ... Schroeder, C. E. (2016). Spatiotemporal structure of intracranial electric fields induced by transcranial electric stimulation in humans and nonhuman primates. Scientific Reports, 6, [31236]. https://doi.org/10.1038/srep31236
Spatiotemporal structure of intracranial electric fields induced by transcranial electric stimulation in humans and nonhuman primates

Alexander Opitz\textsuperscript{1,2}, Arnaud Falchier\textsuperscript{3}, Chao-Gan Yan\textsuperscript{1,3}, Erin M. Yeagle\textsuperscript{4}, Gary S. Linn\textsuperscript{1,5}, Pierre Megevand\textsuperscript{4}, Axel Thielscher\textsuperscript{6,7,8}, Deborah A. Ross\textsuperscript{5}, Michael P. Milham\textsuperscript{1,2}, Ashesh D. Mehta\textsuperscript{4} & Charles E. Schroeder\textsuperscript{1,9}

Transcranial electric stimulation (TES) is an emerging technique, developed to non-invasively modulate brain function. However, the spatiotemporal distribution of the intracranial electric fields induced by TES remains poorly understood. In particular, it is unclear how much current actually reaches the brain, and how it distributes across the brain. Lack of this basic information precludes a firm mechanistic understanding of TES effects. In this study we directly measure the spatial and temporal characteristics of the electric field generated by TES using stereotactic EEG (s-EEG) electrode arrays implanted in cebus monkeys and surgical epilepsy patients. We found a small frequency dependent decrease (10\%) in magnitudes of TES induced potentials and negligible phase shifts over space. Electric field strengths were strongest in superficial brain regions with maximum values of about 0.5 mV/mm. Our results provide crucial information of the underlying biophysics in TES applications in humans and the optimization and design of TES stimulation protocols. In addition, our findings have broad implications concerning electric field propagation in non-invasive recording techniques such as EEG/MEG.
of fields generated using local intracranial current stimulation, as opposed to those caused by extracranial stimulation, leaving a wide gap in our mechanistic understanding. Some have attempted to bridge this gap by measuring the electric fields during TES using phantoms, though it is not clear how faithfully an agar-filled volume can represent the CSF-filled intracranial space and the complex brain in the human. Beyond the measurement of static electric fields for tDCS, additional questions arise for tACS, where the impact of brain tissue properties on the temporal dynamics of electric fields produced by oscillating stimulation currents are incompletely understood. For example, earlier studies suggest that significant inhomogeneity of conductivity and permittivity in brain tissue gives rise to filtering of potential fields over space in a way that distorts the frequency content of the original signal and causes a phase/time shift of field potential components over space. While this conclusion has been questioned, delineating any of such effects would be critical to the practice of applying tACS so that it meshes with or perturbs ongoing oscillations at specific locations in the brain. The imprecise understanding of the specific properties of electric fields generated in the brain using scalp-applied TES limits principled efforts to optimize stimulation protocols, as well as the interpretation of experimental results.

The goal of this study was to provide comprehensive measurements of the spatial and temporal variations in the properties of electric fields (i.e., strength, direction) generated using TES in a non-human primate (NHP) brain. Because our target was the intracranial electric field and the underlying biophysics, rather than the brain’s response to stimulation, we opted to streamline our approach by studying the subjects under anesthesia. The NHP model is ideally suited for such measurements due to the feasibility of strategically implanting stereotactic-EEG (s-EEG) electrodes in a manner that can sample a broad range of brain areas, the ability to perform repeated measurements, and the reasonable approximation of the brain and skull structures of nonhuman primates to those of humans. Complementing these NHP measurements, we capitalized on the availability of neurosurgical patients implanted with the same type of s-EEG electrodes. While based on clinical considerations, the recordings nonetheless allowed us to evaluate how well specific aspects of our non-human primate findings generalize to humans. Although the present study was primarily motivated by the challenges faced by TES, our findings also have broad implications for our understanding of electric field propagation within the brain, and source localization based on EEG/MEG, as both face the same fundamental biophysical limits imposed by the scalp, skull and brain as volume conductors.

Methods

Monkey recordings. All procedures were approved by the IACUC of the Nathan Kline Institute for Psychiatric Research. Recordings were carried out in accordance with the approved guidelines. Two Cebus monkeys (one male, 13 years and 4.1 kg and one female, 11 years and 2.9 kg) were implanted with MRI-compatible (Cilux) headposts. In the first monkey three electrodes (Adtech) with a total of 32 contacts (5 mm spacing) were permanently implanted through a skull incision over the left occipital cortex. In the second monkey, the same three electrodes were similarly implanted, along with an additional 10-contact array. Recording electrodes were oriented from posterior to anterior with medial prefrontal cortex, frontal eye field and hippocampus as target regions. In the second monkey the additional electrode targeted the geniculate complex of the thalamus. Exact electrode positions were identified on a post-implantation MR image and registered to the pre-implantation image. In multiple sessions, s-EEG was recorded during TES using a Brain AMP MR amplifier (Input Impedance 10 MΩ, Common-mode rejection >90 db, high-pass frequency 0.016 Hz/10 s, low-pass frequency 250 Hz, measuring range +− 16.384 mV, resolution 0.5 μV/bit, Brain Products) with a sampling rate of 500 Hz. The frequency-magnitude response of the EEG system was tested using a function generator and a linear ohmic resistor to derive a correction factor for a slight dampening at higher frequencies (see Supplementary Material, Fig. 1). Ground (right temple) and reference electrodes (left temple) were placed on the scalp. For a detailed analysis regarding the effect of the position of the reference and ground electrode see Supplementary Material.

All frequencies were tested with a linear ohmic resistor and a minimal decrease for high frequencies was corrected for in results (see Supplementary Material, Fig. 1). To investigate the time course of electric fields during tACS and to test for possible frequency dependent effects on field strength or phase shifts, we parametrically varied the frequency of stimulation currents from 1 Hz to 150 Hz. We tested 21 frequencies (1–10 Hz in 1 Hz steps, 10 Hz – 100 Hz in 10 Hz steps and 125 + 150 Hz). The frequencies were tested with ca. 30–60 s rest time between each frequency measurement. Frequencies were applied in randomized order as stimulation itself can change the impedance of electrodes/skin over time, thus performing measurements with increasing/decreasing frequencies could lead to systematic errors. The impedance of the stimulation electrodes was monitored after every five frequencies measured to ensure that no large changes occurred over the course of the experiment. Electrode impedance was below 5 kΩ during the recordings. In one session we recorded from two additional scalp needle electrodes attached on the left and right side along the head midline to test whether phase shifts might occur through the current passing the skull. We applied alternating currents at 200 μA in the 1st monkey and 100 μA in the 2nd monkey (which had thinner temporalis muscles and a smaller head size) to ensure a similar voltage range, through two electrodes (left occipital cortex, middle forehead) for 30 s for each frequency. Intensities were chosen to achieve a high signal to noise ratio while keeping within the dynamic range of the amplifier, as well as to reduce strain on the monkeys for extended measurement sessions. Each measurement series was repeated once immediately following the first series.
Patient recordings. Two patients (one female, one male, both right-handed, ages 35 and 29, respectively) with refractory epilepsy participated in the study while undergoing presurgical monitoring at North Shore University Hospital. All experimental protocols were approved by the Institutional Review Board of the North Shore University Hospital. All recordings were carried out in accordance with the approved guidelines. Both patients provided informed consent as monitored by the local Institutional Review Board and in accordance with the ethical standards of the Declaration of Helsinki. One patient was implanted with bilateral s-EEG electrodes (Adtech Medical Instrument Corp.) and one patient with left subdural grid, strip, and depth electrodes (Integra Lifesciences Corp.), with the number and placement of electrodes determined solely by clinical requirements. The reference electrode was placed at midline between skull and scalp for both patients. Electrode positions were identified on post-implantation CT scan and registered in a two-step procedure to the post-implantation MR and then to the pre-implantation MR. Patients were monitored until sufficient data were collected to identify the seizure focus, 8–12 days. Continuous intracranial video-EEG monitoring was performed with standard recording systems (XLTEK EMU 128 LTM System) with a sampling rate of 500 Hz. In a single session patients were stimulated with TES. Two saline-soaked sponge electrodes (25 cm²) were attached to the scalp over the left and right temple (bilateral montage) and a 1 Hz alternating current of 1 mA was applied in one run (using Starstim) for 2 min with a ramp up/down of 10 s. Electrode locations were chosen in close proximity to areas with good coverage by recording electrodes. Electrode impedance was kept below 10 kOhm during the recordings. Patients were instructed to rest during tACS application. As would be expected, patients reported mild skin sensations during the application of tACS.

Data analysis. Data analysis was identical for patient and monkey recordings. First, we subtracted from each channel its mean voltage over a time interval of 1 s right before stimulation onset to correct for possible baseline differences between channels unrelated to stimulation. An example of the baseline correction is shown in Supplementary Fig. 9. To investigate possible frequency dependent effects of the stimulation current on magnitude and phase of the intracranial currents, we computed a Bode plot which explores the frequency response of the system. For that we computed the Fast Fourier Transform (FFT) using 16.4 s of data (213 data points) for each channel. An illustration of the Fourier analysis can be found in Supplementary Fig. 2. To minimize FFT scalloping loss, which can exert a frequency dependent effect on estimated FFT magnitude, we applied a flat-top

Figure 1. Bode plot illustrating the frequency dependency of the magnitude of TES induced electric potentials measured in Monkey 1 (A) and Monkey 2 (B). All shown results are corrected for the dampening of the stimulation and recording system. Normalized mean magnitude over all contacts in dependence of stimulation frequency (log10 units) from 1 Hz–150 Hz for two repeated measurements. A slight decrease in magnitude of up to 10% is visible for higher stimulation strengths.
window function to the data. We extracted the magnitude and phase for the maximum frequency (which was identical with the stimulation frequency for each frequency tested). Magnitude was defined as the absolute value of the complex Fourier value at the peak frequency. Average magnitudes were computed over all channels (scalp electrodes were analyzed separately) for each frequency and normalized to the maximum amplitude. In the following, we computed phase differences for the peak frequency between all possible channel combinations. We excluded phase differences from channels with very small FFT magnitudes relative to the maximally observed amplitudes as in those channels the phase estimation was not reliable. Then we computed the phase differences modulo \( \pi \) (180 degree) and centered the distribution between \(-\pi/2\) and \(+\pi/2\). We did this because depending on the placement of the reference electrode, a phase reversal of \( \pi \) could occur at some channels caused by negligible phase differences and the periodicity of the phase function (see Supplementary Material, Fig. 5). Those 180-degree phase reversals arise due to the position of the reference electrode and not due to capacitive effects of the tissue (see Supplementary Material, Figs 5–7). From the phase difference histograms we then calculated the mean values of absolute phase differences.

In a second analysis we estimated the electric field strength during TES. For that we calculated the numerical gradient using the symmetric difference quotient (using a simple two point estimation leads to similar results) of the potential at its peak up-phase along the contacts for each implanted electrode. For the patient with grid electrodes, we computed the gradient along both grid axes and combined them using vector addition. All values for the potential and electric field strength were scaled to a stimulation current of 1 mA and mean and standard error of the mean were computed over five stimulation cycles. Note that with this method we can only estimate the electric field component along the measurement (electrode) vectors (projection of the electric field). While we tried to use montages that resulted in electric fields with a large component along the electrode directions, the strength of the “true” electric field is likely somewhat larger than the measured field. In addition to field strength, we estimated the spatial extent of intracranial electric fields. First, we identified those electrode contacts that exhibited electric field strengths larger than 50% or 25% of the maximum recorded field strength; this was carried out separately for each implanted linear electrode array or ECoG grid. Then, for each electrode array, we computed the maximum distance between those contacts that met the cutoff criteria.

Figure 2. Bode plot illustrating the frequency dependency of phase differences of TES induced electric potentials measured in Monkey 1 (A) and Monkey 2 (B). Mean phase differences (degree) between all combinations of electrode contacts are shown in dependence of stimulation frequency (log10 units) from 1 Hz–150 Hz for two repeated measurements. Weak phase differences around 1–2 degrees were observed for both monkeys.
Based on the pre-implantation MR images, we reconstructed the cortical surfaces to visualize the experimental recordings in a 3D model for both monkeys and patients. An overview of the implanted electrodes and the covered brain regions for the monkeys and patients can be found in Table 1.

**Results**

The analysis of the frequency response function indicated that the mean potential magnitude decreases as a function of stimulation frequency (Fig. 1), with a maximum decrease of around 10% for the highest stimulation frequency tested (150 Hz). While magnitudes were largely stable for slow frequencies up to 15 Hz, there was a continuous decline from 15 to 150 Hz. Negative correlations of $r(19) = -0.98$, $p < 0.001$ and $r(19) = -0.94$, $p < 0.001$ between frequency and magnitude were found for monkeys 1 and 2, respectively. Compared to the magnitude at 1 Hz decreases of 0.5% and 5% were found at 10 Hz and 100 Hz respectively based on a linear fit (Supplementary Fig. 17) of the measurement data for the first monkey. Decreases of 0.7% and 8% have been found for the second monkey. This frequency dependent decrease of magnitude is in line with a frequency dependent increase of conductivities of the head tissue or electrodes, as a smaller voltage is needed to pass the same amount of current in a better conducting medium. We observed only very small phase differences, up to a few degrees, between electrodes (Fig. 2), indicating that capacitive effects that would produce phase differences are quite small. Results were consistent between monkeys. Between frequency and phase differences positive correlations of $r(19) = 0.87$, $p < 0.001$ and $r(19) = 0.98$, $p < 0.001$ were found for monkeys 1 and 2. Phase differences in the patients (not shown) were generally in the same small range as in the monkeys. For the scalp electrodes we observed the same mild frequency dependence of the FFT magnitude, and again, we observed only small phase shifts from the scalp electrodes to the

![Figure 3. Intracranial potential distribution for monkey 1 (A) and monkey 2 (B). Shown is the measured electric potential (in mV scaled for a stimulation intensity of 1 mA, measured at 1 Hz) at different electrode contacts implanted in the left hemisphere. Stimulation electrodes were attached over the left occipital cortex and middle forehead and their locations are indicated with red and blue arrows for both monkeys. A continuously changing posterior - anterior gradient in the electric potential is visible. (C) Stimulation electrodes displayed over the cortical surface for Monkey 1 (left) and Monkey 2 (right).](image-url)
intracranial electrodes. The lack of a phase difference between scalp and intracortical measurements suggests that the passage of current through the skull does not introduce appreciable phase shifts.

S-EEG recordings revealed potential distributions with continuously varying gradients between the stimulation electrodes both in monkeys and humans (Figs 3 and 4), however, subdural grid array recordings measuring the potential distribution at the outer brain surface (Fig. 4B) yielded a more complex gradient. The rapid change of electric field strength over space in Patient 2 is likely related to a quickly changing radial (inwards) to tangential (along the cortical surface) electric field component. Our electric field measurements are only sensitive in the tangential component, resulting in the pattern observed here. Regarding electric fields, largest magnitudes were generally found in superficial sites near the stimulation electrodes but not necessarily confined to the outermost contacts (Figs 5 and 6) Table 1.

Maximum electric strengths were found to be 0.358+/−0.001 mV/mm for the first monkey (median electric field 0.21 mV/mm) and 1.173+/−0.003 mV/mm for the second monkey (median electric field 0.39 mV/mm). The first monkey was a male with a much larger muscle mass overlaying the skull than the second, a female monkey, highlighting the fact that individual anatomical factors result in different electric field strengths. Maximum

Figure 4. Intracranial potential distribution for Participant 1 (A) and Participant 2 (B). Measured electric potential (in mV scaled for a stimulation intensity of 1 mA) at different bi-hemispheric stereotactic EEG electrode contacts (Participant 1) or surface ECoG grid on the left hemisphere (Participant 2). Stimulation electrodes were attached bilaterally over the left and right temple in both Participants and indicated with red and blue arrows. A continuously changing left - right gradient in the electric potential is visible for Participant 1. For Participant 2 a sharp change in potential is found close to the left stimulation electrode. Continuously increasing potentials are found with increasing distance to the stimulation electrode. Note the large potentials found in the occipital region are due to the lack of electrode coverage on the right hemisphere which would exhibit even higher values. (C) Stimulation electrodes shown over the cortical surface for Participant 1 (left) and Participant 2 (right, other cross hemispheric electrode not visible).
electric field strengths for the patients were found to be $0.360 \pm 0.008$ mV/mm (Patient 1) (median electric field 0.098 mV/mm), $0.163 \pm 0.007$ mV/mm (Patient 2) (median electric field 0.059 mV/mm).

We evaluated the spatial extent of electric fields (larger than 50% or 25% of the maximum electric field) as follows: Monkey 1: 90 mm (50% of Max) and 110 mm (25% of Max), Monkey 2: 20 mm and 60 mm. Patient 1: 39.6 mm and 45.7 mm, Patient 2: 47 mm and 74.6 mm. The differences in spatial extent observed across cases were predictable given that the electrodes were not placed in the same locations or orientations. However, the findings for the monkey are more notable, as their placement was relatively similar in the two subjects. This again suggests that other factors, such as head size, muscle tissue thickness or skull integrity may contribute to inter-individual differences in field properties.

**Discussion**

Comprehensive evaluation of the intracranial electric field during TES in nonhuman primates and human neurosurgical patients provided empirical support for common assumptions about the electric properties of the head tissue and provided novel insights with implications that extend beyond TES. More specifically, we confirmed that the electric fields generated during TES do behave in a linear ohmic manner, with small capacitive components on a mesoscopic or macroscopic scale, alleviating several concerns that could greatly complicate dosing. We observed a frequency dependent attenuation of the voltages generated, up to 10%, for TACS frequencies exceeding 15 Hz. This phenomenon can be explained by frequency dependent increases in conductivity (i.e., for a current controlled stimulation a smaller voltage is needed to achieve a fixed current strength in a higher conducting medium). Thus, while likely not critical, studies comparing physiological and behavioral responses to different stimulation frequencies could account for the differences in electric field strength arising from specific stimulation frequencies, especially when considering higher frequencies. Capacitive effects that could result in phase shifts were generally small. This finding is crucial for TACS stimulation protocols that aim to exploit the phase relationship between injected currents and ongoing rhythmic brain activity. While previous publications reported larger capacitive effects of brain tissue compared to our measurements, we conducted in-vivo with a “4-electrode setup” (two separate stimulation and recording electrodes) minimizing capacitive effects at the electrode-electrolyte interface of the recording electrodes. In line with our results, small phase...

---

**Figure 5.** Intracranial electric field distribution for monkey 1 (A) and monkey 2 (B). The position of the stimulation electrodes on the scalp are indicated with red and blue arrows. The electric field projection along the electrodes (in mV/mm scaled for a stimulation intensity of 1 mA) shows an intricate pattern with high electric fields close to the occipital stimulation electrode (monkey 1). Note that the strongest electric field strength was found not at the most superficial recording electrode but at an electrode a bit deeper in the cortex. The weak electric field strengths near the frontal stimulation electrode are likely due to the larger distance to the frontal electrode. For the second monkey strongly enhanced electric field strength occurred at one electrode. Possible reasons are smaller head size and reduction in muscle tissue that can lead to larger field strengths. Also the contact with highest electric field strength was outside the brain, possibly explaining the large field strength.
differences were also reported in Logothetis, Kayser and Oeltermann using a similar measurement setup on a smaller spatial scale. We did not measure the phase differences between tACS stimulation currents and recorded voltages, but only between voltages at different contacts. For the stimulation electrode on the scalp, phase differences could occur at the electrode-electrolyte interface. Thus our results are primarily applicable to the volume conduction problem of currents passing through scalp, skull and brain. While we did not observe large capacitive effects on the mesoscopic scale, they could possibly occur on a microscopic scale e.g. due to membrane capacitance of neurons. Future work, using the appropriate apparatus for recordings cellular level phenomena would be required to evaluate potential effects at the microscale. Interestingly, however, phase shifts were not observed even for close-by electrode pairs located in homogeneous parts of brain white matter. This indicates that membrane capacitances do not result in strong deviations from a purely ohmic behavior on the spatial scale which is relevant for shaping the gross field distribution. Obviously, our conclusions only hold for the measured frequency range, which was restricted by the technical parameters of the stimulation and recording equipment. However, it is noteworthy that prior measurements often reported the strongest deviations from an ohmic behavior in the frequency range tested here highlighting the importance of the data reported. One difference between our measurement and others performed previously (e.g. Gabriel, Peyman and Grant) is that no acute strain or compression of the tissue is induced by the recording setup we used.

Our measurements also have direct implications for interpretation of the EEG signal based on the reciprocity theorem. Briefly, this theorem states that the electric field at a certain location in the brain arising from an imposed current through two scalp electrodes is equivalent to the voltage measured through the same two scalp electrodes resulting from a dipole at the same brain location. Based on our measurements, we conclude that a dipole in the brain for high frequencies will result in lower measured voltages at the scalp electrodes. Nevertheless the moderate size of this lowpass filtering effect cannot alone explain the 1/f behavior observed in recordings of brain oscillations.

Our results show that maximum electric fields in humans reach up to 0.5 mV/mm for 1 mA stimulation currents which is in the range predicted by modeling studies. This is a lower bound for which actual neural entrainment has been found in in-vitro studies and below the threshold of 1 mV/mm in rodent studies. It is thus not completely clear how mechanisms derived from in-vitro and animal studies can be applied to human studies due to the limited field strength induced in human brains. Future efforts could be made to induce higher electric field strengths in a non-painful and safe manner; e.g., using kHz currents as a carrier frequency for low frequency oscillations. Input currents used in human studies could be matched to achieve electric field strengths shown to be effective in in-vitro settings. We found substantial inter-individual differences in electric field strength which might underlie some of the variability in response between participants to TES and support the suggestion that dosing being individualized. The spatial extent of the electric field was estimated to range over several cm in both monkeys and patients. This is in line with predictions from modeling studies showing electric fields extend across several gyri. Novel montages using multiple stimulation electrodes have the potential to
increase spatial specificity of delivered electric fields and could be studied in future research. While due to technical limitations we could not directly measure DC currents, we expect that the findings at the low frequency limit for our measurements apply for tDCS as well, especially under the aspect of small frequency dependent effects. Future studies should test how well observed electric field distributions accord with predictions of computational models. While a comprehensive evaluation and fitting of finite element models to the measured data is outside the scope of this study, such an approach seems promising especially with respect to optimizing montages and stimulation protocols to produce more focal fields. In addition, our results are also crucial for the precise tuning of closed loop systems that can tailor the stimulation current and phase to ongoing oscillations. To target ongoing oscillations in a phase-specific manner, changes in phase or magnitude that occur when currents pass through the skull and brain tissues need to be taken into account. The present study did not aim to evaluate the effects of tACS on neural activity, however, this will be the central goal of our future research efforts.

References


Acknowledgements

Supported by MH110217 and by pilot funding from the Nathan S. Kline Institute for Psychiatric Research (NKI). Transcranial electrical stimulation devices were obtained through an equipment award provided to NKI by the Child Mind Institute (1FD2013-1). We thank Stan Colcombe, Raj Sangoi and Caixia Hu for MR imaging support, and we thank Mark Klinger, Kathleen Shannon and Tammy McGinnis for veterinary assistance. We also thank the NKI Collaborative Neuromodulation Workgroup for their helpful feedback. AT was supported by the Lundbeck foundation (personal grant R118-A11308 and grant R59 A5399 – PI Hartwig Siebner) and the NovoNordisk foundation (grant 11413).
Author Contributions
A.O., A.F., C.-G.Y., E.Y., G.L., A.M., D.R. and C.S. performed experiments. A.O. analyzed data and prepared all figures. A.O., A.T., M.P.M. and C.S. interpreted results. A.O., A.T., M.P.M. and C.S. wrote the main manuscript text. All authors reviewed the manuscript.

Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep

Competing financial interests: A.O. is an inventor on patents and patent applications describing methods and devices for noninvasive brain stimulation.

How to cite this article: Opitz, A. et al. Spatiotemporal structure of intracranial electric fields induced by transcranial electric stimulation in humans and nonhuman primates. Sci. Rep. 6, 31236; doi: 10.1038/srep31236 (2016).

This work is licensed under a Creative Commons Attribution 4.0 International License. The images or other third party material in this article are included in the article’s Creative Commons license, unless indicated otherwise in the credit line; if the material is not included under the Creative Commons license, users will need to obtain permission from the license holder to reproduce the material. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/

© The Author(s) 2016