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Abstract: Broadly tunable upconversion is demonstrated for long-wave infrared (LWIR) 
detection. The upconversion system is evaluated by the detection of 50 ns pulses from a 
narrow linewidth tunable quantum cascade laser (QCL) in the 9.4 to 12 µm range. The LWIR 
signal is mixed with a 1064 nm laser beam in a silver gallium sulfide (AgGaS2) crystal, 
resulting in an upconverted signal in the 956 to 977 nm range, using angle tuning for optimal 
phase-matching. This allows for efficient, high speed detection using a standard silicon 
detector. A theoretical model including absorption and diffraction shows qualitative 
agreement with experimental data. 
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement 

OCIS codes: (190.0190) Nonlinear optics; (190.7220) Upconversion. 
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1. Introduction

Many substances can be identified by their spectral features associated with fundamental 
rotational and vibrational absorption bands in the infrared spectral region. This has spurred 
much attention to infrared (IR) technologies relating to applications, such as infrared 
spectroscopy [1–4] and infrared hyperspectral imaging [5–8]. Infrared spectroscopy has found 
applications within diverse fields like environmental gas monitoring [9,10] and medical 
applications e.g. exhaled breath analysis [11–13] and cancer diagnostics [14]. Throughout the 
past decades, significant scientific progress has led to new mid-IR light sources, such as 
narrow band optical parametric oscillators [15] and quantum cascade lasers (QCL’s) [16]. 
Particularly the high efficiency, simple tuning properties and compact-size of QCL’s has 
made it the ideal light source for many IR applications. 

In contrast, there is a significant lack of low-noise infrared detectors [17] particularly at 
room temperature operation. Mercury cadmium telluride (MCT) detectors and bolometers are 
the standard choice for LWIR detection. However, direct LWIR detectors generally have poor 
signal-to-noise ratio, several orders of magnitude lower than that of silicon based detectors, 
mainly due to the unavoidable dark noise originating from the finite temperature of the 
detector. Cooling is therefore required to optimize the performance of traditional LWIR 
detectors, but it generally makes them bulky, expensive and inconvenient to use. Another 
issue is the response time of most direct LWIR detectors, which is generally much slower 
than their silicon counterpart. The lack of cheap, efficient detectors in the LWIR range has to 
some extent prevented widespread use of IR spectroscopy. 

In recent years frequency upconversion has been revitalized as an alternative approach to 
direct detection of infrared radiation [18]. Upconversion relies on a nonlinear process 
commonly referred to as sum frequency generation, in which long wavelength (low energy) 
infrared photons are converted to near infrared (NIR) photons according to energy and 
momentum conservation when mixed with high energy photons from a laser field. This 
translates the IR signal to the NIR spectral range allowing for simple detection using silicon 
detectors. Most work on IR upconversion detection has been focused on the 1.5 to 4.5 µm 
range, where LiNbO3 is the preferred nonlinear material [19,20]. However, moving beyond 5 
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µm little has been published on upconversion. In the LWIR range the selection of appropriate 
nonlinear crystals having high nonlinearity, high transmission in the LWIR and 
simultaneously at the upconverted wavelength range, combined with the ability to phase-
match the nonlinear process, is very limited. 

AgGaS2 is becoming the nonlinear material of choice for upconversion based LWIR 
applications [2,4,21,22], since it is commercial available, has a fairly high nonlinear 
coefficient, deff ~16 pm/V and can be phase-matched over a broad range of wavelengths in the 
LWIR range, when mixing with lasers in the 1 µm range. In 2005 Karstad et al. demonstrated 
upconversion detection for free space communication at 9.3 µm using sum frequency 
generation of a LWIR QCL source and a 980 nm diode laser using AgGaS2 as the nonlinear 
material [23]. Similarly AgGaS2 has been used for non-collinear broadband LWIR 
upconversion spectroscopy in [4]. Moreover, Zondy et al demonstrated LWIR generation by 
difference frequency mixing of 778 and 843 nm using AgGaS2 [22]. Generally the numerical 
simulations presented so far has not been very actuate in terms of power conversion 
efficiency considering parametric frequency conversion of focused LWIR Gaussian beams in 
AgGaS2. Although AgGaS2 has relatively low absorption loss below 8 µm, this is no longer 
the case in the 10 to 12 µm range. At longer wavelengths, absorption and diffraction become 
increasingly important to include in the modeling. 

In this paper, we demonstrate upconversion detection of LWIR Gaussian beams from a 
QCL covering a wavelength range of 9.4 to 12 µm, using a silicon based detector to detect the 
upconverted signal. The influence of beam diffraction and LWIR absorption in the nonlinear 
material is analyzed experimentally and theoretically, showing nice agreement between 
simulations and measurements. We show in particular, the importance of including the 
angular dependence of the refractive index of the upconverted signal, when strong focusing is 
deployed. The performance of upconversion detection is evaluated in terms of efficiency, 
spectral coverage, acceptance parameters and speed, reaching an overall power conversion 
efficiency of the LWIR signal of more than 0.1% in the 10 µm spectral range using a 1064 
nm mixing power of 3 W. 

2. Experimental setup 

The upconversion setup is illustrated in Fig. 1(a). A quantum cascade laser (Mini-QCL 100, 
BLOCK engineering) is used as a narrow linewidth LWIR source, widely tunable from 9.4 to 
12 µm, delivering 50 ns pulses with a time separation of 1 µs. The normalized spectra and the 
output power of the tunable QCL source are shown in Fig. 1(b) and (c), respectively. The 
spectrum of the QCL was measured with a free-space coupled optical spectrum analyzer 
(OSA207C, Thorlabs). The linewidth of the QCL emission was found to be approx. 1 cm−1 
for all wavelength settings. The mixing source is a diode pumped 1064 nm Nd:YVO4 laser in 
continuous-wave operation delivering up to 3 W of output power. The sum frequency 
generation occurred in a 5 x 5 x 10 mm3 AgGaS2 crystal (High Technologies Laboratory, 
Kuban State University, Russia). The AgGaS2 crystal was cut at θ = 43.3° (φ = 0) for type II 
phase-matching (eir + op → eup). 

The astigmatic output beam emitted from the QCL is circularized using two cylindrical 
ZnSe lenses of focal lengths, f1 = 25.4 mm and f2 = 50.8 mm, respectively. A half-wave plate 
(λ/2) is used to align the polarization of the LWIR radiation along the extraordinary axis of 
the nonlinear material. Two lenses of focal lengths, f3 = 50 mm and f4 = 150 mm, are used to 
focus the QCL and the mixing beam into the nonlinear crystal via a beam combiner. Both 
beams are focused in the center of the nonlinear crystal with a waist radius of approx. 100 
µm. It is noted, that sum frequency generation gives a linear relationship between LWIR 
power and the upconverted signal power, where the conversion efficiency scales linearly with 
mixing power. 

The AgGaS2 crystal is mounted on a piezo controlled rotation stage (ECR3030, Attocube) 
for angle tuned birefringent phase-matching. The upconverted signal is collimated with a lens 
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of focal length, f5 = 75 mm, filtered using a high reflection mirror at 1064 nm followed by 
three short-pass (SP 1000 nm) filters and a long-pass (LP 900 nm) filter, before being 
detected with a silicon detector. 

 

Fig. 1. (a) Schematic layout of experimental setup for upconversion detection. (b) Normalized 
spectral output of QCL at setting points from 9.35 µm (1070 cm−1) to 11.9 µm (840 cm−1) at 
~120 nm (10 cm−1) intervals. The different colors corresponds to different wavelength settings 
of the QCL laser. (c) Output power of QCL laser. 

3. Theory 

The simplest theoretical treatment of sum frequency generation relies on solving three 
coupled nonlinear differential equations, typically considering plane wave interaction of the 
three electromagnetic waves. However, particularly in the LWIR regime, it is important to 
take the finite beam size and diffraction into account even when working with moderately 
focused beams [22,24]. Approaching the transmission edge of the nonlinear material 
absorption also starts to play an important role, thus needs to be considered in order to 
accurately model the upconversion system. 

The approach used here to evaluate the frequency conversion process is based on the far 
field solution of the Helmholtz equation assuming the small-signal approximation. In the 
following, the LWIR signal and the mixing field is assumed to propagate in the positive z-
direction, having a Gaussian field distribution with beam waist wi, wavelength λi, and a 
refractive index in the nonlinear material ni(λi,u,v), where “i” indicates the LWIR (ir), pump 
(p) and upconverted (up) field, respectively. u describes the propagation angle relative to the 
z-direction of the upconverted field in the plane of the optical axis (extraordinary plane), 
whereas v is the angle in the perpendicular direction (ordinary plane) relative to the z-
direction [4]. Considering absorption only of the LWIR signal, the upconverted electric field 
(Eup) in the direction (u, v) at a distance ruv can be expressed as [25]: 
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where αir is the absorption coefficient for the infrared radiation, l = l2 - l1 is the length of 
nonlinear crystal, ruv is the distance from the source to the far field observation point. The 
phase-mismatch term ∆k (vectorial) is evaluated according to the Sellmeier equations [26,27] 
of the nonlinear material, for a given propagation direction of the upconverted field given by 
(u, v). In Eq. (1), ∆k has been separated into a longitudinal ∆kz and a transverse contribution 
∆kT, where the transverse contribution relates to the finite beam size. Δku and Δkv represents 
the transverse phase-mismatch term in u and v directions, respectively, as defined in [4]. The 
transverse mismatching term is often ignored in calculations of conversion efficiencies. The 
total upconverted power is found by integrating the absolute square of the upconverted field, 
|Eup|

2 with respect to u and v. Note that the refractive index nup as well as the phase-mismatch 
∆k depends on the direction (u, v). 
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4. Results and discussion 

In the following, the upconverted intensity distribution is evaluated based on Eq. (1), taking 
into account the influence of LWIR beam diffraction, and the birefringent nature of the 
nonlinear material giving a refractive index of the upconverted signal that depend on the 
direction of propagation. In the v-direction this gives a symmetric intensity distribution, 
however, in the u-direction this is no longer the case, as the angular dependent refractive 
index breaks the circular symmetry usually observed in upconverted signals. As a result the 
upconverted signal becomes elliptical or even breaks up into several loops, due to alternating 
constructive and destructive interference in the u-directions within the far-field angles of the 
upconverted signal. 

Figure 2 contains arrays of upconverted images, showing both experimental and simulated 
intensity distributions at wavelengths of 10.0, 10.3, and 10.6 µm, respectively, for three 
crystal angles. For each wavelength the upconverted intensity distributions are shown for 
crystal rotation angles of −7.9, −8.8, and −9.6°, respectively, for the experimental images and 
for crystal rotation angles of −7.5, −8.4 and −9.2° for the simulated intensities. The images 
called ‘central’ in Fig. 2 are measured/simulated at optimum power conversion efficiency. 

The upconverted power obtained at phase-matched crystal rotation angles are significantly 
larger than those obtained at non-optimal phase-matched angles. To compensate for this the 
integration time is adjusted accordingly so that for the 10 µm images an integration time of 5, 
600, and 890 ms is used corresponding to rotation angles of −7.9 (optimal phase-matched 
angle), −8.8 and −9.6°, respectively. Rotating the crystal angle away from the optimal phase-
matched condition, is seen to result in multi-lobed intensity profiles. 
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Fig. 2(a) Experimental images of upconverted signals detected with a Si-based camera at the 
crystal rotation angles of −7.9, −8.8, and −9.6° as the central (optimal phase-matched angles) 
obtained at the wavelengths of 10, 10.3, and 10.6 µm, respectively. (b) Simulated images of 
upconverted signal intensities at the crystal rotation angles of −7.5, −8.4, and −9.2° 
corresponding to the wavelengths of 10, 10.3, and 10.6 µm, respectively. 

Figure 2(b) shows the simulated intensity distribution using Eq. (1) at 10, 10.3, and 10.6 
µm, respectively. In order to maximize conversion efficiencies it was found, that the crystal 
rotation was off by 0.4° compared to the measurements for all images, this is likely be due to 
the experimental uncertainty of the actual crystal rotation angles used. In conclusion, we find 
good qualitative agreement between the measured intensity distribution and the simulated 
results using Eq. (1), hence, this model is used in the following sections to evaluate the 
efficiency and acceptance parameters of upconversion detection in the LWIR range. 

Figure 3(a) shows the angle tuning of the phase-matching condition for upconversion of 
LWIR radiation. The wavelength range from 9.4 to 12 µm is upconverted to the NIR range 
(from 956 to 977 nm) by type II collinear phase-matching. The angle of the nonlinear crystal 
is optimized corresponding to optimal phase-matching (maximum power conversion 
efficiency) of the incident light. The upconverted signal is detected using a silicon detector. 
The Blue curve is calculated using a simple plane wave approach based on the Sellmeier 
equation found in [25,26]. The Red circles indicate the setting wavelength of the QCL at the 
angle giving maximum power, whereas the Black error bars indicate the wavelength shift 
between the setting point of the QCL and the measured wavelength using the OSA207C. The 
measured angles shows good agreement with the theoretical simulations. 

The angular and wavelength acceptance bandwidths of the nonlinear frequency 
conversion process were investigated, as a measure of the accuracy needed in the phase-
matching parameters to maximize conversion efficiency. Figure 3(b) shows the measured and 
the simulated conversion efficiencies as a function of rotation angle of the nonlinear material. 
The graphs have been normalized to accommodate the different conversion efficiencies 
obtained for the different numerical models. As seen later, from Fig. 4(a), the simulated 
efficiencies for focused Gaussian beams, including loss and an effective crystal length of 7.7 
mm, taking beam walk-off into account, match the efficiency of the measured data. 

The simulated results in Fig. 3(b) are obtained using Eq. (1) and (2). The LWIR 
wavelength was fixed at 10.3 µm and the upconverted signal was measured at each rotation 
angle of the nonlinear material using a silicon detector (S120C, Thorlabs). The measured full 
width half maximum bandwidth is ~0.4°. It is clearly seen, that the plane wave approximation 
is no longer valid (solid/dashed Blue lines, crystal lengths of 10 mm and 7.7 mm respectively) 
for wir = wp = 100 µm due to diffraction of the LWIR beam. Taking the walk-off of the 
extraordinary polarized LWIR beam into account (ρir ~23 mrad), an effective interaction 
length of 7.7 mm is found [24]. Simulated data for crystal lengths of 10 mm (solid Red line) 
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and 7.7 mm (dashed Red line) using Eq. (1) and (2) are shown in Fig. 3(b) considering the 
reduced interaction length. Good agreement is observed between the simulated (Red graph) 
and the measured (Red circles) data. Similar data are shown for the wavelength acceptance 
bandwidth at a fixed crystal rotation of −8.5° giving a full width half maximum wavelength 
acceptance bandwidth of 120 nm, see Fig. 3(c). Good agreement is found between the 
measured data and the simulated graph obtained using integral theory. 

Figure 4(a) shows the upconverted power as a function of LWIR wavelength. The Blue 
graph is calculated using the wavelength dependent QCL power as input, using a plane wave 
approximation with 10 mm interaction length, without LWIR absorption in the nonlinear 
material. The dotted (without crystal absorption) and solid/dashed (with crystal absorption) 
Red lines are simulated using Eq. (1) and (2) with the interaction lengths of 10 mm and 7.7 
mm, respectively. Red circles are experimental data, measuring the upconverted power with a 
silicon power meter for optimized crystal rotation. The filter losses on upconverted power are 
taken into account. With the used focusing parameters it is interesting to note, that the power 
conversion scales approx. linear with crystal length. Optimizing the phase mismatch to 
accommodate for the Gouy phase-shift increase the conversion efficiency by approx. 3% 
compared to Δk = 0 (optimal for plane wave interaction). This optimization of phase 
mismatch is important to align the center wavelength of the acceptance graphs of Fig. 3, as it 
shifts the crystal rotation angle by 0.05 degree or the phase matched wavelength by 15 nm. 

 

Fig. 3(a) Phase-matching angle tuning versus wavelength of long-wave infrared from 9.4 µm 
to 12 µm at ~120 nm (10 cm-1) intervals. (b) Conversion efficiency versus crystal rotation 
angle at a wavelength of 10.3 µm. The angles calculated using plane wave theory were shifted 
by 0.05 degree. (c) Wavelength acceptance bandwidth at −8.5° crystal rotation angle. The 
wavelengths calculated using plane wave theory were shifted by 15 nm. 

The system was aligned at an LWIR wavelength of λir = 10.3 µm, giving a maximum 
measured upconverted power of ~2.2 μW for a fixed mixing power of 320 mW (Reduced 
power is used to minimize thermal effects in the nonlinear material). As the crystal is rotated 
for optimum phase-matching for the different QCL wavelengths, the refractive index 
difference of the two fields reduce the spatial overlap, resulting in a decreased upconverted 
efficiency when tuning away from 10.3 µm. Furthermore, it was observed that both beam 
pointing stability and mode quality of the QCL laser degraded as it was tuned towards long 
wavelengths, leading to reduced conversion efficiency. The measured upconversion 
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efficiency as a function of mixing power at 10.3 µm is illustrated in Fig. 4(b), showing a 
linear increase in the conversion efficiency with increasing pump power. AgGaS2 has poor 
thermal conductivity, meaning that thermal lensing becomes an increasing issue as the mixing 
power is increased, leading to reduced accuracies in theoretical modeling, see Fig. 4(b). 

 

Fig. 4(a) Experimental (Red circles) and theoretical upconversion powers in terms of plane 
wave approximation based non-absorbed (Blue curve) at 10 mm crystal length and focused 
infrared beam based on integral theory at the crystal lengths of 10 mm, dotted (non-absorbed) 
and (with absorption) Red curves. The dashed Red (with absorption) curve shows simulated 
upconverted power at 7.7 mm crystal length based on integral theory. (b) Experimental 
conversion efficiency (Red circles) as a function of pump power at a given infrared power. The 
dashed Red line shows conversion efficiency calculated at IR power of 10.47 mW and a 7.7 
mm interaction length using integral theory. 

Direct detection of LWIR pulses has traditionally been challenging due to a slow rise time 
of MCT detectors. Upconversion allows for the use of silicon detectors typically having much 
faster response time. Figure 5(a) shows typical oscilloscope traces of upconverted LWIR 
pulses with a duration of 50 ns (λir = 10.3 µm). The upconverted signal is detected by a silicon 
avalanche photodiode (APD210, Thorlabs) having a rise time of 500 ps, showing good signal 
to noise ratio even for single pulse detection. The average power of the LWIR signal is varied 
between 10.22 and 5.24 mW, adjusting the QCL driving current. 

Figure 5(b) shows oscilloscope traces averaged by 50 sweeps and enlarged time scale in 
order to visualize the pulse separation of 1 µs. It should be noted that pulse shape is tilted due 
to the AC coupled mode of operation of the APD detector. Using a stable continuous-wave 
pump laser for the upconversion process, the frequency conversion scheme does not add 
timing jitter nor amplitude fluctuations to the upconverted signals, hence, allowing for direct 
pulse characterization. 

 

Fig. 5. (a) Oscilloscope traces of upconverted signals, at IR power of 5.24, 8.48, and 10.22 
mW respectively. (b) Oscilloscope traces of upconverted signals averaged by 50 sweeps. 

5. Conclusion 

In this paper, we demonstrate the potential of upconversion detection for long-wave infrared 
sensing in a wide wavelength range, demonstrating fast acquisition speed of LWIR pulses, 
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with good signal-to-noise ratio even for single pulse detection, suitable for real life 
applications at room temperature operation. Long-wave infrared signals were successfully 
upconverted to the near infrared range allowing for detection using fast, efficient and low-
noise silicon detectors. The fast acquisition time has potential for real-time measurement. A 
detailed numerical model was presented, showing excellent agreement with measured data, 
both in terms of conversion efficiencies and acceptance parameters, taking into account the 
finite beam sizes, diffraction and absorption of the infrared signal in the nonlinear crystal. 
Such detailed analysis paves the way for upconversion detection used for raster scanned 
imaging in the LWIR range. The absorption of the AgGaS2 crystal increases dramatically 
above 8 µm, nevertheless it is still possible to use this material for upconversion detection up 
to about 12 µm if the losses are properly accounted for in the simulations. The obtained result 
shows great potential for upconversion detection in long-wave infrared spectroscopy. 
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