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An experimental procedure is described for obtaining the effective acoustic distance between pairs
of microphones coupled by a free field, leading to the determination of the position of the acoustic
center of the microphones. The procedure, which is based on measuring the modulus of the
electrical transfer impedance, has been applied to a large number of microphones. In all cases effects
due to reflections from the walls of the anechoic chamber and the interference between the
microphones have been removed using a time-selective technique. The procedure of determining the
position of the acoustic center from the inverse distance law is analyzed. Experimental values of the
acoustic center of laboratory standard microphones are presented, and numerical results obtained
using the boundary element method supplement the experimental data. Estimated uncertainties are
also presented. The results reported confirm values previously defined in an international standard
and extend the frequency range. © 2006 Acoustical Society of America. �DOI: 10.1121/1.2345830�

PACS number�s�: 43.38.Kb, 43.58.Vb., 43.20.Rz �AJZ� Pages: 2668–2675
I. INTRODUCTION

The concept of acoustic center has been widely used in
the development and practical realization of free-field reci-
procity calibration of microphones.1–3 The acoustic center of
a microphone is defined as follows: “For a sound emitting
transducer, for a sinusoidal signal of given frequency and for
a specified direction and distance, the point from which the
approximately spherical wavefronts, as observed in a small
region around the observation point, appear to diverge.”4 In
the case of a reciprocal transducer such as the condenser
microphone the acoustic center is the same whether the mi-
crophone is used as transmitter or receiver. This equivalence
is explained by the fact that the diffracted field is equivalent
to the radiated field when the radiating/diffracting object is
acting in either condition.5

The accuracy of the position of the acoustic center as a
function of the frequency has a significant influence on the
accuracy of the estimated free-field sensitivity. However,
only a few attempts to determine this quantity have been
found in the literature. Most results have been determined
from deviations of the amplitude of the sound pressure from
the inverse-distance law, but there have also been a few ex-
amples of methods of determining the acoustic center from
phase measurements. Jacobsen et al. summarized the litera-
ture and showed that the various procedures for determining
the position of the acoustic center give in general different
results for most sound sources, including condenser
microphones.6
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The position of the acoustic center of the microphones
can be obtained from measurements of the acoustic transfer
impedance between pairs of microphones. The measurement
of the transfer function between the microphones is carried
out in an anechoic room. However, any real anechoic room is
less than perfect, and small reflections from the walls and
interference between the microphones will contaminate the
transfer function making the estimate of the acoustic center
less accurate. The nature of these unwanted effects has been
analyzed using statistical methods,7 and using time-selective
procedures.8 Although time-selective methods can eliminate
the unwanted contaminations, application of such methods
may affect the accuracy of the estimated acoustic center. In
this paper the time-selective technique described in Ref. 8
has been used for removing the unwanted reflections and
interference between the microphones. The effect of the
time-selective technique on the electrical transfer imped-
ances used for determining the acoustic center is analyzed.

Prediction of the position of the acoustic center requires
a precise knowledge of the sound field generated by the mi-
crophone when this acts either as a sound source or as a
receiver. Thus a precise knowledge of the displacement of
the diaphragm of the microphone and its geometry is needed.
Some attempts to determine the sound field when a micro-
phone is introduced in the propagation path of a plane wave
have been described in the literature.9–13 However, these
studies have been focused on obtaining the free-field correc-
tion of the microphone, except Ref. 11, which provided val-
ues of the position of the acoustic center of laboratory stan-
dard microphones of types LS1 and LS2 determined
numerically using the boundary element method �BEM�.

The purpose of this paper is to present and examine

experimental values of the position of the acoustic center of
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laboratory standard microphones based on deviations from
the inverse-distance law. The experimental results are
supplemented with numerical results obtained using the
BEM.

II. DETERMINING THE ACOUSTIC CENTER FROM
THE INVERSE-DISTANCE LAW

The discussion may be simplified if the microphones are
regarded as axisymmetric sources observed from positions
on the axis of symmetry. Under this assumption, the acoustic
center must be somewhere on the axis. If the amplitude of
the sound pressure is plotted as a function of the distance, a
straight line can be fitted over the region of concern. Thus,
the position of the acoustic center, x�k ,r�, can be determined
using the following expression:6

x�k,r� = r + �p�r��/
� �p�r��

�r
, �1�

where k is the wave number, r is the axial distance from the
diaphragm of the microphone, p�r� is the sound pressure as a
function of distance, and the rate of change, ��p�r� � /�r, must
be estimated by any available means, for example by using
least squares fitting.

The rate of change can be determined if measurements
of the electrical transfer impedance are made at several dis-
tances. This procedure can be used when the characteristics
of the air in the environment where the measurements are
carried out can be calculated accurately using well defined
standard procedures. The sound pressure generated by a mi-
crophone used as a sound source decreases as a function of
the distance from the acoustic center, rt, following the
inverse-distance law,

p�r� = j
�f

2rt
Mf · i · e−�rt. �2�

In Eq. �2� � is the density of air, Mf is the free-field sensi-
tivity, f is the frequency, i is the current feeding the micro-
phone, and � is the complex propagation coefficient. This
coefficient is defined as �= jk+�, where � is the air absorp-
tion. Thus, if an ideal receiver that does not disturb the
propagating wave is located at a given distance, the output
voltage will be inversely proportional to the true acoustic
distance.

A realistic implementation of the above procedure must
take account of the air absorption and the fact that the re-
ceiver will affect the sound field and will have its own acous-
tic center. In a reciprocity arrangement, the electrical transfer
impedance between the microphones contains information
about the position of the acoustic center of each microphone;
therefore, it can be used for determining the sum of the
acoustic centers of the two microphones. The electrical trans-
fer impedance is defined as the ratio of the open-circuit volt-
age at the terminals of the receiver microphone, u1, to the
current through the terminals of the transmitter microphone,

4
i2,
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Ze,12 �
u1

i2
= j

�f

2rt
· Mf ,1 · Mf ,2 · e−�·rt. �3�

In what follows the position of the acoustic center is defined
as positive when the center is placed in front of the micro-
phone diaphragm. Thus, the distance rt in Eq. �3� is the dif-
ference obtained by subtracting the sum of the acoustic cen-
ters of the microphones, x1+2, from the physical distance
between the diaphragms of the microphones, r. Since only
the modulus of the transfer impedance is of concern, it can
be assumed that the parameters are independent of the dis-
tance. Substituting the true distance by its two components
and rearranging terms gives

1

�Ze,12�e�·rt
�

1

A
�r − x1+2� � mr + b . �4�

Thus, the sum of the acoustic centers, x1+2, can be obtained
by dividing the independent term, b, by the slope, m. The
slope corresponds to the rate of change defined by Eq. �1�.
Note that the procedure is based on the following assump-
tions: �i� The observation distance is long compared to the
sum of the acoustic centers. Under typical measurement con-
ditions, the distances range from 250 mm to 500 mm for
LS1 microphones, and from 160 mm to 350 mm for LS2
microphones. According to values given in the standard,
the acoustic centers are about 9 mm at low frequencies for
LS1 microphones, and about 5 mm for LS2 microphones.4

�ii� The physical properties of the air inside the anechoic
chamber can be estimated accurately using standard
methods.4,14 �iii� In the range of distances where the mea-
surements are made, the position of the acoustic center
varies very little.15 The acoustic center determined by
means of the above procedure is the average acoustic cen-
ter at the average distance.

Typically, in a reciprocity measurement, the transfer im-
pedance is measured using three microphones successively
coupled in a free field. This yields three sums of acoustic
centers of the three microphones. Thus, the position of the
acoustic center of each microphone can be obtained by solv-
ing the resulting system of equations. The acoustic center of
microphone No. 1 is

x1 =
b12/m12 + b13/m13 − b23/m23

2
, �5�

where mi,j and bi,j are the slope and the independent term
determined for the combination between microphones i and
j, respectively. Similar expressions can be obtained for the
other microphones.

III. NUMERICAL MODELING

The procedures described above have been applied onto
experimental data. However, since there are discrepancies
between reported results, some source of validation is
needed. No analytical solution of the scattering/radiation
problem of the microphone exists, but several numerical for-
mulations have been developed for solving the problem. Any
of these formulations can be used for comparison with the

experimental results. In this case, an axisymmetric formula-
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tion of the BEM �Ref. 11� is used for obtaining a numerical
estimate of the position of the acoustic center.

This formulation was used by Juhl for determining the
position of the acoustic center of laboratory standard micro-
phones. Juhl’s purpose was not to analyze the microphone
problem in depth, but to validate his formulation with experi-
mental data, and his low frequency approximation was based
on the assumption that the movement of the diaphragm fol-
lows the first mode of the Bessel function of zero order and
can be approximated by a parabolic function at frequencies
below the resonance of the microphone. Under this assump-
tion he calculated the position of the acoustic center up to
10 kHz. The assumption of the parabolic movement breaks
down at higher frequencies where experimental results show
significant deviations from the predicted values.

A modal sum of Bessel functions has been used
extensively for describing the movement of the
diaphragm.9,10,12,13,16–18 This has yielded some fairly good
approximations in calculations of the free-field correction,
but no calculation of the acoustic center based on these re-
sults has been made.

In this investigation it has been assumed that the dis-
placement of a diaphragm of radius a under uniform pressure
conditions is

��rD� = � J0�kDrD�
J0�kDa�

− 1	�0, �6�

where J0 is the Bessel function of zero order, �0 is a constant
that defines the amplitude of the movement, kD is the wave
number of the diaphragm, and rD is the radial coordinate. A
constant �pistonlike� displacement distribution has also been
examined.

The geometry used in the simulations is shown in Fig. 1.
The semi-infinite rod was approximated by a length of
60 cm. This will introduce a small disturbance in the results
because of reflections from the back of the rod, but it is
expected that the amplitude of this disturbance is negligible.

The frequency range used in the calculations was
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1 kHz–32 kHz for LS1 microphones and 4 kHz to 50 kHz
for LS2 microphones. The size of the smallest element in the
axisymmetric mesh was 2.5 mm and 1.5 mm for LS1 and
LS2 microphones, respectively. Thus, there were at least four
elements per wavelength at the highest frequency. It is well
known that BEM solutions for exterior problems can be con-
taminated by spurious results associated with fictitious eigen-
frequencies in the internal domain of the geometry.19 This is
known as the nonuniqueness problem. In the case at hand
this problem can occur above about 10 kHz. The nonunique-
ness problem has been avoided by adding a random CHIEF
point as described in Ref. 19 and further checked by calcu-
lating the condition numbers of the BEM matrices20 and by
repeating calculations with small frequency shifts.

IV. EXPERIMENTAL RESULTS

The positions of the acoustic centers of a number of
condenser microphones of types LS1 and LS2 have been
determined using the linear regression procedure outlined
above. Equation �4� gives the sum of the acoustic centers of
the two microphones of the measured pair. The individual
values are determined using Eq. �5�.

The measurements were made using the experimental
apparatus described in Ref. 21. The measurement system
consists of a homemade reciprocity apparatus which is con-
nected to a Brüel & Kjær PULSE �B&K� analyzer; the re-
ceiver and transmitter microphone are connected to the reci-
procity apparatus. The environmental conditions are
measured and recorded during the measurement of the elec-
trical transfer impedances; temperature and relative humidity
are kept at 23° ±0.5° and 50% ±10%, respectively, and the
static pressure is 100 kPa±2 kPa. A simplified diagram of
the measurement system is shown in Fig. 2. The determina-
tion of the acoustic center involves the measurement of the
electrical transfer impedance of the three pairs of micro-
phones at four different distances �24, 32, 40, and 48 cm for

FIG. 1. Geometry of LS1 and LS2 mi-
crophones used in the BEM calcula-
tions. Dimensions in mm.
LS1 microphones, and 16, 20, 24, and 30 cm for LS2 micro-
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phones�, at discrete frequencies �from 1 kHz to 30 kHz for
LS1 microphones, and from 3 kHz to 50 kHz for LS2 micro-
phones� using stepped sine excitation with a frequency step
of 120 Hz. The open-circuit voltage of the receiver micro-
phone and the voltage on the terminals of the reference im-
pedance connected in series with the transmitter microphone
are measured using the B&K PULSE analyzer.

After some manipulations carried out onto the measured
frequency response �described in Ref. 8�, its associated im-
pulse response is obtained by applying an inverse Fourier
transform. The frequency step of 120 Hz is fine enough to
obtain an impulse response that contains the primary reflec-
tions from the walls of the anechoic room and the interfer-
ence between the microphones. These reflections are elimi-
nated by applying a Tukey time-selective window with a
duration of 1.8 ms for LS1 microphones and 1 ms for LS2
microphones. A direct Fourier transform is then applied to
the time-windowed impulse response.

Once the influence of extraneous reflections from the
walls and second-order interference between microphones
have been removed from the measured electrical transfer im-
pedance, the individual acoustic centers can be determined.

A. Effect of the time-selective procedure

Figure 3 shows a comparison between “cleaned” and
“raw” estimates of the positions of acoustic centers of LS1
and LS2 microphones. Although the combined effect of
cross-talk, interference between the microphones and reflec-
tions from the walls can be identified from the periodicity
observed in the frequency domain, the identification of such
effects is carried out more precisely in the time domain. A
more detailed analysis can be found in Refs. 22 and 21. It is
also clear that the time-selective procedure effectively re-

FIG. 2. Instrumentation used in the experimental determination of the
acoustic center of Laboratory Standard Microphones.
moves much of the perturbations from the electrical transfer
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impedance and therefore from the estimate of the position of
the acoustic center. The ripple observed at the extremes of
the frequency range is caused by the time-selective window.
Although this has a degrading influence on the estimated
acoustic center, it seems to be preferable to the nonpredict-
able effect of the contaminations present in the raw estimate.

B. Average position of the acoustic center

Figure 4 shows the average acoustic center of LS1 and
LS2 microphones �of 12 and 21 microphones, respectively�
together with the standardized values.4 It can be seen that the
position of the acoustic center of LS1 microphones more or
less follows the standardized values of the acoustic center in
most of the frequency range, but above 15 kHz and up to
20 kHz it seems to diverge. The acoustic center reaches a
maximum about 26 kHz, and then decreases again. This be-
havior for LS1 microphones was also observed in one labo-
ratory’s measurements in the international comparison,23 al-
though measurements were made only up to 25 kHz. The
same tendency is observed for the LS2 microphones around
47 kHz. A similar behavior at high frequencies was regis-
tered for LS2 microphones in Ref. 7.

The frequency where the maximum occurs coincides
with the frequency of the second radial resonance of the
diaphragm. This suggests that the phenomenon may be re-
lated to the actual displacement of the diaphragm. This be-

FIG. 3. Comparison between “cleaned” �solid line� and “raw” �dashed-
dotted line� estimates of the position of the acoustic center for LS1 and LS2
microphones. �a� LS1 microphones �B&K 4160�; �b� LS2 microphones
�B&K 4180�.
havior will be compared with numerical BEM results.

Barrera-Figueroa et al.: Acoustic center of microphones 2671



V. NUMERICAL RESULTS

Figure 5�a� shows the results of the numerical calcula-
tions of the position of the acoustic center of LS1 micro-
phones using the axisymmetric BEM formulation. It is inter-
esting to note that the high frequency behavior of the
calculated acoustic center resembles the experimental results.
At low frequencies the assumed shapes of the displacement
yield an acoustic center that follows the experimental esti-
mate, although the uniform displacement distribution gives a
slightly smaller value. It can also be seen that the calculated
acoustic centers have a maximum at about the same fre-
quency, which is the second radial resonance of the dia-
phragm. It is interesting to observe that in the frequency
range where the peak is observed, it is the uniform distribu-
tion that shows the best agreement with the experimental
values. This may be caused by the fact that at such high
frequencies, the effect of the air film between the diaphragm
and the back plate of the microphone begins to dampen the
amplitude of the movement of the diaphragm, perhaps
heavily, in the middle of the diaphragm, thus flattening the
displacement distribution and making it look more like the
uniform distribution. A similar behavior is observed in the
case of LS2 microphones shown in Fig. 5�b�. It should be
interesting to have measured values of the actual velocity
distribution of the diaphragm.

VI. DISCUSSION

An aspect of interest is the effect of the distance range in
which the experimental acoustic centers are determined. This

6

FIG. 4. Average position �solid line� and standard deviation �dashed-dotted
line� of the acoustic center of a number of �a� LS1, and �b� LS2 microphones
obtained experimentally. For comparison purposes, the standardized values
are also included �stars�.
dependence has been demonstrated for some sources, and it
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would not be surprising to find a similar behavior in the case
of the microphones.11 Figure 6�a� shows the position of the
acoustic center of LSI microphones calculated numerically at
different average distances: 240 mm, 480 mm, and
1000 mm. It can be seen that there is a systematic influence
of the distance on the position of the acoustic center. It
should converge to a value at the largest distances, a far-field
acoustic center. At low frequencies �below 1 kHz� the acous-
tic center converges slowly while above this frequency the
convergence is faster.

Although it is very difficult to make reliable measure-
ments of the electrical transfer impedance at large distances
between the microphones because the signal to noise ratio is
very poor, an experiment was carried out in order to estimate
the effect of the distance on the estimated acoustic center.
Figure 6�b� shows the experimental acoustic center at aver-
age distances of 260 mm and 380 mm. It can be seen that the
acoustic center moves away from the microphone when the

TABLE I. Coefficients of the polynomial approximation of the acoustic
center.

LS1 Coeff. LS2

10.8 a0 4.6
−2.32 a1 −1.13
0.317 a2 −0.052
−0.0268 a3 0.0055
0.0011 a4 −0.000224
−1.64e−5 a5 3.99e−6
¯ a6 −2.573e−8

FIG. 5. Acoustic center of �a� LS1 and �b� LS2 microphones determined
experimentally and numerically using BEM. Solid line, experimental re-
sults; dotted line, uniform distribution; dashed line, Bessel distribution.
Barrera-Figueroa et al.: Acoustic center of microphones
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average distance is increased. It can be expected that the
position of the acoustic center converges to a far-field value
as the average distance increases, as observed in the numeri-
cal calculations.

The convergence to a far-field acoustic center leads to a
discussion about which acoustic center should be used in
free-field reciprocity calibration of microphones. An impor-
tant consequence of the use of the acoustic center determined
from modulus measurements is that the resulting free-field
sensitivity becomes independent of the calibration distance.

TABLE II. Sources of uncertainty of the acoustic center for LS1 and LS2 m

f �kHz� 1 2 3 4 5

Voltage ratio �dB�, Type A 0.035 0.026 0.017 0.009 0.009
Cleaning technique �dB�, Type B 0.146 0.026 0.009 0.002 0.002
Air attenuation �dB�, Type B 0.000 0.000 0.000 0.001 0.001
Distance �mm�, Type B 0.2 0.2 0.2 0.2 0.2
Reproducibility �mm�, Type A 0.39 0.41 0.33 0.43 0.53
Far field �mm�, Type B 0.2 0.2 0.2 0.2 0.2

f �kHz� 1 2 3 4 5
Voltage ratio �dB�, Type A 0.043 0.026 0.017 0.009 0.009
Cleaning technique �dB�, Type B 0.206 0.026 0.017 0.013 0.007
Air attenuation �dB�, Type B 0.0000 0.0000 0.0000 0.0001 0.0001
Distance �mm�, Type B 0.2 0.2 0.2 0.2 0.2
Reproducibility �mm�, Type A 0.32 0.3 0.31 0.38 0.44
Far field �mm�, Type B 0.2 0.2 0.2 0.2 0.2

FIG. 6. Position of acoustic center of LS1 microphones obtained at different
distances. �a� BEM results: Solid line, 240 mm; dashed-dotted line,
480 mm; and dotted line, 1000 mm. �b� Experimental values: Solid line,
260 mm; dashed-dotted line, 380 mm.
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Hence, if small changes in the acoustic center are introduced,
this independence is degraded, and this will lead to changes
in the free-field sensitivity. A change of 1 mm in the position
of the acoustic center will lead to a change of 0.03 dB in
sensitivity when the measurements are carried out at an av-
erage distance of 300 mm. One possibility would be to use
the acoustic center determined experimentally, and to obtain
a sensitivity that is valid for the distance range at which the
measurements are made. Afterward, a correction could be
made in order to obtain a far-field microphone sensitivity.

Because of the poor signal to noise ratio, it is very dif-
ficult to determine the position of the acoustic center experi-
mentally at low frequencies and long distances. Additionally,
the use of time-windowing will degrade the accuracy of the
estimate of the acoustic center position at low frequencies.
However, values of the acoustic center in the whole fre-
quency range may be needed. One possible solution is to
determine a polynomial approximation of the acoustic center
that is obtained from experimental values at mid and high
frequencies and from numerical values in the lowest fre-
quency range.

If an accurate prediction of the acoustic centers at high
frequencies using BEM is wanted, it is crucial to use a dis-
placement distribution that represents the actual movement.
Recent work suggests that a LASER vibrometer may be used
to measure the displacement distribution.24 This shape can
subsequently be used to determine the acoustic center at fre-
quencies where the displacement of the membrane is no
longer described using simple functions.

Finally, as the position of the acoustic center of an indi-
vidual microphone is not expected to change unless there is a
significant change of the acoustic impedance of the micro-
phone, any convenient choice of a polynomial approximation
can be used advantageously instead of determining the ex-
perimental values every time. Coefficients of polynomial ap-
proximations of the experimental results are shown in Table
I. These coefficients are used in the following polynomial:

phones.

LS1 microphones

0 15 20 25 26 27 28 29 30

09 0.009 0.009 0.009 0.009 0.009 0.017 0.026 0.035
02 0.002 0.002 0.002 0.002 0.002 0.009 0.026 0.146
05 0.010 0.015 0.018 0.019 0.019 0.019 0.019 0.020

0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2
7 0.44 0.63 0.76 0.71 0.84 1.7 1.2 1.8

0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2

LS2 microphones

0 20 30 40 45 46 47 48 49
09 0.009 0.009 0.009 0.009 0.009 0.009 0.017 0.026 0
01 0.001 0.001 0.001 0.001 0.007 0.013 0.017 0.026 0
004 0.0011 0.0014 0.0014 0.0015 0.0015 0.0015 0.0016 0.0016 0

0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0
0.4 0.44 0.66 0.85 0.9 1.05 2.6 2.6 2
0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0
icro

1

0.0
0.0
0.0
0.2
0.3
0.2

1
0.0
0.0
0.0
0.2
0.6
0.2
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x�f� = a0 + a1f + a2f2 + ¯ + anfn, �7�

where f is in kHz.

VII. CONCLUSIONS

The problem of determining the position of the acoustic
centers of laboratory standard microphones has been ad-
dressed, and the acoustic center of laboratory standard mi-
crophones, LS1 and LS2, has been determined from the
modulus of the electrical transfer impedance measured at dif-
ferent distances between pairs of microphones.

TABLE III. The position of the acoustic center and its uncertainty for LS1
microphones at selected frequencies.

f �kHz� Ac. center �mm� u �mm� f �kHz� Ac. center �mm� u �mm�

1.0 9.01 5.6 16.0 0.14 0.6
2.0 7.56 1.5 17.0 −0.21 0.6
3.0 6.30 0.9 18.0 −0.28 0.7
4.0 5.43 0.6 19.0 −0.03 0.7
5.0 4.59 0.6 20.0 0.36 0.8
6.0 3.95 0.6 21.0 0.80 0.9
7.0 3.46 0.6 22.0 1.20 1.0
8.0 2.92 0.6 23.0 1.69 1.1
9.0 2.41 0.6 24.0 1.99 1.3
10.0 2.03 0.6 25.0 1.84 1.4
11.0 1.77 0.6 26.0 0.93 1.5
12.0 1.43 0.6 27.0 −0.33 1.7
13.0 1.03 0.6 28.0 −0.57 1.9
14.0 0.71 0.6 29.0 −1.07 2.5
15.0 0.44 0.6 30.0 −4.63 6.7

TABLE IV. The position of the acoustic center and its uncertainty for LS2
microphones at selected frequencies.

f �kHz� Ac. center �mm� u �mm� f �kHz� Ac. center �mm� u �mm�

1.0 4.26 5.71 26.0 −0.09 0.58
2.0 4.44 1.83 27.0 −0.18 0.58
3.0 4.56 0.73 28.0 −0.33 0.58
4.0 4.04 0.62 29.0 −0.50 0.58
5.0 3.25 0.60 30.0 −0.64 0.58
6.0 2.84 0.62 31.0 −0.81 0.59
7.0 2.58 0.64 32.0 −0.92 0.60
8.0 2.26 0.66 33.0 −1.12 0.61
9.0 2.04 0.68 34.0 −1.20 0.63
10.0 1.80 0.70 35.0 −1.29 0.65
11.0 1.58 0.70 36.0 −1.45 0.69
12.0 1.38 0.70 37.0 −1.46 0.71
13.0 1.18 0.70 38.0 −1.44 0.73
14.0 1.08 0.69 39.0 −1.52 0.75
15.0 0.96 0.68 40.0 −1.37 0.75
16.0 0.84 0.66 41.0 −1.21 0.78
17.0 0.77 0.64 42.0 −1.15 0.81
18.0 0.66 0.62 43.0 −0.68 0.84
19.0 0.60 0.61 44.0 −0.58 0.87
20.0 0.51 0.60 45.0 −0.32 0.95
21.0 0.35 0.60 46.0 0.20 1.10
22.0 0.27 0.59 47.0 0.52 1.20
23.0 0.24 0.59 48.0 −0.75 2.90
24.0 0.12 0.59 49.0 −6.23 3.20
25.0 −0.01 0.59 50.0 −17.57 10.20
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The position of the acoustic center has also been esti-
mated using an axisymmetrical BEM formulation assuming
different velocity distributions of the diaphragm. At low fre-
quencies and up to the resonance frequency of the micro-
phone, the use of simple functions such as the Bessel func-
tion yields values that are in good agreement with the
experimental values. At higher frequencies the agreement de-
grades but the numerical results nevertheless confirm the ex-
perimental estimates.

There is a good agreement between the standardized and
experimental values of the acoustic center in the mid-
frequency range. The discrepancies observed at frequencies
up to 20 kHz for LS1 microphones, and the need of sensitiv-
ity estimates at higher frequencies may point to the need of
updating the standard. The experimental results presented in
this paper may be regarded as a contribution to this process.

APPENDIX: TABULATED VALUES OF THE POSITION
OF THE ACOUSTIC CENTER AND ASSOCIATED
UNCERTAINTIES

The uncertainty of the estimate of the position of the
acoustic center can be determined by following the ISO/
GUM guide for estimating the uncertainty of measure-
ments.25 Equation �5� is the mathematical model used in the
estimation of the uncertainties. The estimated slope and in-
dependent term are determined from transfer impedances
“cleaned” from the influence of reflections and corrected for
the effect of the air absorption. A list of the possible con-
tributors is given below.

1. Electrical transfer impedance: The modulus of the
electric transfer impedance can be affected by many
factors. The most conspicuous are the distance be-
tween microphones, the accuracy in the measurement
of the voltage ratio, and the environmental conditions.
The voltage ratio is measured using a steady state re-
sponse �SSR� analyzer. This makes it possible to mea-
sure the frequency response with a given accuracy us-
ing a stepped sine excitation. The measurement is
made using two channels in the same input range.

2. Time-selective technique: The time-selective tech-
nique removes disturbances from the frequency re-
sponse very effectively, but it also introduces ripples in
the extremes of the frequency response. The ripple is
caused by the fact that the time-selective window trun-
cates the impulse response at positions where it is not
zero. Thus, the ripple is a function of the length and
position of the time window.

3. Microphone sensitivity: The microphone free-field
sensitivity may change slightly as a function of dis-
tance, but for the purpose of estimating the uncertainty
of the position of the acoustic center of an individual
microphone, it can be regarded as constant. However,
in the uncertainty of the average position of the acous-
tic center of a number of microphones, deviations re-
lated to the geometry and acoustic impedance should
be taken into account.

4. Air absorption: The electrical transfer impedance is

corrected for the losses induced by air absorption. This
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is a function of some basic constants and the environ-
mental conditions and the physical distance between
the diaphragms of the microphones rather than the dis-
tance between acoustic centers. This is due to the fact
that the acoustic waves actually propagate between the
two diaphragms. The difference between using the
physical distance and the acoustic distance is negli-
gible in the frequency range of interest, though.

5. Least-squares fitting: The slope and the intercept are
estimated using the least squares technique. These es-
timates have an associated standard error.

These contributors can be added to the model based on
Eq. �5�. Further simplification can be achieved by assuming
that the value and uncertainty of each intercept and slope is
the same. Thus, the mathematical model is

x1�f� =
b/m

2
+ R + LS + FF. �A1�

The least-squares fitting is made over the electrical transfer
impedance measured at different distances. Each electrical
transfer impedance is corrected for air absorption, thus b ,m
= f
Ze ,e�r�, R is the reproducibility, LS is the contribution
from the least-squares fitting, FF is the contribution due to
the difference between the far field acoustic center and the
acoustic center estimated at short distances between the pair
of microphones; this quantity can be estimated experimen-
tally or numerically as described in Sec. VI.

The uncertainty of the “cleaned” electrical transfer im-
pedance measured at each distance can be estimated using a
model that includes the effect of the measurement procedure,
the time-selective technique, the distance, and the air absorp-
tion.

The uncertainty of the total absorption, which depends
on the environmental conditions and the distance between
the diaphragms of the microphones, can be estimated on the
basis of the calculation procedure described in the standard,4

or the procedure described in a report that harmonized the
calculation methodologies of the air properties used in the
calibration of microphones.14 The analytical expressions can
be difficult to differentiate, and a simplified procedure based
on finite differences25 has been applied instead. The uncer-
tainty of the temperature, relative humidity, and static pres-
sure is estimated to be 0.5°, 5%, and 50 Pa, respectively.

The inclusion of the reproducibility may result in over-
estimation of the uncertainty because it may contain the ef-
fect of factors already considered in the other contributors.
However, as the present model does not include all the pos-
sible contributors, it is preferable to have a conservative es-
timate of the uncertainty of the acoustic center.

The contribution of the least squares fitting can be ob-
tained using the estimate of the standard error. However, in
this exercise, the correlation coefficient is always better than
0.99. Therefore, the standard error can be considered negli-
gible. Table II shows the sources of uncertainty. Once the
contribution of each element is established, the standard un-
certainty of the acoustic center has been estimated using the
procedures described in the ISO/GUM.
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Table III gives values of the position of the acoustic
center and their uncertainty for LS1 microphones at selected
frequencies. Table IV lists the corresponding values of the
acoustic center and its uncertainty for LS2 microphones.
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