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Transverse Oscillations for
Phased Array Vector Velocity Imaging

Michael Johannes Pihl and Jørgen Arendt Jensen

Center for Fast Ultrasound Imaging, Department of Electrical Engineering,
Technical University of Denmark, DK-2800 Kgs. Lyngby, Denmark

Abstract— Medical ultrasound imaging is widely used to visual-
ize blood flow in the human circulatory system. However, conven-
tional methods are angle dependent. The Transverse Oscillation
(TO) method is able to measure the lateral velocity component,
and it has been demonstrated in in vivo measurements of
superficial blood vessels. To broaden the usability of the method,
it should be expanded to a phased array geometry enabling
vector velocity imaging of the heart. Therefore, the scan depth
has to be increased to 10-15 cm. This paper presents suitable
pulse echo fields (PEF). Two lines are beamformed in receive to
obtain lateral spatial in-phase and quadrature components. The
relative mean bias and standard deviation of the lateral velocity
component are computed as performance measures. For the PEF,
the coefficient of variance,CV, of the spectral frequencies, and
the energy ratio, ER, of leakage into negative frequencies are
used as metrics to assess estimator performance. At 10 cm’s
depth for an initial setup, the relative mean bias and standard
deviation are 9.1% and 9.5%, respectively. At a depth of 15 cm,
the values are 20% and 13%, respectively. The PEF metricER
can be used to assess the bias (correlation coefficient, R: -0.76),
and therefore predict estimator performance. CV is correlated
with the standard deviation (R=0.74). The results demonstrate
the potential for using a phased array for vector velocity imaging
at larger depths, and potentially for imaging the heart.

I. I NTRODUCTION

Medical ultrasound is widely used to image blood flow. For
instance, the estimation of blood velocities plays a key role in
diagnosing carotid artery stenosis [1]. However, blood velocity
estimates using conventional color flow imaging or Doppler
techniques are angle dependent. This poses a huge challenge
for quantitatively measuring the magnitude (and direction) of
the blood’s velocity. Several techniques have been proposed
to remedy this. The Transverse Oscillation (TO) method by
Jensen and Munk [2] and the similar approach by Andersen [3]
are two of them. The TO method has shown intriguingin vivo
results of blood vector velocities in superficial vessels using
linear arrays [4], and is a technique close to a commercial
breakthrough [5]. However, the current implementation limits
the scan depth, and hence, prevents imaging of deeper lying
vessels and organs, e.g. the heart. To broaden its usability, the
method should be expanded to phased arrays enabling vector
velocity imaging of the heart. Therefore, suitable pulse-echo
fields (PEFs) with transverse oscillations have to be designed
for depths up to 10-15 cm, and velocity measurements have
to be performed.

The purpose of this paper is to expand the TO method to a
phased array allowing blood flow measurements down to 10 to
15 cm. The theory of the method is briefly stated in Section II

including the application of the technique for a phased array.
The section also includes a description of measures to evaluate
the performance of the estimator and metrics to evaluate PEFs.
The simulation setup is described in Section III followed by
the obtained results in Section IV. The results are discussed
in Section V and the conclusions stated in Section VI.

II. T HEORY

This section describes the theoretical background of the
Transverse Oscillation method for a phased array along with
performance measures and pulse echo field metrics.

A. Transverse Oscillation method

In the following, the generated pressure field using a phased
array is described, followed by beamforming approaches, and
the velocity estimation.

1) Field generation and beamforming: The basic idea in
the TO method is to create a double oscillating pulse-echo
field as illustrated in Fig. 1. This is accomplished by using
special apodization profiles in receive, whereas the transmitted
beam is similar to the one used in conventional velocity
estimation. A derivation of the required apodization functions
and a description of the respective generated fields for the
linear array can be found in [2], [6].

Using the Fraunhofer approximation, the relation between
the lateral spatial wavelength,λx, and the apodization function
is

λx =
2λzz0
d

, (1)

whered is the distance between the two peaks in the apodiza-
tion function,z0 is depth, andλz is the axial wavelength.

As (1) shows, the lateral wavelength increases as the depth
increases, if the apodization function is kept constant (d is
constant). To keep a constant lateral wavelength, the aperture
must expand width depth. Using a phased array, the width
is often limited, so instead the spacing between the two
beamformed lines can be increased through depth. Keeping the
apodization function fixed, the two lines can be beamformed
with a fixed angle.

Using the tangent-relation (see Fig. 2) and (1), the angle
between the two lines can be derived as

θ/2 = arctan
λx/8

z0
= arctan

λz

4d
. (2)

The transverse oscillations are created in receive, and two
lines are beamformed simultaneously to get the spatial lateral
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Fig. 1. Pulse-echo field for the left beam in normalized pressure for the
reference simulation point at a depth of 10 cm.
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Fig. 2. Beamforming approach based on a fixed aperture functionwith a
fixed angle between beamformed lines corresponding to the increasing spatial
lateral wavelength over depth. The location of the simulation phantom with
a parabolic flow profile and peak velocity,v0, is also indicated.

in-phase (I) and quadrature (Q) components (left and right
beam on Fig. 2). The spatial IQ samples,rIQ, are obtained by

rIQ = rI + jrQ, (3)

whererI andrQ are the samples from the left and right beam,
respectively.

For a spacing of 20 mm of the apodization peaks, a center
frequency of 3.5 MHz andc = 1540 m/s, the angle between the
two lines will be 0.63◦. At a depth of 10 cm this corresponds
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Fig. 3. The spatio-temporal frequency spectrum (k-space) for the spatio-
temporal IQ pulse-echo field. Shown as a contour plot of the normalized
amplitude spectrum with 6 dB between contours. Note that the spectrum’s
energy mainly is located in one quadrant.

to λx/4 = 1.1 mm. Theλx/4 spacing results in spatial IQ
sampling for the particular modulation frequency.

Along with the two TO lines, a center line can be beam-
formed for conventional axial velocity estimation.

2) Velocity estimation: For a description and derivation
of the estimator used for subsequent calculations, the reader
is referred to [7]. Prior to the velocity estimation, the data
are matched filtered by convolving with the time inverted
excitation pulse. This is followed by stationary echo canceling,
where the mean ofN emitted signals is subtracted from each
emission. No discrimination has been performed to distinguish
between the stationary and the moving scatterers.

B. Statistical performance measures

To investigate the performance of the method, a statistical
analysis is performed on the simulated data. It is assumed that
the velocity estimates are independent.

At each discrete depth in the vessel, the velocity is estimated
from a number of emissions. The mean,v̄(zk), of N estimates
and the estimated standard deviation,σ(zk), is calculated at
each discrete depth.

For better and more straightforward comparison of various
parameter settings, two single measures for the bias and the
estimated standard deviation for a specific velocity profileare
computed. In order to do so, the estimated variance and bias
are averaged over the entire vessel and divided by the peak
velocity,v0. The two quantities, the relative mean bias,B̃, and
the estimated relative mean standard deviation,σ̃, are given by

B̃ =
1

v0Nzk

Nzk
∑

zk=1

B(zk) (4)

σ̃ =
1

v0

√

√

√

√

1

Nzk

Nzk
∑

zk=1

σ(zk)
2, (5)
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whereNzk is the number of discrete samples within the vessel.
These measures can to some extend be used to describe the
performance of the TO estimator.

C. PEF metrics

The simulations take a long time to perform to obtain
enough estimates for evaluating the performance of the es-
timator. Therefore, it would be desirable if the performance
to some extend could be predicted from the spatio-temporal
frequency spectrum. Two metrics are suggested as described
in the following.

Ideally, the lateral spatial frequencies of the two added
signals should yield a narrow one-sided spectrum (see Fig. 3)
in the lateral dimension of the 2D spatio-temporal spectrum.
Using temporal IQ sampled data, or the Hilbert transform, the
spectrum will already be one-sided in the axial dimension.

The mean spatial frequency depends on the aperture func-
tion, i.e. the spacing of the two apodization peaks. The width
of the apodization peaks determine the frequency spread in
the spatio-temporal spectrum,S(f).

One of the metrics used to evaluate the designed PEFs is
the coefficient of variation,CV , of the spectral frequencies

CV =
σfx

f̄x
=

√ ∫
∞

−∞
(fx−f̄x)2S(fx,f0)2dfx∫
∞

−∞
S(fx,f0)2dfx

∫
∞

−∞
fxS(fx,f0)2dfx∫

∞

−∞
S(fx,f0)2dfx

(6)

whereCV is computed at the (temporal) center frequency,
f0, f̄x is the mean spectral (lateral) frequency, andσfx is the
spatial standard deviation. It is hypothesized that this terms is
related to the standard deviation of the velocity estimates.

Furthermore, the estimated mean spatial frequency can be
used in the estimator to yield a more unbiased estimate. This
is due to the fact that the Fraunhofer approximation is not
100% valid.

The second metric is the energy ratio,ER, computed as

ER =

∫ 0

−∞

S(fx, f0)
2dfx

∫

∞

−∞

S(fx, f0)
2dfx

(7)

at the center frequency,f0. This provides information of
the energy leak into the other half of the spatio-temporal
frequency spectrum, e.g. looking at Fig. 3 from positive spatial
frequencies to negative. It is hypothesized that this gives
an estimate of the bias of the velocity profiles. When the
value ofER is 50% the energy is evenly distributed between
both quadrants, and velocity estimation is expected to be
compromised.

III. S IMULATION SETUP

The ultrasound simulation program Field II [8], [9] was used
for the simulation study. A phased array transducer with the
characteristics shown in Table I was emulated. A blood vessel
(as illustrated in Fig. 2) was modeled as a cylindrical volume
(radius = 6 mm) of moving scatterers surrounded by a block of
stationary scatters in a 2x2x2 cm scatter block. The number of

TABLE I

SIMULATION SETUP

Transducer parameter Value
Transducer Phased array
Number of elements 128
Pitch 0.220 mm
Kerf 0.022 mm
Center frequency 3.5 MHz
Sampling frequency 100 MHz
Fixed simulation parameter Value
Pulse repetition frequency 5 kHz
Speed of sound 1540 m/s
Maximum velocity of blood 1.0 m/s
No. of transmit cycles in pulse 8
Transmit focus (radial depth) 10 cm
Signal-to-noise ratio (SNR) ∞

TABLE II

VARIED SIMULATION PARAMETERS

Parameter Value
Center of vessel 2 3 4.5 7.510 15 [◦]
Scan angle -30 -150 15 30 [degrees]
F# in transmit 4 6 810 12
Transmit apodization shape Hanning, Tukey, Rectangular
Receive apodization shapes Hanning, Tukey, Rectangular
Space between peaks 16 48 8096 112
Apodization width 8 1632 64
Number of shots per estimate 4 8 1632 64
Transverse lag in estimator 1 2 3 4 5

scatterers was 6726 to obtain 10 scatterers per resolution cell.
The flow angle was set to be perpendicular to the depth axis
to obtain purely transverse flow at a scan angle of 0 degrees.
When scanning at angles different from zero the scatter block
was translated to the new position (not rotated).

The fixed simulation parameters are listed in Table I as well.
To investigate the performance under optimal conditions, no
noisy was added to the simulated data, hence the SNR of∞.

Table II lists the parameters that where varied in the
simulation study. A number of initial conditions were used to
form a starting point in parameter space as indicated with bold
face in Table II. During this study, the different parameters
were kept fixed at their starting point (unless otherwise stated),
and only the parameter under investigation was varied. Every
simulation setup was repeated 20 times.

For the apodization shapes, the Hanning, the Tukey, and the
rectangular shapes can be modeled as Tukey windows with
ratio of tapers as 1, 0.5, and 0, respectively. When testing the
space between the receive apodization peaks, the apodization
width was set to 16 elements instead of 32 elements as in the
rest of the study in order to increase the possible spacing. At
a depth of 10 cm these spacings, [16 48 80 96 112] elements,
correspond toλx = [25 8.3 5.0 4.2 3.6] mm. When testing the
width of the receive apodization peaks, the spacing between
the peaks was set to 64 instead of the 96 in the rest of the
study, as there is only 128 elements in the transducer.

The flow was modeled to be laminar with a parabolic flow
profile (see Fig. 2) given by

v(r) =

(

1−
r2

R2

)

v0, (8)
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Fig. 4. [Left] Transverse velocity estimates from 20 realizations. [Right]
the mean estimate plus/minus one standard deviation. Note thatno effort has
been made to remove the estimates outside the vessel

wherer denotes the radial position,R is the radius of the tube,
andv0 is the maximum velocity at the center of the tube.

The beamformed data are matched filtered and mean station-
ary echo canceling is performed prior to velocity estimation
as previously described.

IV. RESULTS

A. Initial point

Initially, the simulation phantom is positioned at a (radial)
depth of 10 cm at a scan angle of 0◦. The transmit apodization
of the transducer is a Hanning function with a width corre-
sponding to a F-number of 10. The two receive apodization
shapes are two Hanning functions with widths of 32 elements
(7.0 mm) spaced 96 elements (21 mm) apart. The number of
shots per estimate,N , and the transverse lag,k, are parameters
that only affect the estimator itself, and they are 32 and 1,
respectively.

The lateral velocity estimates,vx, from the 20 realizations
are shown in Fig. 4 on the left. The 20 realizations closely
follow the ground truth, as illustrated on the right panel
showing the mean of the 20 realizations plus/minus one
standard deviation. With these settings the relative mean bias,
B̃vx

, is 9.1% and the relative standard deviation,σ̃vx
, is 9.5%.

B. Parameter study

1) Physical parameters: The effect on performance mea-
sures when changing the position of the phantom in terms
of (radial) scan depth and scan angle is illustrated in Fig. 5.
B̃vx

is closet to zero at a depth of 7.5 cm. With the given
setup, the estimator underestimates velocity at low depths, and
overestimates at large depths.σ̃vx

increases with depth. For
B̃vx

, the performance decreases when steering the beam away
from 0◦.

2) Transmit parameters: On the transmit side, the F-
number and the shape of the apodization has been varied.
There is no real difference between the performance measures
for the different transmit types. For the given setup, the most
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[right]. The correlation values are -0.76, and 0.74,

respectively.

accurate and precise velocities estimates are obtained with a
F-number of 6 as shown in Fig. 6.

3) Receive parameters: As mentioned, the receive apodiza-
tion creates the transverse oscillations in the pulse-echofield.
The result of changing apodization functions, width, and
position is depicted in Fig. 7. Decreasing the peak spacing
below a certain point yields a significant degradation ofB̃vx

,
illustrating that the estimator gets increasingly biased,and is
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unable to estimate the velocity accurately. However,σ̃vx
is

not affected. For the given reference setup (at 10 cm’s depth),
changing the width of the peak has no influence on the two
performance measures. Using different receive types yielded
the same trends as for the transmit case (data not shown).

4) Estimator parameters: As Fig. 8 illustrates, increasing
the number of shots per estimate decreasesσ̃vx

with ap-
proximately the expected1/

√
N . Also B̃vx

decreases. The
transverse lag can be increased tok = 3 without affecting
performance, thereafter aliasing increasingly occurs.

C. Performance measures

To test the hypothesis whether there are a correlation be-
tween the PEF metrics and performance measures, the values
are plotted in Fig. 9. The correlation coefficients are -0.76for
ER andB̃vx

. ForCV & σ̃vx
the value is 0.74. In both cases,

the values indicate that there is a correlation. For the latter, 2
outliers have been removed. The criteria is the energy ratio, i.e.
the energy leak. The cut-off is set remove data points where
ER >33%. When 50%, the energy is located in both halves
of the spectrum. A value slightly lower than this is selected
to ensure that energy leak into the other quadrant is limited,
so that the velocity is estimated without too much bias.

The correlation coefficients indicate that there is a correla-
tion between the PEF metrics and the performance measures.
Hence, the PEF metrics can be used as an initial assessment
of the expected estimator performance. The PEF metrics can
be readily computed opposed to the simulated velocity data
and the derived performance measures.

V. D ISCUSSION

As the depth increases, the transverse spatial frequency
decreases and thereby affecting the precision of the estimator.
The bias is negative at low depths and positive at large depths
for the current setup. A more unbiased estimate might be
obtained, if the actual spatial wavelength was used and not the
theoretically derived one, either by estimating it or deriving it
from the pulse-echo field. Furthermore, training the estimator
on data set could provide bias correction terms for different
setups. The underlying assumption is that the bias is constant
and deterministic for a given spatial location with a specific
setup.

There are some performance issues at increasing steering
angle, but they might be resolved with further optimizationof
the pulse-echo field taking the increasing steering angle under
consideration.

It can be noted that the transmit F-number can be optimized
for the depth. The apodization types (transmit and receive)
did not significantly affect performance. However, the dif-
ferent combinations should be investigated, especially having
two rectangular apodizations. The larger the area under the
apodization functions, the better SNR can be obtained in a
noisy environment.

Performance decreases when peak separation in receive
decreases, due to a lower spatial frequency. Additionally,a
poorer spatial resolution is obtained. The apodization width
affectsCV , however, does not seem to affectσ̃vx

.

Because of the decreasing spatial frequency through depth,
the velocity range increases with depth. However, the estimator
appears to be unaffected within its velocity range.

The PEF metricER is correlated withB̃vx
and can be

used to predict when the performance of the estimator will
deteriorate due to a poor PEF and corresponding spatio-
temporal spectrum.CV can to some extend give a hint of
the magnitude of̃σvx

.
Overall, the estimator is not very sensitive to small changes

in parameter settings. In some cases the performance degrades
in the sense that the velocities are not estimated correctly,
however, this is done consistently as the standard deviation is
not affected. In some cases, the degradation can be predicted
by calculatingER of the PEF. In general, a lot can be learned
by investigating the PEF prior to simulation and optimizingit.

VI. CONCLUSION

Various parameters have been investigated around a refer-
ence point at 10 cm’s depth wherẽBvx

is 9.1% andσ̃vx
is

9.5%. Overall, the estimator is not very sensitive to minor
changes in the setup. At a depth of 15 cm, it was possible to
estimate the lateral velocity with̃Bvx

and σ̃vx
being 20% and

13%, respectively. This demonstrates that in simulation with-
out noise, the velocity can be estimated at 10-15 cm’s depth
with standard deviations on par with conventional estimators.

The results are encouraging for further development and for
obtaining measured velocity data. And potentially, for imaging
the heart with phased array vector velocity imaging.
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